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Abstract: The aim of the investigation was to evaluate the insertion torque, pull-out torque and
implant stability quotient (ISQ) of short implants (SI) and standard length implants (ST) inserted
into linearly elastic and constitutive isotropic symmetry polyurethane foam blocks. Short dental
titanium implants with a Cone Morse connection and a conical shape (test implants: Test Implant
A—diameter 5.5 mm and length 6 mm) (Test Implant B—diameter 5.5 mm and length 5 mm) were
used for the present in vitro investigation. ST implants (4 mm diameter and 10 mm length), with a
Cone Morse connection and a conical shape, were used as Control Implant A and as Control Implants
B. These two latter implants had a different macro design. A total of 20 implants (5 Test A, 5 Test
B, 5 Control A and 5 Control B) were used for the present research. The results were similar when
comparing the Test A and Test B implants. The test implants had very good stability in polyurethane
14.88–29.76 kgm3 density blocks. The insertion torque values were very high for both types of test
implant (25–32 Ncm on 14.88 kgm blocks, and up to 45 Ncm in 29.76 kgm3 blocks). The pull-out test
values were very similar to the insertion torque values. The ISQ values were significantly high with
75–80 in 14.88 kgm3 blocks, and 78–83 in 29.76 kgm3 blocks. No differences were found in the values
of the Control A and Control B implants. In both these implants, the insertion torque was quite low in
the 14.88 kgm3 blocks (16–28 Ncm). Better results were found in the 29.76 kgm3 blocks. The pull-out
values for these control implants were slightly lower than the insertion torque values. High ISQ
values were found in both control implants (57–80). When comparing SI and ST implants, the SI
had a similar if not better performance in low quality polyurethane foam blocks (14.88–29.76 kgm),
corresponding to D3 and D4 bone.

Keywords: bone density; implant stability quotient; insertion torque; polyurethane foam blocks;
pull-out torque; resonance frequency analysis; short implants; standard length implants

1. Introduction

Short implants (SI), defined in recent years as implants of less than 10 mm in length [1], seem to
have some advantages in certain clinical situations, such as atrophy of the alveolar processes, poor
bone quality, and pneumatization of the maxillary sinus [2]. SI are less invasive, simpler to use in the
hands of the average clinician, and their surgery is shorter, with a lower morbidity, lower costs and
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lesser biological complications [1,3–7]. More recently, Ultrashort or Extra-short (<6 mm) implants
have been proposed [8–11]. Alternatives to the use of SI are sinus augmentation procedures, the use
of zygomatic implants, guided bone regeneration procedures, onlay grafts, inlay grafts, distraction
osteogenesis, and lateralization of the inferior alveolar nerve [4,12]. Several recent systematic reviews,
some of them with a metanalysis of the data, have shown:

no differences in the in the survival rate between SI and standard length implants (ST);
no differences in marginal bone loss (MBL);
lower biological complications in SI;
good primary stability in SI;
higher mechanical complications in SI [3,4,9,10,13–16].

Primary dental implant stability (PS), i.e., an absence of micromotion of the implant immediately
after implant placement, has been reported to have an important role in implant osseointegration [17–19].
PS seemed to be closely correlated to bone quality and quantity, implant macrostructure, implant length
and diameter, surgical technique, and the fitting of the implant into the site [17–21]. Bone density
has been correlated to the amount of bone-to-implant contact (BIC) [19], and BIC to the PS [17]. Bone
density has been measured with the use of different techniques: insertion torque (IT), removal torque
(RT), and resonance frequency analysis (RFA), producing a value giving the implant stability quotient
(ISQ) [22]. Polyurethane foam has been recognized as a standard material for testing instruments by
the American Society for Testing and Materials (ASTM F-1839-08) (“Standard specification for Rigid
Polyurethane Foam for Use as a Standard Material for Test Orthopaedic Devices for Instruments”).
Polyurethane foam has been widely used as an alternative material in biomechanical tests evaluating,
for example, dental implants. It presents consistent mechanical characteristics, has features similar to
bone tissue, is very reliable and easy to use, requiring no special handling, and is characterized by
linearly elastic and constitutive isotropic symmetry [22–24].

The scope of the present pilot study was to evaluate the insertion torque, pull-out torque and ISQ
of SI and ST implants, positioned into polyurethane foam blocks.

2. Materials and Methods

2.1. Dental Implants

The short dental titanium implants with a Cone Morse connection and a conical shape (Implacil
De Bortoli, Sao Paulo, Brasil) (Test Implants: Test Implant A—diameter 5.5 mm and length 6 mm)
(Test Implant B—diameter 5.5 mm and length 5 mm) were used for the in vitro experimental study.
Universal II (UN II) implants (4 mm diameter and 10 mm length), with a Cone Morse connection and a
conical shape (Implacil De Bortoli, Sao Paulo, Brasil), were used as Control Implant A, and Universal
III (UN III) implants, also with a Cone Morse connection and a conical shape (Implacil De Bortoli,
Sao Paulo, Brasil), were used as Control Implants B. These two latter implants differed in their macro
design. The UN III macro design differed from the UN II implants regarding its larger thread, the lack
of double thread pitch, having a round apex not self-tapping, and in the chambers’ patterns between
the cutting surface of the threads.

2.2. Study Design

A total of 20 implants (5 Test A, 5 Test B, 5 Control A and 5 Control B) were used in the present
investigation. The control implants were inserted following the protocol of the manufacturer: implant
lance drill, 2 mm drill (1200 rpm) and 3.5 mm final drill (800 rpm) (Figures 1 and 2). The test implants
were inserted following the protocol of the manufacturer: implant lance drill, 2 mm drill (1200 rpm),
3.5 mm conical drill for SI and 4.5 mm final conical drill for SI (800 rpm).
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Figure 1. Study design and the experimental groups of the present in vitro investigation. PCF = pound
per cubic foot.

Figure 2. Sequence of the study investigation: (A) Test A and Test B; (B) Control A and Control B;
(C) Polyurethane foam block after drilling; (D) implant stability quotient (ISQ) measurement device.

The insertion of the implants was made by the handpiece calibrated to 20 rpm speed and a torque
of 30 Ncm. The torque peaks were recorded by the software package (ImpDat Plus, East Lansing,
Michigan) installed on a digital card. The insertion torque (IT, Ncm) peaks indicated the force of the
maximum clockwise movement of the dental fixture positioned into the material. The research was
performed by a single operator (LC), recording the fixture insertion and the pull-out torque peaks of
the Test A, Test B, Control A and Control B Implants positioned into polyurethane foam blocks in
different sizes and densities.

Different types of solid rigid polyurethane foam (SawBones H, Pacific Research Laboratories Inc,
Vashon, Washington, USA) with homogeneous densities were selected for the present investigation.
The polyurethane foam blocks presented a size of “120 mm × 70 mm × 31 mm”.

The block densities of polyurethane samples used in the present investigation were: 16.01 kgm3

(10 PCF), similar to D3 bone quality, 32.02 kgm3 (20 PCF), corresponding with and similar to D2 bone;
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moreover, a 1 mm sheet of polyurethane with a 48.03 kgm3 (30 PCF) density, similar to D1 bone, was
present to simulate a layer of cortical bone. Ten implant site perforations were performed for each type
of implant (Test A, Test B, Control A and Control B) for both polyurethane densities (14.88–29.76 kgm3),
for a total of 80 implant site preparations.

2.3. Implant Drill

Test A and Test B implants were inserted following a suggested drill protocol using a lance drill,
then a 2 mm bur at 1200 rpm, then a 3.5 mm conical bur, and subsequently a 4.5 mm conical bur (both
at 300 rpm) with the implant insertion at 20 Rpm. Control A and Control B Implants were inserted
using a surgical lance drill, then a 2 mm bur, and subsequently a conical 3.5 mm bur at 800 Rpm with
the implant insertion at 20 rpm.

2.4. Insertion Torque and Pull-Out Torque

The comparative research evaluating the insertion torque and pull-out peaks was conducted
using a calibrated torque ratchet (Implacil De Bortoli, Sao Paulo, Brasil) provided by a torque range of
5–80 N/cm. The final 1 mm insertion torque of the implants into the polyurethane blocks was evaluated
using a calibrated torque ratchet (Implacil De Bortoli, Sao Paulo, Brasil). In the present investigation,
the mechanical torque gauges were used to assess the insertion torque and the pull-out strength values.

2.5. Resonance Frequency Evaluation

After the fixture positioning, the primary stability was evaluated using Resonance Frequency
analysis (RFA) values expressed in the implant stability quotient (ISQ) by a hand-screwed Smart-Pegs
type 7 for test implants (Osstell Mentor Device, Integration Diagnostic AB, Savadelen, Sweden)
(Figure 2). The ISQ values ranged from 0 to 100 (measured by a frequency in the range 3500–85,000 Hz),
and was classified into Low (less than 60 ISQ), Medium (in the range 60–70 ISQ), and High stability
rate (more than 70 ISQ) [25]. Moreover, RFA evaluation was repeated twice for each sample evaluated.
The RFA evaluation was performed following two different orientations separated by a 90-degree
angle, and the mean ISQ peaks were calculated.

2.6. Statistical Analysis

The Shapiro–Wilks test was performed to evaluate data normality. Moreover, the differences
between the peaks of insertion torque, pull-out strength and the RFA of the study groups were evaluated
using a two-way analysis of variance (ANOVA), followed by the Tukey post-hoc test. A p-value
< 0.05 was considered statistically significant. The research data and the statistical analysis were
performed using the software package Excel (Microsoft Office, Redmond, USA) and GraphPad 6
(Prism, San Diego, USA).

3. Results

The results are similar when comparing the Test A and Test B implants. The test implants had
very good stability in polyurethane 14.88–29.76 kgm3 density blocks (Figures 3 and 4).
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Figure 3. Insertion torque evaluation of the study groups: Test A, Test B. Control A and Control B.

 
Figure 4. Pull-out outcome of the implant positioned into the polyurethane foam block: Test A, Test B.
Control A and Control B.

The insertion torque values were very high for both types of test implant (25–32 Ncm on 14.88 kgm3

blocks, and up to 45 Ncm in 29.76 kgm3 blocks) (Figure 3; Tables 1 and 2).
The pull-out test values were very similar to the insertion torque values (Figure 4). The ISQ

values were significantly high with 75–80 in 14.88 kgm3 blocks, and 78–83 in 29.76 kgm3 blocks
(Tables 3 and 4).

Table 1. Summary of the insertion torque value for the implant positioned into polyurethane foam
(14.88–29.76 kgm3); Test A, Test B. Control A and Control B.

Insertion
Torque

D4 Density D3 Density

Short 5
mm (A)

Short 6
mm (B)

UN II
(C)

UN III
(D)

Short 5
mm (E)

Short 6
mm (F)

UN II
(G)

UN III
(H)

Mean 26.7 30.8 17 16.8 46.5 40.4 29.1 31.1

Std.
Deviation

±1.059 ±1.033 ±0.942 ±1.135 ±1.269 ±1.350 ±0.994 ±0.994
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Table 2. Insertion torque: ANOVA Bonferroni post-hoc comparison test (CI = Confidence Interval;
Diff = Difference).

Multiple Comparison Insertion Torque 95.00% CI of Diff, Adjusted p Value

A-B −5.577 to −2.623 <0.0001

B-C 12.32 to 15.28 <0.0001

C-D −1.277 to 1.677 N.S.D.

D-E −31.18 to −28.22 <0.0001

A-D 8.423 to 11.38 <0.0001

A-C 8.223 to 11.18 <0.0001

B-D 12.52 to 15.48 <0.0001

E-F 4.623 to 7.577 <0.0001

F-G 9.823 to 12.78 <0.0001

G-H −3.477 to −0.5230 0.0006

E-H 13.92 to 16.88 <0.0001

F-H 7.823 to 10.78 <0.0001

E-G 15.92 to 18.88 <0.0001

N.S.D. (no significant differences).

Table 3. Summary of the pull-out outcome of the implant positioned into polyurethane foam (14.88 D3
Density–29.76 kgm3 D3 Density); Test A, Test B. Control A and Control B.

Pull Out

D4 Density D3 Density

Short 5
mm (A)

Short 6
mm (B)

UN II
(C)

UN III
(D)

Short 5
mm (E)

Short 6
mm (F)

UN II
(G)

UN III
(H)

Mean 27.3 31 11.1 12 37.8 38.1 27.1 27.1

Std.
Deviation

±1.059 ±1.054 ±0.994 ±1.247 ±0.918 ±0.875 ±1.101 ±1.287

Table 4. Pull-out: ANOVA Bonferroni post-hoc comparison test (CI = Confidence Interval;
Diff = Difference).

Multiple Comparison Pull Out 95.00% CI of Diff, Adjusted p Value

A-B −5.124 to −2.276 <0.0001

B-C 18.48 to 21.32 <0.0001

C-D −2.324 to 0.5237 N.S.D.

A-D 13.88 to 16.72 <0.0001

B-D 17.58 to 20.42 <0.0001

A-C 14.78 to 17.62 <0.0001

D-E −27.24 to −24.36 <0.0001

E-F −1.724 to 1.124 >0.9999

F-G 9.576 to 12.42 <0.0001

G-H −1.424 to 1.424 N.S.D.

E-H 9.276 to 12.12 <0.0001

F-H 9.576 to 12.42 <0.0001

E-G 9.276 to 12.12 <0.0001

A-B −5.124 to −2.276 <0.0001

N.S.D. (no significant differences).
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The clinical sensation of the very good stability of the implant was felt at the initial insertion into the
polyurethane blocks. No differences were found in the values of the Control A and Control B implants
(Tables 1–4). In both these implants, the insertion torque was quite low in the 14.88 kgm3 blocks (16–28 Ncm)
(Tables 1 and 2). Better results were found in the 29.76 kgm3 blocks, with significantly good stability of
the implants. The pull-out values for these control implants were slightly lower than the insertion torque
values. High ISQ values were found in both control implants (57–80) (Figure 5; Tables 5 and 6).

 
Figure 5. ISQ outcome of the implant positioned into polyurethane foam block: Test A, Test B. Control
A and Control B.

Table 5. Summary of the ISQ of the implant positioned into Polyurethane foam (14.88 D4
Density–29.76 kgm3 D3 Density); Test A, Test B. Control A and Control B.

ISQ

D4 Density D3 Density

Short 5
mm (A)

Short 6
mm (B)

UN II
(C)

UN III
(D)

Short 5
mm (E)

Short 6
mm (F)

UN II
(G)

UN III
(H)

Mean 76.6 78.85 58.05 57.9 78.45 80 76.65 76.6

Std.
Deviation

±0.966 ±0.747 ±0.283 ±0.809 ±0.550 ±1.491 ±1.001 ±0.774

Table 6. ISQ: ANOVA Bonferroni Post-hoc comparison test (CI=Confidence Interval; Diff =Difference).

Multiple Comparison RFA 95.00% CI of Diff, Adjusted p Value

A-B −3.430 to −1.070 <0.0001

B-C 19.62 to 21.98 <0.0001

C-D −1.030 to 1.330 N.S.D.

A-D 17.52 to 19.88 <0.0001

B-D 19.77 to 22.13 <0.0001

A-C 17.37 to 19.73 <0.0001

D-E −21.74 to −19.36 <0.0001

E-F −2.730 to −0.3703 0.0027

F-G 2.170 to 4.530 <0.0001

G-H −1.130 to 1.230 N.S.D.

E-H 0.6703 to 3.030 0.0002

F-H 2.220 to 4.580 <0.0001

E-G 0.6203 to 2.980 0.0003

N.S.D. (no significant differences).
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4. Discussion

The atrophy of the posterior regions of the jaws with reduced bone quality and quantity could
limit the use of standard length implants (≥10 mm), without doing an invasive sinus grafting procedure.
Recently, it has been reported in a few systematic reviews with meta-analysis that, in these cases, short
implants could be a suitable alternative [2–8,12,13]. These reviews have reported, for short implants,
survival rates similar to those of standard length implants and the capability to osseointegrate and
to bear a functional load [8]. In recent years, a reduction in the implant length of short implants has
been reported in the literature [1,7,8,12]. Polyurethane foam could be an alternative useful material to
provide biomechanical tests substituting, for example, animal bone. (“Standard specification for Rigid
Polyurethane Foam for Use as a Standard Material for Test Orthopaedic Devices for Instruments”).
Polyurethane presents a cellular structure with constant mechanical characteristics, and similar
properties to bone. In the present study, very good stability was obtained for both test and control
implants. In the test implants, insertion torque, pull-out torque and ISQ values were all very high,
showing the very good stability of both types of SI. Also, all the values for the ST implants were quite
high, with better results, and then better stability, in higher density polyurethane blocks. The density
of polyurethane blocks is similar to the structure of the bone in the posterior regions in humans.
The conical shape of all these implants was probably instrumental in achieving such good levels
of stability.

The main reason for measuring the implant primary stability concerns the ability to predict the
prognosis of the dental implant procedure. Comuzzi et al., in vitro, reported that in polyurethane
foam, ISQ, insertion torque, and pull-out measuring provide the high repeatability and reproducibility
that represent suitable indicators for implant stability [26]. In the present investigation, the implant
primary stability was evaluated in a controlled reproducible study design and without the variables
correlated to the use of animal bone.

The study effectiveness showed that the types of polyurethane used in the present in vitro study
were shown to be constituted by a homogenous material.

Moreover, implants with a conical shape have a high stability even in blocks with a low density
(D4 Density) and no differences were found between 5 mm and 6 mm long implants, where reasonable
values of insertion torque and pull-out tests were found in short implants in both polyurethane
densities. Comuzzi et al. reported in vitro that a conical shape, rather than a cylindrical design,
provided increased values of insertion torque and pull-out strength [26]. Thus, the ISQ values of both
short implants were great, with an increased clinical sensation of the high stability of the implants.

The posterior maxilla is an anatomical region often characterized by poor bone quality and
quantity. Thus, the 5 mm short implant could probably be more useful for insertion in this area in
cases of reduced bone volume and density.

In fact, the choice of a short implant is clinically indicated as an alternative to more invasive
regenerative procedures in cases of bone atrophy of the posterior ridge’s regions [3].

The standard length implants had slightly lower values of insertion torque and pull-out torque,
and very high ISQ values, where the conometric connection of all the types of implants seemed to also
resist quite well to very high torque values (up to 60–80 Ncm).

5. Conclusions

In conclusion, when comparing the SI and ST, the SI had a similar if not better performance in low
quality polyurethane foam blocks corresponding to D3 and D4 bone.
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Abstract: The objective of this observational clinical study was to analyze the behavior of peri-implant
tissues around cone Morse dental implants installed in the subcrestal bone position considering
different clinical variables: Mucosal thickness, implant diameter, and implant length. Thirty patients
were selected and included in the present study. Initially the thickness of the mucosa was measured
by periapical radiographic and clinically (after the mucosal displaced). According to the planning for
each treatment, implants with different dimensions (in length and diameter) were selected and used.
Periapical radiographs were obtained at different times: Immediate postoperative (time t1) and 90
days after implantation (time t2). The initial stability of the implants (ISQ) was measured immediately
of the implant insertion and 90 days after. The means and standard deviations of the ISQ values were
in time t1 was 63.2 ± 6.99 (95% confidence interval (CI): 41 to 83) and in time t2 was 69.7 ± 7.09 (95% CI:
61 to 87). Overall mean of mesial and distal bone loss 90 days after the implantations were 1.11 ± 1.16
mm and 1.11 ± 1.15 mm, respectively. When the variables were considered, in all situations proposed,
the bone loss showed differences statistically significant. In conclusion, the implant diameter and
mucosal thickness variables showed an important effect on bone loss values. However, the implant
length did not show an effect on the peri-implant behavior.

Keywords: crestal bone; cone Morse implants; mucosal thickness; implant dimensions; resonance
frequency analysis

1. Introduction

Implantology as a surgical procedure implies the management of a wound involving the soft
and hard tissues. After the implant osseointegration, the bone and the mucosa required by its new
function of protection of underlying peri-implant structures, is transformed into the peri-implantar
mucosa acquiring particular morphological characteristics. For this new sealing function, the epithelial
and connective tissues require an appropriate dimension, and if it does not exist it will be created
at the expense of bone resorption. Berglund and Lindhe [1] carried out a study with the purpose
of confirming this concept, where thinning the tissues also proves that the conformation of the seal
requires a minimal mucosal dimension, otherwise it would be created at the expense of bone resorption.
In this way, the biology demands a dimension of minimal epithelial and connective tissue adequate for
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the protection of the underlying structures. In this sense, other authors begin to give importance to
the mucosal thickness as a relevant factor independent of the aforementioned bone resorption, using
in its clinical trials different types of technology in the area of the implant connection, noticing the
inefficacy of these technologies in the control of crestal bone resorption when the mucosa shows little
thickness [2–7].

In addition, other factors may affect the behavior of peri-implant tissues, such as: Microgap,
micromovement, microtopography of the interface, repeated removal of the abutment, and the platform
design (switching or no) [8–11]. Several studies carried out by our group demonstrated that Morse
taper implants present a better condition and behavior when compared to implants of internal and
external connection, referring to the factors previously described [12,13]. In this way, a recent important
systematic review that was published about the performance of the Morse taper connection [14] showed
evidence that this type of connection appeared to be superior in terms of bacterial sealing compared
with the traditional ones emphasizing that no connection has a 100% bacterial sealing. Morse taper
connection systems appear to be more resistant to abutment movement and increased under load
space compared to internal and external hexagon implants [15]. Moreover, the Morse taper connection
have greater resistance to torque loss than other connection models [16]. This system seems to have
less tension on the abutment screw, the cone compensates for the high stresses and protects the screw
from overload [17].

Marginal bone stability around dental implants has always been considered one of the main
criteria for defining implant success [18]. Then, with the current advancements and new technologies
in implant dentistry, we should strive both for bone loss close to zero and to seek out variables that
cause higher or lower rates of resorption. Albrektsson et al. reported that the extensive bone resorption
after the first year is generally due to an exacerbation of adverse body reactions caused by non-optimal
implant components, adverse surgery or prosthodontics, and/or compromised patient factors [19]. In a
recent review study of the evidence regarding marginal bone loss around dental implants, Sasada and
Cochran concluded that there is a strong indication that contaminated implant-abutment connections
may have an effect on peri-implantitis and failure over time [20].

Although the in vitro results show better results in implants of conical internal connection and
in vivo results with lower marginal bone loss, all models show comparable rates in terms of implant
success and survival. However, these Morse tapered implants need to be evaluated for their clinical
behavior in relation to peri-implant tissues, as many manufacturers recommend their infra-osseous
installation without explaining the need for this procedure. In this sense, the aim of the present study
was to evaluate the clinical performance of an implant with Morse taper connection (submerged 2 mm
infra-osseous) and comparing different clinical variables (mucosal thickness, implant dimensions, and
implant stability) with the marginal bone behavior. It was hypothesized that mucosal thickness plays a
fundamental role in the maintenance of peri-implant bone and soft tissues.

2. Material and Methods

2.1. Patient Population and Research Design

For the present study, patients aged between 20 to 63 years, that needed replacement of missing
teeth in the posterior region of the mandible with adequate condition of remaining bone (height≥10 mm
and width ≥6 mm) and adequate prosthetic space to rehabilitation, were selected in a private clinic
(Montevideo, Uruguay). A total of 30 patients, 18 women and 12 men, were consecutively included.
All patients signed a written Helsinki informed consent for participation and permission to use the
data obtained for research purposes prior to the procedures. The general health condition stability
of the participants in the study was considered and their ability to withstand surgery to install the
planned implants. Patients with systemic alterations (diabetes, hypertension, or osteoporosis) or local
changes (oral pathology in soft or hard tissues, bruxism, and smoking) were excluded from this study.
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In addition, patients with uncontrolled and/or untreated periodontal disease, lack of adequate bone
tissue for implant insertion, and/or presence of inflammatory events were not included in the study.

Sixty dental implants of conical macro design with cone Morse connection manufactured in grade
IV titanium (Implacil De Bortoli, São Paulo, Brazil) were used in the implantations. The implants
dimensions used were 3.5 and 4 mm in diameter and 7, 9, and 11 mm in length. Moreover, five implants
were used to the surface analysis. The Figure 1 show a representative image of the macro design and
the connection characteristics of the implant used in the present study.

 

Figure 1. Representative image of the macro design and the connection characteristics of the implants
used in the study, respectively.

2.2. Dental Implant Surface Topography

All implants are treated with sandblasted acid-etched surface technology as previously described
by Gehrke et al. [21]. The implants were blasted with 50–100 μm TiO2 microparticles and, following,
the surface was ultrasonically cleaned with an alkaline solution, washed in distilled water, and pickled
with maleic acid (HO2CCHCHCO2H). After these treatments, five implants were used to evaluate
the surface characteristics by scanning electron microscopy (SEM, model JSM 5200, JEOL Ltd., Tokyo,
Japan) and the roughness parameters, which was measured on the profilometer (Perthometer S2, Mahr
GmbH, Göttingen, Germany), where Ra is the absolute value of all profile points, and Rz is the value
of the absolute heights of the five highest peaks and the depths of the five deepest valleys.

2.3. Surgical Procedure of Implant Placement

All procedures (pre, trans, and postoperative) were performed by two specialists in implantology
(MB and JGA). In all patients, mucosal thickness was measured at the local determined for implant
installation through a periapical X-ray images. The measurement of the mesio-distal diameter of
clinical crown of the tooth adjacent to the place where the implant will be installed was used to calibrate
the program. The surgical procedures routinely used to install dental implants were applied. Surgical
guides were prepared and used for the installation of all implants. All patients were given antibiotic
premedication that was administered orally (2 g of Amoxicillin, 2 h before surgery) and continued in
the postoperative for another five days (500 mg every 8 h). After the application of local anesthesia
using Articaine 2% (DFL Ltd.a, Rio de Janeiro, Brazil), an incision was performed in the central area
of the mucosal crest, and only the buccal flap was displaced, keeping the lingual mucosa in position
for the proper measurement of its clinical thickness. The mucosa thickness was measured using a
periodontal probe (Hu-Friedy, Chicago, IL, USA), from the crestal bone to the more apical area of the
mucosa. Then, the lingual flap was raised, and the implant procedures were performed in accordance
to the manufacturer’s instructions.
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The dimensions of the implants were previously determined during the planning of each case.
For osteotomies, a Driller BLM600 motor and a counter angle with a 20:1 reduction (Driller, São Paulo,
Brazil) was used under intense external irrigation with 0.9% saline solution. All implants were
positioned 2 ± 0.2 mm subcrestally. All sutures were performed using simple point with Nylon
5-0 (Ethicon US, Bridgewater, NJ, USA). For the post-operative pain and inflammation control was
administrated Cetoprofeno (200 mg/day) for four days plus paracetamol (750 mg, in case of pain).
Ninety days after performing the surgery for the installation of the implants, the rehabilitation
procedures were started.

2.4. Clinical Stability and Radiographic Evaluations

The stability of all implants was evaluated by resonance frequency immediately after the
installation (t1) and 90 days (t2) in the reentry surgery to install the healing abutment. This evaluation
was performed using the OstellTM Mentor (Integration Diagnostics AB, Goteborg, Sweden) plus the
SmartpegTM (Integration Diagnostics AB) devices. Smartpeg sensors were installed in each implant
using a controlled torque of 10 Ncm, as recommended by a recent study [22]. A mean was performed
with the values obtained in the measurements in the vestibule-lingual direction (V-L) and mesio-distal
direction (M-D).

Three periapical radiographies were made for each patient to measure the mucosa thickness
(before implant placement) and the marginal bone loss (immediately after the surgery and 90 days
later). Parallel profile radiography using a digital ring holder was used to standardize the analysis
and decrease the image distortions. The relation between the implant platform and the crestal bone
position was measured. All radiographic measurements were performed using the ImageJ software for
Windows (developed at the U.S. National Institutes of Health and available at http://rsb.info.nih.gov/ij).
In the first radiography the mucosa width was measured and compared with the clinical measurements.
Then, the implants were grouped according to the measured thickness of the mucosa in each implant:
Patients with mucosal thickness (MT) between 1.0 and 2.0 mm (MT1); mucosal thickness between 2.1
and 3.0 mm (MT2); and, mucosal thickness more 3.1 mm (MT3). In the radiographs post-implantation,
the cortical bone level to the platform was measured and recorded at the mesial-marginal bone loss
(m-MBL) and distal-marginal bone loss (d-MBL) side of each implant.

2.5. Statistical Analyses

The methodology and statistical data analyses were reviewed by an independent statistician.
The outcomes were longitudinally analyzed among the two initial stability of the implants (ISQ)
tests and the bone level between the variables using the one-way analysis of variance (ANOVA) test
for repeated measures. The comparison between the clinical and radiographic measurements was
performed using the z-test for unpaired samples. The Kolmogorov-Smirnov normality test and the
Levene’s homogeneity of variance test were used. For bivariate analysis, Mann-Whitney U, and
Students-t tests were used. Repeated-measures ANOVA was used to analyze the reduction in marginal
bone loss. All comparison analysis was performed using GraphPad Prism 5 software for Windows
(GraphPad Software, San Diego, CA, USA). The level of significance was set at α = 0.05.

3. Results

The mean and standard deviation of the absolute values of all profile points (Ra) was 0.87± 0.14μm,
the root-mean-square of the values of all points (Rq) was 1.12 ± 0.18 μm, and the average value of
the absolute heights of the five highest peaks and the depths of the five deepest valleys (Rz) was
5.14 ± 0.69 μm. In the Figure 2 are showed the implant macro design and the surface images of
the morphology.
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Figure 2. SEM images of the implant surface in different increases.

A total of 60 conical implants of Morse taper connections were installed and the evaluated variables
were the diameter of 3.5 mm (n = 17) and 4 mm (n = 43), the different lengths that ranged from 7 mm
(n = 21), 9 mm (n = 24), and 11 mm (n = 15) and the mucosa thickness MT1 (n = 19), MT2 (n = 24),
and MT3 (n = 17). Thirty patients (18 women and 12 men; ages from 20 to 63 years) received dental
implants. After the initial period of 90 days, only one implant was loose throughout the study period
and re-implanted with success. Then, the analysis was performed with a total implant quantity (60
implants). No patient dropout was observed during the observation period.

The analyses between the radiographic and clinical measurements showed similar values for the
mucosal thickness, no presenting statistical differences (p = 0.634), with a mean and standard deviation
of 2.26 ± 0.72 and 2.34 ± 1.27, for clinical and radiographic measurements, respectively. The Figure 3
show a box plots graph to compare the measured values and the Figure 4 shows the clinical and
radiographic representative image of these measurements.

Figure 3. Box-plots graph of the values measured clinical and radiographically.
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Figure 4. Representative clinical image of the mucosal thickness measurement after the mucosal flap
and a periapical x-ray image of the mucosal measurement.

The measured ISQ values showed an overall mean and standard deviation in each proposed time
as following: In time t1 was 63.6 ± 2.90 (95% CI: 53 to 70) and in t2 was 69.0 ± 4.14 (95% CI: 49 to 75).
The values (mean, SD, and median) are summarized in the Table 1. Figure 5 showed a box-plots graph
of the ISQ evolution in each time. No statistical difference of ISQ was observed regarding the implant
diameter and length (p > 0.05). However, comparing the values of t1 versus t2, an expected statistical
difference was found (p < 0.0001).

Table 1. Initial stability of the implants (ISQ) analysis and measurements at initial day (baseline) and
90 days after the implant installation. Results as mean and medians.

ISQ Value Baseline 90 Days

Mean ± SD Median Mean ± SD Median

Mesio-distal 63.4 ± 2.94 63.75 68.0 ± 3.85 69.53
Vestibule-lingual 63.7 ± 2.89 64.45 69.9 ± 4.14 70.80

Figure 5. Box-plots graph of the ISQ measured values in the time 1 (t1) and time 2 (t2). V-L = vestibule-
lingual direction and M-D =mesio-distal direction.

The comparative data measured between mesial and distal marginal bone loss with the observed
variables. Overall mean of mesial and distal MBL were 1.11 ± 1.16 mm and 1.11 ± 1.15 mm, respectively,
resulted in non-statistically significant differences (p > 0.05). The comparison of the bone loss between
the patient’s sex showed non-statistically significant differences (p > 0.05), where the woman patient’s
show an MBL mean value of 1.1 ± 1.25 mm and the man patient´s 1.0 ± 0.93 mm. The images of the
Figure 6 show a sequence of measurements of the MBL.
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Figure 6. Radiograph sequence used to evaluate and measure the bone level. The measurements were
performed from the implant platform to the crestal bone (red arrows =m-MBL and green arrows =
d-MBL).

Regarding the implant dimensions, the diameter showed a mean value of MBL in 0.73± 0.8 mm for
the implants of 3.5 mm and 1.05± 1.1 mm for the implant of 4.0 mm, with significant statistical difference
(p < 0.001). The bar graph of the Figure 7 shows the values of mesial and distal MBL measurements.

Figure 7. Bar graph showing the mean and standard deviation of the MBL values measured in mesial
(m-MBL) and distal (d-MBL) position of each implant in the two implant diameters.

However, the MBL values measured at different implant lengths showed very similar values
(Figure 8), without statistically significant differences (p > 0.05).

The mucosal thickness (MT1, MT2, and MT3) resulted in statistically significant differences
(p < 0.05). The mean value of MBL in the MT1 was 1.5 ± 0.8 mm, in the MT2 was 0.75 ± 0.5 and in
the MT3 was 0.9 ± 0.8 mm. The bar graph of the Figure 9 shows the values for mesial and distal
measurements. In general, the better behavior was observed in the MT2 (mucosal thickness between
2.1 and 3.0 mm), with 0.7 ± 0.6 mm for m-MBL and 0.8 ± 0.5 mm for d-MBL.
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Figure 8. Bar graph showing the mean and standard deviation of the MBL values measured in mesial
(m-MBL) and distal (d-MBL) position of each implant in the three implant lengths used.

Figure 9. Bar graph showing the mean and standard deviation of the MBL values measured in mesial
(m-MBL) and distal (d-MBL) position of each implant in the three mucosal thickness.

4. Discussion

This clinical study describes an analysis the marginal bone behavior considering of different
variables after the implants installed in the posterior area of mandible: Patient sex, implant dimensions
(diameter and length), and mucosa thickness. One implant was loose throughout the study period and
re-implanted, and the survival rate of dental implants considered was of 98.3%. This study was made
without patient selection, the only criterion was the posterior inferior region selection, this makes a
random distribution of the ridges with the difficulty of achieving uniformity in the height and width
of the ridge and the trouble of achieving the 2 mm of supracrestal bone in all cases, as well as having
bone in around the 100% of the perimeter, simply because of the anatomy of the area. These could be
factors that may affect the mucosal position and the behavior around the implant.

All implants measured the mucosa thickness on the radiographic images and compared with
the clinical measurements, and the results confirmed no statistical differences among these collected
data. Then, the measurement of the mucosa in radiographic images can be used for planification
of the implant position (depth position). Therefore, the ISQ and the bone height in relation of the
implant platform were measured immediately after the implant placement (baseline) and after 90 days.
The relation of the marginal bone behavior and the variables with significant statistical differences are
discussed separately follow.

Surface topography refers to the degree of surface roughness and the orientation of surface
irregularities, which can directly stimulate osseointegration, increasing and/or accelerating the events
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involved in this process [8,21]. In this sense, we use implants with a surface roughness considered
moderate, similar to that used by many other brands of implants. This data is important so that in
future studies researchers can compare their results or reproduce in new investigations. In addition,
since stability measurements were taken 90 days after implantation, the results are directly affected by
the type of surface used in the implants.

4.1. Initial Implant Stability

The initial stability of the implants, a measure that can be represented by ISQ, is of fundamental
importance for osseointegration. Several studies describe a direct relationship between bone density and
measured ISQ values [23–27]. Both the thickness of the cortical bone and the pattern presented by the
medullary portion (trabecular), which are in contact with the installed implant, are determinant factors
for stability (bone and implant contact) [28]. The aim of this study was to observe the consequences
of the placing Morse taper implants subcrestally and the relation between bone remodeling and soft
tissue thickness. The initial results in these three months of studies show that the sectors in which the
mucosal thickness was 1 to 2 mm suffered greater bone remodelation compared to the sectors where
the width of the soft tissue was 2 mm or more.

The clinical methods that are commonly used to verify implant stability and osseointegration
include percussion, mobility, and radiographic studies. However, these methods have an important
limitation in their standardization, since they have a great dependence on the sensitivity and
susceptibility with respect to the professional executor [29,30]. In this sense, more precise and
non-invasive techniques were developed. These analyzes are called according to the method by which
they are performed, i.e., resonance frequency analysis (RFA), and are used to verify and measure
the stability of implants installed in bone tissue at different clinical periods [30,31]. The use of this
technique is mainly based on being easy to perform, fast, and direct and, moreover, can be applied
routinely in the clinic because it does not present discomfort to the patient.

The measured values of ISQ varied during the phases of osseointegration evaluated. At the
trans-operative time, the mean and standard deviations of the ISQ values measured was 63.6 ± 2.90
varying of 53 to 70, indicating adequate primary stability, similar to the results reported in other studies
that presented averages from 60.3 to 62.6 [31–34]. While, in the second time measured, 90 days after
the implantations, the means and standard deviations of the ISQ values was 69.7 ± 7.09 varying of 49
to 75. Such overall result for the ISQ values for the time of 90 days are within the mean values shown
in several similar studies, where the values varied from 67.0 to 72.1 [31,32,35,36].

4.2. Mucosal Thickness

Linkevicius and colleagues studied the main factors related with the bone remodeling [2,3],
understanding and trying to make a relation between mechanic factors and mucosal thickness.
Isolating the connection factor even when this was 2 mm supracrestal and the mucosa was thin, there
was bone remodeling consequence of the biological width formation [2]. Using implants with platform
switching concept did not prevent the bone remodeling also when the mucosal thickness shows little
thickness [3,4]. The use of Morse-cone implants for this study is based on the minimal number of
microorganisms penetrating the implant/abutment microgap as well as the absence of movement [37].
This rigid type of connection eliminates a potential remodeling bone factor and with the subcrestal
position opens a new way in which the biologic width can be conformed [37–40]. Studies showed the
possibility of having no bone remodeling reaction at the abutment-implant interface and making a new
configuration of the biological space and the mucosa characteristics surrounding the implant [41–44].

The results are in agreement with the studies mentioned previously, although in our study the
evaluation time was less than one year, the first case (MT1), where the mucosa was between 1 and
2 mm, suffered much more bone loss than de MT2 and MT3 where the mucosal width was two or
more millimeters. The group MT2 and MT3 had very similar measures in respect of bone remodeling.
However, the MT3 not show superior behavior in comparison with the MT1 and MT2, possibly
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because in this group the biological space exceeded the value considered ideal for the position of
implant-abutment junction (IAJ). Conversely, controversial information is available regarding implants
placed subcrestally. Some authors recommended placement of the implant platform 1 or 2 mm below
the alveolar crest to better maintain marginal bone levels [45,46]. However, other studies reported an
increased extension of inflammatory infiltrate due to deep positioning of the IAJ, resulting in greater
MBL compared to implants placed equicrestally [47,48]. In the case of implants with mucosal thickness
3 mm (MT3), added to 2 mm positioning subcrestal implants, the final positioning distance of the AIJ
was greater than 5 mm, which probably explains the behavior of the implants in this condition.

Clinically the time bone loss around implants can influence the planned aesthetic results, mainly
because it alters the final positioning of the tissue because its final volume decreased.

4.3. Implant Dimensions (Diameter and Length)

Several studies showed that the implant dimensions have direct influence on the stress distribution
to the bone [41–45] as the implant directly affects the area of possible bone retention [49]. Moreover,
other authors have advocated the use of implants as long and wide as possible [50]. However, when
bone loss around the implants was evaluated, there is a controversy regarding the influence of length in
these alterations, and some studies present results of larger losses in the short implants, other authors
report that the length of the implant has little influence on the quantity of vertical load stress, and may
have a lower effect on the distribution of stresses to bone tissue when compared to the variation in
implant diameter [49,51]. In this way, Koutouzis and collaborates not found statistical difference in the
values of bone resorption in larger diameter implants, comparing small diameter (3.5 mm) with larger
diameter (4.5 mm) [52]. Unlike most of the cited reports, an important fact that the research revealed
was the better behavior of the 3.5 mm implants when compared to the 4.0 mm diameter implants
in terms of bone remodeling, that is, the smaller implants diameters showed lower bone resorption.
On the other hand, when the implants were compared in terms of length (7, 9, and 11 mm), the results
obtained in the present study did not present statistical differences, with very similar values among the
sizes used. However, in the present study the implants evaluated were not placed under masticatory
loads, which may be the reason for the difference in results between the studies. Previous FEA studies
have shown that a decrease in diameter increases the stress transferred to crestal bone [53].

5. Conclusions

Within the limitations of this prospective study, although in our study the evaluation time was
short after the implantation, we concluded that cone Morse implants placed 2 mm subcrestal level
showed different values of bone loss depending of the mucosal thickness and implant diameter.
However, the initial stability and implant length not showed influence on the marginal bone loss.
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Abstract: The aim of the study is to determine the existing correlation between high-resolution 3D imaging
technique obtained through Micro Computed Tomography (mCT) and histological-histomorphometric
images to determine in vivo bone osteogenic behavior of bioceramic scaffolds. A Ca-Si-P scaffold ceramic
doped and non-doped (control) with a natural demineralized bone matrix (DBM) were implanted in
rabbit tibias for 1, 3, and 5 months. A progressive disorganization and disintegration of scaffolds and
bone neoformation occurs, from the periphery to the center of the implants, without any differences
between histomorphometric and radiological analysis. However, significant differences (p < 0.05)
between DMB-doped and non-doped materials where only detected through mathematical analysis of
mCT. In this way, average attenuation coefficient for DMB-doped decreased from 0.99 ± 0.23 Hounsfield
Unit (HU) (3 months) to 0.86 ± 0.32 HU (5 months). Average values for non-doped decreased from
0.86 ± 0.25 HU (3 months) to 0.66 ± 0.33 HU. Combination of radiological analysis and mathematical
mCT seems to provide an adequate in vivo analysis of bone-implanted biomaterials after surgery,
obtaining similar results to the one provided by histomorphometric analysis. Mathematical analysis of
Computed Tomography (CT) would allow the conducting of long-term duration in vivo studies, without
the need for animal sacrifice, and the subsequent reduction in variability.
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1. Introduction

Imaging techniques have contributed to some of the most significant advances in biomedicine, and
this trend is accelerating [1]. Development of image-capture techniques has required parallel advances in
image processing and characterization, being consolidated as a specific research discipline in biomedicine.
Digital image processing and analysis are aimed to develop methods of information extraction from
images generated by different capture techniques, as well as to integrate the information obtained [2].

Compare to others, Computed Tomography (CT) offers the best radiographic method for
morphological and qualitative analysis of bone and solid structures [3]. The images obtained
through CT are the result of a volumetric decomposition of the body in units or voxels. From each voxel,
a data set of attenuation coefficients is extracted, being known as “raw data”. This volumetric set of
raw data is mathematically reconstructed (iterative reconstruction, filtered retro projection algorithms)
to obtain a pixelated image [4,5].

Strongly related to the size/number of voxels, and to the resolution of the acquisition system,
the reconstruction from a volumetric object in a pixelated and multiplanar image is associated with
the loss of data, as well as to the introduction of errors. In this way, despite presenting different
attenuation coefficient, data contained in a voxel would contribute to the final pixel conformation [5].
Apart from the previously explained sources of miss information, the interpretation of radiological
images is associated with other problems. At this respect, Garland (1949) [6] warned the scientific
community about the error inherent in the radiological interpretation. Among the frequent mistakes
identified during imaging analysis, perceptual errors or miss evaluation of images with a limited
interpretive value are included [7]. Alternatively, cognitive errors of interpretation have been also
described as frequent [8]. Work overload and environment factors are also decisive in radiological
interpretation as, among others, they determine staff fatigue or eyestrain [9]. To reduce errors and
false negative rates of image interpretation, a computer-assisted detection (CAD) program has been
developed. CAD is software to analyze digital data set of the images, and estimate the probability of a
specific disease based on algorithms developed to identify structural distortions. So far it has been
used on mammographic studies but with limited results [10,11].

New strategies in the management of bone lesions include the implantation of porous biomaterial
scaffolds. These biomaterials can enhance bone healing capacity and favor new bone formation when
it is comprised (for instance: lack of vascularization, infections, lack of mechanical stability, or tissue
loss) [12]. Histomorphometry and Micro Computed Tomography (mCT) proved to be dominant imaging
techniques in the preclinical evaluation of cortical and medullary bone structure. These techniques
enable the measurement and the assessment of in vivo bone formation and resorption. By using the mCT,
either the anatomic correlation in 2D or the spatial bone microstructure in 3D can be analyzed [13,14].
Algorithmic studies have been conducted to ensure the greatest correspondence in the correlation
between the image obtained by mCT and the one obtained by histology [12,15]. The development of a
standardized method based on raw-data analysis would contribute to non-destructively quantify the
formation of new bone tissue at the periphery and within the implanted biomaterial, reducing the
variability associated with CT image processing and its interpretation.

The aim of the study is to determine the possible role of a global imaging analysis, which includes
imaging descriptive analysis, mCT raw-data mathematical analysis, and histomorphometric analysis
in order to objectively elucidate the osteogenic behavior observed after implant porous biomaterial
scaffolds in tibias from New Zealand rabbits as preclinical model.

2. Materials and Methods

2.1. Porous Scaffold Implants Composition and Fabrication

Porous scaffolds were produced by partial sintering method [16–19]. Laboratory previously
synthesized tricalcium phosphate (Ca3(PO4)2) [TCP] and dicalcium silicate (Ca2SiO4) [C2S] were used
as raw materials [20,21]. C2S (45% wt.) and TCP (55% wt.) were attrition-milled in isopropyl media,
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dried (60◦C overnight), isostatically pressed (200 MPa) and heated inside platinum crucibles for 2 h
to 1000 ◦C. Homogeneous bars were obtained after being grounded, pressed and reheated (1300 ◦C,
24 h). One part of the material was grounded to obtain a coarse fraction powder of ~1–2 mm particle
size, whereas the other part was milled to ~2 μm. Scaffold implants were obtained after mixing 90% of
1–2 mm coarse fraction powder with 10% of 2 μm particles, using polyvinyl acetate (10%) as binder.
Mixture was then heated to 1170◦ for 2 h, allowing cooling to room temperature inside furnace for 24 h.
Finally, cylinders (height = 6 mm; diameter = 4.5 mm) were cut and sterilized by means of hydrogen
peroxide gas-plasma (Sterrad® 100S, Germany) at low temperature (Figure 1A).

Figure 1. (A) Non-doped porous scaffold implants (before being implanted); (B) Intrasurgical image
(proximal anteromedial metaphysis of right tibia) showing the implanted material; (C) Sample collection
after tibia removal.

After sterilization, 60% of scaffolds were immersed in 231.3 ± 1.35 mg of Demineralized Bone
Matrix Gel (DBM-gel, labeled as DMB-doped)) Activagen® (Bioteck, Arcugnano, Italy) for 3 minutes.
Each scaffold was weighed to ensure an impregnated amount of DBM of 79.06 ± 0.47 mg. DBM is being
defined as osteogenic inductor, promoting a rapid vascularization and osteoblast differentiation [22].
The remaining 40% of pellets were untreated (labeled as non-doped).

2.2. Animal Selection and Conditioning

Fifteen New Zealand white rabbits were included in this study. Inclusion criteria were:
pathogen-free male, with an initial weight of 3.500–4.000 g and aged 26–28 weeks to ensure skeletal
maturity and physical closure [23,24]. Ethical approval for the experiment was obtained from the Ethics
Committee in Animal Research of the University of Murcia (A13150102). Before the experimental
stage, each animal was housed individually for 5 days, under the optimal vivarium conditions for the
detailed specie (temperature, light/darkness cycle, maximum noise, and relative humidity). These
conditions are legally established by the EU Directive/63/2010 and by the Spanish Royal Decree 53/2013.
During the entire study, animals received ad libitum food and water.

After conditioning, animals were randomly allocated into three groups (n = 5 each) in
correspondence to three defined study periods (1, 3 and 5 months) respectively.

2.3. Scaffold Implantation: Anesthetic and Surgical Method

All surgical procedures were performed under rigorous aseptic conditions. Animal anesthesia and
post-operative analgesia was performed following the previously established and approved protocol
described by Ros-Tarraga et al. (2016) [25,26]. Premedication and anesthesia was achieved with
atropine sulfate (0.3 mg k−1, im), chlorpromazine hydrochloride (10 mg k−1, im), xylacine (0,25 mg k−1,
im) and ketamine hydrochloride (50 mg k−1, im). Animals were treated with a prophylactic single dose
of enrofloxacin (mg k−1, im) (Virbac, Barcelona, Spain) to reduce the risk of surgical site infections.

Surgical surface was shaved, washed and sterilized with clorhexidine® (Bohm SA, Madrid, Spain)
and povidone iodine 10% (Betadine™; Meda Pharma, Madrid, Spain). Sterile fenestrates adhesive
drapes were used for delimitation of surgical area. A 1.5–2 mm long and deep skin incision was
made at the proximal anteromedial metaphysis, in parallel to the right tibial shaft axis. Anterior tibial
tuberosity was landmarked as surgical reference to minimize incisional variability. After dissection of
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fascia and periostium, a unicortical ~4.5 mm diameter bone defect was created with a surgical bone
drill, coupled to a micromotor at low revolutions and continuous irrigation with saline solution. Bone
medullar cavity was not invaded. Surgical defects were debrided and washed with physiological
saline solution before being grafted with porous cylindrical implants as it has been shown in Figure 1B.
Within each previously defined animal group, the DBM-doped: non-doped scaffold ratio implanted
was 3:2. Surgical wound was sutured in anatomical layers with 3-0 Coated Vicryl® and 3-0 Vicryl
rapide® (Johnson & Johnson Medical Devices & Diagnostics, New Brunswick, NJ, USA and covered
by the application of a thin layer of NovecutanTM plastic dressing spray (Inibsa, Barcelona, Spain).
Post-operative analgesia was assessed by the application of subcutaneous mepivacaine (1%) around
the surgical wound and buprenorphine (0.3 mg k−1, im, every 12 h for 4 days). After 4 days, individual
analgesia was provided in case of pain symptoms, local swelling, or stress. After surgery, limb free
movements were permitted. All animals used during the study survived and appeared to be in good
health status.

2.4. Euthanasia and Samples Collection

Three different sampling times were considering across the study (1, 3 and 5 months after surgery).
For each sampling time, a group of animals (n = 5) was deeply sedated with a single dose of ketamine
hydrochloride (50 mg k−1, im) and euthanized by an intracardiac overdose of pentobarbital (Dolethal®,
Lab Vetoquinal, Cedex, France). For each animal, right limb tibia was removed, cleaned of soft tissue
and fixed in neutral buffered formalin (10%) (Figure 1C). Samples were stored at 4 ◦C until analyses.

2.5. mCT Imaging Protocol and Descriptive Analysis

The imaging study was performed using the Albira tri-modal preclinical-scanner (Bruker®,
Billerica, MA, USA). Fixed scanning parameters were 45 Kv, 0.2 mA, 0.05 mm voxels. From each
sample, a set of 1000 axial projections of 0.05 mm thickness was obtained using a digital flat panel
detector with 2400 × 2400 pixels and a 70 × 70 mm field of view (FoV). Tibial images were spatially
reconstructed by the filtered back projection (FBP) algorithm, and Bone Mineral Density (BMD) in
the implanted area was quantified in Hounsfield Unit (HU). With this purpose, a medical image data
examiner (AMIDE, UCLA University, LA, USA) and online 3D image analysis software (Volview, mm3,
Inc) were used. Images were pre-descripted by two experienced radiologists (A and B), based on a
double-blind visual analysis, evaluating evolution of implanted material along the study (pre-implanted
material and 1, 3 and 5 months after surgery). Final report was concluded by consensus among A
and B. To homogenize image description, the visual analysis was centered on the following items:
(1) loss of homogeneity of implanted material with respect to the pre-implanted one; (2) loss of implant
contour sharpness in relation to the peripheric tissue; (3) presence of neoformed bone trabeculations
inside the implanted biomaterial; (4) dispersion of biomaterial in the peripheric tissue; (5) neoformed
trabeculations between implant surface and adjacent cortical bone. Figure 2 shows the mCT and 3D
mCT images evaluated by radiologists.
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Figure 2. (A) Transverse mCT images of implanted area, obtained at different times of study (1, 3 and 5
months); (B) 3D mCT image reconstruction of samples obtained at 1, 3 and 5 months of study. Figure
show the non-doped scaffold as a representative of both materials.

2.6. Mathematical Processing of mCT Raw Data

Selection and mathematical study of raw data was conducted at the Biostatistics Department
of San Antonio Catholic University (Murcia, Spain). With this purpose, three regions of interest
(ROIs) were selected by consensus (Figure 3), according to the following criteria: (A) implanted
biomaterial (4 × 4 mm3 cylindrical ROI) to evaluate implant resorption, degradation or integration by
bone tissue; (B) implanted biomaterial and peripheral corticomedullar bone (10 × 10 × 10 mm cubical
ROI) to assess the dispersion undergone by biomaterial fragments within the peripheral host bone; (C)
surgically unaltered cortical bone distanced from the implanted area (3 × 3 mm cylindrical ROI) to
determine the spontaneous evolution of unaltered cortical bone, as control measurement and yardstick
of analysis. In parallel, two unimplanted porous scaffolds cylinders were analyzed as basal values,
being represented as time 0 in the study.

From each ROI and sample, raw data were obtained after voxel selection. According to the basal
values obtained, and with the aim of analyzing the interactions between porous scaffold implants
and bone tissue, voxels with average values > +1.10 HU were preselected as implanted material
from cubical ROI (10 × 10 × 10). In the same way, outranged voxels representing medullar/cortical
bone or soft tissue were suppressed. Based on this selection, material dispersion was estimated as
follows: A “center of mass” of the whole piece was calculated, determining the mean distance from
each preselected voxel to this center. This mathematical study makes it possible to analyze the time
evolution of variability in voxel standardized attenuation coefficients (HU), as well as to quantify how
much biomaterial had dispersed within the peripheral host bone.

To visually clarify the effect of time on scaffold resorption and dispersion values per each group
of implants (DBM-doped and non-doped), trend lines have been added. It must be taken into account
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that pre-implanted scaffolds were excluded for trend-line adjustment, as resorption and dispersion
were not possible.

ROIs selection and raw data were obtained with Albira CT software (Bruker®, Billerica, MA,
USA), in conjunction with Volview software (Kitware Inc), and Medical Image Data Analysis software
(AMIDE, UCLA University, Los Angeles, CA, USA).

Figure 3. mCT images processed with AMIDE software. Defined Regions of interest (ROIs):
(A) Implanted biomaterial (Cylindrical 4 × 4 mm), (1×); (B) implanted biomaterial and peripheral
corticomedullar bone (10 × 10 × 10 mm cubical ROI) (2×). Red squares describe the ROI of cortical
area; (C) surgically unaltered cortical bone (3 × 3 mm cylindrical ROI) (3×). Red squares describe the
cortical area. Different color values correspond to different Hounsfield Unit (HU) ranges: HU > + 1100
(yellow-orange) correspond to different states of the implanted biomaterial. + 0.50–+ 1.00 HU (green)
correspond to cortical bone and reabsorbed biomaterial. HU + 0.20–+ 0.40 HU (blue) correspond to
connective and medullary bone tissue.

2.7. Histological and Histomorphometric Study

Samples were cross-sectioned perpendicular to the longitudinal axis of tibia with an electric
circular saw (Figure 4A). Pieces of 3–4 mm thickness were fixed in neutral buffered formalin (10%
formalin in 0.08 M sodium phosphate, pH 7.4) for 48 h and decalcified by the addition of hydrochloride
acid (Osteomoll®, Merck Chemical, Darmstadt, Germany). Samples were subsequently dehydrated
in alcohol and embedded in paraffin. Histologic and histomorphometric analysis was performed
in hematoxylin-eosin stained sections of 4 μm thicknesses. A panoramic histological image (low
magnification, ×5.4) of implanted area in each section was obtained (Figure 4B) using a Leica Z6 Apo
macroscope (Leica Microsystems, Barcelona, Spain), connected to a Leica CDC500 digital camera and
image-capture software (Leica Application Suite). Equipment was provided by the Image Analysis
Service of the University of Murcia, Spain (SAI-UMU).

Total implanted area surface (TIS) was calculated, and consecutives microscopic fields were
captured under ×50 magnification (Figure 4C). Magnified images were obtained by a bright-field
Zeiss Axio Scope A.1 optical microscope (Carl Zeiss, Jenna, Germany), connected to a digital camera
(AxioCam IcC3, Carl Zeiss). Equipment was supplied by Pathology Platform of “Instituto Murciano
de Investigación Biosanitaria Virgen de la Arrixaca” (IMIB-Arrixaca), Murcia, Spain. As it can be seen
in Figure 5, from each 50x field, 4 identifiable components were analyzed: (1) Floury and acidophilic
material, identified as “non-absorbed implanted material”; (2) “neoformed bone tissue”; (3) “connective
tissue”; (4) floury and basophilic material, located between components 1 and 2, named “unidentifiable
material”. For components 2, 3 and 4, the surface area was outlined manually using AxioVision rel. 4.8
(Zeiss, Canada) software. To calculate “non-absorbed-implanted material” surface area, the following
formula was used:

Sur f ace area (1) = TIS− (2 + 3 + 4) (1)
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With the aim of an accurate quantification of each component surface extension, the morphometric
analysis was repeated on three different levels per sample (inter-level distance 300 μm).

Figure 4. Histological-Histomorphometric procedure. (A) Samples including implanted area were
obtained perpendicularly to the long axis of tibia, using an electric circular saw; (B) Panoramic
histological view (×5.4) containing porous material; (C) ×50 magnified and consecutives images on a
panoramic histological view.

 

Figure 5. 50× magnified image obtained from the panoramic histological view of the non-doped
scaffold as a representative of both materials. Four different components can be identified in the
study: (1) non-absorbed implanted material; (2) neoformed bone tissue; (3) connective tissue; (4)
special material.

2.8. Statistical Analysis

Statistical analysis was performed using R software v.3.2.3. A previous statistical descriptive
analysis was performed to data characterization. Raw data were mathematically processed using a
linear regression analysis, which simultaneously included 14,153 points from all the pieces. Linear
regression was aimed to detect significant relations (p < 0.05) between the average HU of each
ROI. As variables, the analysis included: Area location (ROIs), implant composition (DBM-doped
or non-doped) and sampling time (non-implanted materials (0), 1, 3 and 5 months). In addition,
biomaterial dispersion was analyzed with a to interpretative mathematical study of the biomaterial’s
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HU values respect the center of mass, establishing its evolution across the study (1, 3 and 5 months)
regardless if it is DBM-doped or non-doped

Regarding Histological and Histomorphometric study, a Mann–Whitney non-parametric test was
performed. Statistically significant differences (* p < 0.05, ** p < 0.05) between each previously defined
component (1, 2, 3 and 4) in relation to time of sampling (non-implanted material (0), 1, 3 and 5 months)
were analyzed.

3. Results

3.1. Descriptive Analysis of mCT Images

mCT images were pre-evaluated by a double-blind interpretation. Final report was issued by
consensus based on the previously described procedure. As can be seen on Figure 2A, when mCT
images where visually analyzed, both radiologist A and B, concluded that during the 5-month study
period, implanted material underwent progressive dispersion into the host bone medulla after matrix
disaggregation and disintegration.

According to the final report, when 1-, 3-, and 5-months 3D mCT images (Figure 2B) were visually
compared, a progressive disintegration and disorganization of initial implant morphology (from a
compact cylindrical block to a fragmented and porous mass) as well as a neoformation of bone tissue
were descripted. These findings were more noticeable and earlier detected at the periphery than at
the central portion of implanted material. Consensuated descriptional analysis of mCT and 3D mCT
images was not able to distinguish differences between the behavior of DMB-doped and no-doped
implants across the study period.

Previously, explained findings in descriptive analysis of mCT and 3D mCT (Figure 2) were
related to an increment in biomaterial porosity, as well as to the dispersion of implant fragments.
This fragmentation seems to be more evident at the scaffold periphery, allowing neoformation of
trabecular bone both inside the implanted material and around its surface.

3.2. mCT Raw-Data Analysis

The evolution of scaffold during the study period (pre-implanted material, 1, 3 and 5 months
after surgery) was analyzed in the defined cylindrical 4x4mm ROIs, which contained the implanted
material (> + 1.10 HU). As can be seen in Figure 6A, a significant relation (p < 0.05) was defined in
each selected ROI between the average standardized attenuation coefficient (average HU value) and
time, accompanied by an increment in voxels HU variability. This relation has been represented by
the adjusted trend lines per each group of implants (DBM-doped and non-doped), which suggest
a time-dependent decrease of average HU values. To be concrete, pre-implanted scaffolds showed
an average attenuation coefficient of 1.13 ± 0.18 HU. Three months after surgery, the attenuation
coefficient decreased to average values of 0.99 ± 0.23 HU (DBM-doped scaffolds) and 0.86 ± 0.25 HU
(non-doped scaffolds). Five-month attenuation coefficients reached minimum values of 0.86 ± 0.32
HU (DBM-doped scaffolds) and 0.66 ± 0.33 HU (non-doped scaffolds). As can be deduced from these
results, DBM-doped scaffolds showed a more gradual decrease of average HU values than non-doped
implants, resulting in significant differences (p < 0.05) between both groups average values.

Biomaterial dispersion in peripheral tissue was analyzed selecting cubical ROIs (10 × 10 × 10 mm3)
and a > + 1.10 HU window. As can be seen in Figure 6B, the variation of global distance (mm) of
selected voxels with respect to the center of mass of implanted material, increased at a rate of ~ 0.16 mm
per month, from the beginning (1 month) to the end (5 months) of post-surgical period analyzed.
The dispersion value increment between different stages of study were statistically significant (p < 0.05);
however, no differences were found between DBM-doped and no-doped implants.

As control measurement, the average standardized attenuation coefficient in surgically unaltered
cortical bone (0.50–1.00 HU window) was analyzed in cylindrical ROI (3 × 3 mm3). According to the
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results obtained, average unaltered cortical HU values remained stable across the study (0.83 ± 0.12
HU), with no significant differences between different sampling times (1, 3 and 5 months after surgery).

 

Figure 6. Evolution of implanted material after 1, 3, and 5 months post-implantation in each animal
group (n = 5). Pre-implanted material results are considered as time 0. Doped (Activagen®-treated)
and no-doped material have been represented as blue and red dots, respectively. (A) For evaluation
of implant resorption, results have been presented as the average HU ± S.D. in each preselected
cylindrical ROI (4 × 4 mm3). Different letters a, b denote significant differences between type of
material for each time of study. (B) Per each cubical ROI (10 × 10 × 10 mm3), implanted material
dispersion in the peripheral tissue has been presented as the center of mass per each implant (dot) and
the global variation of distance (mm) of the preselected voxels (>1.10 HU) from this center of mass
(bars). A > 1.10 HU window was set to identify voxels corresponding to biomaterial. Different letters a,
b, c denote significant differences between time).

3.3. Histological and Histomorphometrical Results

According to Figure 7A, there was a good visual correspondence between mCT images and
histological preparations. Implanted scaffolds were degraded and resorbed during the time of study,
being transformed into fragments which were smaller at the periphery and larger at the central portion
of the implant. When the sites between remaining scaffold fragments were histologically analyzed
(Figure 7B,C), it consisted of osteogenic tissue (fibroblasts, osteoclasts and osteoblast, surrounded by
extracellular matrix) with signs of active angiogenesis.

Histological image of implant was divided in consecutives ×50 microscopic fields for
histomorphometric analysis (Figure 4C). The surface area of each histologic component considered in
the study [(A) non-absorbed implanted material; (B) neoformed bone tissue; (C) connective tissue;
(D) unidentifiable material] was calculated. In Figure 8, the evolution of these components surfaces with
time of study (1, 3 and 5 months) have been shown. A progressive and significant increase in bone tissue
(Figure 8B) was observed from 1 to 5 month after surgery. In this way, bone tissue significantly increased
(p < 0.05) from 1.27 ± 0.30 mm2 (non-doped) and 1.09 ± 0.32 mm2 (DBM-doped), to 2.12 ± 0.21 mm2

(non-doped) and 2.15 ± 0.35 mm2 (DBM-doped) 3 months post-surgery. This increment become more
evident 5 months post-surgery (p < 0.005), reaching final values of 3.91 ± 0.39 mm2 (non-doped) and
3.43 ± 0.27 mm2 (DBM-doped).
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Figure 7. (A) Visual correlation between histological (hematoxylin and eosin stain) and axial mCT
images. (B,C) Detailed view (×5 and ×10 magnification) of area contained between scaffolds fragments.
Corresponding to the non-doped scaffold as a representative of both materials.

In parallel to bone tissue increment, a significant progressive reduction in surface of implanted
material (Figure 8A) and basophilic component surrounding neoformed bone tissue (unidentifiable
material) (Figure 8D) can be described. Regarding implanted material, its surface decreased from
27.21 ± 5.28 mm2 (non-doped) and 26.92 ± 4.19 mm2 (DBM-doped), to 15.88 ± 5.01 mm2 (non-doped)
and 16.52 ± 3.28 mm2 (DBM-doped) 5 months post-surgery. Similar behavior was described for
unidentifiable material surface, decreasing from 1.75 ± 0.90 mm2 (non-doped) and 1.64 ± 0.46 mm2

DBM-doped) at 1 month, to a final value of 0.30 ± 0.29 mm2 (non-doped) and 0.36 ± 0.23 mm2

(DBM-doped) 5 months post-surgery.
When the post-surgery evolution of surface occupied by connective tissue was analyzed (Figure 8C),

significant differences were found between 1 month (1.10 ± 0.75 and 1.22 ± 0.41 mm2, non-doped and
DBM-doped respectively) and 3 months (1.63 ± 0.92 and 1.78 ± 0.71 mm2, non-doped and DBM-doped
material respectively). However, at 5 months after surgery, connective tissue decreased to 0.43 ± 0.29 mm2

(non-doped) and 0.68 ± 0.26 mm2 (DBM-doped). Five-month results, were statistically significant
(p < 0.005) only when compared to DBM-doped implanted materials at 1 and 3 months after surgery.

After the analysis of the effect of scaffold composition (non-doped and DBM-doped material),
no statistical differences were found for each time considered in the study (1, 3 and 5 months after
surgery). Despite this fact, when average values for each material after 5 months were compared,
DBM-doped scaffolds resulted in an average lower reduction of connective tissue (Figure 8C) and a
lower bone tissue formation (Figure 8B), than the average values obtained for non-doped implant.
Differences in average values between DBM-doped and non-doped materials, were less noticeable for
the evolution of surface area of residual implanted material (Figure 8A) and unidentifiable material
(Figure 8D), than for the evolution of connective tissue and bone tissue formation.
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Figure 8. Surface area (mm2) evolution of different histological components. (A) residual biomaterial,
(B) new bone tissue, (C) connective tissue and (D) unidentifiable material in sliced histological samples].
Results have been presented as means ± S.D. Horizontals bars represent the Mann–Whitney–Wilcoxon
test for two samples comparison (* p < 0.05 and ** p < 0.005).

4. Discussion

As has been widely described, bone repair process consists of (1) the recruitment of mesenchymal
cells, which differentiates into fibroblast and osteogenic cells, (2) extracellular chondroid matrix
formation, and (3) mineralization/chondroid matrix resorption [27]. Current bone tissue engineering
includes the implantation of porous calcium phosphate and silicate scaffolds. Their presence induces a
response similar to the one described for bone remodeling [28–32]. It has been described that when
porous scaffolds are implanted, they are progressively resorbed and substituted by neoformed bone
tissue. These process follows a concentric evolution, from the periphery to the center of the implanted
material [33–35]. The results of this work agree with this process. After implantation, scaffolds were
progressively degraded from 1 to 5 months after surgery. This degradation commenced at the periphery
of the implanted material and advanced to its nucleus. Consensuated descriptive analysis of 3D mCT
was able to describe this process as a progressive disintegration and disorganization of scaffold initial
morphology, accompanied by the neoformation of bone tissue. However, descriptive analysis was
not able neither, to detect the evolution of the connective matrix, nor quantify the time evolution of
scaffold degradation and dispersion/bone neoformation. To clarify these issues, it was necessary to
resort to histomorphometric and mCT raw-data analysis. The need to compliment the mCT results
with other techniques for in vivo time scaffold evolution can be noticed in the previously published
bibliography [30,36] including mathematical image analysis, histological macro and microscopic
analysis, or design of specific algorithm for mCT data analysis.

As it has been explained, raw-data analysis showed that scaffold dispersion took place at a rate of ~
0.16 mm per month. This material dispersion reflects the implanted material degradation. Considering
a total scaffold surface area of 116.63 mm2, and according to histomorphometric results, implant surface
showed an approximate time-dependent degradation of 12-24% after 5 months post-implantation.
These results can be partially compared to those showed by Sweedy et al. (2017) [22], who defined a
scaffold resorption ratio of 22.16 ± 3.3%–31.66 ± 6.8% for a 6 weeks study period using Swiss Alpine



Symmetry 2019, 11, 532

sheep. However, it must be taken into account that this resorption ratio not only depends on animal
species, but also is affected by scaffold porous size, implant composition or scaffold total size [37–39].
Furthermore, Bohner et al. (2017) [21] described that scaffold resorption and bone/mineralized
tissue formation is not a uniform process, with a rapid increase in the first 4–10 weeks followed
by a slow decrease after 10–12 weeks post-implantation. Based in the previously exposed results,
scaffold degradation was uniform during the 5-month post-surgery period. By contrast, bone tissue
formation and extracellular matrix resorption of the physical characteristics of scaffolds (e.g., micro-
and macropore diameter) were not set during this study, and the differences between both scaffolds in
resorption/bone repair process evolution cannot be really discussed. Bohner et al. (2017) [21] concluded
in their work that mineralized matrix and ulterior bone formation needed an interconnected porous net,
with a pore size larger than 1–10 μm. This would mean that a previous scaffold degradation process is
needed to provide a suitable structure for bone repair, explaining the progressive scaffold degradation
and the initial slow extracellular matrix resorption and bone formation previously described.

Regarding scaffold composition, the treatment with DBM-doped did not result in significant
differences between doped and non-doped implants. Only raw-data mathematical analysis was able to
detect significant differences in scaffold HU average values across the study between both types of
materials. In fact, doped materials resulted in a more gradual decrease of average HU than no-doped
implants. These results could be due to a higher phagocytic and osteoclastic resorption when non-doped
scaffolds were implanted. However, no significant differences were described when implant dispersion,
extracellular matrix resorption and bone tissue formation were analyzed. DBM-doped is composed
of lyophilized granules of collagen type I [12]. After implantation to bone defects, biomaterial is
degraded by osteoclasts, leading to the release of protein factors which induces mesenchymal cells
differentiation into osteoblasts [30,31,38,40]. Shalash et al. (2013) [33], published a 6-month study
based on the comparison between the use of TCP alone, and TCP plus DBM, for maxillary alveolar
ridges deficiencies regeneration before implants placement. According to this study, after 6 months,
TCP plus DBM resulted in a higher bone formation and TCP resorption than TCP alone. As it has
been previously exposed, implantation of non-doped biomaterial, resulted in a higher resorption of
scaffolds with no differences in new bone formation. Although the reason for these results remains
unclear, a possible explanation could be the early stimulation of osteoblasts differentiation when DBM
is added, controlling resorptive activity of osteoclasts [41]. It must be taken into account that the study
was performed over 5 months, and synthesis of new bone tissue seemed to be more active at the end of
this period. To obtain significant differences in new bone formation between both materials (doped
and non-doped), a longer study would be needed.

Beyond these results, it is important to point out that medical invasive techniques are being
substituted by minimally or non-invasive alternatives. Recent advances in CT technology are
contributing to this purpose. Clear examples can be found in CT angiography, which is a non-invasive
alternative to classical coronary angiography [35,36]. Applied to biomedical experimentation on
animal models, improvement of imaging analysis techniques can replace invasive histological studies.
This would lead to the refinement of experiments, due to the reduction of the number of animals
needed, and to the continuous data collection without the need for animal sacrifice at intermediate
experimental points [37]. Regarding in vivo assessment of bone quality and regeneration, preclinical
research requires the combination of image and histomorphometric analysis [37–40]. Against visual
image analysis and volumetric estimation of average standardized X-ray attenuation coefficients,
histology provides a direct method to assess the bone regeneration process at a macroscopic and
microscopic level, without resolution or standardization limitations. However, histomorphometric
analysis requires to foreseeing the sacrifice of different groups of animals during the experiment,
preventing from a continuous study and increasing both intragroup variability and number of animals
needed [40–42]. Mathematical analysis of CT raw data could help to refine preclinical assays in bone
regeneration studies. Their mathematical analysis could improve research based on image analysis.
Budán et al. (2018) [43] performed an experiment with rats to develop a new method for evaluation
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of bone regeneration. With this purpose, CT and single photon emission computed tomography
(SPECT) with marked methyl diphosphonate (MDP) as tracer were combined. Based on the cubic
voxel reconstruction and calculation of summarized absorbance of VOI after normalization of bone
total X-ray attenuation, quantification of bone regeneration was performed through the bone opacity
changes, as well as marked MDP activity. Despite normalization, authors declared that as raw data
were visually compared, not enough information was provided for proper quantitative evaluation and
significant statistical analysis, especially during the early period of the experiment. The mathematical
analysis of raw data could help to could help avoid these limitations in the methodology.

5. Conclusions

Mathematical analysis of CT raw data is often used separately by researchers, with no connection
to radiological studies. Nevertheless, an adequate exploration of raw data seems to provide an objective
analysis of radiological image. The present study shows the necessity of combining both radiological
imaging studies and mathematical analysis of CT raw data to perform an adequate in vivo analysis of
implanted bone scaffold and its evolution after surgery. Furthermore, as the results obtained seem
to be similar to the anatomopathological ones, mathematical analysis of CT raw data would allow
the conducting of long-term duration in vivo studies, without the need for animal sacrifice and the
subsequent reduction in variability.

The combination of imaging and mathematical analysis could be extended to other areas in
radiology practice, allowing clinicians to obtain a more accurate and objective image description,
as well as to quantify the evolution of lesions or implants, without having to resort to aggressive
techniques such as biopsy. In this way, future studies would be needed to assess these applications,
and standardize the mathematical analysis of raw data applied to the radiological practice.
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Abstract: The purpose of this study was to conduct a histomorphometric analysis of bone
marrow-derived and adipose tissue-derived stem cells, associated with a xenograft block, in vertical
bone constructions in rabbit calvaria. Ten rabbits received two xenograft blocks on the calvaria,
after decortication of the parietal bone. The blocks were fixed with titanium screws. The blocks were
combined with the bone marrow-derived mesenchymal stem cells in the bone marrow stem cell
(BMSC) group (right side of the calvaria) or with the adipose tissue-derived mesenchymal stem cells
in the adipose tissue stem cell (ATSC) group (left side of the calvaria). After 8 weeks, the animals were
sacrificed and their parietal bones were fixed in 10% formalin for the histomorphometric analysis.
The following parameters were evaluated—newly formed bone (NFB), xenogeneic residual particles
(XRP), and non-mineralized tissue (NMT). The histomorphometric analysis revealed 11.9 ± 7.5% and
7.6 ± 5.6% for NFB, 22.14 ± 8.5% and 21.6 ± 8.5% for XRP, and 65.8 ± 10.4% and 70.8 ± 7.4% for
NMT in groups BMSC and ATSC, respectively, with statistically significant differences in the NFB
and the NMT between the groups, but no differences in the XRP. Therefore, it can be concluded that
the bone marrow-derived stem cells seem to have more potential for the bone formation than do
the adipose tissue-derived stem cells when used in combination with the xenogenous blocks in the
vertical bone construction.

Keywords: bone marrow cells; grafts; adipose tissue-derived stem cells

1. Introduction

Large bone constructions represent a challenge for the implant therapy team. In these
situations, a bone graft is commonly considered the biological gold standard, once it has osteogenic,
osteoinductive, and osteoconductive potentials [1]. However, autografts have a few disadvantages,
such as prolonged surgical time and the need for an additional surgery to harvest tissue from the
patient at the donor site, which can result in higher morbidity [2,3]. Thus, the study of different types of
cell therapy is justified as they present minimal donor site morbidity and a lower risk of autoimmune
rejection and disease transmission [4].
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Concerning the usage of cell therapy in dentistry, there are many studies on the potential of
stem cells for the regeneration of some tissues, such as periodontal tissues [5,6], bone [7,8], and the
dentin–pulp complex [9,10]. Most of these studies focused on the use of stem cells from different
sources (e.g., bone marrow, adipose tissue, periodontal ligament, and pulp). However, there are
a limited number of studies comparing the results of tissue regeneration with stem cells from
different sources.

Most bone substitute biomaterials have only osteoconductive potential due to the lack of proteins
and of a cellular component [11]. However, the adjunctive use of stem cells with the possibility of
osteoblastic differentiation could theoretically result in a composite graft (i.e., stem cell scaffold
construct) with osteoconductive, osteoinductive, and osteogenic potential, as demonstrated by
Victorelli et al. [12]. Autologous stem cells are adult stem cells that are considered undifferentiated
cells found in specialized postnatal tissues and organs. Autologous mesenchymal stem cells have
the capacity to differentiate into specialized cells of at least one mesenchymal lineage such as bone,
cartilage, fat, or muscle [13], and they can be found in some types of postnatal tissues, such as bone
marrow [14], adipose tissue [15], dental tissue [16], and gingival tissue [17].

Therefore, studies comparing the capacity of mesenchymal stem cells from different sources
are of major importance in bone tissue engineering, especially in critical situations such as vertical
bone constructions. In this study, as in a previous study by our group [7], we compared two of the
most frequent types of tissue used in cell therapy—adipose tissue and bone marrow. However, as the
delivery vehicle is important to the performance of mesenchymal stem cells [18,19], in the present
study, we used a scaffold in block form, which is a common clinical strategy when treating bone defects
that require appositional reconstructions.

2. Materials and Methods

This study was analyzed and approved by the Research Ethics Committee of the São Leopoldo
Mandic Dental School, Campinas, SP, Brazil (process 0191/14).

2.1. Bone Marrow Harvest by Aspiration

Autologous bone marrow was obtained by aspiration after anesthesia in all 10 animals.
Anesthesia was induced with ketamine (40 mg/kg), midazolam (2 mg/kg), and fentanyl citrate
(0.8 μg/kg), and maintained with isoflurane/nitrous oxide (1:1.5%) and oxygen (2/3:1/3) with a
pediatric facemask. In addition, a local anesthesia was provided via 1 mL of 2% lidocaine HCl and
epinephrine 1:100,000 diluted in 1 mL of physiological saline solution.

Two-milliliters of bone marrow aspirates were obtained from each tibia of the ten rabbits using
disposable 40 × 10 needles (1.10 mm × 38 mm) and 20-mL disposable syringes previously heparinized
to prevent blood clotting.

2.2. Culture of Adult Bone Marrow-Derived Mesenchymal Stem Cells

The procedure to obtain the BMSCs followed the standard guidelines and was completely
described in a previous publication of our group (Coelho de Faria et al.) [7].

The BMMSCs, after culture, were detached and resuspended in the culture medium and
subsequently mixed with the xenograft in the BMSC group.

2.3. Lipectomy for Adipose Tissue Isolation

The adipose tissue was obtained from the back of all the 10 animals following the same general
anesthesia protocol previously described by our group (Coelho de Faria et al.) [7].

The collected material of all the animals was immediately taken to the cell culture laboratory for
tissue processing.



Symmetry 2019, 11, 59

2.4. Culture of Adult Adipose Tissue-Derived Mesenchymal Stem Cells

The procedure to obtain the ATSCs followed the standard guidelines and was completely
described in a previous publication of our group (Coelho de Faria et al.) [7].

The ATSCs, after culture, were detached and resuspended in the culture medium and subsequently
mixed with the xenograft in the ATSC group.

2.5. Cell Adhesion Capability

Cell adhesion was analyzed using an inverted optical microscope 3 days after seeding the cells
into the culture flask, and it was verified that the cells were plastic adherent when maintained under
the standard culture conditions.

2.6. Differentiation Assays

Adipogenic, osteogenic, and chondrogenic differentiation assays were done, following the same
methodology adopted previously by our group (Coelho de Faria et al.) [7].

2.7. Immunophenotypic Characterization

The bone marrow-derived and adipose tissue-derived stem cells from the second passage were
used for immunophenotypic characterization, following the same methodology used previously by
our group (Coelho de Faria et al.) [7]. The cells showed compatible immunophenotyping (CD16+,
CD34−, CD45−, CD73+, CD90+, and CD105+).

2.8. Seeding Cells into the Scaffolds

In all the groups, 1 mL of the solution containing phosphate buffered saline (PBS) and 1 × 105 cells
were seeded into the scaffolds. The solution was slowly pipetted onto the scaffold which, due to its
characteristic, was fully absorbed. At the end of the procedure, the scaffolds containing the cells inside
were ready to be inserted in the surgical site.

2.9. Experimental Design and Surgical Protocol

Ten adult male New Zealand rabbits aged between 10 and 12 months and weighing between
3.5 and 4 kg were selected. The animals were acclimatized in individual cages for 14 days, in a
temperature-controlled room (18 ◦C to 20 ◦C), subjected to a 12-h light cycle. The animals were fed a
commercial pelleted diet and allowed ad libitum access to water.

All animals were subjected to anesthesia following the same general anesthesia protocol
previously described. The animals received two commercial xenogenous blocks of bovine origin
(Baumer, Mogi Mirim, SP, Brazil). The blocks were placed on their parietal bones, bilaterally to the
midline with the aid of one fixing screw, after performing five perforations into the cortical plate of the
parietal bone to encourage bleeding and graft nutrition (Figure 1).

The xenograft blocks from group BMSC were combined with the autologous bone marrow-derived
mesenchymal stem cells (n = 10) and those from group ATSC were combined with the autologous
adipose tissue-derived mesenchymal stem cells (n = 10); 1 mL of phosphate buffered saline (PBS)
solution (Sigma Aldrich, Darmstadt, Germany) containing 1 × 105 cells was used in both groups,
and the respective stem cells were added dropwise to each block. Each animal received one block of
each group (i.e., BMSC group and ATSC group). The block from the BMSC group was fixed on the
right side of the calvaria and the block from the ATSC Group was fixed on the left side of the calvaria.
The surgical wounds were then subjected to primary closure.
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Figure 1. Xenograft blocks fixed on the rabbit’s calvaria with titanium screws.

All animals were post-operatively medicated with benzylpenicillin (40,000 IU) and sodium
dipyrone (0.25 mg/kg). The animals were sacrificed 8 weeks after surgery and their parietal bones
were removed and processed for histological and histomorphometric evaluation.

2.10. Histological Preparation and Histomorphometric Evaluation

A portion of the parietal bone with an approximate area of 18 mm2 containing the block at the
center was removed using an oscillating saw. Samples were fixed in 10% formalin for 7 days and then
decalcified in 10% EDTA for 6 days at room temperature and fixed with 10% buffered formaldehyde.
The histological slices were prepared using a microtome to cut 5 μm transverse sections of the entire
set, including the graft, from the center of the block (where the screw was positioned) up to 2 mm
from the center of the block. The sections were stained with Masson’s trichrome and assessed by
optical microscopy (Nikon Eclipse C1, New York, NY, USA). A digital CCD camera was used to
acquire images for the subsequent analyses (Infinity-1, Lumenera®, Ottawa, ON, Canada). All slides
were analyzed in four areas (upper left, lower left, upper right, and lower right), which allowed the
determination of tissue status in the interface, near the recipient bed (by using the lower left and
lower right measurements) and also far from the recipient bed, at the block’s surface (by using the
upper left and upper right measurements). Then, the overall average was calculated for each slide.
Each evaluated site had a dimension (area) of 1,347,442 μm2. Two previously calibrated examiners
assessed the specimens blindly and, in case of disagreement, the sample was reviewed to reach
a consensus. An average of the measurements for each area obtained by the two examiners was
recorded. The examiners traced all images using Infinity Analyse® (Lumenera Corporation, Ottawa,
ON, Canada), measuring the following parameters: (1) newly formed bone (NFB), (2) xenogeneic
residual particles (XRP), and (3) non-mineralized tissue (NMT). All results were obtained in μm2 and
expressed as percentage of the total area.
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2.11. Statistical Analysis

Prior to the analyses, data from the newly formed bone (NFB), the xenogeneic residual particle
(XRP) and the non-mineralized tissue (NMT) were evaluated for normality (Shapiro-Wilk tests) and
homogeneity of variance (Levene tests), and it was verified that both were attended.

Analysis of variance with two criteria for randomized blocks (two-way ANOVA) was applied to
investigate whether percentages of NFB, XRP, and NMT were influenced by independent variables of
stem cell type (bone marrow/adipose tissue) and calvaria distance (near/far) or by the interaction of
both. If there was a significant interaction, Tukey’s test was used for multiple comparisons.

All quantitative data were analyzed by SPSS-V17® (SSPS Inc. 233, Chicago, IL, USA).

3. Results

Pearson’s correlation test, which yielded a value of 0.99, was used to evaluate the measurements
obtained from the two examiners. Therefore, we chose to use the mean measurements obtained by the
two examiners. In low magnification (40×), the histological characteristics of the analyzed samples
showed mineralized and non-mineralized tissues (Figure 2A). In higher magnification, both groups
(BMSC and ATSC) showed areas of the newly formed bone, with a layer of osteoblasts adjacent to the
reminiscent osseous trabeculae from xenograft blocks (Figure 2B,C, respectively). Variable quantities
of the fibrovascular connective tissue were seen interspersed with the bone trabeculae (Figure 2B,C).

 
(A) 

Figure 2. Cont.
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(B) 

 
(C) 

Figure 2. (A) Histologic characteristics of xenograft blocks combined with BMMSC (G1) and
ATSC (adipose tissue stem cells) (G2). Histologic characteristics of a sample, in low magnification,
showing native bone (above) and the grafted area, 40×. Stain, Masson’s trichrome. (B) Higher
magnification showing reminiscent bone trabeculae from G1 xenograft block surrounded by
newly formed bone, 200×. Masson’s trichrome. (C) Higher magnification showing reminiscent
bone trabeculae from G2 xenograft block surrounded by the newly formed bone, 200×. Stain,
Masson’s trichrome.
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For the newly formed bone (NFB) data, the two-way ANOVA showed no significant interaction
between the concentrate type variables and the distance in the rabbit calvaria (p = 0.356). The results
showed that the type of stem cell used significantly affected the percentage of the newly formed bone
(NFB) (p = 0.036), a fact that occurred near (interface between the graft and the recipient bed) or far
(graft’s surface) from the recipient bed. Specifically, by Tukey’s test, it was found that the impregnation
of the xenograft block with the adipose tissue stem cells resulted in a percentage of newly formed bone
(NFB) statistically lower than that observed for the group in which the bone marrow stem cells were
used. Analysis of variance with two criteria for randomized blocks also indicated that in groups in
which the xenograft block was impregnated with the adipose tissue stem cells or the bone marrow
stem cells, the highest percentage of newly formed bone (NFB) was observed at a location near the
recipient bed (p = 0.003).

For the percentage of xenogeneic residual particle (XRP), there was a significant interaction
between both variables, type of cell and distance in rabbit calvaria (p = 0.063), as indicated by the
analysis of variance with two criteria for randomized blocks. This test also identified no statistically
significant difference (p = 0.750) between the groups (i.e., bone marrow and adipose tissue stem cells)
in the percentage of xenogeneic residual particle (XRP). When the distances were compared, it was
found that the percentage of xenogeneic residual particle (XRP) was significantly higher in the more
distant location (i.e., far from the recipient bed) (p = 0.002).

Evaluating non-mineralized tissue (NMT), the two-way analysis of randomized blocks indicated
a significant interaction between the stem cell type (i.e., BMSC and ATSC) and rabbit calvaria distance
(i.e., near and far) (p = 0.038). Applying the Tukey’s test, in close proximity to the calvaria, it was
verified that the impregnation of the xenogeneic bone with the adipose tissue stem cells (ATSC)
resulted in a greater percentage of non-mineralized tissue (NMT) in comparison to the group in which
the impregnation occurred with the bone marrow stem cells (BMSC). In the more distant location,
both groups did not differ significantly in relation to the percentage of non-mineralized tissue (NMT).
The Tukey test also showed that the percentage of non-mineralized tissue (NMT) was higher in the
distant location for the bone marrow stem cell group, whereas the adipose tissue stem cell group
showed the highest percentage of non-mineralized tissue (NMT) at the nearest location. Table 1 shows
the histomorphometric results and statistical comparisons.

Table 1. Histomorphometric results (mean and standard deviation) and statistical comparison
between groups (in %)—BMSC, bone marrow stem cells group; ATSC, adipose tissue stem cells
group; XRP, xenograft residual particles; NFB, newly formed bone; and NMT, non-mineralized tissue.
Numbers inside the brackets are standard deviation and outside the brackets are mean. The mean
values followed by different capital letters indicate statistically significant difference between the
groups, within each column, considering separately each type of tissue. The mean values followed
by different small letters indicate statistically significant difference between the sites, within each line,
considering separately each type of tissue.

TISSUE CELL SOURCE DISTANCE-NEAR DISTANCE-FAR MEAN

NFB BMSC 16.0 ± 6.1% 7.8 ± 6.7% 11.9 ± 7.5% A
ATSC 9.9 ± 5.4% 5.3 ± 5.2% 7.6 ± 5.6% B

MEAN 12.9 ± 6.4% a 6.6 ± 5.9% b -
XRP BMSC 20.7 ± 9.9% 24.1 ± 7.0% 22.14 ± 8.5% A

ATSC 15.2 ± 4.9% 28.0 ± 6.3% 21.6 ± 8.5% A
MEAN 17.9 ± 8.1% a 26.1 ± 6.8% b -

NMT BMSC 63.4 ± 10.5% Bb 68.3 ± 10.3% Aa -
ATSC 74.8 ± 7.4% Aa 66.7 ± 7.4% Ab -

4. Discussion

There is consensus in the literature about the potential use of bone substitute materials to
replace autogenous bone grafts in some clinical situations [20–22]. Nevertheless, in critical defects
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(e.g., vertical bone reconstruction), the lack of a cellular osteogenic component may limit the use of
bone substitute biomaterials [11]. Therefore, the study of cell therapy is extremely important in order
to remedy this situation.

As the adult mesenchymal stem cells have the capacity to differentiate into specialized cells
of at least one mesenchymal lineage such as bone, cartilage, fat, or muscle [13], the use of these
undifferentiated cells harvested from the adipose tissue and the bone marrow seems to have clinical
applicability in regenerative medicine and, as far as the implant therapy is concerned, in bone
reconstruction as well. The mesenchymal stem cells used in the present study fulfilled the minimal
criteria proposed by the Mesenchymal and Tissue Stem Cell Committee of the International Society
for Cellular Therapy (ISCT) position statement, which defined multipotent mesenchymal stromal
cells [23]. These criteria were tested by cell adhesion, differentiation assays, and immunophenotypic
analysis carried out as described in the Methods section. However, despite the fact the authors of
the present study have used this standardization, SEM analysis was not performed to visualize the
mesenchymal stem cells inside the scaffold.

In the present study, the percentage of newly formed bone was lower than in a previous study
by our group [7], where we used a xenograft as a scaffold for the vertical bone construction on
rabbit calvaria associated with the bone marrow-derived mesenchymal stem cells or the adipose
tissue-derived stem cells. These differences in the levels of bone formation between the studies may
have been caused by differences in (1) the characteristics of the scaffold and/or (2) the titanium
device used to stabilize the scaffold. The presence of a particulate xenogenous graft in the first study
could have contributed to a more adequate level of revascularization and, therefore, bone formation,
when compared to the structured block graft of the present study. Moreover, the use of a titanium
cylinder instead of a titanium screw certainly resulted in a larger titanium area in contact with the
graft and bone in the previous study, which might have stimulated bone formation as titanium has a
higher affinity for bone [24].

However, the XRP levels were similar between these two studies, with rates of 22.14 ± 8.5% and
21.6 ± 8.5% for the bone marrow-derived and the adipose tissue-derived mesenchymal stem cells,
respectively, in the present study, and 23.31 ± 3.11% and 27.58 ± 3.98% for the bone marrow-derived
and the adipose tissue-derived mesenchymal stem cells, respectively, in the previous study. Therefore,
the use of a particulate or structured bone scaffold and the differences between the titanium areas
probably did not have any influence. On the other hand, the NMT levels appear to be influenced by
the scaffold characteristic and/or titanium area, since the percentage of this tissue in the group where
the bone marrow-derived and the adipose tissue-derived stem cells were used was 65.8 ± 10.4% and
70.8 ± 7.4%, respectively, in the present study, and 50.23 ± 8.72% and 49.90 ± 8.76%, respectively,
in the previous study. Therefore, the use of a particulate mineralized scaffold instead of a structured
mineralized scaffold and the use of a larger area of titanium device to stabilize the scaffold may result in
more newly formed bone and less soft tissue, which could contribute to an improved osseointegration
when an implant is placed. However, it is important to state that the xenografts used in these
two studies were not processed by the same company and, therefore, it might also contribute to
different results.

Previous studies undertaken by our research group using the bone marrow-derived and the
adipose tissue-derived mesenchymal stem cells in bone defects on rabbit calvaria showed the same
tendency of higher levels of bone formation when using bone marrow stem cells (Pelegrine et al.,
2014; Aloise et al., 2015; Zimmermann et al., 2015) [11,25,26]. Therefore, in both situations, onlay and
inlay bone constructions, bone marrow may be considered a better choice for the tissue source of
mesenchymal stem cells when compared to fat. The best results, in all studies, at the sites where the
bone marrow-derived mesenchymal stem cells were used might be explained by the fact that cells
from the bone marrow have a greater affinity for osteogenic differentiation, as stated before by our
group [7]. Moreover, as mesenchymal stem cells are multipotent cells that are capable of multiple
lineage differentiation due to the presence of inductive signals from the microenvironment [27,28],
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we hypothesize that the microenvironment of bone marrow present in the recipient bed had a more
pronounced effect on the stem cells isolated from the bone marrow than on those obtained from the
adipose tissue. This might also have repercussion in the higher levels of non-mineralized tissue at
the interface between the recipient bed and the graft, as observed in the ATSC group. This finding
represents a worse integration of the graft combined with the adipose tissue stem cells and, if proven
by future clinical studies, could reflect in the implants’ survival rates, as the dental implants are
commonly installed in this interface area.

5. Conclusions

The bone marrow-derived mesenchymal stem cells seem to have a higher potential for
bone formation compared with the adipose tissue-derived mesenchymal stem cells when used in
combination with the xenogenous blocks in the vertical bone construction.
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Abstract: Background: The aim of the study was to analyze the distribution of stresses caused by an
axial force in a three-dimensional model with the finite element method in the implant-supported
fixed partial denture with distal overhang (PPFIVD) on short dental implants in the posterior
edentulous maxilla. Methods: geometrical models of the maxilla with a bone remnant of 9 and 5 mm
were created. Straumann SP® (Base, Switzerland) implants were placed in the premolar area. Two
groups with subgroups were designed. Group A (GA): PPFIVD on two implants (GA1: 4.1 × 8 mm
and GA2: 4.1 × 4 mm); Group B (GB): PPFIVD on the single implant (GB1: 4.1 × 8 mm and
GB2: 4.1 × 4 mm). It was applied to a static force of 100 N to 30◦. Results: PPFIVD on two implants
reached the maximum tension in GA2 with respect to GA1; the difference was not significant in
implants. In the maxilla GA2 was lower in relation to GA1; the difference was not significant.
In PPFIVD over an implant, the stress was greater in GB2 with respect to GB1; the difference was
significant in maxilla and implants. Peri-implant bone micro deformations and prosthesis-implant
displacements were observed. Conclusions: PPFIVD over short splinted implants could be viable in
the maxilla with reduced bone height, being an option when lifting the floor of the maxillary sinus.
The rehabilitation with unitary implant (4 mm) did not provide adequate results. The dominant
tensions evidenced bone micro-distortions with a displacement of the prosthesis-implant set. The real
statement of this paper was to define that short splinted implants can be used in soft bone with high
success rate in reducing bending forces.

Keywords: short dental implant; finite element analysis; distal cantilever; implant-supported partial
fixed prosthesis; microdeformations; displacements; geometric model; maxilla

1. Introduction

The Brånemark system defined osseointegration as the direct bonding between titanium implants
and the surrounding bone, maintained during functional loads [1,2]. After extraction of the teeth in
the posterior edentulous maxilla, the resorption of the bony crest, the pneumatization of the maxillary
sinus, or the combination of both are evidenced, which reduces the possibility of placing fixings of
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Symmetry 2018, 10, 762

standard length and is generally accompanied by complex surgical procedures [3,4]. In general, these
surgical treatments include: maxillary floor elevation and grafts, other procedures combine grafting
and the use of membranes [5,6]. An alternative technique to complex surgical procedures is the use of
short implants (implants with lengths of ≤8 mm) [7,8].

Recently, extra-short implants of 4 mm in length have emerged. Extra-short implants are destined
to zones with noticeable bony resorption unable to support a short implant, thus, avoiding the use
invasive techniques, potential reduction of the time of healing and the financial burden for the patients.
In the case of using extra-short implants, the crown/implant ratio can be of 2–3:1 varying with the
prosthetic space [9,10].

During the mechanical load of the implant restoration, adaptive processes occur at the
peri-implant supporting tissues that influence the healing, remodeling, and resorption of the
surrounding bone [11,12]. Physiological bone deformation happens between 1000 με and 1500 με

(με = microstrains) in the normal bite [13–15]. However, in extra-short implants, these values may
increase, affecting bone healing and regeneration. [14,16].

Indeed, measurements of static bite force indicate that magnitude is in average 100–150 N in adult
men [17,18]; the location of the implants in the edentulous maxilla determines the force intensity, being
the posterior areas those with the higher registered forces [19]. Of preference, a balanced occlusion can
grant a better distribution of forces [20].

Important parameters were established for the use of cantilevers with standard and long
implants [21]. However, there is a lack of information of the long-term effects cantilevers supported by
extra-short implants [22–24]. Finite element analysis (FEA) has been used to evaluate the biomechanics
of extra-short implants under axial forces [2,14,15].

The hypothesis of the present study is that that the forces generated during the mastication in the
posterior region of the maxilla transmitted through the prosthetic restoration with a distal cantilever to
the standard and extra-short implants could affect the osseous tissue in a similar fashion.

The objective of the present research was to analyze with FEA, the distribution of tensions
produced by an axial force applied to the fixed partial prosthesis with distal cantilever, supported by
extra-short implants of 4 mm length in the posterior sector of the partially edentulous maxilla.

2. Materials and Methods

For this experimental FEA study, the following variables considered: Standard Plus® (Straumann,
Basel, Switzerland) implants with a diameter of 4.1 mm by 8 mm in length and extra-short implant
with a diameter of 4.1 mm by 4 mm in length.

The behavior of the bone and the prosthesis under simulated static load was evaluated.
The distribution of the tensions was studied as per ISO 14801:2003 and ISO 1942-1 standards.
The geometric model of a unilateral edentulous maxilla was generated using Abaqus®, 6.4 Version
(Abaqus Inc., Providence, RI, USA) through the use of optical scanners [25].

The distribution of the tensions in bone when applying an axial force on the fixed partial prosthesis
was also evaluated. The geometry of a partially edentulous maxillary segment was determined with a
frontal cut around the first premolar; dimensions in the three axes of the space were registered.

The dimensions of the implant, abutment, and prosthetic components were settled down with
a digital caliper; a representative average with the projection of the profiles was registered, using a
TAF003 profilometer from Mitutoyo® (Tokyo, Japan).

The coefficient and modulus of elasticity (e) of Poisson (V) were assigned as follows: Cortical
bone (E13700 MPa; V0.3), trabecular bone (E13700 MPa; V0.3), titanium implants (E110000 MPa; V0.3),
and chromium-nickel prosthesis (E171000 MPa; V0.3) did not include the cement because its modulus
of elasticity is low with respect to the used materials [13,26]. The geometric model was characterized
as a trabecular core surrounded by a cortical layer that resembles the characteristics of a partially
toothless maxilla [27].
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Available bone heights were 9 and 5 mm. In the edentulous section of the first and second
premolar and first molar, short and extra-short implants were inserted, a connection of the abutments
to the fixed partial denture with the distal cantilever (PPFIVD) was simulated. The mesiodistal distance
of each cantilever averages 7 mm.

Two groups were analyzed: group A (GA) constituted by two subgroups: GA1, two short
implants of 4.1 × 8 mm; and GA2, two extra-short implants of 4.1 × 4 mm. Group B (GB), also had two
subgroups: GB1, a short implant of 4.1 × 8 mm, and GB2, with an extra short implant of 4.1 × 4 mm.

The osseous tissue was modeled in close relation with the implant threads to accentuate
the precision of the results (Table 1) with a mechanically ideal interface and assuming 100% of
bone-to-implant contact.

Table 1. Numeric detail geometric patterns made for this investigation.

Models
Amount of
Elements

Number of
Nodes

Types of
Elements

Bone Height
(mm)

Implants Dimensions
(mm)

Two implants 321,066 65,826 Tetrahedron 9 4.1 × 8

Two implants 424,672 85,442 Tetrahedron 5 4.1 × 4

An implant 199,443 40,776 Tetrahedron 9 4.1 × 8

An implant 264,076 53,261 Tetrahedron 5 4.1 × 4

Algorithmic calculations were applied to define the geometry, to generate the mesh, the load
conditions, and the properties of the materials. Afterward, a set of n-equations and n-incognito were
solved with an algorithm for the system [26]. Linear homogeneous and isotropic equations were
applied. With all the registered data, magnitudes derived from the nodes were calculated (Table 1).

A physiological static load of 100 N (Newton) with an angulation of 30◦ was applied [18,19] by
means of a standard circular piece whose purpose was to distribute the load uniformly. The application
point was standardized for all the models in mesial of the triangular crest of the palatal peak.

The present investigation was completed on the base of the criterion of three-dimensional tensions
of Von Mises, expressed in the following formula:

σ_ (VM
√

(((σ_1 σ _2) ˆ2 (σ_ (2) - σ_3) ˆ2 (σ_3 σ_1) ˆ2)/2))

where σVM is the tension of Von Mises and σ1; σ2; σ3 the principal stresses.

3. Results

3.1. Distribution of the Tensions in the Implant

In GA1 and GA2, the load applied in the crown it distributed the principal stresses in the cervical
third of both implants; in the cantilever area, the tension increased at the cervical third of both implants,
also including the middle third the second implant located at the level of the second premolar.

GA2 was greater with respect to GA1, but without significant difference. The distribution of
the tensions in GB1 and GB2 was observed in the cervical third of both implants in the cantilever,
the principal stresses included the cervical third and middle in both sub-groups. GB2 was greater in
relation to GB1 (Table 2; Figures 1–3).
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Table 2. Distribution of the principal stresses in ultrashort implants.

Models
Crown
(MPa)

Cantilever
(MPa)

Load
(N)

Implant Dimensions
(mm)

A
Two implants

183.7 173.9 100 4.1 × 8

170 205.4 100 4.1 × 4

B
An implant

330.2 334 100 4.1 × 8

321.6 381.4 100 4.1 × 4

 
Figure 1. Distribution of the main stresses in short implants. On the left of the figure, the load on
the crown of the implant-supported fixed partial prosthesis on two implants of 4.1 × 8 mm (top)
and 4.1 × 4 mm (below) observed. To the right of the figure, the load in the cantilever is observed.
A. Implant located at the level of the first upper premolar and B at the level of the second upper
premolar. Cervical tensions are observed in both A and B.

 
Figure 2. Distribution of the main tensions in the short implants located at the level of the first upper
premolar. On the left of the figure, the load on the crown of the implant-supported fixed partial
prosthesis is observed on an implant of 4.1 × 8 mm (on top) and 4.1 × 4 mm (below). To the right of the
figure, the load in the cantilever is observed. Tensions are observed in the cervical and middle third.
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Figure 3. Distribution principal stresses in implants. Fixed partial prosthesis with distal cantilever,
supported by ultrashort implants -FPPDC-.

3.2. Distribution of the Tensions in the Solid Model

The load in the crown distributed the tensions in the cervical third of GA1 and GA2; in the
cantilever, tensions were observed in the cervical third corresponding to the first premolar, and in the
cervical and middle third of the second premolar, in both sub-groups. GA1 was greater with respect to
GA2, without significant difference among them.

In GB1 and GB2 the distribution of the principal stresses was demonstrated in the cervical third;
in the cantilever, increased tensional values were observed in the cervical and middle third, in both
sub-groups. GB2 was larger than GB1, with significant differences among them, marking a critical
situation on a map for GB2 (Table 3; Figure 4).

Table 3. Distribution of the principal stresses in the maxillary.

Models
Crown
(MPa)

Cantilever
(MPa)

Load
(N)

Implant Dimensions
(mm)

A
Two implants

57.55 86.26 100 4.1 × 8

58.61 78.42 100 4.1 × 4

B
An implant

96.83 128.5 100 4.1 × 8

101.3 168.5 100 4.1 × 4

 
Figure 4. Distribution principal stresses in maxillary. Fixed implant-supported partial prosthesis with
distal cantilever -FPPDC-.
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3.3. Bone Behavior

The high tensions brought bone micro deformations in a proportional way (higher tensions then
more deformation). In GB2 there were higher values with respect to GB1, with significant differences
(Table 4 and Figures 5–9).

Table 4. Distribution of the microstrain in the solid model. Fixed partial prosthesis with distal cantilever,
supported by ultrashort implants.

Models
Crown

(Maximum Tensile)
με

Cantilever
(Maximum Tensile)

με

Load
(N)

Implants Dimensions
(mm)

A
Two implants

3.439 6.983 100 4.1 × 8

6.648 5.990 100 4.1 × 4

B
An implant

5.777 8.553 100 4.1 × 8

6.538 9.253 100 4.1 × 4

 

Figure 5. Microdeformations in the maxillary. Load on the crown (left) and the cantilever (right)
of PPDC supported by two ultrashort implants of 4.1 × 8 mm. Arrows indicate microstrain in the
bone crest.

 
Figure 6. Microstrain in the maxillary. Load on the crown (left) and the cantilever (right) of the PPFIVD
supported by two ultrashort implants of 4.1 × 4 mm. Arrows indicate microstrain in the bone crest.

 
Figure 7. Microdeformations in the maxilla. Load on the crown (left) and on the cantilever (right) of
the PPFIVD supported by an ultrashort implant of 4.1 × 8 mm. Arrows indicate microstrain in the
bone crest.
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Figure 8. Microdeformations in the maxilla. Load on the crown (left) and the cantilever (right) of the
PPFIVD supported by an ultrashort 4.1 × 4mm. Arrows indicate microstrain in the bone crest.

 
Figure 9. Microstrain in maxillary. Fixed partial prosthesis with distal cantilever, supported by
ultrashort implants -FPPDC-.

3.4. Prosthesis Behavior

The micro-deformations facilitated the displacement of the joint prosthesis-implant. In GA1 and
GA2 it was oriented through the buccal side. In GB1 and GB2 the displacement was in the buccal-distal
direction. GB2 was a major that GB1, with significant difference (Table 5; Figure 10).

Table 5. Displacements of the fixed partial prosthesis with distal cantilever supported by
ultrashort implants.

Models
Displacement

Crown
(mm)

Displacement
Cantilever

(mm)

Load
(N)

Implant
Dimensions

(mm)

A
Two short implants

0.02897 0.04072 100 4.1 × 8

0.02896 0.04045 100 4.1 × 4

B
A short implant

0.05933 0.00728 100 4.1 × 8

0.06705 0.08347 100 4.1 × 4
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Figure 10. Displacements of the fixed partial prosthesis with distal cantilever, supported by ultrashort
implants -FPPDC-.

4. Discussion

The obtained data were described in agreement with a Ceá hypothesis, the error committed in
the approach of an exact solution was limited by the error of approach of the obtained solution [27].
The approach error depended crucially on the size and amount of the elements and the equality of
other factors that caused this to be smaller, and it was limited to the error of the solution of finite
elements. The distribution of short implants in the posterior sector of the maxilla is a challenge when
the available bony height is reduced and is next to the floor of the maxillary sinus.

The tension of Von Mises is a physical magnitude of the distortion energy, and is a compound
tension that indicates to the average level of tension whose maximum value indicates the possibility
of damage occurring. The variables can be manipulated; the software eliminates the variation of the
resulting probability of the error of the sample. The initial deformation of the majority of solids is
elastic, which implies that the deformation is reversible when stopping applying the tension, and the
reason why the solid recovers its initial form.

In the majority of cases, and in agreement with the Hooke’s Law, the relation tension-deformation
in the elastic regime is linear, and it expresses σ = E · ε, where σ is the tension expressed in MPa
and is the Young’s modulus or modulus of elasticity, and ε is the deformation. If the modulus
of elasticity is sprightly, the following formula is obtained whose obtained value indicates that
the piece in the study can reconstitute its original form: E = σ/ε. However, when the maximum
tensional values surpass the reversible capacity of the material it produces a permanent dimensional
change. The deformation formula can be established simply: ε = σ/E. However, the three-dimensional
resolution is more complex.

Sotto Maior et al. [28], described the stress concentration in short single implants of 5 mm in
diameter by 7 mm in length in 32 partially-edentulous atrophic jaws. They simulated traumatic
occlusion and a crown-implant relation of 2:1 or 2.5:1. The crown created high bending stresses which
produced a peri-implant bone loss. Bolle et al. [29] used implants 4 mm in diameter and 10 mm in
length over the mandibular channel with and without bone augmentation. Additionally, the inserted
implants were 4 to 5 mm in length below the maxillary sinus with and without sinus elevation. After
one year of load, the short implants obtained similar results compared to implants of conventional
lengths (10 mm). They concluded that short implants could be an option to the surgical procedures
since the treatment is less invasive, faster, and economical.

Toti et al. [30] inserted short implants in the posterior atrophic zone of partially-edentulous
jaws, and their results showed better compared with implants of standard length placed in the
augmented bone. Additionally, the short implants presented less crestal bone loss. Tabrizi et al. [31]
evaluated the bone loss in 65 short implants in the jaw. There were no significant differences in the
marginal bone loss between the three groups analyzed. However, the authors found that increasing the
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number of short implants reduced the percentages of crestal bone loss given a better force distribution.
Gastaldi et al. [32] compared prosthesis on short implants of 5 × 5 mm or of 5 × 10 mm. inserted in
atrophic jaws with augmented bone and maxillary bilateral sinus elevation. After three years of load,
short implants obtained results similar to standard implants. They concluded that short implants can
be a preferable option to the vertical bone augmentation.

Chou et al. [33], compared the stress distribution around the peri-implant bone of narrow implants
with standard length (3.5 mm wide by 10.7 mm length) compared with short and wide implants (5 mm
diameter by 7 mm length) in the mandible. It was demonstrated that the development of tension in the
cervical region is inevitable, with more uniform distributions in the peri-implant tissue in the short and
wide implants. Sahrmann et al. [34], compared implants 6 and 10 mm in length through X-rays. Higher
mineralization percentages were observed around short implants compared to standard implants. This
was related to the capacity of bone adaptation.

Peixoto et al. [35] used digital images to calculate the deformations of the prosthesis supported
by splinted short dental implants during an occlusal load of 250 N. It was found that the veneering
material did not influence the distribution of the deformation. Esfahrood et al. [36] performed a
prospective study comparing the fixed prosthesis with overdentures supported by short implants
(<10 mm). The cumulative success in the implant with rough surfaces was higher than in implants
with machined surfaces. The survival of short implants in edentulous maxilla was high when the
implants were placed under strict clinical protocols. Therefore, the authors consider the short implants
as a safe and predictable technique.

On the other hand, Lemos et al. [37] compared short implants (≤8 mm) with standard implants
(>8 mm) placed in the posterior regions of the maxilla and the mandible and found that shorter implants
>8 mm presented a greater risk of failure. Block et al. [38] analyzed the level of bone deformation
when changing the prosthetic design and different occlusal schemes. It was found that the restorations
with splinted implants reduced the levels of deformation in the area of the neck of the implants and
provide a better deformation distribution under cyclic load. De Souza Batista et al. [39] compared the
influence of the pontic designs and the effect of mesial and distal cantilevers in prostheses supported
by standard implants (4 × 10 mm). Axial forces of 400 N and of 200 N were applied in an oblique
direction. In the group with two implants supporting a distal cantilever, an unfavorable biomechanical
behavior with higher stresses was observed.

In the present work, there were no observed differences between GA1 and GA2 implants.
The tensions in GB2 were, principally, greater than those of GB1. However, GB2 (4.1 × 4 mm)
exerted higher tensions, an unpredictable situation for implants of short height. Ormianer et al. [40]
studied the marginal bone loss related to implants of different designs, (different threads, thread
direction, and apical design). In the long-term, there was minor bone loss in implants with greater
interthread distances, deep apical turns, and narrow cores. Their results favored a single-piece implant
design with a “V” thread design. Wolff et al. [14] demonstrated that the effective tensions take place
in the bone–implant interface under unidirectional axial load. Four types of implants showed bone
loss resulting from pathological tensions >3000 με. The groups analyzed in the present work were in
the rank of pathological overload; this favored the micro deformations and the displacements of the
implant/abutment connections.

Villarinho et al. [41] inserted 46 single implants of 4.1 × 6 mm in the posterior areas of the maxilla
and the mandible in 20 patients; after 45 ± 9 months the percentages of success were 65.2% and 95%,
with more probabilities of implant loss in the jaw than in the maxilla. The crown–implant ratio and the
time were significant predictive values for bone loss (p < 0.001). In this research that GA two splinted
short implants were observed, which would have the best stress distribution and, therefore, more
possibility of permanence in the mouth, and which would give the joint prosthesis-implant greater
stability in the long-term.
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5. Conclusions

Within the limitations of this FEA:

- PPFIVD on two extra-short dental implants could be used as a viable option;
- The tensions are distributed in the cervical third of the implants and to the implant/abutment

interface in the form of micro deformations;
- PPFIVD over single extra short implants of 4.1 × 4 mm possess a high risk or mechanical

failure; and
- The forces generated during the functional load in the posterior area of the maxilla would affect

the prosthetic restoration with distal cantilever and would affect the peri-implant bone that
surrounds the extra-short dental implants.
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