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Recently, the attention paid to self-care tests and the need for easy and large-scale
screenings of a high number of people has dramatically increased. The COVID-19 pan-
demic has emphasized the requirement for affordable tools for the safe management of
biological uids and distanced diagnostic procedures. Limiting the diffusion of infections
has emerged as a compulsory requirement, especially to lighten the pressure on public
healthcare institutions. Obviously, other kinds of pathologies (cancer or other degener-
ative diseases) continue to call for attention for earlier and more widespread diagnoses
and treatments.

In this scenario, the research eld of point-of-care (POC) diagnostics could strongly
contribute to the realization of a valid alternative to standard tools, in order to hold off the
spread and aggressiveness of the pandemic whilst not neglecting the normal activity of
prevention and care related to other diseases. Indeed, in the last two years, cancer (just as
an example) has seen a signi cant drop in newly diagnosed cases and the management
and follow-up of active cases has been made dif cult by the limited access to healthcare
institutions and by the postponement of programmed visits and interventions. The same
limits have also hindered the monitoring of other types of pathologies which require
continuous care, such as metabolic disorders or prenatal assays, with a signi cant impact
on common health, society and economy. That is why the possibility of having available
instruments for the self-collection of specimens, distanced diagnostics and telehealth tools
could strongly help in facing the current pandemic assault, but also nally give a chance
to all the smart technologies developed during the last 10—15 years to overcome that gap
between academia and the market which has kept them away from current practice.

The contribution to the development of this research eld comes from the areas of
innovative plastic and 3D micro uidics, smart chemistry and the integration of miniatur-
ized sensors, going in a direction to improve the performances of in vitro diagnostic (IVD)
devices and addressing the new challenges requiring patients' compliance and minimal
interactions with both medical personnel and clinical settings. On the other hand, the need
for self-contained tools to be wireless, programmable and able to continuously monitor the
state of health or illness of an individual allowed wearable technology to make huge strides
forward. Moreover, the key enabling technologies developed can be useful to facilitate
not only clinicians but also researchers, improving reproducibility, saving time and money
for reagents and avoiding tests on animals for technologies related to organ-on-chip or
tissue engineering.

In our Special Issue, we collected papers describing easy strategies to identify diseases
at the point-of-care level, but also dealing with innovative biomarkers, sample treatments
and chemistry and engineering advances which, in perspective, represent promising tools to
be applied to the eld. This Special Issue mainly stems from the EDGE-Tech (Emerging and
Disruptive next-Generation Technologies for POC) Workshop organized in the frame of the
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EU SMILE-Attract project, devoted to the development of innovative strategies for the early
diagnostics of oral cancer from saliva. The work of Zoupanou et al. [ 1] describes the SMILE
platform and its micro uidic approach to the detection of cancer cells into plastic and low-
cost microchannels. In particular, plug-n-play tools for micro uidics have been obtained in
PMMA, a versatile material that is low-cost and easy to handle, overcoming the limits of
PDMS-based methods which are less robust and not suitable for industrial exploitation.
The 3D network of microchannels and the complete transparency of PMMA, even after
micromilling and bonding, allows for the realization of buried paths and a contemporary
check on the whole process happening at the different levels. Moreover, the conjunction
of channels at the interconnection point can be used to evaluate the mixing or gradient
generation in the nal portion of common channels. The nal goal of the SMILE Project
is the complete on-chip sample handling and analysis, allowing the addition of reagents
to specimens, their mixing and the detection of searched analytes into a speci ¢ area of
the device. In this case, a serpentine path was functionalized with the immobilization of
antibodies against the membrane antigen EpCAM, which is able to distinguish cancer cells
from blood cells.

In order to use micro uidics to operate label-free and affordable cell analysis, Professor
Zattoni and co-workers developed a system named “Celector ®”, which is able to analyze,
discriminate and separate a wide range of cell mixtures based on their physical characteris-
tics with high resolution and throughput. By implementing Non-Equilibrium Earth Gravity
Assisted Dynamic fractionation (NEEGA-DF), the system uses a micro-camera for cell
detection. The developed instrument makes use of speci cally designed software for image
acquisition, post-processing and data analysis, obtaining a multiparametric fractogram
representing the number, size and shape of the eluted cells as a function of fractionation
time. This results in a complete ngerprint of the cell sample. In the paper proposed
for this Special Issue, this technology is applied to perform the quality check of freshly
isolated amniotic epithelial cells AECs [ 2]. Comparing the possible differences in cells
yield and composition of amniotic membrane, the live fractogram was used as a predictive
model to successfully de ne the isolation procedure. Post-processing image data were
compared to biological data of cell recovery, cell vitality and adhesion ability, identifying a
new predictive tool for laboratories and cell banks that isolate and cryopreserve fetal annex
stem cells for research and future clinical applications.

The possibility to continuously check the state of health or illness of an individual
in a non-invasive or minimally invasive manner has seen a groundbreaking input from
wearable technologies. In this regard, the constant monitoring of body parameters such as
pressure, heart rate or electrolyte concentration could signi cantly help in the prevention
of cardiovascular diseases or other metabolic impairments, gaining high compliance from
patients and encouraging a large audience of nal users to screenings. With this aim, the
group of Professor De Vittorio contributed to our Special Issue with a paper describing
the realization of a exible glucose sensor suitable for sweat analysis, paving the way for
a new generation of non-invasive glucose sensors and improving the quality of life of
diabetic patients [ 3]. In particular, they obtained a three-electrode device by the thermal
evaporation of gold or silver (for working/counter and reference electrodes, respectively)
on a polystyrene foil. Moreover, a versatile nanoimprinting process for micro uidics was
available to ease sampling. For the sensing layer, a gold electrode was modi ed with
a cysteine layer and glutaraldehyde cross-linker for enzyme probe immobilization. To
demonstrate the reliability of their glucose sensor, chronoamperometric measurements
were performed in a PBS-buffered glucose solution in a linear range between 0.025 mM
and 2 mM.

Following the direction of key enabling technologies able to foster the development of
research practice and applications, our Special Issue also hosted two reviews with different
topics but both dealing with innovative solutions encompassing the eld of chemistry
and engineering.
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In the work of Cinquino et al., the huge diffusion of fabric with augmented functional-
ities, enabling the integration of displays, sensors and other electronic components into
textiles, is discussed [4]. Typical examples of wearable and portable devices are smart
watches, glasses, wristbands and belts which can be easily applied to monitor health sta-
tus or exercise parameters. These kinds of devices are usually made of rigid and planar
materials, making them uncomfortable to wear. In this review paper, the possibility to
integrate microelectronic devices with fabrics is deepened as an important innovation
toward the development of a more comfortable and versatile technology. In particular, the
authors considered light-emitting diodes (LEDs), alone or coupled with polymer optical

bers (POFs), as the most robust technology. Moreover, OLEDs (Organic LEDs) were
also addressed as a very promising approach for the future of light-emitting fabrics, even
though some issues still need to be resolved.

The other review published in the Special Issue deals with tissue engineering. The
possibility to produce the in vitro / in vivo regeneration of tissue by tuning the character-
istics of the extracellular matrix or the fate of stem cells is one of the most fascinating
technologies evolved in the last decades. The development of tissue engineering has gone
through advances in organ-on-chip technologies which have given a strong input toward
the use of individual cells to re-create conditions in which tissue development and cell
differentiation mechanisms could be followed or drugs could be tested without recurring
to animal models. The challenge research has to face in the eld of tissue engineering is
mainly related to the real and long-lasting biocompatibility of the scaffold and materials
used, but the results are potentially revolutionary. In their work, Mijanovi¢, Pylaev et al.
discussed the capabilities and limitations of biomaterial scaffolds to successfully integrate
into the surrounding environment in the restoration mechanisms of damaged tissues. In
particular, biocompatibility with host tissues remains crucial for preventing infection and
promoting implant integration. The molecular and cellular modulation indeed is important
and necessary for successful graft integration, post-surgery clinical outcome and long-term
survival. The authors speci cally addressed corneal tissue engineering, which has attracted
great interest recently, due to the attempts to avoid many of the complications encountered
in traditional donor corneal transplantation [ 5]. The involvement of cells could not only
allow the creation of a cornea analog, which should provide high optical transparency,
mechanical integrity and proper cell behavior, leading to effective re-epithelialization, but
also give promises for the full regeneration and integration of the gratft.

As Guest Editors of “ Emerging and Disruptive Next-Generation Technologies for POC:
Sensors, Chemistry and Micro uidics for Diagnosticsve would like to take this opportunity
to thank all the authors for submitting their papers to this Special Issue. We would also like
to acknowledge all the reviewers for their time dedicated to suggesting improvements to
the quality of the submitted papers and of the whole Special Issue.

Conicts of Interest: The authors declare no con ict of interest.
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Abstract: Oral cancer belongs to the group of head and neck cancers, and, despite its large diffusion,
it suffers from low consideration in terms of prevention and early diagnosis. The main objective of
the SMILE platform is the development of a low-cost device for oral cancer early screening with
features of high sensitivity, speci city, and ease of use, with the aim of reaching a large audience
of possible users and realizing real prevention of the disease. To achieve this goal, we realized two
micro uidic devices exploiting low-cost materials and processes. They can be used in combination
or alone to obtain on-chip sample preparation and/or detection of circulating tumor cells, selected
as biomarkers of oral cancer. The realized devices are completely transparent with plug-and-play
features, obtained thanks to a highly customized architecture which enables users to easily use them,
with potential for a common use among physicians or dentists with minimal training.

Keywords: oral cancer; circulating tumor cells; micromixers; 3D micro uidics; biodetection; plastic
micro uidics; microfabrication

1. Introduction

Head and neck cancers represent the sixth most common type of cancer in Europe,
accounting for 150,000 new patients per year, and 60% of patients with advanced disease
at diagnosis die within 5 years [ 1,2]. The most widespread cancer in the head and neck
region is oral squamous cell carcinoma (OSCC), occurring at the border of lips and/or at
the posterior of the tongue or palates [ 3]. Many factors can increase the probability of the
disease; tobacco and alcohol consumption [4], oncogenic viruses (e.g., papillomavirus, HPV,
or Epstein—Barr virus EBV) [ 5] and poor oral health [ 6] are known risk factors. Genetic
predisposition is also a key consideration when studying the development of oral cancer.
As an example, the role of NFKB1gene polymorphisms are currently under investigation[ 7].
The link of germline genetics and environmental factors to pathologic phenotypes can
contribute to a better understanding of the interactive role of the environment, tumor
cells, immune cells and microbiome in various diseases [8,9]. Moreover, the importance
of correct diet and lifestyle is another crucial aspect in preventing oral cancer, as they
also modulate the oral microbiome, which has been demonstrated to play a role in cancer
onset, particularly due to its in uence in the modulation of immune system [ 10]. High
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levels of colonization of OSCC by facultative oral streptococci have been shown [ 11], and,
more recently, Zhang and coworkers compared the microbiota compositions of tumor
sites and normal tissues, nding bacteria signi cantly associated with mouth tumors|[ 12).
These aspects fall in the gene-by-environment (G E) interaction range, which considers
a wider analytical method to study the onset of diseases, including the integration of
microbiology into molecular pathology and epidemiology models, going in the direction

of more personalized medicine [9].

Currently, biomarkers of oral cancer are indeed inadequate , and inflammatory molecules
may have a low speci city. Moreover, the detection of precancerous lesions is not routinely
carried out in clinical settings [ 13]. An easy-to-use, noninvasive assay is strongly needed,
and the possibility to perform tests on saliva is an attractive strategy to increase patient
compliance [14].

In order to improve the quality of diagnostic and prognostic early screening tests, as
well as their availability for a large cohort of potential patients, a number of biomarkers
from body uids have been identi ed. Among these, in ammatory biomarkers[  15-17]
and circulating tumor cells are the most promising entities to be found in blood or saliva,
even at the early stage of the disease, and this method of detection has the potential to
be translated into on-chip platforms. Early detection of OSCC is indeed the only way
to limit the consequences of disease, and the main challenge in prevention is large-scale
screening [18], together with an appropriate diet and correct lifestyle [ 4]. To reach this goal,
the need for a noninvasive assay is compulsory, and the possibility to perform tests on
saliva is an attractive strategy to make this test suitable for all, in addition to the ambitious
objective of the SMILE platform.

The main purpose of SMILE project is the development of a low-cost sensing device
for oral squamous cell carcinoma (OSCC) early screening, with features of high sensitivity,
portability, and ease of use, with the aim of reaching a large audience. OSCC is usually
diagnosed at an advanced stage, where highly invasive surgery and chemotherapy are
required, heavily compromising life quality and survival [3,19].

Breakthrough technologies of the platform include the optimization and integration
of a highly customizable plastic micro uidics device able to perform some of the most
common operating tools while handling samples, particularly micromixing, gradient
generation [20], and the capture and detection of small objects such as circulating tumor
cells [21].

Moreover, the recent spread of COVID-19 and its huge impact on clinical settings
has forced healthcare systems to undergo a total rearrangement of rules and priorities. In
cancer management, this has led to weighing up the risks of tumor progression due to a
delay in treatments against the potential of adding to the hospital burden by increasing
the risk of exposure to SARS-CoV2. The need of new tools able to maintain standards
of diagnosis and control of active tumor cases, while limiting infections, through rapid
sample collection is then compulsory. New instruments, based on a lab-on-chip (LoC)
approach, with features of low cost and a plug-and-play setup, along with the aim of using
body uids easily collected without the need for healthcare personnel, could revolutionize
the approach to periodic screening and follow-ups, allowing the possibility to perform
them in a safe and distanced manner.

To meet this goal, micro uidic technologies and the use of plastic substrates in combi-
nation with rapid prototyping methods, i.e., fs laser technology and micromilling, seem
to be a good alternative to standard methods in the realization of polymeric lab-on-chip,
without any constraints on the substrate material [22,23].

Today, several techniques can be exploited for the rapid prototyping of polymeric
LoC [24,25]. In particular, thanks to its high resolution (<50 nm), soft lithography is
one of the most exploited methods for the rapid prototyping of a polymeric micro uidic
device [26,27] This technology requires the fabrication of a mold, typically by photolithog-
raphy, as well as replication and assembly of the entire device. Consequently, like other
similar molding techniques [ 28], soft lithography is a time-consuming process, which
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often limits optimization in prototyping or iterative design. Thus, despite its very low
cost, it does not allow an easy and direct translation into large-scale production and in-
dustrial exploitation, with the aim of reaching the market of in vitro diagnostics (IVD). A
further limitation of soft lithography is the material used. Polydimethylsiloxane (PDMS)
microchannels subjected to high liquid pressure undergo deformation [29].

Technologies based on the direct microstructuring of the substrate and, thus, not
requiring a mold have been proven to be more suitable during the design of a new device.
Among such technologies, three-dimensional (3D) printing gives the possibility of fabri-
cating low-cost 3D micro uidic devices in a single step from a computer model [ 30,31].
The major concerns about this technique regard the inability to reliably print micro uidic
channels with dimensions less than several hundred microns, dimensional delity, surface
quality, optical transparency, and reduced choice of materials [ 32]. Conversely, ultrafast
laser technology, as a non-clean room process, provides a convenient, economical, and ex-
ible way to fabricate micrometric uidic patterns by varying the laser parameters [ 33,34],
avoiding the expensive and time-consuming production of masks. The fs laser enables
a “cold” ablation of the irradiated volume, which allows the material to be removed by
ablation from the irradiated area with negligible thermal damage to the surrounding sub-
strate [35], ensuring high precision and up to submicrometric resolution [ 36]. Moreover,
fs laser pulses do not pose any restriction on the substrate materials [37]. However, the
principal constraints of this technique are the high costs of the laser source and them not
being ef ciently suitable for the fabrication of over-micrometric structures.

Mechanical micromilling is a exible, cost-ef cient, rapid prototyping technology for
polymer device machining. In comparison with fs laser, it is more convenient for large
features [38]. However, it results in poor surface quality and resolution [39].

The possibility to use plastic devices will signi cantly improve the reproducibility
and stability of experimental setups compared with PDMS-based state-of-art micro uidics.
PDMS, despite its features of low cost and disadvantages due to the presence of a hard mas-
ter obtained by lithographic methods, often suffers from sealing leakage, poor connection
stability, consequently low reproducibility of experiments. This aspect is not secondary
when dealing with biological methods, as complexity can be achieved only by avoiding
variability of the boundary conditions given, i.e., by the device.

Moreover, the possibility to obtain stable connections through customized inlet and
outlet holes allows the ease of use necessary to achieve so-called “world-to-chip” con-
nections [40], avoiding the use of magnetic gaskets, clamps, or glue which are usually
expensive and time-consuming, and which do not allow reusing the device or capillary
tubes [41].

On the other hand, traditional fabrication methods such as lithographical techniques,
used to create micro and nanoscale structures, are very useful for prototyping and re-
search experiments, but they do not translate well into mass production, in addition to the
use of PDMS, thus limiting its commercial applications owing to the dif culty in upscal-
ing manufacturing and the relatively high cost compared to polymeric alternatives [ 42].
More critically, intrinsic material properties of native PDMS represent another chapter
of drawbacks, such as evaporation, leaching, and absorption of a owed liquid sample
which often makes PDMS unsuitable for repeatable, robust micro uidic biological and
chemical analysis applications [43]. Postprocessing of the material (for example, parylene
coating) can overcome these limitations but adds an additional backend processing stage
and, therefore, makes it more undesirable for commercial manufacturing [ 44]. Although
glass could be used as an alternative, thermoplastics (plastics) are better from a cost and
fabrication perspective, allow easy surface treatment, and are generally transparent and
biocompatible [45].

The combination of femtosecond laser-based micromanufacturing and micromilling
technologies, associated with robust, disposable, plastic substrates and an innovative seal-
ing method and dedicated surface chemical treatment of microchannels for their biological
functionalization, has been recently demonstrated for the development of micro uidic
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devices for biomedical applications. In particular, it has been shown that combining the
micrometric precision offered by ultrashort pulsed laser ablation with the higher machining
rate of mechanical micromilling is very bene cial for the rapid and exible prototyping

of polymeric lab-on-chips [ 46]. The as-fabricated devices can be exploited in applica-
tions ranging from the simple on-chip study of cells to the onsite and early diagnosis of
diseases [47].

The degree of ef ciency revealed by the hybrid microfabrication platform proposed in
this work would allow producing 3D micro uidic devices, while embedding additional
functionalities such as micromixers and gradient generators. This would push the on-chip
platform toward the sample in/fanswer out concept of point-of-care devices.

In the frame of SMILE (SAW-MIP Integrated Device for Oral Cancer Early Detection)
project, we explored several aspects of technology, spanning from simulation of the entire
platform through nite element methods (FEM) to tests with arti cial samples, as well as
from a simulation with particle mixing and a gradient generator to the use of micro uidics
using oral cancer cells, envisioning the entire on-chip manipulation and analysis of the
sample, with a plug-and-playdevice. In this study, two devices, a micromixer developed on
two-level microchannels and a serpentine pathway for the biorecognition of circulating
tumor cells, which could work separately or in a subsequential manner, were described.
The two devices constitute two building blocks toward the realization of a platform in-
cluding both sample preparation and biodetection. We performed a completely on-chip
functionalization of PMMA, demonstrating a step forward with respect to the current
literature, as we obtained the desired results without using complex methods such as
UV-curable functionalization or low-pressure radiofrequency (RF) air plasma [ 4849]. Anti-
EpCAM antibody was chosen as a capture probe to distinguish cancer from noncancer cells
in a mixture obtained by keeping together oral cancer-derived cells with blood-derived
cells [50], thus mimicking the presence of circulating tumor cells (CTCs) in blood samples.
In principle, this antibody can be replaced with any other to identify different kind of cells
or extracellular vesicles (microvesicles/exosomes), in order to obtain a liquid biopsy from
other biological uids such as saliva or urine. The investigation of CTCs as early biomark-
ers of cancer is one of the most promising topics in liquid biopsy, and the translation of
this research into a point-of-care device is being explored for the high value which an easy-
to-use tool could bring in early diagnosis good practices. To this aim, many micro uidic
devices for the separation of CTCs and sample enrichment have been realized, including
microsieve integration [ 51-53], inertial micro uidics [ 34], serpentine path, and many other
chip architectures. However, in most reported cases, microfabricated microsieves are as-
sembled into PDMS-based lab-on-chips, with the inclusion of a membrane, resulting in a
low-exploitable approach. In the case of inertial micro uidics, although demonstrated to be
very effective in separation, the technique requires a complex simulation and experimental
validation phase [ 54] to de ne the right geometry as a function of the properties (e.g.,
dimensions, Young's modulus) of the cells to be separated. As the aim of our work was the
development of a low-cost easy-to-use device, with the goal of reaching a large audience of
possible users and realizing real prevention of the disease, we preferred to use a simple
and common serpentine microchannel, in order to lengthen the path that cells are forced to
run, with the aim of maximizing the possibility to be captured by immobilized antibodies.

2. Materials and Methods
2.1. Materials

Both devices were fabricated by assembling different squared layers of transparent
PMMA (Vistacryl CQ; Vista Optics, Gorsey Lane, Widnes, Cheshire, UK). Each layer was
machined differently according to the design of the device. For the micromixer device, three
30 30 mm? PMMA layers were used. The bottom and intermediate layers hosting the
micromilled channels were 1 mm thick, while the upper layer containing the inlet/outlet
holes was 2.5 mm thick. For the cancer cell capturing device, two square 25 25 mm?
layers were used. The top layer was 5 mm thick, while the bottom one was 1 mm thick.
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The bonding between layers was performed with pure isopropyl alcohol (Sigma-Aldrich,
St. Louis, MO, USA).

Surface functionalization of the microchannels was required, following a different
procedure for each device. Particle mixing required surface passivation, which included
O, plasma surface treatment and incubation with 1 mg/mL bovine serum albumin (BSA)
(1%) in phosphate-buffered saline (PBS) buffer (Sigma-Aldrich, St. Louis, MO, USA).

The cell capturing, instead, initially included the usage of 3-aminopropyltrirthoxysilane
(APTES 5%) in ethanol, glutaraldehyde (0.05%) in water, bovine serum album (BSA) (1%),
and Tween®-20 (0.05%) in phosphate-buffered saline (PBS). In addition, we used EpCAM
mouse monoclonal antibodies (all reagents from Sigma-Aldrich, USA). It is worth em-
phasizing that the anti-EpCAM antibodies have the advantage of not being reactive with
normal or neoplastic nonepithelial cells and recognize only human EpCAM expressed on
the surface of the epithelial cells. A secondary labeled antibody anti-mouse 1gG (whole
molecule)-FITC antibody produced in goat (Sigma-Aldrich, USA) was used for the uores-
cence con rmation assay.

The sealing and working principle of both devices was evaluated by performing a
series of tests. For the sample injection/pumping and ow control, we used the Elve ow
micro uidic setup (Elvesys, Paris, France), suitable for nely tuning ow injection in a
range of 0.4—7 L/min. For real-time acquisition, we used an Axio Zoom V16 uorescence
microscope (Zeiss, Oberkochen Germany), with an ApoZ1x objective and a numerical
aperture (NA) of 0.25.

For the micromixers, we carried out two validation tests using colored inks and
uorescent polystyrene microspheres, with diameters of 200 nm (green) and 1 m (red)
(FluoSpheres® Fluorescent Microspheres, Invitrogen, Ltd. 3 Fountain Drive Inchinnan
Business Park, Paisley, UK) in ethanol (Sigma-Aldrich, St. Louis, MO, USA). Instead, for the
capturing of tumor cells, we injected cells derived from the OECM-1 human oral squamous
carcinoma cell line (purchased from SCC/Sigma-Aldrich) and Jurkatt cell line (leukemic
T-cell lymphoblast from ATCC).

2.2. Computational Modeling

The micromixing tool was simulated by modeling a 3D h-junction in Comsol Mul-
tiphysics 5 (COMSOL, Inc., Burlington, MA, USA), using the Micro uidics module CFD
package and, speci cally, “mixture model, laminar ow” for predicting the uid ow and
particle transport.

Navier—Stokes equations were used to predict the uid ow through the 3D network
of interconnected channels.

As it can be seen, we established two different microchannels with two independent
inlets, sharing a common outlet. As boundary conditions, we set an equal uniform ve-
locity/ ow rate on both inlets, and zero pressure was applied at the outlet. Furthermore,
from the material library, we selected pure water as the de ned uid to cover all domains
inside the network of the channels, and we applied zero- ow conditions at the channel
walls. The uid temperature in the entire simulation was setto 25  C for water. The uid
was considered incompressible, Newtonian, and with no gravitational effects anywhere
in the device. Once the uid ow regime was parameterized, set and tested, we created
a surrogate model for particle mixing. Particle inlets and outlet were arranged following
the same logic as the uidics. Moreover, the applied particle parameters were those of the
standard polystyrene beads, using two different sizes of 200 nm and 1 m, respectively.
The drag force was set in accordance with the material's properties. The type of mesh built
for our geometry was free tetrahedral. These conditions were kept constant throughout
the simulation. The constructing response was tested for evaluation, after setting all the
necessary parameters, by checking the simulation results for the distribution of the ow,
velocity, pressure, and particle distribution at all crucial domains of the design.

Selecting the proper channel design with the optimal mixing performance was one
of the main steps in optimization. To this end, to prove the quality of our selected model,



Micromachine021, 12, 885

we examined the ow behavior when experimented with a range of shapes for one of the
microchannels, including rectangular, rhomboidal, and elliptical designs for the mixing
chamber. The numerical model used was validated by implementing a real system.

2.3. Design, Fabrication, and Sealing of PMMA Substrates

In order to fabricate the microchannels for the mixing module, with desired dimen-
sions of 200 m width and 200 m height, and with speci ¢ holes as inlet and outlets,
we utilized PMMA substrates and the Mini-Mill/GX micromilling machine (Minitech
Machinery, Norcross, GA, USA) with a 200 m two- ute carbide micro end milling tool.
The micro uidic network was designed using Solidworks CAD software (SolidWorks
Corporation, 300 Baker Avenue, Concord, MA, USA) and transported in machine code
le for micromilling control through computer-aided manufacturing (CAM) software. A
150 mm/min feed rate was used to mill the PMMA layers at 20,000 rpm. The alignment of
the inlet and outlet with the channels was achieved using an on-board camera of the mi-
cromilling machine. The geometry of the micromixer and the aspect of the nal assembled
device are shown in Figure 1a—d.

a b c d
(o) C T
O |
O
interconnection hole interconnection hole
Top layer: holes Middle layer: serpentine Bottom layer: reservoir Assembled device

Figure 1. Design of the three layers (a) top; (b) serpentine; (c) bottom and aspects of the assembled device ).

The serpentine channel used for the cancer cell capturing experiments was fabricated
by exploiting the femtosecond laser milling process, as previously described in [ 21]. We
used an ultrafast solid-state laser system (mod. TruMicro Femto Ed.; TRUMPF GmbH+
Co. KG, Ditzingen, Germany) based on the chirped pulse ampli cation technique, which
delivers linearly polarized 900 fs pulses at a wavelength of 1030 nm with an almost
diffraction limited beam (M2~1.3). The laser beam was circularly polarized by a quarter-
wave plate and then focused and moved onto the target surface through a galvo-scan head
(InteliSCANNSse 14; SCAN-LAB, Puchheim, Germany) equipped with a telecentric lens of
100 mm focal length. The spot diameter at the focal plane was about 25 m. The fs laser
milling process was carried out by removing the material layer by layer, superimposing
two perpendicular scanning paths.

The working parameters used for the serpentine channel fabrication are reported in
Table 1.

Table 1. Laser micromilling parameters.

Repetition Rate (RR) Pulse Energy Scan Speed Hatch Distance
50 kHz 12 40 mm st 5 m

After the fs laser process, loosely attached debris was removed by ultrasonic cleaning
in distilled water for 10 min. The dimensions of the fs laser-milled microfeatures were
measured using an optical microscope (Nikon Eclipse ME600). Moreover, the average
roughness Ra of the milled surface was measured by means of an optical ContourGT
InMotion (Bruker, Billerica, MA, USA) pro lometer with nanometric resolution and was
estimated to be <2 m. This value is negligible compared to the channel height; therefore,
we assumed that the roughness did not affect the uid ow. The PMMA layer with the fs
laser-machined serpentine channel was coupled with a at and smooth PMMA substrate
with inlet and outlet holes drilled using the micromilling machine.

10
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For both the devices, the next step in the fabrication process was the bonding of the
PMMA layers. For the assembly of the micro uidic device in both experiments, a thermal-
and solvent-assisted bonding method was implemented. In a protected environment we
spin-coated hot isopropyl alcohol on the surface of the substrates, aligned the wet slices,
and transferred the devices into the oven by holding them in position with clamps and
creating an irreversible bonding. In order to build the multilayered chip, it was necessary
to reiterate this process twice, i.e., for bonding the substrates with the microchannels, for
placing the substrate with the holes on top of the channels. In the end, the channels with
the interconnection hole were buried, while the inlets and outlets remained on the upper
layer, thus resulting in a monolithic device assembled with no need for additional glue,
luer, or gaskets. The two different studies, for mixing of solutions and capturing of CTC,
required a diverse functionalization of the microchannels.

The 3D micromixer underwent O , plasma treatment to improve hydrophilicity. After
that, the bonding quality and the existence of any leakage were examined by connecting
the device to the Elvesys micropumping system through capillary tubes and by gradually
increasing the pressure from 10 to 800 mbar. An optical microscope was used for the
evaluation. The last step during this process was the in- ow functionalization.

2.4. Microchannel Passivation and Functionalization

Although PMMA is a good alternative for customizing the design of micro uidic
modules, it suffers from high hydrophobicity. Thus, to attain an optimum functionality
of our device, it was essential to mitigate the hydrophobicity of the PMMA surface. To
this end, the process could be initiated by treating the assembled PMMA slices with O »
plasma, instigating an improved surface wettability and hydrophilicity for an easier ow
of water-based solutions. In the subsequent phase, in order to attenuate any sticking of the
particles into the channel surface, which could impact the performance, it was necessary
to incubate the chip for 2 h with blocking buffer (1 mg/mL BSA in PBS). The sample's
injection during the functionalization process was done directly in- ow. This was mostly
obtained thanks to the perfect tting between the holes and the capillary tubes, allowing
for a plug-and-play usage of the device. The stable connections did not require additional
glue, gaskets, or clamps to avoid any leakage of the solution, apart from the capillary tubes
and the channels.

In the case of the device for cancer cell capturing, it was necessary to ow a sequence
of solutions into the micro uidic chip to functionalize it, starting from APTES (5%) in
ethanol, in order to increase the hydrophilization and the amine functionality of the PMMA
surface. This step was essential both for the easier owing of the water-based solutions
and for promoting the next step. Subsequently, after cleaning the surface with pure
water, we injected glutaraldehyde (0.05%) to allow antibody immobilization. Speci cally,
the glutaraldehyde underwent an imine coupling reaction with the amine group of the
antibody, resulting in immobilization of the anti-EpCAM antibody. The ultimate step of this
process was the incubation of the device with a blocking buffer (BSA-Tween ®20 in PBS), to
prevent any cell absorption. Moreover, during this process, the device was connected with
the micropumping system through a perfect tting between the capillary tubes and the
micromilled inlets.

2.5. Experimental Tests for Particles and Coloured Liquids

In order to gain better insight into the performance of the micromixer, the mixing
behavior of the device was investigated. Thus, experiments for mixing and gradient
generation were performed using colored uids and particles. We also examined the case
when the outlet transmuted into an inlet, to detect the mixing capabilities of the chip
and the in uence of different paths, lengths, and shapes of the microchannels. Our rst
attempt was to mix two different colored liquids. For this, we used the capillary tubes to
simultaneously inject the liquids into the serpentine and reservoir channels. As a second

11
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checkpoint, we chose two different kinds of particles with diameters of 200 nrmand1 m.
Both experiments were performed at different ow rates.

For the injection of both samples, we connected the chip with the Elve ow micro uidic
set up. The setup was equipped with an OB1 base module, two Mklll+ channels for
pressure control, and two micro uidic sensors, with an analogous temporal ow control.
The two inlets were connected with two different vials, containing either the colored
liquids or the particles samples. For evaluating the mixing quality, the microchip was
placed under a microscope, enabling real-time evaluation of the ow behaviors, as well as
image acquisition.

2.6. Experimental Tests for Cells

In the CTC capturing experiment, we grew cells in an incubator at 37 C with 5%
CO,, in suspension in RPMI 1640 complete growth medium and in adhesion in complete
Dulbecco's modi ed Eagle's medium for Jurkat cells and OECM-1 cells, respectively. The
growth medium was renewed every 2 days. A few minutes before the experiment started,
cancer cells were suspended and harvested in 0.05% trypsin.

For sample injection into the device, we used the Elve ow micropumping system. We
visualized the capturing with real-time image acquisition using an Axiozoom Zeiss V16
uorescence microscope.

Finally, after detachment, the cells were washed and resuspended in DMEM medium.
Jurkat cells were centrifuged, counted, and resuspended at the right dilution in order to
inject them into the micro uidic chip. Flow rate was tuned at 7 L/min.

Once the cells remained in contact with the microchannel walls, the micro uidic chip
was gently washed with PBS, and adhered cells were stained with a subsequent injection
of (i) anti-EpCAM antibody and (ii) secondary FITC-labeled antibody, in order to identify
tumor cells blocked at the channels' surface.

3. Results and Discussion
3.1. Veri cation of the Numerical Model

The 3D uidic micromixer was studied using CFD simulations, under different
regimes, i.e., mixing of uidics, and mixing and dilution of particles. The results of the inter-
connected microchannels for the ow velocity distribution and the pressure ( Figure 2a,b)
offered us the opportunity to gain better insight into the ow behavior. Speci cally,
Figure 2a depicts the velocity distribution before and after the mixing point, showing a
maximal ow at the junction point and the minimal ow predominating at the inlets up
to the point of convergence. The velocity at the side walls appeared to be in nitesimal.
Concomitantly, the levels of pressure at the entire design are reported in the Figure 2b. As
can be seen, the maxima and minima pressure levels were inversely proportional to the
velocity. Subsequently, the ow rate was calculated using Equation (1).

Q=Au , 1)

where Q is the ow rate, A indicates the cross-sectional area, and u is the average velocity.

To reveal the particle mixing behavior, a suspension of particles with sizes 1 m
and 200 nm was simulated and injected in both inlets. Moreover, in order to nd the
best combination of ow rates from the two inlets, we tested a range of values ranging
from 1 L/min to5 L/min. The recorded pressure was varied as a consequence of this
variation. The mixing of the two different populations is illustrated in Figure 2c—f in the
time range of 0-67 s.

12
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Figure 2. Simulated ow velocity ( a) and pressure (b) in proximity of the interconnection point of the micromixing channel.
Mixing of the two populations of nanoparticles at different time points, from the beginning of the experiment (  ¢) at time 0 to
the complete mixing obtained by ( d): 23 seconds, €): 37 seconds and accomplished after 67 secondsf}.

Design variables, such as the nal shape of the microchannels containing a mixing
chamber, were investigated. Speci cally, we drew and simulated microchannels in rhom-
boidal, rectangular, and elliptical shapes in order to nd the optimal one. Figure 3 shows
the comparison of the uidic velocity for the three different geometries: rectangle (3a),
rhombus (3b), and oval (3c). A shared outcome among all cases was the high velocity in
the center of the device and lower velocity at the edges. This condition was enhanced for
the rectangular shape. Moreover, it was proven from experimental results that angular
edges (as can be identi ed in the rhomboidal and rectangular shapes) are more prone to
accumulate bubbles than round edges [55,56]. Thus, in our nal device, we incorporated
the elliptical shape for realizing the micro uidic reservaoir.

3.2. Design and Fabrication of the LOC Devices

The ndings of our simulation study in predicting the mixing process were veri ed
by fabricating a micromixer with the selected oval and serpentine design. It was of crucial
importance to select the optimal design parameters that had the greatest in uence on the
mixing quality. The rst step for the realization of the device was to draw the CAD le
and to transfer it into machine code for its fabrication through the micromilling machine.
The proposed geometry for mixing experiments, as schematically illustrated in  Section 2.3
contained a 7 cm long serpentine-shaped channel in the center of the device organized
in six loops, with a reservoir-shaped channel in the bottom with a total length of around
5 cm. The top layer contained three holes (diameter: 1.8 mm) which were de ned as inlets
and outlets for the capillary tubes. Furthermore, the layer with the serpentine channel
also featured a buried hole, which served as a junction point between the channels on the
bottom layer and the top layer, thereby creating a 3D micro uidic pathway. The common
portion after the junction point ran for 1.5 cm. The device was constructed/assembled
from the three individual levels which were separately fabricated, using a mechanical
micromilling machine with a 200  m tool.

13
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Figure 3. Simulated ow behavior into three different reservoirs: (  a) rectangle; (b) rhombus; (c) oval.
The lowest ow velocity occurred at the edges of ( a,b).

Regarding the device used for cancer cell capturing, the layout was based on a ser-
pentine microchannel with a square cross-section of 100 m per side and a total length of
180 mm. The purpose of this design was to increase the active path and proportionally
increase the possibility of capturing cells. As displayed in Figure 4a, the device consisted
of two PMMA substrates. In this case, the upper substrate was micromilled in both faces.
For the lower substrate, we exploited fs laser technology to fabricate the serpentine-shaped
channel. To drill the inlet and outlet, we again used a mechanical micromilling machine,
this time with a 400 m tool, ensuring tight connections, since it t perfectly with the
capillary tubes and gave the opportunity for plug-and-play connections. The connection
between the holes and the serpentine channel was achieved using two auxiliary channels
with a diameter of 600 m and length of 5 mm, fabricated on the same substrate. Lastly, the
bottom PMMA at layer allowed the sealing of the serpentine channel. No cracks, burrs,
or recast layers stemmed from the microfabrication process, thus also providing a great
transparency (Figure 4b). Furthermore, the roughness of the bottom channel (Ra=2 m)
did not affect the uidic transport of the cells since it was negligible compared to the
channel's height.

The device was assembled and functionalized as described in Sections 2.3 and 2.4, and
the possibility of real-time monitoring of ow into the microchannels, combined with the
serpentine shape and a slow ow rate (2 L/min), enabled us to attain a tool for exploiting
a very high surface/volume ratio in terms of active binding sites for antibodies.
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Figure 4. Features of the cell capture device @. PMMA microfabrication allowed for complete
transparency of the device. Inlets and outlets were designed to perfectly t with capillary tubes ( b).

3.3. Mixing and Gradient Generation Experiments

We characterized the sealing of the micromixer by visualizing the mixing behavior
using two different colored liquids (Figure 5a). The progressive lling of the microchannels
was supervised using a microscope. As can be visualized in Figure 5b, the paths of
the 3D microchannels could be observed with a single microscope frame, allowing the
contemporary monitoring of the multilevel structure. It was of crucial importance to make
sure that both solutions arrived simultaneously at the mixing point; hence, we initially set
the ow rate at 3 mL/min, but adjusted it later on, when needed. In particular, the complete
transparency of the device allowed monitoring the channels while they were progressively

lled and differently tuning the parameters due to the diverse shape, resistance, and
velocity of the ow in each path. We noticed that the best combination for synchronized
arrival at the junction was to setthe owrateto2.08 L/min and the pressureto 42.80 mbar
for the serpentine channel, whereas these values were setto 1.65 L/min and 63.08 mbar
for the reservoir. The distribution of liquids in the channels and how they initially owed
independently (the pink solution in the upper serpentine channel and the blue one at the
reservoir), before being mixed at the meeting point and assuming a violet color, clearly
demonstrated that the buried hole (indicated by an arrow) interconnected the two uids,
which became indistinguishable after turning violet. Furthermore, the chip could be used
as gradient generator tool using the inlet and outlet alternatively, by tuning the ow
rates of the channels and establishing dominance of either the pink or the blue solution
(Figure 5c¢—f).

We then assessed the utility of our apparatus using two test samples, where each one
contained green uorescent particles of 200 nm size with 9.1 ~ 10°/mL concentration and
red uorescent particles of 1 m size and 7.2 10°/mL concentration, and we injected
them into the reservoir and serpentine channel, respectively. The ow of each solution
could run separately into the device as explained in the cartoon in Figure 6a. By using the

uorescence microscope, as can be seen in Figure 6b,c, the two different populations owed
separately (the greens were detected only in the bottom channel and the reds were detected
only in the upper one). The nal injecting parameters we applied in this experiment to
simultaneously reach the common portion were a ow rate of 2.13  L/min and 26.42 mbar
pressure for the red particles and a ow rate of 1.46 L/min and 39.52 mbar pressure for
the green particles.
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Figure 5. (a) Whole device connected to micropumps under the microscope; ( b) frame acquired after
complete mixing of pink and blue ink. ( ¢—f) Modulation of ow rates, resulting in different mixing
conditions of the inks. Scale bars: 500 m.

Figure 6. Solutions contained in the two channels ow separately into the device until they reach the

interconnection point. ( &) Scheme of the microchannel network lled with green and red nanopar-
ticles. Green particles run in the bottom channel (b), while red ones run in the upper serpentine
channel (c).

Successively, we performed the same experiment using a wide range of ow rates to
test the performance of the chip. In all cases, to achieve a mutually proportional ow rate
in both channels, every ow change in one channel was followed by a pressure adjustment
in the other. Figure 7 presents the time-lapse images of particles captured soon before
(Figure 7a—c) and after (Figure 7d—f) the mixing point. Here, the particles moved from their
individual channels to the common one, thus verifying the expected mixing ef ciency.
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Figure 7. (a,b) Images of microchannels with green and red particles while running separately before
reaching the interconnection point and ( d,e) immediately after. ( ¢,f) Merged images of green and red
uorescence acquisitions.

3.4. CTC Capture Experiments

An extensive test was also performed to evaluate the ability of the device to distinguish
cancer cells from blood cells. With this aim, we used and immobilized anti-EpCAM
antibodies able to recognize human EpCAM, which is a membrane biomarker typically
present on the surface of tumoral epithelial cells. The immobilization procedure described
in Section 3.3 resulted in the possibility of PMMA microchannels working as capture sites
for oral cancer cells. Hence, as a proof of concept, we created a cell mixture composed
of two different populations: Jurkat cells (blood-derived cells) and the OECM-1 human
oral squamous carcinoma cell line (epithelial-like cells from human oral cancer). In this
way, we were able to simulate the contents of a real complex sample. The two different
samples were prepared separately and contained 1 10° cells/mL from the Jurkat line and
1 10* cells/mL from the OECM line. We injected the cell suspensions slowly through
the serpentine channel with a ow rate of 7 L/min. As Figure 8 displays, cells were
recognized and blocked as long as they were expressing the EpCAM antigen on their
membrane. Therefore, OECM-1 cells were captured on the inner walls of the channels,
and most of them remained after the washing with PBS. To maximize the possibility of
interaction of cells and wall channels, we used a very low ow rate (2  L/min) to inject
the cell suspension into the serpentine path. Moreover, PMMA device with its complete
transparency provided suf cient proof of concept for the successful distinction of cancer
cells from normal blood cells and their immobilization in a label-free manner. In the
bright- eld images of Figure 8, cells xed to the microchannels walls are highlighted by a
green spot.
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Figure 8. (a,b) Two frames in bright- eld acquisition related to two different regions of the capture
device. Attached cells are clearly recognizable and are highlighted by green crosses.

In order to demonstrate that captured cells were tumoral cells, we performed some
additional labeling. Once the cells were blocked at the microchannels walls, we again
injected anti-EpCAM antibody solution, after which we owed a solution of secondary
FITC-labeled antibody, able to bind the Fc portion of the primary antibody. In this way,
we were able to selectively label the cell membrane of oral cancer cells. As visible in
Figure 9, the membrane of xed cells was labeled with uorescent green antibody. We
can, thus, conclude that the functionalized microchannels were able to selectively capture
tumor cells.

Figure 9. Identi cation of OECM xed cells with anti-EpCAM antibody and secondary FITC-labeled
antibody. (a) Bright- eld acquisition of cells; ( b) green uorescent acquisition; ( ¢) merged image
of (a,b).

4. Conclusions

Plug-and-play devices for the rapid diagnosis of diseases are on the rise for the
possibility to obtain quick results in a low-cost and easy-to-use manner. This paper,
focusing on the development of a plastic disposable tool, describes the possibility of
combining different functionalities, proposing a single chip able to stabilize, preserve,
and prepare biological samples. The platform includes a module for sample preparation
and mixing of solutions and a detection module, which was demonstrated to capture
circulating tumor cells. The produced devices were fabricated via a highly customizable
combination of fs laser and micromilling methods using low-cost plastic substrates, while
allowing easy connections to the micro uidic system for in- ow functionalization and
sample manipulation. The proposed functionalization is a proof of concept which can, in
principle, be applied to the detection of other biological entities (exosomes, microvesicles,
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and so on), by simply modifying the antibody immobilized on the surface of PMMA
microchannels. In this case, the validity of the assays was con rmed by using uorescent
probes, which in turn identi ed the micromixing of hanoparticles and the selective binding

of tumor cells in a mixture of normal and cancer cells. The proposed devices may also be of
great importance in the case of cancer cell investigations from other body uids, e.g., saliva,
which in turn may require preliminary steps for sample manipulation/dilution or reagent
addition. These features, in the era of COVID-19, are very important; for example, a recent
release from the American Food and Drug Administration (FDA) authorized the use of
home-collected saliva to detect SARS Cov-2. In this way, patients are allowed to self-collect
samples for analysis in order to improve accessibility to COVID-19 testing and decrease
the risks of infection for medical personnel. Moreover, automatic and low-cost devices,
in pandemic contexts, have the possibility to minimize interactions between patients and
medical personnel, thus furtherly lowering the probability of infections without affecting
access to large-scale screening programs for cancer (and other diseases).
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Abstract: The use of stem cells for regenerative applications and immunomodulatory effect is increas-
ing. Amniotic epithelial cells (AECs) possess embryonic-like proliferation ability and multipotent
differentiation potential. Despite the simple isolation procedure, inter-individual variability and
different isolation steps can cause differences in isolation yield and cell proliferation ability, com-
promising reproducibility observations among centers and further applications. We investigated
the use of a new technology as a diagnostic tool for quality control on stem cell isolation. The
instrument label-free separates cells based on their physical characteristics and, thanks to a micro-
camera, generates a live fractogram, the ngerprint of the sample. Eight amniotic membranes were
processed by trypsin enzymatic treatment and immediately analysed. Two types of pro le were
generated: a monomodal and a bimodal curve. The rst one represented the unsuccessful isolation
with all recovered cell not attaching to the plate; while for the second type, the isolation process was
successful, but we discovered that only cells in the second peak were alive and resulted adherent. We
optimized a Quality Control (QC) method to de ne the success of AEC isolation using the fractogram
generated. This predictive outcome is an interesting tool for laboratories and cell banks that isolate
and cryopreserve fetal annex stem cells for research and future clinical applications.

Keywords: fetal stem cells; amniotic epithelial cells; isolation protocol; quality control; label-free
sorting; diagnostic tool

1. Introduction

Advanced therapy medicinal products (ATMP) are medicines based on genes, cells
and tissues to treat human diseases. The somatic-cell therapy consists of cells infusion that
replaces tissue functions, cures and prevents diseases. In the last decade, cell therapy ap-
proaches, and in particular stem cells (SCs) treatments, are increasing. Adult SCs are widely
used to treat malignant diseases like leukemia by hematopoietic stem cells transplantation,
and Graft Versus Host Disease (GVHD) by bone marrow mesenchymal stem cells (BM-
MSCs) for their immunomodulatory capacity [ 1-5]. Among stem cell types, perinatal SCs
have gained attention because they possess wide differentiation potential and tolerogenic
ability [ 6]. Placenta is a rich source of stem cells: mesenchymal and epithelial cells with
staminal characteristics can be derived and it was proven their therapeutic potential in var-
ious disease models [7]. Amniotic epithelial cells (AECs) derive from the innermost layer
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of the amniotic membrane, the one in direct contact with the amniotic uid. They possess
the ability to differentiate toward all three germ layers, they are not tumorigenic and they
have immunosuppressive features. AECs are cuboidal epithelial cells rmly adherent to
a thick basement membrane [8], expressing high levels of epithelial adhesion molecules,
such as EpCAM (CD326) and integrin subunits (CD29 and CD49f), while lacking typical
stromal markers expression [9]. AECs also express several pluripotency markers including
octamer-binding protein 4 (OCT-4), SRY-related HMG-box gene 2 (SOX-2), and Nanog and
showed multilineage differentiation capacity [ 10]. Perinatal cell populations, including
AECs, are also characterized by physiological immunomodulatory and anti-in ammatory
properties due to their embryonic origin [ 11]. Pre-clinical studies have shown AECs' ther-
apeutic effect in neurological disorders, lung injury, liver injury, diabetes, acute kidney
failure, cardiovascular diseases and wound healing among many [ 12-22]. Moreover, AECs
have been proved safe and non-tumorigenic upon transplantation, with no expression of
telomerase and limited growing potential in culture [10].

Despite their ef cacy and safety, AECs expressed differences in stemness charac-
teristics, differentiation potential and immunomodulatory activities depending on the
heterogeneity of primary derived cells which lead to a variable effect based on population
composition [ 23,24]. Thanks to their early origin and easy access, AECs could be isolated,
cryopreserved in specialized cell banks for future autologous therapy approaches [ 25].
Despite AECs isolation method is easy and does not require expensive material, the yield of
AECs can be quite variable and their characteristics appear to be dependent on the genotype,
age of the donor, region of cell isolation on placenta [ 24], cross-contamination of amniotic
epithelial and mesenchymal stromal cell, isolation protocol, epithelial-to-mesenchymal
transition of AECs [ 26] and measuring methods that are used for characterization [ 27]. Few
studies have focused attention on membrane microscopic observation before enzymatic
treatment [28] but it is operator-dependent. Several protocols have been proposed for
isolation of hAECs with a wide range of yielded cells, viability and purity [29,30].

Reproducible and accurate systems are needed to standardize the isolation protocol
of primary SCs. ldenti cation and selection procedures able to isolate stem cells are
essential to most cell therapy models. Multiple methods have been developed including
mechanical sorting, surface receptors or biological markers of stemness. All these processes
involve the knowledge of speci ¢ marker expression, which is not always known, and cell
manipulation that must be scalable and amenable to GMP procedures. These requirements
may be no trivial. Therefore, development of new technologies and relevant application
methods are welcomed.

Micro uidic systems are widely used to test quality of pharmaceutical compounds
but the working dimensional range belongs to micro-nanoparticles [ 31]. In the last decade,
eld- ow fractionation (FFF) has proven its capacity to analyze, discriminate and separate a
wide size range of cells mixture based on their physical characteristics with high resolution
and throughput [ 32,33]. In order to work with cells that have the ability to adhere to plastic,

a novel method has been developed, the Non-Equilibrium Earth Gravity Assisted Dynamic
fractionation (NEEGA-DF) [ 34]. Adhesion and contact of cells with the fractionation device
are totally avoided by in- ow injection, by the absence of stop- ow cell sedimentation, and
by using elution ow rate values able to generate hydrodynamic forces that are intense
enough to lift and keep cells away from the channel wall. Cells having different physical
characteristics acquire different velocity inside the capillary channel and elute at different
time, so it is possible to collect the subpopulations composing the biological sample. It
was proven that mesenchymal and epithelial cells from different organs origin, showed
speci ¢ pro le outcome of the separation process meaning that this method is suitable to
underlined intra-differences in the cell population that other techniques do notdo [ 34]. We
developed an automated instrument that implements the NEEGA-DF method (Celector ®,
Stem Sel srl, Bologna, Italy), using a micro-camera for cell detection and a speci cally
designed software for image acquisition, post-processing and data analysis. The output of
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the instrument is a multiparametric fractogram representing number, size and shape of the
eluted cells as a function of fractionation time and it is the ngerprint of the cell sample.

In this study, we used the instrument Celector © to perform the quality check of freshly
isolated AECs, to compare possible differences in cells' yield and composition of amniotic
membrane treated with two concentrations of trypsin, 0.1% and 0.25%. The live fractogram
was used as predictive data to de ne successful isolation procedure and additionally, post-
processing image data were compared to biological data of cell recovery, cell vitality and
adhesion ability.

2. Materials and Methods
2.1. Instrumentation
2.1.1. Fractionation Principle and Procedure

The separation is obtained in a capillary device (channel) with rectangular cross
section where cells suspensions are eluted through a laminar ow of physiological buffer.
When a cell suspension is injected at a ow rate of ImL min into the system, cells are
transported by the ow and reach a speci ¢ position across the channel thickness during
transportation due to the combined action of gravity, acting perpendicularly to the ow,
and opposing lift forces that depend on the morphological features of the sample. Cells at
a speci ¢ position in the channel acquire well-de ned velocities and are therefore eluted
at speci c times [ 35]. The in- ow injection, the absence of a stop- ow, cell sedimentation
step, and the use of elution ow rate values able to generate hydrodynamic forces that
are intense enough to lift and keep cells away from the channel wall, make cells avoid
any contact with the device with a consequent maintenance of native properties and high
sample recovery.

The fractionation procedure involves at rst the decontamination of the fractionation
system by ushing with cleaning solution at 1 mL min ow rate. Next, the system was
washed copiously with sterile, demineralized water at the same ow rate. Although the
NEEGA-DF method is optimized to prevent contact between cells and fractionation device,
to block non-speci ¢ interaction sites on the plastic walls, the fractionation system was

ushed at 0.5 mL min with a sterile coating solution. Finally, it was lled with a sterile
mobile phase. All solutions were provided by Stem Sel srl. The instrument is placed under
a laminar ow hood to maintain the sterility of the collected cells.

2.1.2. Optical Analysis

Eluted cells were monitored using a micro-camera detector (MER-U3 camera, DA-
HENG IMAGING, Beijing, China) that is placed at the outlet of the fractionation channel.
The imaging software (Celector Optics, Stem Sel srl, Italy) generates real-time fractogram
representing the percentage of frame area covered by the cells versus recorded time. The
imaging data are then post processed to obtain number and geometrical features of eluted
cells as a function of time. In this work, we focused on the area/diameter and circularity
of cells to obtain information on population heterogeneity and composition of possible
sub-populations. These geometrical features were then visualized as scatter plot and
curves using dedicated data processing (Stem Sel Analyzer), to obtain the average of all
parameters in a selected time interval (cell fraction).

2.2. Cell Analysis and Collection

For every sample, cells were rst analyzed to obtain a patient-speci ¢ fractogram and
identify the fractions to collect. Consecutive analyses were run to increase the number of
collected cells per fraction. The fractionated cells were centrifuged, and cell recovery was
calculated by erythrosine dye (Sigma, St. Louis, MO, USA) to count alive and dead cells
for both groups, 0.1 and 0.25% trypsin.
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2.3. Isolation of Human Amniotic Epithelial Cells (AECs)

The study was approved by the Local Research Ethics Committee (EM894-2020_68/2017/
U/Tess/AOUBO) and written informed consent was obtained from each healthy donor
before specimen collection.

Amnion membranes were retrieved from term pregnancies (37—40 weeks of gestation)
delivered by Caesarean section. hAECs were isolated using a modi ed procedure of the
protocol previously reported [ 36], the amnion layer was mechanically peeled off the chorion
layer and immediately washed in Phosphate Buffer Saline (PBS, Gibco, ThermoFisher
Scienti ¢, Waltham, MA, USA) without calcium and magnesium (HBSS, PAA Laboratories
GmbH, Pasching, Austria) until blood clots were completely removed. For each sample,
the amnion was minced into 4 to 6 medium size pieces (25 cm? approximately) and divided
into two groups: one group was treated with 0.1% of trypsin-EDTA and the other group
with a 0.25% trypsin-EDTA for all digestion steps (Gibco). Before enzymatic treatment,
membrane was washed in PBS and 0.5 M EDTA for 10 min then rstly, pieces were
incubated for 10 min at 37 C to exclude debris and then incubated for a second and third
40 min enzymatic digestion using the two concentrations to release the amniotic epithelial
cells (AECs). Single cell suspension was washed with PBS and tested for viability with
erythrosine dye (Biochrom AG, Berlin, Germany) and the number of viable and dead
cells were counted. Cellular pellets were resuspended in the growth medium consisted
of DMEM high glucose supplemented with 10% FBS, EGF (10 ng/mL; Sigma-Aldrich, St.
Louis, MO, USA) and 1% penicillin and streptomycin (all solutions from Gibco) and plated
at a density of 100,000 cells/cm? in a T25 ask for expansion. The leftover cells, at least
1.2 1P cells, were analysed using Celector® for quality control of the isolation process
and cell sorting.

For the study AECs from the second digestion were diluted to a nal concentration
of 3 10° cells per mL and 100 L were injected. Cells were automatically re-dispersed
3 times to homogenize the suspension and eluted at a ow rate of 1 mL min.

2.4. Downstream Analysis

Collected cells for each fraction and from the control group were seeded at a cell
density of 100,000 cells/cm? to observe cell adhesion ability and morphology. In order to
de ne the success of the isolation protocol, cells must adhere to plastic surface and show
proliferative ability one week after isolation occur. If cells did not adhere or showed no
ability in proliferation, isolation was de ned as unsuccessful.

10,000 freshly sorted cells of each group, 0.1 and 0.25% trypsin, were seeded on a glass
coverslip. After 4 days, cells were xed in 10% formalin and stained for nuclear DAPI
(Prolonged antifade, Molecular Probes). Images were taken using a uorescent microscope
and analyzed using the NIl plugin to determine the number of normal, senescent and
mitotic nuclei [37].

2.5. Statistical Analysis

Statistical analysis was performed using Graph Pad Prism v 8, running the t-test and
mean and standard deviation were graphed.

3. Results
3.1. Predictivity

Amniotic epithelial cells (AECs) were isolated using different concentration of trypsin,
0.1 and 0.25%. Freshly isolated cells from the second digestion were immediately analysed
by Celector® to pro le populations. Two types of pro les were generated: a pro le having
two distinct peaks (type 1) (Figure 1A) and a pro le with all cells eluted in the rst minute
of the analysis (type 2) (Figure 1C). Type 1 pro le represents alive and proliferating cells
while type 2 showed unsuccessful protocol, with no cells attaching to the plate and not
able to proliferate. For both type of pro le, unretained cells and debris eluted in the rst
minute of the analysis, then rst subpopulation eluted between the 3rd and the 7th minute

26



Micromachine021, 12, 782

of analysis (Fraction 1, F1), and when present the second sub-population eluted between
the 7th and the 14th minute (Fraction 2, F2). No difference was observed between the use
of different trypsin concentration; both concentrations showed the same predictivity about
the isolation protocol. Cell aggregates were observed in F1 for both trypsin treatments,
while single cells eluted in F2 (Figure 1B). Sample belonging to type 2-pro le, the one
resulting unsuccessful in the cell expansion, presented more and bigger cell aggregates in
F1 compared to type 1 samples (Figure 1D) and very few cells eluted in F2.
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Figure 1. Representative images of a successful isolation protocol of AECs (Type 1) and an unsuccessful (Type 2) protocol.
Pro le represents the number of cells versus time of analysis ( A,C) for both trypsin treatment 0.1 and 0.25%. The time
interval of cells collection is shown as a dotted line that divides the two subpopulations F1 and F2 (F1 from the 3rd to the
7th minute and F2 from the 7th to the 14th minute of analysis). Live images of eluting cells are shown for both groups
for type 1 and 2 (B,D). Cell distribution between F1 and F2 based on the calculation of the area under the curve (AUC)
expressed as a percentage compared to the total area of the pro le. The difference was seen between the F1 and the F2 of the
0.1 and 0.25% groups E); distribution was also expressed as a number of counted cells by the software for each fraction of
all samples analyzed (F). (t-test: p< 0.05 *).

For both treatments, most of the cells eluted in F1, showing a higher intensity of
the peak con rmed by the area under the curve (AUC) (Figure 1E) which represents the
number of eluted cells. The distribution of cells between F1 and F2 in the sample treated
with a 0.25% trypsin was statistically different compared to 0.1% samples: 0.25% samples
generated a higher AUC in F1 and a lower AUC for F2 compared to 0.1% samples. Post-
processing analysis of counted cells con rmed the difference between F1 and F2 from both
groups, even though it was no signi cant (Figure 1F). AECs pro ling showed the ability of
this technology to predict the achievement of the isolation process.
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3.2. Quality Control (QC) of Freshly Isolated AECs

The fractionation pro le gave the immediate predictivity of the AECs isolation process
while the post processing analysis of the recorded data allowed a better characterization of
the examined populations. The software presents the physical characteristics of each cell
eluted under the camera, becoming in this way an excellent tool to increase the information
besides the ngerprint obtained by the prole. Thanks to this tool, we discovered a
difference between the 0.1% and 0.25% samples. When the isolation protocol was successful,
AECs derived by the 0.1% showed a more heterogenous population, with two clear sub-
populations F1 and F2. Scatter plot representing the cell diameter versus the time of analysis
showed the two-populations distribution, F1 showed a wider dimensional distribution
composed of bigger cells and cell-aggregates and a second population dimensionally more
homogenous and smaller in the F2 (Figure 2A(i)). On the contrary, AECs isolated using
0.25% trypsin showed a more homogeneous population in respect of the cell dimension,
with a more compact cell cloud around the diameter of 30 m especially in F1 (Figure 2A(ii)).
When cell circularity was studied, the F1 sub-population express the same average in
both trypsin treatments while F2 cells of the 0.25% showed the most circular cells at the
10th minute of analysis and the 0.1% at the 13th minute, an indication of how the two
concentrations differ in the membrane treatment and consequent cells release. Compared
to the 0.1% AECs, 0.25% AECs are a more homogenous population. Analysis of samples
that did not retrieve proliferating cells, clearly showed in the scatter plot distribution that
all injected cells eluted in F1 and no cells are present at the 10th minute of the analysis
which is the highest point of the second peak in type 1 pro le.

Besides the scatter plot, the average of every parameter was calculated for each fraction
and compared to the general population (CTRL). The results con rmed the principles of
the separation process because cells with higher diameter are in F1 and smaller one elutes
later in F2 (Figure 3A,D). The same trend was observed for the circularity parameter: the
most circular cells are in the F2. Stem cells have the characteristics to be circular and with
well-de ned counters, so there is a link between this parameter and then the ability of
adhesion and proliferation of these cells. Even though there is only a small difference,
F2-AECs from 0.25% trypsin treatment is slightly more circular than 0.1% AECs. One of the
hypotheses is that this treatment released smaller and more circular cells compared to the
0.1% treatment. When cellular aspect/ratio was measured, F2 cells showed a lower value
compared to F1 cells, which is in line with the higher circularity of these cells. Despite
a signi cant difference between F1 and F2, the difference between F1 and F2 for 0.25%
samples is less highlighted than in 0.1% samples. This result is in line with the ability to
isolate a more homogenous population using the 0.25% concentration.

3.3. Viability and Cell Recovery

Membranes treated with the two concentrations of trypsin gave very heterogenous
result on cell recovery. For both the concentrations the distribution is rather wide as shown
in the graph (Figure 4C). Even though there was not a signi cant difference, the membrane
treated with a 0.1% trypsin recovered almost half of the cells of 0.25% (4.35  10° vs.
8 10° cells). Atthe macroscopical and microscopical observation, membrane treated with
0.1% trypsin resulted whiter and cells were still present on the membrane (Figure 4B(i,ii))
while membrane treated with the 0.25% concentration showed gel-like consistence and
very few cells were seen on the membrane (Figure 4C(i,ii)). The 0.25% treatment results
more ef cient in cell removal as seen by a higher cell recovery (Figure 4D). For the 0.1%
samples, cell recovery was equally distributed between F1 and F2 while for the 0.25%
treated samples, F2 was less abundant than F1 (Figure 4E). To see the effect of the digestion
process, the viability of post-fractionation cell collection was measured by counting the
number of alive cells compared to the total cells in each fraction. Statistical difference
was seen between F1 and F2 for the 0.1% group with the F1 have been the most vital one,
while for the 0.25% group no difference was observed because of the heterogeneity of the
F2 group.
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Figure 2. Representative images of the physical parameters of AECs from 0.1 and 0.25% trypsin treatments. Diameter and
circularity were analyzed and compared between the two treatments. Scatter plot of diameter ( A) and circularity ( B) for
0.1% (), 0.25% {i ) and the overly of the average (iii ) for the successful protocol and for an example of an unsuccessful
protocol for the cell diameter ( C) and circularity ( D).
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CELLS' GEOMETRICAL CHARACTERISTICS: 0.1% TRYPSIN
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Figure 3. Cells' geometrical features for AECs derived using 0.1% trypsin ( A—C) and 0.25% trypsin (D—F) for diameter,
circularity and aspect/ratio (A/R). (  t-test: p < 0.0001 ****),
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Figure 4. Representative images of amniotic membrane pre-treatment (CTRL) (A), macroscopic (B-i) and microscopic image
using a 4x objective (B-ii ) post-treatment using 0.1% trypsin and macroscopic (C-i) and microscopic image using a 4x
objective (C-ii ) post-treatment using 0.25% trypsin; the number of cells recovered after enzymatic treatment counted using
the erythrosine solution to discriminate alive cells ( C); the number of collected cells per analysis (run) for each fraction for
both trypsin treatment, 0.1 and 0.25% (D); Percentage of viable cells for collected fractions F1 and F2 for both enzymatic
treatment (E). (t-test: p< 0.01 **).

3.4. Morphology and Adhesion Properties

Morphologically, cells from both conditions had an epithelial morphology, small in
size and few cells showing long pedicles (Figure 5A). In the 0.1% condition we observed
few cells with wider cytoplasm compared to 0.25% which resulted homogenous and there
was no difference when adherent cell area was measured (Figure 5C).
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Figure 5. Representative images of AECs from both enzymatic treatment, 0.1% (A) and 0.25% @) from control population
(CTRL), F1 and F2 derived AECS and it is visible that a minority of the cells in F1 attached to the plate. AECs from 0.1% and
0.25% treatment did not show difference in area size (C). The ability to adhere to the plastic surface was scored (from 0 to 4,
min to max) for the separated AECs from F1 and F2 for both trypsin groups. F1 derived AECs have a lower ability to adhere
compared to the F2 cells, which are the ones more vital and able later to proliferate ( D). Cell diameter was measured by
post-processing analysis and cell population was divided following the same time interval used for the fresh sample. AECs

at passage 0 and 2 were analyzed for both trypsin treatments (E). AECs control from 0.1 and 0.25% were grown in culture to
monitor proliferation ability (  F). The 0.1% AECs have a higher adhesion propensity (70%) while AECs from 0.25% adhere to
the culture dish only in 50% of the cases. Even with the difference in initial adhesion, AECs grow until the 4th passage in
culture. (t-test: p<0.05 *).
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AECs from both trypsin treatment, 0.1% and 0.25%, had the ability to adhere to plastic
with a different grade, 70% for the 0.1% treated samples and 50% for the 0.25% samples.
This difference could be explained by the different grade of adhesion of single fractions.
For the 0.1% samples, F2 was mostly adherent and many cells from the F1, whereas in
the 0.25% group there was a signi cant difference between F2 and F1 cells, with the latter
showing a lower adhesion pro le (Figure 5D). When 0.1 and 0.25% AECs were kept in
culture, we saw a similar trend, meaning that the F2 component from 0.25% is probably
contributing to the proliferation (Figure 5E).

Morphologically AECs from both groups have similar adhesion area and could pro-
liferate till the 4th passage in culture. Despite the AECs in adhesion did not show any
difference in the 2D cell dimension between the two concentration treatments, scatterplot
graphs showed the heterogeneity of the two populations (Figure 6). AECs from 0.1%
treatment showed a temporarily wider pro le, with cells eluted already from the 4th to
the 13th minute while 0.25% AECs eluted from the 7th till the 13th minute. The higher
concentration of trypsin performs a selection on the population. To investigate even more
the heterogeneity of these cells we investigated the shape and dimension of the nuclei
(Figure 6). Imaging analysis of DAPI stained nuclei showed a similar distribution of nor-
mal nuclei in the 0.1% samples, with no difference between the F1 and F2 (Figure 7A).
Interestingly, we observed a lower presence of normal nuclei in the F1 from 0.25% samples
compared to F2 (63 vs. 77%,p < 0.0001). Cells derived by 0.1% trypsin treatment had a
higher presence of cells with senescent nuclei (LR) compared to 0.25% cells and the majority
resides in the F1 both in the 0.25 and 0.1% group (Figure 7C). Cell division was observed in
culture and the 0.25% samples seemed to be more proliferating than the 0.1% even though

the fraction with the higher presence of mitotic nuclei was the F1.
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Figure 6. Representative images of the physical parameters of AECs from 0.1% and 0.25% trypsin treatments at passage 0 in

culture. Pro le was analyzed and compared between the two treatments ( A). Scatter plot of diameter (B) for 0.1% (i), 0.25%
(ii ) and the overly of the average (iii ).
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Figure 7. Morphological analysis of the nuclei showed presence of normal nuclei ( A), mitotic (B) and senescent C).
Representative images of immuno uorescence staining for DAPI to visualize shape heterogeneity in fractions samples for
both enzymatic treatments (D ,E). (t-test. p < 0.05 *,p < 0.01 **,p < 0.0001 ****),

4. Discussion

This study evidenced the potential of this technology as a quality control system to
predict the outcome of stem cell isolation procedure and the quality of freshly isolated cells,
speci cally amniotic epithelial cells (AECs).

Stem cells act following different mechanisms to treat damages: they differentiate into
specialized cells, modulate host immuno-response and release speci c factors that stimu-
late tissue regeneration. After 2018, the number of clinical trials using MSCs is slowing
down because comparison among trials is dif cult due to cells heterogeneity, organ origin,
different cell preparation protocols and different passage numbers. Standardization of cells
iS necessary to obtain more reproducible and comparable results among centers [38-40]. In
the last decade a huge effort has been made to ameliorate standards for cell culture and
production, using optimal reagents, industrialized bioreactors where all variables such as
temperature and gas exchange are constantly controlled, in order to avoid operator's vari-
ability. Despite standardize protocols and reagents may help the reproducibility of isolation
protocol and the in vitro cell expansion, the inter-patient differences are still under debate.
As an example, patient derived induced pluripotent stem (iPS) cells are key platform to
study the impact of human cell type-speci ¢ gene regulation but inevitably, differences
between donors affect most iPSC traits, from cell morphology to DNA methylation, mMRNA
and protein abundance to pluripotency and differentiation [ 41]. Even after controlling for
genotype, substantial experimental heterogeneity remains.
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The therapeutic potential of AECs is well known and recently, it was proven to en-
hances the engraftment, viability and graft function of pancreatic islet organoids in diabetes
model when co-cultured, which can be used as a cell therapy approach for diabetes [ 19].
The possibility to use these cells in an allogenic manner raised their interest even more
in the scienti c community [ 42]. The isolation procedure is very simple consisting in the
use of trypsin to detach the epithelial layer from the membrane, leaving the mesenchymal
component attached to it. In our records, AECs recovery and proliferative ability were very
heterogeneous and could not be linked to a macroscopical observation of the quality of the
membrane, therefore we investigate the potential of the NEEGA-DF method as a quality
control system. Technically, enzymatic digestion could lead to the detachment of cells in an
aggregate form that unlikely adhere to the plate and could hinder single cell attachment.
Clearly, cell aggregates are heavier than single cells, so through the method could be
separated from the single cells. Moreover, dead and damaged cells are usually eluted in
the rst minute of the analysis because they do not reach the equilibrium, inferring with
the quality of the cells' suspension.

Results showed the prediction of the live fractogram to de ne the success of the
isolation protocol: bimodal pro le is linked to alive, adherent and proliferating cells,
whereas fractogram having one single peak or with a low intensity second peak represents
the non- or poorly- adherent cells. Cells isolated using both concentrations of trypsin, 0.1
and 0.25%, showed an equal prediction of the fractogram, which means that the general
action of the enzyme on the membrane is very similar. This prognostic tool can save
time, reagents and effort in culturing only proliferating cells as the veri cation of vitality
required few days because any additional movement of the dish, to observe cell adhesion
at the microscope, could affect cell attachment. The QC method developed delivered the
answer to the closed-question on the isolation procedure in 15-min time. Count of alive
cells is not a very reliable method to de ne the quality of digestion, since some samples,
characterized by a majority of alive cells, showed a single-peak pro le and resulted in
non-adherent cells. These cells are probably senescent cells unable to adhere to plastic
surfaces or damaged cells by the enzymatic treatment, with a consequent selection of the
solely proliferative clones. Nuclei analysis showed the presence of senescent cells mostly
in F1, both in 0.1% and 0.25% samples, even though the lower concentration treatment
showed a higher number of senescent nuclei both in F1 and F2 compared to 0.25% cells.
We hypothesize that 0.25% concentration performs a selection, removing senescent cells,
and leaving a more homogenous sample as proved by scatter plot graph representing cells'
diameter after rst expansion in culture. These cells elute at the same time interval of F2
proving their initial belonging of the F2 peak and the consequent no attachment of mostly
F1 cells. Even at later passage, 0.25% AECs showed a more homogeneous dimensional
distribution, whereas 0.1%, especially at passage 2 in culture, showed an increase in the
area of cells eluted in the F1 interval. We conclude that the 0.25% treatment applied a
selection on the most proliferate clones of AECs, resulting in adherent proliferating cells.

We presented for the rst time an analytical platform that analyze freshly primary
cells and understand the effect of isolation process on their viability and propensity to
adhere to plastic. The protocol could be implemented in quality control guidelines for
scale-up cell production and cryopreservation of cells for future uses with the adding value
that the methods separate cells in a label-free mode, therefore no additional manipulation
occurs. The possibility to avoid antibodies-sorting method, that additionally stresses cells,
are requested by the scienti c community [43,44] and new methodologies are valued. We
developed an innovative approach of cells' physical characteristics measurements and their
visualization in relation to the time of analysis using a scatter plot graph, which allowed a
better understanding of the heterogeneity of complex biological samples. The separative
potential of the NEEGA-DF methodology was already proven in expanded stem cells from
amniotic uid where we identi ed the most staminal subpopulation based only on cells
pro le [ 24] and dimensional characterization was manual and could not cover all cells
analyzed. In this work, the cell imaging process was implemented and new information
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can be extrapolated, giving a general overview of the cell composition of the complex
biological sample. Often geometrical features of cells are associated with differentiation po-
tential and staminality, even though these studies involve 2D system and the use of special
substrates. As an example, using high content imaging, Marklein et al. [45] demonstrated
that nuclear morphological pro les of mesenchymal stromal cells had distinct morphologi-
cal features that were highly predictive of MSC mineralization capabilities. In addition,
time lapse imaging of 2D cell cultures in combination with morphological cell analysis
are increasingly used to assess, track and even predict MSCs differentiation phenotypic
outcomes. Dimension, circularity and aspect/ratio are the main geometrical characteristics
that de ne cells. All these features can be obtained during the cell fractionation and related
to functional ability after genetic and differentiation assessments. Hence, by converting the
geometrical characteristics of sorted cells into a morphological ngerprint of the biological
sample, this information may be used to improve cell culture, sorting of sub-population of
interest and as we proved in this work as a prognostic marker to deduce vitality of primary
cells.

5. Conclusions

In conclusion, we proved how the NEEGA-DF method and its technological imple-
mentation within Celector ® technology are able to predict the outcome of the isolation of
AECs using the fractogram, the ngerprint of the sample, in a very short time. Moreover,
the data output of the post-processing imaging adds a new type of information of the
complexity of the sample to better understand its composition and cell features for its use
in therapy applications.

6. Patents

Celector® is based on a technology patented in Italy (no. IT1371772, “Method and
Device to separate totipotent stem cells”), in USA, and in Canada (no. 8263359 US en.
CA2649234, “Method and device to separate stem cells”).

Stem Sef has also an Italian patent (IT1426514, “Device for the Fractionation of
Objects and Fractionation Method, allowed 2016).
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Abstract: Metabolic disorders such as the highly prevalent disease diabetes require constant monitor-
ing. The health status of patients is linked to glucose levels in blood, which are typically measured
invasively, but can also be correlated to other body uids such as sweat. Aiming at a reliable glucose
biosensor, an enzymatic sensing layer was fabricated on exible polystyrene foil, for which a versatile
nanoimprinting process for micro uidics was presented. For the sensing layer, a gold electrode was
modi ed with a cysteine layer and glutaraldehyde cross-linker for enzyme conformal immobiliza-
tion. Chronoamperometric measurements were conducted in PBS buffered glucose solution at two
potentials (0.65 V and 0.7 V) and demonstrated a linear range between 0.025 mM to 2mM and an
operational range of 0.025 mM to 25 mM. The sensitivity was calculated as 1.76 A/mM/cm 2 and
the limit of detection (LOD) was calculated as 0.055 mM at 0.7 V. An apparent Michaelis—Menten
constant of 3.34 mM (0.7 V) and 0.445 mM (0.65 V) was computed. The wide operational range allows
the application for point-of-care testing for a variety of body uids. Yet, the linear range and low
LOD make this biosensor especially suitable for non-invasive sweat sensing wearables.

Keywords: glucose; glucose oxidase; amperometric biosensor; body uids; sweat; wearable sensor

1. Introduction

To prevent and optimally treat diseases, monitoring the health status of patients is of
great importance. Among one of the most widespread diseases is diabetes, a metabolic
disorder that affects more than 450 million people worldwide, which is characterized by
persistent high blood glucose levels that cause vascular damage and affect the heart, eyes,
kidneys and nerves. The number of affected people is expected to increase up to 700 million
in 2045, and it is estimated that half of all people with diabetes are undiagnosed, which
illustrates the large demand for glucose monitoring [1].

Typically, in a clinical setting, glucose levels are measured invasively using frequent
blood sampling, either analyzed in central laboratories or directly at the patient's bedside,
known as point-of-care testing. The great advantage of using point-of-care instruments in
diabetic patients is that the turn-around time is much shorter, which is crucial as changes
in the blood sugar level can require immediate adjustment. In addition, less blood volume
is needed, which reduces the probability for anemia due to frequent sampling [ 2]. In a
home setting, most commonly, nger-prick testing is used, which can be painful and does
not allow for frequent measurements. These drawbacks of conventional invasive glucose
testing have been addressed in recent years, and increasing efforts have been made to
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develop minimally- and non-invasive methods [ 3]. Especially, wearable devices have been
in focus, as they can allow for continuous measurements [ 4,5]. This is possible thanks to
the correlation between blood glucose levels and the level in other body uids, such as
interstitial uid, sweat and saliva (Table 1) [6-8].

Table 1. Typical glucose concentrations in different types of human body uids. Data from ref. [9].

Body Fluid Type Blood Intle;rlztiglal Sweat Saliva
Healthy
; 4,9-6.9 mM 3.9-6.6 MM 0.06-0.11mM 0.23-0.38 mM
Glucose patients
concentration - -
Diabetic 2.40mM  1.99-222mM  0.01-1mM  0.55-1.77 mM
patients

To date, a completely non-invasive glucose sensor still is, to the best of our knowl-
edge, not widely available for commercial use despite the high attention this technology
gained recently [3,10]. The availability of large amounts of uid that do not require with-
drawal techniques makes saliva an interesting target for glucose sensing and led to the
development of such sensors [11]. Yet, despite the correlation between glucose levels in
blood and saliva, measurements are only reliable under fasting conditions, which limits
usability for patients with diabetes and thus commercialization [ 12]. On a commercial
level, electrochemical biosensors to measure glucose levels in interstitial uid have been
developed [13,14]. A possibility to access interstitial uid is to access the uid internally
using needles, which penetrate through the skin. These indwelling sensors are widely
available and have gained growing market acceptance [12], but potential drawbacks such
as the risk for microbial infection remain [ 15,16]. One such commercially available sensor is
the FreeStyle Libre Flash Glucose Monitoring System (Abbott Diabetes Care) with a sensor
needle length of 8.5 mm [17]. In addition, less invasive sensors using microneedles to access
the uid, such as the device from Arkal Medical, have been developed [ 18], but swelling
and irritation can occur each time the sensor breaches the skin [12]. Withdrawing the uid
from the skin is an alternative approach that has been exploited in laboratory [ 19] and by
the commercially approved GlucoWatch ® system (Cygnus Inc., Redwood City, CA, USA) in
the early 2000s RQ], but the device had to be retracted from the market. Among the reasons
was skin irritation due to the current that was necessary during the reverse iontophoresis
process to induce uid migration across the skin [ 3]. Other drawbacks of interstitial uid
sensing requiring extraction are the increased lag time and possible contamination with
sweat [12].

Due to the possibility to access sweat non-invasively, this body uid has been brought
into focus, in recent years, as a good candidate to allow for non-invasive sensing, but it has
been pointed out that, compared with the development of glucose sensors for interstitial

uid, the commercialization of sweat glucose sensors is still low [ 12]. Although sweat is
easily accessible because the whole body is covered with sweat glands, high sweat rates
are typically found only in people such as athletes or workers and, indeed, many sensors
focus on people during physical activity to guarantee suf cient sample volumes|[ 21-23]. To
enable sweat sensing in resting people, often, induced sweating is employed, for example,
by local application of sweat stimulants such as Carbachol or Pilocarpine using a reverse
iontophoresis approach [24,25]. Further efforts have been made to develop sensors able to
operate at low volume levels of 1-5 L [26].

However, comparatively low glucose concentrations and low excretion rates in resting
people represent challenges that have to be addressed by fabricating sensors with low
detection limits and taking into account the suitability of micro uidic systems to collect
such small volumes [27]. This means that, in order to be able to have a versatile substrate
applicable also for low volume micro uidics, the material should show low absorption and
low water vapor permeability, which could change the concentrations. Thus, biocompatible
polymers with the aforementioned properties such as polystyrene (PS) are preferable over
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the widely used silicone-based elastomer polydimethylsiloxane (PDMS) to overcome
some of these drawbacks [28]. In addition, faster fabrication processes are possible using
thermoplastic polymers as PS [29,30].

Ever since the rst electrochemical glucose sensor for blood was developed in 1962 by
Clark and Lyons [ 31], an electrochemical approach is still being chosen for most glucose
sensors. Enzyme-based sensors allow for high sensitivity and good reproducibility while
production is usually possible in a low-cost range [ 9]. Different sensor generations are
distinguished in literature based on the enzymatic reaction side [ 32,33]. Glucose oxidase
(GOx) sensors are based on the enzymatically catalyzed oxidation of glucose to glucono-
lactone in the presence of oxygen. The coenzyme avin adenine dinucleotide (FAD) is
required as electron acceptor in this reaction and is then regenerated by reacting with O , to
generate hydrogen peroxide (H»0,) [34].

GOX(FAD) + Glucose ! GOx(FADH ») + Gluconolactone (1)

GOX(FADH ») + O, ! GOx(FAD) + H ,0, (2)

When a suf cient potential is applied at the electrodes, H ,0, is oxidized, and a current
can be measured which correlates with the amount of H ,0, that has been produced and
thus correlates indirectly with the glucose concentration present in the uid.

H,0,! Oy +2H" +2¢ (3)

The aim of the study was to obtain a simple enzymatic glucose sensor with a range
suitable for sweat glucose sensing (see Table 1) to be integrated in a micro uidics in
order to obtain a wearable device with an ef cient sweat collection. The sweat sensors
analyzed in Table 2 usually show the sweat collecting system being fabricated on top of the
functionalized electrode. Here, a fabrication process for micro uidic systems was adapted
to suit a PS nanoimprinting process that allows for a versatile, scalable and cost-effective
fabrication in the context for wearables as well as point-of-care testing. A combination of
a nanoimprinting lithography of a micro uidic on a PS substrate followed by electrode
de nition by metal evaporation enables a route for a mass production of wearable sweat
sensors preserving the mechanical and electrical integrity of the electrodes. This approach
can be worthwhile for envisioning a fast roll-to-roll production of non-invasive wearable
sensing systems for sweat and other biological uids.

Table 2. Comparison of present work to other amperometric glucose biosensors.

Operational Range [mM]  Limit of Detection [mM] Sensitivity Ref.
0.025-25 0.055 1.76 A/mM/cm 2 Present
work
1.5-7 0.94 2.65 A/ImM/cm 2 [35]
0.01-0.7 0.01 1 A/mM [36]
0-0.1 - 2.1 A/mM [25]
0-0.2 - 2.35nA/ M [22]
0.005-1 - - [11]
0.05-0. 2 - 3.29nA/ M [21]
2-10 0.05 [23]
0.005-2.8 0.005 [26]
0-0.1 0.003 23nA/ M [19]

2. Materials and Methods
2.1. Materials and Reagents

For the electrode fabrication, polystyrene (PS) foil with a thickness of 0.19 mm was
purchased from GoodFellow (Prodotti, Gianni S.r.I., Milan, Italy) and adhesive foil sheets
were obtained from Greiner Bio-one (platesealer EASYseal™ transparent, RS Components
S.r.l., Milan, Italy). Isopropyl alcohol (IPA), L-cysteine (BioUltra, 98.5% (RT)), phosphate
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buffered saline tablets (PBS), Bovine serum albumin (BSA, lyophilized powder, 96%),
glycerol ( 99%), glutaraldehyde (GTA, Grade I, 70% in H,0), glucose oxidase (GOx, from
Aspergillus niger Type X-S, lyophilized powder, 100,000—250,000 units/g), D-(+)-Glucose
( 99.5%) and potassium hexacyanoferrate(ll) trihnydrate (98.5-102.0%), were provided by
Sigma Aldrich (Merck Life Science S.r.I, Milan, Italy). Deionized (DI) water was taken from
a Milli-Q ® water system (Millipore).

For fabrication of the micro uidics, the following material was used: Siwafer, polyester
Im photomasks (JD Photo Data, Hitchin, UK), SU-8 2002 and SU-8 2100 photoresist, SU-8
developer (MicroChem Corp, Newton, MA, USA), UV-glue (NOA 68, Norland Products
Inc, Cranbury, NJ, USA).

2.2. Electrode Fabrication

For the experiments to characterize the properties of the working electrodes (WE),
these were fabricated as single electrodes on PS foil, and measurements were taken in a
electrochemical cell with a separate silver/silver-chloride (Ag/AgCl) reference electrode
and a separate platinum (Pt) counter electrode; whereas for the rst experiments for
integration with micro uidics, the WE was combined with a counter electrode (CE) and a
reference electrode (RE) on the same PS foil substrate. In all three electrodes, & 8 mm
contact pad and a 10 0.5 mm wire connection were present, leading to the electrode
surface in contact with the uid. The circular shaped WE had a diameter of 4 mm, and,
in the three-electrode system on PS foll, it was centered between the CE and RE; both CE
and RE were bent in half-circular shape surrounding the WE in order to allow for the CE
and RE to be close to the WE, exploiting a large surface area. The PS foil was cleaned using
IPA and DI water and then dried using nitrogen ux. Using a laser cutter (VLS2.30DT,
Universal Laser Systems GmbH, Wien, Austria), the design was cut into adhesive foil
sheets that were attached on the PS foil to serve as mask in the following metal evaporation
process. First, a thin adhesion layer of chromium (about 15 nm) was thermally evaporated
on the PS Im followed by a gold (Au) layer (about 150 nm). Then, the adhesive mask
was carefully removed and excess PS Im was cut. For the RE, Ag (about 100 nm) was
thermally evaporated using a new mask. The maximum deposition rates were up to 1 A/s.

2.3. Electrode Functionalization with GOx

Prior to the functionalization of the WE electrode, the samples were washed with
IPA and DI water. Then, the electrode was covered with 50 mM L-cysteine solution for
20 h at room temperature (RT) to create thiol-gold bonds, followed by washing with DI
water and BSA solution (30 mg/mL BSA in PBS). After that, 30 L drops of GTA solution
(2.5 wt% GTA, 50 mg/mL BSA and 1 vol% glycerol) were applied on the electrode surface
for 2—3 h at RT to immobilize GOx via cross-linking. BSA and glycerol contributed to the
stabilization. The electrodes were then washed with BSA solution to which glycerol was
added (30 mg/mL BSA and 1 vol% glycerol in PBS). Next, 30 L drops of GOx solution
(25 mg/mL GOx in PBS) were placed on the electrode for 2.5 h at 4 C. Finally, electrodes
were washed with PBS solution and stored at4 C in PBS.

2.4. Electrode Characterization

For the electrochemical characterization of the WE electrode, experiments were con-
ducted in an electrochemical cell with external RE (Ag/AgCl in KCI) and external CE (Pt
sheet) using a potentiostat (Autolab, Metrohm Autolab, The Netherlands) and the software
NOVA (Metrohm Autolab). Cyclic voltammetry (CV) was performed on Au electrodes
without functionalization from 0.2V to 0.6 V at different scan rates (10, 20, 40, 50, 60, 80,
100, 140, 180, 200 mV/s) in [Fe(CN)6f /4  (ferro-ferricyanide) solution for con rmation of
the response of the electrode. Further, Au electrodes were tested for their current response
in different concentrations of H ,0, (0—25 mM) at 0.7 V. Chronoamperometry (CA) was
performed by placing the GOx-functionalized WE, the Ag/AgCl RE and the Pt CE in the
electrochemical cell lled with 20 mL of PBS. After a stable baseline current was reached,
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glucose stock solution (2 M in PBS, prepared the previous day to allow for mutarotation
of the glucose) was added stepwise to the PBS solution until a maximum glucose concen-
tration of 25 mM was reached. The applied potentials were 0.65 V and 0.7 V at a constant
pH of 7.4, which is the standard physiological buffer. To test for a possible in uence of the
pH, the current response was measured for pH values between pH 4.5 to pH 8 in glucose
solution (pH adjusted in 1 mM glucose in PBS) and at potentials ranging from 0.5 V to
0.75 V. Sensitivity was calculated as the slope for the linear range divided by the circular
electrode area, and the limit of detection (LOD) was calculated as three times the standard
deviation of the baseline current divided by the slope [ 37]. The apparent Michealis—Menten
constant Km(app) was calculated using the software OriginPro 2018 (OriginLAB, USA)
following the Lineweaver—Burk formula:

N ss= 11 max + (Km(app))/l max)  1/c, 4)

where c represents glucose concentration, ksis the steady-state current at a certain glucose
concentration and | max describes the maximum current under saturated conditions.

2.5. Micro uidics Fabrication for Further Device Integration

A nanoimprinting approach was used to fabricate micro uidics in PS in order to be in-
tegrated with the electrodes. Photomasks for the fabrication of a SU-8 stamp were designed
using the software CleWin (WieWeb software, Hengelo, The Netherlands) and printed on
photomask foil. To fabricate the stamp, a photolithography process was exploited: After
oxygen plasma treatment for surface activation (100 W for 5 min), a2 m layer of SU-8 2002
photoresist was spin coated on a clean 2" Si-wafer substrate after the following protocol:
500 rpm for 5 s, then 1800 rpm for 30 s; followed by a soft bake at 95 C for 1 min 30 s; cool
down period of 10 min; ood exposure under UV light (1 min 30 s at about 6 mW/cm 2 at
365 nm wavelength); post-exposure bake at 95 C for 1 min 30 s; development for 1 min.
The purpose of this thin SU-8 layer was to improve the attachment of the following thicker
SU-8 layer during the imprinting process. In a second step, a layer of 110 m of SU-8 2100
was spin coated: 1200 rpm for 90 s; soft bake for 5 min at 65 C, then 45 min at 95 C; UV
exposition with 250 mJ/cm 2 using the photomask; post-exposure bake for 5 min at 65 C,
then 30 min at 95 C; development 5 min; hard bake for 10 min at 150 C. The obtained SU-8
structure is the negative of the desired micro uidic pattern to be transferred to the polymer
substrate. The PS foil was rinsed with DI water and dried using nitrogen ux prior to the
nanoimprinting process. The SU-8 stamp and the PS foil were stacked, and the pattern
was imprinted at a temperature of 140 C for 300 s using the nanoimprinting instrument
(EITRE 3, Obducat). The channel height was measured using a pro lometer (Bruker Dektat
XT) resulting in a nal value of 105 m. At this stage, the electrode de nition is conducted
by metal evaporation with the same procedure as described in Section 2.2. The PS sample
was then exposed to oxygen plasma at 200 W for 10 min (RFG 300, Diener) to hydrophilize
the surface. A closed micro uidic system was obtained by applying UV glue at the borders
of the micro uidics and irradiated for 1 to 1 min 30 s.

3. Results
3.1. Electrochemical Characterization

CV was performed on the Au electrodes in ferro-ferricyanide solution to characterize
the current response to evaluate the electrode fabrication process for its suitability and
reliability. Figure 1a shows an exemplary CV with both oxidation and reduction peak
demonstrating the reversibility of the redox reaction. In addition, Figure 1b shows a plot of
the square root of the scan rate against the maximum oxidation and reduction currents. The
second plot showed increasing absolute current values for higher scan rates, which was
expected for Au electrodes in ferro-ferricyanide solution. The characterization showed a
good repeatability among several samples; thus, the fabricated Au electrodes were suitable
for further functionalization steps.
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Figure 1. Cyclic voltammetry of a Au electrode on polystyrene (PS) foil in ferro-ferricyanide solution.

(a) Exemplary cyclic voltammogram. ( b) Square root of the scan rate vs. maximum absolute values

of reduction and oxidation currents ( n = 6). n = number of analyzed samples.

The ability of the Au electrode to detect current changes in different H ,0O, concentra-
tions was demonstrated as the measured current increased with increasing H ,O» concen-
trations (Figure 2). This is of importance as the sensor working principle relies on a current
response to the H,O, oxidation process that occurs as a result of the enzymatic glucose
catalysis. As the chosen potential of 0.7 V vs. Ag/AgCI resulted in this reliable current
response, further experiments were conducted at this potential.
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Figure 2. Exemplary current response of a Au electrode in different H ,0, concentrations. The trend
showed an increasing current response with increasing H ,0, concentrations.

Glucose sensing was achieved by the functionalization of the Au electrode with GOXx,
where thiol-gold bonds, thanks to the cysteine self-assembled monolayer (SAM layer),
acted as a link between the enzyme and the Au surface, and the GTA/BSA/glycerol
network enhanced immobilization and stability (Figure 3). Chronoamperometric measure-
ments were conducted at 0.65 V and 0.7 V to demonstrate suitability for glucose sensing.
In addition to an applied potential of 0.7 V, a slightly lower value of 0.65 V was chosen
to test for the sensor performance, as lower potentials can be advantageous to reduce
interference with other species [38]. A linear increase in the current was observed between
concentrations of 0.025 mM and 2 mM at 0.7 V, whereas the whole operational range was
observed to be between 0.025 mM and 25 mM of glucose for both 0.65 V and 0.7 V, as satu-
ration occurred at concentrations higher than 25 mM (see Figure 3). Comparing the current
between an applied potential of 0.65 V and 0.7 V, it is notable that the overall current is
higher for 0.7 V. The sensitivity was calculated as 1.76 A/mM/cm 2 at 0.7 V. The LOD was
calculated to be 0.055 mM at 0.7 V. The linear range obtained at a potential of 0.7 V made
the higher potential seem more favorable. However, it has to be noted that, at a higher
potential, the baseline current was higher and showed higher noise levels, and a 5-10 min
longer period of time was required at 0.7 V potential before a stable baseline current was
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obtained. The apparent Michaelis—Menten constant was computed as 0.445 mM for 0.65 V
and 3.34 mM for 0.7 V, which showed that GOx had a higher substrate af nity at the lower
potential. However, the lower substrate af nity at 0.7 V showed better suitability for the
determination of glucose concentrations typically present in sweat and other body uids.
As shown in Figure 3b, at 0.7 V the Michaelis—Menten curve shows a saturation at higher
concentrations which implicates that, even at higher glucose concentrations, the enzyme
activity is not limiting the reaction rate.
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Figure 3. (a) Scheme of sensing mechanism of the glucose oxidase (GOx)-functionalized Au elec-
trode. (b) Exemplary calibration plots of the GOx-functionalized Au electrode in different glucose
concentrations for (c) 0.65 V (h = 3) and (d) 0.7 V (nh = 3). A linear increasing current response for
increasing glucose concentrations was found between 0.025 mM and 2 mM at 0.7 V (inset), whereas
the operational range was up to 25 mM at both potentials before saturation occurred. n = number of
analyzed samples.

To investigate the relation between the pH of the analyzed uid and the response
of the electrode, the current was measured at pH values between 4.5 and 8 for potentials
between 0.5V and 0.75 V (Figure 4). At a constant glucose concentration of 1 mM, which
was chosen because this concentration is well within the linear range, the current was
found to increase with increasing pH values despite the standard deviations overlapping
in adjacent pH values mainly between pH 5 and pH 6. Moreover, an overall trend was
found, which showed increasing current with increasing potential.
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Figure 4. Current response of GOx functionalized Au electrode at different pH values ( n=3).n=
number of analyzed samples.

3.2. Micro uidics for Three-Electrode System

The nanolithography and nanoimprinting process used for the fabrication of a simple
micro uidic system with inlet, outlet and a circular chamber is described in Figure 5a. Fol-
lowing the design scheme of the three-electrode system and the microchannel (Figure 5b),
the Au WE and CE and the Ag RE were evaporated on exible PS foil (Figure 5c¢) and
a closed micro uidic system was tested for the uid dispersal using dyed water, which
showed uniform uid ow over all electrodes (Figure 5d).
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Figure 5. (a) Micro uidic fabrication process using nanoimprinting. ( b) Scheme of the three-electrode
system and a simple micro uidic channel. ( c) Reference electrode (RE), working electrode (WE) and
counter electrode (CE) evaporated on PS foil. (d) Application of dyed water to validate the lling of
the chamber.

4. Discussion

A rst generation amperometric biosensor for glucose was realized by immobilizing
GOx on an Au electrode that was evaporated on exible PS polymer foil. The enzyme was
attached to the Au surface via thiol-bonds created by a cysteine SAM layer, and embedded
into the cross-linker GTA. BSA and glycerol were added for stabilization purposes.
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The response to different glucose concentrations was evaluated by chronoamperomet-
ric measurements, and a good sensor output for the biologically relevant range in body
uids such as blood, interstitial uid, sweat and saliva was demonstrated. Comparing
the sensor performance at 0.65 V and at 0.7 V showed that an LOD of 0.055 mM glucose
and sensitivity of 1.76 A/mM/cm 2 were obtained for the higher potential, whereas, at
0.65V, no linear range was shown. A higher substrate af nity was found at 0.65 V given
by the apparent Michaelis—Menten constant of 0.445 mM compared with 3.34 mM at 0.7 V.
The low Km(app) value at 0.65 V compared with a similar sensor fabricated with GTA for
cross-linking (Km(app) of 1.15 mM [ 35]), could be due to the stabilizing effect of BSA and
glycerol. In general, the obtained results for the sensor are in line with the previous work
based on a GOx sensor; however, a comparatively large operational range was obtained
(Table 2), also possibly due to the addition of BSA and glycerol as stabilizing agents [ 39]. To
reduce possible interference effects in body uids, an electrostatically charged and porous
membrane such as a na on layer could be added [ 40]. Further testing and assessing the
optimal potential can help to nd the best trade-off between the sensor characteristics
depending on the requirements for the eld of application.

The linear range of 0.025 mM to 2 mM and the large operational range of 0.025 mM to
25 mM make the sensor suitable for sensing glucose concentrations in a variety of body
uids (see Table 1). A possible eld of application of the sensor is its use as a disposable
strip for point-of-care measurements to detect the glucose concentration, which is to be
used by medical professionals. In this context, the whole three-electrode system can be
placed on the same strip, so the presented electrode fabrication process demonstrated the
rst steps for further integration. Wearable device market applications could be envisioned,
especially sweat sensors that allow for non-invasive glucose monitoring.

Several adaptations should be considered for a reliable sweat sensor. In fact, it is
known that sweat pH can vary between 4.5 and 7 [ 41], and the results showed that the
current varies depending on the pH. Therefore, it could be of advantage to integrate a pH
sensor to achieve a more complete calibration. In addition, it is noteworthy that a response
maximum was expected at a slightly acidic pH, as the pH optimum of most GOx is between
a pH of 5 and 6 [42]. The different behavior of GOx on the sensor surface could be due
to nonspeci ¢ modi cations of the enzyme surface during the fabrication process [ 43],
and further work is necessary to gain full understanding. Another important adaptation
regards the RE: When fabricating a reliable RE for sweat, the presence of chloride ions
needs to be considered. In case of the Ag/AgCI RE, an additional layer is required to avoid
sensing the presence of chloride ions. Such an electrode can be realized by chemically
converting the evaporated Ag electrode into an Ag/AgCl electrode and subsequently
adding a layer of polyvinyl butyral [ 44]. As secreted sweat volumes range between 0.1
and 2 L/min/cm 2 [12], the miniaturization of the electrodes will be of advantage to
collect and drive such small amounts of uid. On that account, the presented fabrication
technique for the micro uidics is highly versatile and allows to easily adapt to smaller
structure sizes. Even other thermoplastic materials can be used for the nanoimprinting
process, among these, more exible polymers such as soft thermoplastic elastomers and
speci cally styrenic block copolymers that can adapt well to the human skin because their
Young's modulus is more similar to that of skin [ 45]. Long-term-stability and testing of
real body uid samples will be of importance during the development of a wearable sweat
sensing device that allows for continuous glucose measurements and, by this, paving the
way for a new generation of non-invasive glucose sensors improving the quality of life of
diabetic patients.
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piezoelectric nanogenerators [7], and solar cells based on dyes [B], organic materials [9],
and perovskites [10] have been successfully developed. Energy storage devices such as
batteries [11] and supercapacitors [12—15] have also been fabricated on textiles.

Light emission is another functionality that can be integrated with textiles with great
potential as a visual communication element useful in sensing applications, fashion design,
and light therapy. Flexibility, reasonable lifetimes, washability, large display areas, and low
production costs are certainly the fundamental requirements for obtaining light-emitting
fabrics that are competitive on the market. All these aspects are discussed in this review,
and the issues to solve for the future of light-emitting textiles are highlighted. In particular,
light emission can be integrated with textiles in different ways: employing self-emitting
devices or using optical bers coupled with external light-emitting devices, such as LEDs.
Self-emitting devices can be integrated directly onto the ber or can be fabricated and/or
attached on top of the fabric surface. Different device architectures have been employed,
whose working principles, advantages, disadvantages, challenges related to textile inte-
gration, and literature results are summarized in Section 2. In Section 2, the optical bers
approach is also described. In Sections 3 and 4, the possible health and environmental
concerns related with such technologies and the main application areas are discussed.

2. Light Emitting Technologies: Working Principles and Textile Integration
2.1. ACEL Devices

The phenomenon of alternating current electroluminescence (ACEL) was reported for
the rst time by Destriau in 1935 [ 16]. He observed that copper-doped zinc sul de crystals,
suspended in castor oil and sandwiched between two mica sheets, emitted light with the
application of a strong alternating electric eld. Only in 1952, after the development of
transparent conducting electrodes based on tin oxide (SnO5), the rst practical device was
prepared [17]. It consisted of a doped ZnS powder embedded in a dielectric matrix and
sandwiched between two electrodes. Today, ACEL devices are fabricated in two different
ways: in the simplest approach, the dielectric and the phosphor are mixed together and
then deposited as a single layer; alternatively, the phosphor can be deposited as thin Im
and sandwiched between two dielectrics, as reported in Figure 1a [ 18]. In both cases,
from the electrical point of view, the structure of the device is that of a capacitor. The
working principle of this kind of device involves different processes: electron injection,
electron transport, electron impact and excitation, and nally radiative recombination
(Figure 1a) [19]. Speci cally, when a high AC voltage is applied, a high electric eld is
generated between the electrodes. If the electric eld is suf ciently high, the electrons at
the dielectric-phosphor interface can be injected into the emitting layer (hot injection). The
electrons are then accelerated by the electric eld toward the opposite electrode, hitting
and exciting the phosphor particles. The following radiative relaxation process gives
rise to visible light emission. Different phosphor materials can be used and different
colors can be obtained by changing the doping impurities. Such devices are usually
fabricated by using solution-based deposition techniques such as screen printing in ambient
conditions, showing great potential for large-area displays. Considering the working
principle, different typologies of electrodes can be used with at least one of the two being
transparent without stringent requisite in terms of work function. The total thickness of the
device is in the order of tens of microns and such a characteristic confers suf cient exibility
of the device but also good mechanical stability. Regarding the optoelectronic properties,
ACEL devices show a wide viewing angle, fast response time, low power consumption, and
high contrast in addition to simple manufacturing and cost-effectiveness [ 18]. On the other
hand, such devices show limited luminance values and the high AC voltage values usually
employed (50-200 V) can be too hazardous for wearable applications. Furthermore, the
ACEL device can be damaged by humidity and for such reason an encapsulation process is
necessary [20].
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Figure 1. Device architecture and working principle of ( a) ACEL device; (b) LED device; (c) OLED device; (d) LEC
device; (e) Schematic representation of distal-end-emitting optical bers and side-emitting optical bers by using the
microperforation and the macrobending approaches.

Examples of ACEL devices integrated on both single bers and fabrics are discussed be-
low and they are summarized in Tables 1 and 2. One of the rst examples of ACEL devices
on single bers that can be integrated with woven and knitted fabrics was demonstrated in
2012 R1]. The device consisted of a conductive yarn as the electrode, an insulating layer, an
EL phosphor layer, and a second electrode based on a conductive yarn helically wound. An
automatic dispensing and curing process was employed for the deposition of the insulating
and emitting layer. The electro-optical characteristics of the light-emitting ber are poor
and need to be optimized, but the authors reported a high throughput fabrication process
of ACEL devices on ber. Another example of a ber-based ACEL device created by using
a scalable deposition technique was reported by researchers of Drexel University [ 22-24].
It consists of a slot-die coating system customized for a single ber. The resulting devices
were tested under different mechanical conditions and the authors demonstrated an im-
provement in strength and robustness when the devices were integrated into a knitted
structure [ 24]. ACEL devices on exible polyethylene terephthalate (PET) single bers were
also fabricated by dip-coating techniques and an AgNWs solution was employed for the
transparent electrode deposition [ 25]. The device shows a luminance of about 200 cd/m 2 at
195 V and 2 kHz with excellent exibility, good mechanical characteristics, and wearability.
The substitution of the material employed for the ber fabrication can give an added value
to the device. Flexible and water dissolvable PVA (poly(vinyl alcohol)) bers were used
for ACEL devices that can completely disintegrate after 180 min of water immersion with
great potential in the reduction of e-waste [ 26]. A stretchable ACEL device (Figure 2a)
was demonstrated by using a PDMS polydimethylsiloxane (PDMS) ber with luminance
values that do not change with stretching strain [ 27]. Stretchable single- ber ACEL devices
were also fabricated by the group of Peng by using two different methods [ 28,29]. The rst
one consists of 3D printing an elastomeric light-emitting tube composed of ZnS phosphor
powders and silicon elastomer sandwiched between two aligned carbon nanotube sheets
(Figure 2e) [28]. Such a device can be stretched up to 200% and shows a luminance of about
15 cd/m 2 at 6.4 V/ m and 1500 Hz. The second method is based on the fabrication of
a stretchable electroluminescent ber via a continuous one-step extruding process. The
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ber is composed of two inner hydrogel electrodes and a ZnS/silicon elastomer blend;

it shows a luminance of about 250 cd/m 2 at 8 V/ m and 1500 Hz when the 40% of ZnS
is employed and it could be stretched up to 800% [29]. Graphene is another possible
transparent electrode that can be interesting for light-emitting devices and the group of
Craciun developed an ACEL device on top of tape-shaped graphene-covered ber, the
architecture of which is shown in Figure 2d [30].

Figure 2. (a) Scheme of the fabrication process of a stretchable ACEL ber. (b) Picture of a textile- ber-embedded ACEL
device, optical and scanning electron microscope cross-sectional images, and picture of the ACEL device under 500 V at
1 KHz. (c) Device structure based on ZnS:Cu/Eco ex composite sandwiched between two gold-coated ultrasheer fabric
electrodes and photograph of the light-emitting textile. ( d) Graphene-based ACEL device. ) Picture of a ber-based
ACEL device wrapped around a glass bar and scheme of the device structure. (a) Reproduced under the terms of the CC
BY 4.0 license R7]. (b) Reproduced with permission [ 31]. Copyright 2020, Elsevier. (c) Reproduced with permission [ 32].
Copyright 2020, Elsevier. (d) Reproduced under the terms of the CC BY 4.0 license [30]. (e) Reproduced with permission [ 2§].
Copyright 2018, Royal Society of Chemistry.
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Table 1. Deposition techniques, structure, and performances of ACEL devices on a single ber.

Year Depos_ltlon Device Structure Performances Ref.
Techniques
Automatic dispensing Silver-coated yarn/DuPont dielectric paste/DuPont 1.3cd/m2at370V and
2012 . : . [21]
and curing process phosphor ink/silver-coated yarn 2 kHz
2017 Slot-die coating Silver-coated yarn/[_)uPo_nt dielectric paste/DuPont 50 cd/m 2 [22]
phosphor ink/silver-coated yarn
. . Silver-coated yarn/DuPont dielectric paste/DuPont
2017 Slot-die coating phosphor ink/DuPont conductive paste n-a. [23]
. . PET 202 cd/m? at 195 V and
2017 Dip coating ber/AgNWs/silicone/phosphor/AgNWs/silicone 2 kHz [25]
. . Silver-coated yarn/DuPont dielectric paste/DuPont 50 cd/m 2 at 100 V and
2018 Slot-die coating phosphor ink/DuPont conductive paste 20 kHz [24]
2
2018 Dip coating PDMS ber/AgNWs/phosphor:PDMS/AgNWs 100 cd/ m ka:;oo Vand o
2018 3D printing and Elastic polymer ber/Aligned CNT sheet/Silicone 15cd/m?Zat6.4V/ m 28]
automatic wrapping elastomer/Light-emitting layer/Aligned CNT sheet and 1.5 kHz
- o 2
2018 Extrusion Two inner hydrogel electrodes + ZnS:silicone 250 cd/m<at8V/ m [29]
elastomer and 1.5 Hz
2018 Spin coating Graphene/ZnS:Cu/BaTiO3/Ag n.a. [30]
) . ] 100 cd/m 2 at
2019 Dip coating PVA ber/AgNWs/ZnS:Cu+PVP/AgNWs 300V and 0.4 kHz [26]

As already mentioned in the introduction, the light-emitting device can also be fab-
ricated directly on top of the fabric. ACEL devices were fabricated on fabric by using
different deposition techniques and different transparent electrodes. Screen printing is the
most used deposition technique for ACEL fabrication and it consists of transferring an
ink onto a substrate through a mesh, changing the mesh to deposit different patterns. It
was demonstrated that dispensing printing can be employed as an alternative deposition
technique with comparable performance and with a versatility improvement since the
deposition pattern can be changed digitally with a potential reduction of time and costs[ 33)].
ACEL devices were also fabricated on semitransparent textiles (38% light transmission)
by using a bottom emission con guration [ 34]. Inkjet printing and dispensing printing
were employed to deposit poly(3,4-ethylenedioxythiophene (PEDOT:PSS) as a bottom
transparent electrode and all the other layers, respectively. The device shows a maximum
luminance of 44 cd/m 2 at 400 V and 400 Hz. A bilayer of carbon nanotubes (CNTs) and
PEDOT:PSS was also used as a bottom electrode for the fabrication of an ACEL device on
top of a transparent PET mesh fabric [35]. CNTs were deposited via dip coating, while
PEDOT:PSS was inkjet-printed and nally a nozzle extrusion system was employed for the
deposition of dielectric and phosphor layers. The electroluminescent device reached a lumi-
nance of 75 cd/m 2 at 200 V and 3.5 KHz. Other carbon nanomaterials were also employed
as transparent electrodes [36,37]. For the deposition of the carbon nanomaterials (carbon
nanotubes and graphene platelets), poly(methyl methacrylate) (PMMA) was rst employed
as polymeric carrier with poor results on the mechanical stability of the device. [ 36] More
recently, a best result was reached by using a thermoplastic polyurethane polymer as an
alternative carrier and the corresponding device had a luminance value of about 200 cd/m 2
at 160 V and 1000 Hz and it did not exhibit visible degradation after 20 washing cycles [ 37].
An ACEL device was also successfully realized on top of a stretchable textile by using
polypyrrole as a transparent conductive layer and a silicone elastomer as a matrix for the
phosphor powder [ 38]. The resulting device had a luminance value of 350 cd/m 2 that was
preserved after hundreds of stretching cycles. An innovative approach for the fabrication
of fabric-based ACEL devices was reported by the group of Carmichael [ 32,39]. They
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obtained a conductive stretchable textile by using a solution-based metallization process
of knitted textile, demonstrating that the coating was conformal and the textile voids re-
mained intact, thus preserving the stretchability [ 39]. The conductive knitted fabric showed
a resistance reduction of 80% when the fabric was stretched to 15% and it maintained such
resistance at 160% of strain; furthermore, its resistance was preserved after 10 washing
cycles. The conductive substrate was tested as an electrode for ACEL devices by depositing
on top of it BaTiO 3+PDMS, ZnS:Cu+PDMS and PEDOT:PSS; a uniform blue emission was
visible at 165 V and 37 kHz that was stable below 40% of strain [39]. An upgrade of this
device architecture was recently reported and it consisted of a ZnS:Cu/Eco ex composite
sandwiched between two gold-coated fabric electrodes, as shown in Figure 2c. The device
showed a uniform blue emission even after the application of a strain of 200% [ 32]. An-
other methodology for ACEL integration on textile was developed in 2019 and it can be
considered a hybrid ber/textile approach with improved mechanical stability[  31]. The
device consisted of Ag-coated nylon bers embedded into a composite based on PDMS

and ZnS phosphors (Figure 2b); when an AC voltage is applied the light is emitted from
the ZnS particles that surround the bers. The resulting coplanar structure showed high
durability and stable electrical conductivity.

From the results reported in this paragraph, it is evident that ACEL technology

is robust enough for textile integration and high scalable deposition techniques can be
employed for fabrication with the possibility of low-cost production. Although researchers
are currently working to improve the potentiality of ACEL technology in the wearable
electronic eld [ 40Q], at the moment low luminance and high operating voltage represent
the main factors limiting the development of this technology.

Table 2. Deposition techniques, structure, and performances of ACEL devices on fabric.

Deposition

Year . Device Structure Performances Ref.
Techniques
2
2011 Inkjet printing PEDOT:PSS/Phosphor:epoxy resin/aluminium a4 cd/mo 4a|t(:(2)0 Vand [34]
Inkjet printing + nozzle CNT and/or PEDOT:PSS/dielectric layer/phosphor 70 cd/m 2 at 200 V and
2012 . - [35]
extrusion layer/aluminium 3.5kHz
2014 Screen printing Silver/dielectric layer/luminophore/CNT-GNP na [36]
electrode
Fablnks bottom electrode/Fabinks 2
2016 Dispenser printing dielectric/Fablnks phoshor/ Fablnks transparent 300 cd/ml lj_t'Z?’?O Vand [33]
tonductor
Chemical deposition + . - 350cd/m2at5V/ m
2017 casting Polypirrole/ ZnS:Silicone elastomer/hydrogel Im and 2 kHz [38]
Solution-based
o : Gold-coated tex-
2018 meta"'(f:;tci’r:‘; spin tile/BaTiO3+PDMS/ZnS:Cu+PDMS/PEDOT:PSS n.a. [39]
Embedding of bers 2
2019 into phosphor:PDMS Ag-coated bers/ZnS phosphor+PDMS 35 cd/;wnd z;tleSZV/ m [31]
composite
Graphene-based 2
2019 Screen printing electrode/BaTiO3/ZnS:Cu/BaTiO3/CNT or ATO 300 cd/m2 ka|1_t|2160 Vand [37]
transparent electrode
Solution-based Gold-coated textile/ZnS:Cu+Eco ex/gold-coated
2020 metallization + spin : 9 n.a. [32]

coating + lamination

textile
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2.2. LED Devices

Unlike ACEL devices, LEDs (light-emitting diodes) need a DC voltage of only a few
volts to emit light. The rst practical inorganic LED in the visible region was reported in
early 1962 and it was based on Ga(As.xPx) p-n junction [ 41]. A diode is a two-terminal
electronic component that can conduct current only in one direction and, if speci c light-
emitting materials are employed, the current ux induces the formation of excitons that
radiatively decay. Speci cally, an LED is a p-n junction: when a voltage is applied, electrons
and holes are pushed through the n and p regions, respectively, and they reach the “active
region” that is close to the junction [ 42]. Electrons move into the conduction band, while
holes move into the valence band; when electrons and holes recombine in the active region
a radiative decay can occur, whose wavelength emission is related to the semiconductor
band gap. A scheme of the working principle is shown in Figure 1b. Compounds based
on Ga, Al, In, N, P, and As (llI-V materials) are the core of inorganic LEDs [ 43]; such
materials are crystalline in form and are usually deposited by using high temperature
and high vacuum on sapphire substrates, which induce epitaxial growth. Since small
defects can strongly affect the device characteristics and due to the high costs of the
fabrication processes, the production of small-sized devices is usually more convenient.
Nowadays, LEDs represent commercially available and high-performance light-emitting
devices with dimensions of a few millimeters. However, LEDs do not exhibit the exibility
and stretchability properties desirable for textile integration. Nonetheless, this technology
is reliable and numerous research efforts were made to integrate such devices with textiles.
In particular, two different approaches are reported in the literature; the rst approach
involves the fabrication of a textile electronic circuit and the subsequent attachment of
different electronic devices onto the circuit, including LEDs. Alternatively, the device can
be directly embedded into the ber; by using this approach, the device results are less
visible to the viewer, the fabric is more comfortable, and the electrical interconnections
are more mechanically robust. Regarding the rst approach, two aspects need to be
considered: the fabrication of the textile electrical circuits and their interconnection with
external devices that can also be rigid. Different methods for the fabrication of electrical
circuit have been reported in the literature: embroidering of conductive yarns [ 44,45,
weaving [ 46,47] and knitting by using conductive and non-conductive yarns [ 48], laser
cutting of conductive fabrics [ 49, screen printing [ 50], and use of plastic-based e-strips
that can be woven like traditional yarns [ 51,52]. About the interconnection between the
circuits and the external devices: soldering [ 49,51,52], gluing with conductive [ 46,52] and
non-conductive adhesives [47], embroidering and stitching with conductive yarns [ 45,49,
and crimping [ 53] are the most used techniques. In 2006, Buechley created an “e-textile
construction kit” containing a microcontroller, sensors, and actuators (including LEDs),
an infrared transceiver, an on/off switch, and a battery pack [ 44]. All the components
were made of fabric or were designed to be easily stitched onto fabric; furthermore, the
different elements can be connected through sewn conductive traces. The fabric circuit was
obtained by using a methodology that combines the “iron-on” technique and laser cutting;
rstly, a heat-activated paper adhesive is attached to a conductive fabric, afterward, a laser
cutter is used to etch the circuit pattern into the fabric and the paper is removed from
underneath the circuit, nally, the circuit is ironed onto the second piece of fabric[ 44,49].
The highly scalable and low-cost screen-printing technique was exploited by Kim et al. as
a valid alternative to laser cutting, and the ip-chip method was employed to interconnect
external electrical elements to the circuit [ 50]. The connection to the textile circuit can be
also carried out by using a thermoplastic hon-conductive adhesive [ 47,54]; by heat and
pressure application the adhesive melts and electrical contact is formed. Stable mechanical
and electrical contact is obtained after cooling. This method can be used with various
types of textiles, and it represents a very easy and reliable approach. Package dies and
more speci cally LEDs can be also integrated via weaving. In particular, Parvoka et al.
reported a speci ¢ weaving method able to integrate and hide the LED into the textile
and this aspect is interesting to improve the aesthetics of the product (Figure 3a) [ 55,56).
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Plastic-based e- bers that can be woven into textiles by using a commercial manufacturing
process were also reported [51]. The e- bers were fabricated on top of a exible plastic
substrate by using standard microfabrication techniques and, afterward, the substrate was
cut into 5-cm-long and <2-mm-wide strips. The obtained e- bers were exposed to bending
radii of 160 micron and tensile strain of about 20% without failure. In order to demonstrate
the robustness of this approach, temperature and humidity sensors as well as LED devices
were integrated on the e- bers by soldering. A similar approach was recently used for
the fabrication of e-strips on top of exible plastic substrates, but in this case the weaving
process was designed to conceal its presence from the wearer §2]. In particular, during
the weaving process, bespoke pockets were obtained for the placement of the circuit; this
methodology reduces the visibility of the circuit and makes it more comfortable when in
contact with the skin. Also, in this case, external devices such as LEDs and microcontrollers
were attached on top of the circuit by using a solder paste or anisotropic conductive paste.
Moreover, the lament circuits embedded within the textile show better mechanical and
durability performances compared to the corresponding lament that is not integrated into
the fabric.

Figure 3. (a) Schematic illustration of LED integration with textile and picture of a textile LED display. ( b) Representation of
wireless-powered wearable LEDs with a scheme of the circuit. (¢) Scheme of the E-yarns structure with an LED and related
picture. (a) Reproduced with permission [ 56]. Copyright 2013, NC State University. ( b) Reproduced with permission [ 57].
Copyright 2018, Elsevier. (c) Reproduced under the terms of the CC BY 4.0 license [58].

MicroLEDs are an alternative to traditional LEDs for textile integration. They show
high power ef ciency, excellent stability, and their small dimensions do not compromise
the exibility and conformability of a typical textile. Lee et al. demonstrated a wireless-
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powered wearable microLED transferred on 100% cotton textile by using a transparent
elastomeric adhesive, as shown in Figure 3b [57]. The device was resistant to stretching
and bending, and it was also stable under high temperature and high humidity conditions
(85 C/85% RH).

As already mentioned, a different approach can be pursued in which the device is
directly incorporated into the ber. A thermal drawing process was reported in 2018 by
Rein and coworkers [59]. This method is highly scalable and it allows for the creation of
electrically connected diode bers that maintain excellent performance after ten washing
cycles. Another highly scalable method was reported by Hardy and coworkers, and it
consists of a multistep process: soldering of dies onto a copper wire, encapsulation of the
soldered die in a polymer micropod and nally twisting of textile yarns around the copper
wire and the encapsulated dies (Figure 3c) [58,60,61]. Such a method was used for the
embedding of both LEDs and photodiodes and it allows for a high-speed fabrication of
e-yarns, which can be easily integrated into textiles by using the traditional equipment of
the textile industry.

Considering all the reported literature results, it is possible to conclude that LEDs are
one of the best performing light-emitting technologies that can be integrated with textiles as
a highly luminous, rigid, and point-like light source. Unfortunately, LEDs are not suitable
for the fabrication of large-area and exible light-emitting devices on textiles, and other
technologies should be evaluated.

2.3. OLED Devices

OLEDs (Organic Light Emitting Diodes) are an evolution of LED devices in which
the semiconductors are organic materials. The rst OLED was fabricated by Tang and
Van Slyke in 1987 and it was composed of two organic layers, an aromatic diamine as the
hole transport layer and 8-hydroxyquinoline aluminum as an emissive layer, con ned
between indium tin oxide (ITO) and a Mg:Ag electrode [ 62]. In 1990, Burroughes et al.
reported a high-ef ciency green light-emitting polymer-based OLED by using poly(p-
phenylene vinylene) as an emissive material [63]. To improve light emission ef ciency;,
phosphorescent and thermally activated delayed uorescent (TADF) materials have been
developed and studied and nowadays they are largely applied as active materials in
OLEDs [64-66]. The most employed deposition technique for OLED manufacturing is
vacuum thermal evaporation, but organic materials can be easily processed by solution-
based depositions, and for such reasons they can in principle be fabricated on a large area
by using low-cost techniques, differently from inorganic LEDs. The deposition processes
and the post-treatments of organic materials do not require high temperatures and it
demonstrates the compatibility of such fabrication processes with exible plastic substrates.
Moreover, organic materials are intrinsically exible, and this represents an advantage
for exible and textile-based device manufacturing in terms of mechanical and electrical
stability. On the other hand, electrodes typically used in OLEDs, such as metals and ITO,
can be damaged by mechanical deformations. Indeed, more exible electrode materials are
being studied [ 67]. Another important aspect of the fabrication of exible and textile-based
OLEDs is their thickness. OLEDs show a total thickness in the order of 100—200 nm, much
thinner compared to ACEL devices and so each step of the fabrication process should be
opportunely evaluated to avoid short circuits. In particular, the atness of the substrate on
which the device is deposited is a fundamental requirement. OLEDs for textile integration
can be fabricated on single bers or on top of textiles as planar devices. In the case of the
integration of the light-emitting diode on a single ber, it is suf cient to select a exible
and robust ber with a smooth surface. On the other hand, planarization is mandatory to
correctly fabricate a planar OLED on fabric because textiles show a waviness in the order
of microns. Another important aspect is the high sensitivity of OLEDs to oxygen and water
vapors that strongly reduce their lifetime. For such reasons, effective encapsulation is a
crucial element.
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The most important results about the integration of OLED devices with textiles will be
illustrated below, both for single- ber devices and planar OLEDs (see Tables 3 and 4. The
rst OLED on a single ber was fabricated by O'Connor et al. in 2007 [ 68]. Speci cally, all
layers were deposited via thermal evaporation on a polyimide-coated silica ber, producing
devices with an external quantum ef ciency ( EQE) between 0.07% and 0.15%. Despite
the low ef ciencies and although the device was made on a silica ber and not on a
textile one, the importance of this work lies in the fact that it represents the rst successful
attempt to deposit an OLED on a ber substrate. Another OLED fabricated all-around a
ber was developed by Kwon et al. in 2015 [ 69]. Here, an anode and active layer were
deposited through dip coating to coat the ber concentrically while, for cathode deposition,
LiF/Al were thermally evaporated on the emissive layer. With this new con guration,

a luminance of 1458.8 cd/m? and a current ef ciency (CE) of 3 cd/A were achieved. In
2018, the same group reported another OLED device on a single ber with an inverted
structure [ 70]. The cathode, the electron injection layer (EIL), and the active material were
deposited through dip coating while the hole injection layer (HIL) and the anode were
thermally evaporated. A schematization of the fabrication process is shown in Figure 4a.
This new con guration exhibited a luminance of 11,780 cd/m 2 and CE of 11.1 cd/A.
Additionally, after encapsulation with a 50-nm-thick Al O3 layer, ber devices showed
operating lifetimes of approximately 80 h comparable to the control devices. During the
same year, another OLED device on ber was reported by Ko etal. [ 71]. The mostinteresting
aspect of this work was the employment of a hollow-core ber as a substrate. This choice
allows for the suppression of the wave-guided light loss at the electrode/substrate interface
and avoids the use of additional internal and external light extraction structures (Figure 4d).
Thanks to these advantages, the hollow- ber OLEDs achieved a luminance of 6300 cd/m 2
and CE of 11 cd/A. Moreover, the insertion of an optically active solution into the empty
core of the ber can be exploited to tune the emission wavelength of the device.

An important improvement in ber OLED ef ciencies was achieved by Ko et al. in
2020 [72]. In particular, using a hybrid PEDOT:PSS/Ag ber as a transparent conducting
electrode (TCE) embedded in the polymeric substrate, it was possible to fabricate a ber
OLED characterized by a luminance of 4200 cd/m 2, a CE of 39.6 cd/A, and an EQE of
11.3%, performances comparable to that of the corresponding planar ITO-OLED. In the
same year, the fabrication of quantum-dot light-emitting diodes (QLEDS) on a single ber
was reported by Lee et al. [73]. Using CdSe/ZnS and CdS/ZnS core-shell QDs, devices with
three different emitting colors (red, green, and blue) were obtained with good performances
(340 cd/m 2 at 13 V—blue QLED, 2044 cd/m?2 at 10 V—red QLED, 2240 cd/m? at 10 V—
green QLED). Furthermore, thanks to the mechanical stability of the ber, all QLEDs keep
72% lighting at 90 bending, as is visible in Figure 4c. OLED pixels on stripe-shaped PET
bers were also fabricated and were subsequently assembled with conductive bers to
obtain a passive matrix-based textile [74]. The OLED was based on thermal evaporated
phosphorescent material as an emitting layer and it showed a maximum current ef ciency
of about 46 cd/A. Moreover, the woven OLED textile was stable in water and under
applied tensile force. The most recent work on ber OLEDSs reports about the deposition of
a phosphorescent active layer via dip-coating technique [ 75]. In particular, three different
phosphorescent materials were tested as active layers to prepare phosporescent OLEDs
(phOLEDSs) with three different emitting colors (red, green, and blue). The resulting devices
showed a maximum luminance of 4462, 11,482, and 1199 cd/m? and a CE of 16.3, 60.7, and
16.9 cd/A for red, green, and blue phOLEDSs, respectively. Moreover, after encapsulation
with a 50-nm-thick Al ,O3 layer, these ber phOLEDs showed a storage lifetime longer than
4 days and an operating lifetime longer than 10 h.
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Figure 4. (a) Scheme of OLED fabrication on bers. (b) Integration of a ber-based OLED with a textile. ( c) Device

architecture of the quantum-dot light-emitting diode and pictures of the device in working conditions. (

d) Fabrication

process of the ber-shaped OLED and device pictures. ( &) Reproduced with permission [ 70]. Copyright 2018, American
Chemical Society. (b) Reproduced with permission [ 70]. Copyright 2018, American Chemical Society. (c) Reproduced with
permission [ 73]. Copyright 2020, American Chemical Society. (d) Reproduced with permission [ 71]. Copyright 2018, Royal
Society of Chemistry.

Table 3. Structure and performance of OLEDs on ber.

Year Depos_ltlon Device Structure Performances Ref.
Techniques
0,
2007 Thermal evaporation AUNI/CUPC/NPDIAIG  5/LiF/AI Eqe 0.07 100\'/15 pa0 eg)
Dip coating + thermal . . 1458.8 cd/m?2at 10 V
2015 evaporation PEDOT:PSS/Super Yellow/LiF/Al 3cd/Aat6V [69]
Dip coating + thermal . 11,780 cd/m2 at 10 V
2018 evaporation PEDOT:PSS/ZnO NPs/PEI/Super Yellow/MoO  3/Al 111 cd/A at 5V [70]
. . 6300 cd/m?at 13 V 11
2018 Thermal evaporation ITO/2-TNATA/NPB/Alg  3/LiF/Al cd/Aat12 v [71]
Spin coating + thermal Hybrid ber 4200 cd/m2at 12V,
2020 P eva o?ation TCES/PEDOT:PSS/PVK:TPD:PBD:Ir(mppy) 3/ 39.6 cd/A and 11.3% of [72]
P TPBI/LIF/AI EQEat7V
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Table 3. Cont
Year Device Structure Performances Ref.
340 cd/m 2 at 13 V for
CdS/ZnS (blue QLED)
2020 Dip coating + thermal PEDOT:PSS PH1000/PEDOT:PSS 2044 cd/m2 (red QLED) (73]
Al4083/TFB/QDs/AIZnO/AI and 2240 cd/m 2 (green
QLED) at 10 V for
CdSe/zZnS
. ITO/HAT- 2900 cd/m2 at5V,
2020 Thermal evaporation  ~\ raAbe/TCTA I (ppy)  Hacac/B3PYMPMILIG/A 46 cdIA at 2.4 V [74]
2
PEDOT:PSS/ZnO NPs/PEI/PVK:26DCzppy:Ir(ppy)3 11,482 cd/m®at 6.5 V
Dip coating + thermal (30:30:1 weight ratio)/ TCTA/MoO3/Al—green 60.7 cd/Aat 4.5 V for
2021 the green OLED [75]
PEDOT:PSS/ZnO 4462 cd/im? at7V 16.3
NPs/PEI/PVK:TPBi:Hex-Ir(phg)2acac (25:25:1 weight cd/A at 4.5V for the
ratio)/TCTA/MoO3/Al—red red OLED

1199 cd/m?2at 6V 16.9
cd/A at 4 V for the blue
OLED

PEDOT:PSS/ZnO NPs/PEI/PVK:26DCzppy:Ir(Fppy)3
(30:30:1 weight ratio)/ TCTA/MoO3/Al—blue

As for the fabrication of planar OLEDs on textiles, the rst attempt was reported by
Janietz et al. in 2013 [f6]. Speci cally, 1 cm 2 orange and green OLEDs were integrated into
textiles like spacer warp knitting. The green and orange OLEDs showed a brightness of
1900 and 1100 cd/m? and CE of 11.3 and 2.5 cd/A, respectively. Nevertheless, despite the
good ef ciencies, both OLEDs were not deposited directly on fabric but just integrated
after their fabrication. To the best of our knowledge, the rst OLED fabricated directly on a
fabric substrate was produced by researchers of KAIST in 2013 [77]. An all top-emitting
OLED was deposited through thermal evaporation on a plain-woven fabric made of
polyester bers. Before OLED fabrication, the fabric surface was planarized by depositing
two polymeric ductile materials, polyurethane (PU) and poly(vinyl alcohol) (PVA), via
lamination and spin coating. Thanks to the planarization, a reduction of the roughness
from 10 mto 0.386 m was reported. OLEDs fabricated on planarized fabric showed a
luminance of 7000 cd/m 2 and CE of around 8 cd/A, comparable with performances of the
devices fabricated on glass substrates. In 2014, the same group proposed another OLED
device fabricated on textiles with an improved planarization process and a multilayer of
3.5 dyads of aluminum oxide (Al ,O3) and PVA for the encapsulation [ 78]. They reported a
planarization technique employing two layers of PU at low and high viscosity to reduce
the large-scale roughness and to ensure a at surface. The device was obtained via thermal
evaporation, and 2 dyads of NPB (N,N 2Di(1-naphthyl)-N,N 2diphenyl-(1,1 %biphenyl)-
4,4%diamine) and WO 3 were deposited as a capping and protective layer on top of the
device. Al,0O3 and PVA were deposited via atomic layer deposition (ALD) and spin
coating, respectively. The OLEDs reached a current ef ciency of 3 cd/A and luminance
of 2000 cd/m 2 with similar performance after 400 h in ambient air, proving the good
performance of the encapsulation layer. The same OLED, with the same encapsulation and
planarization layer, was also proposed with a new capping/protective dyad composed by
NPB and ZnS [79]. ZnS was selected because can be deposited in situ while developing the
OLED, it also acts as a moisture barrier, and, thanks to its refractive index (~2.3), allows
for a high light extraction in the nal OLEDs. The resulting devices reached a maximum
luminance of ~1500 cd/m 2 and a maximum current ef ciency of ~5 cd/A. Moreover,
the barrier properties of the encapsulating multilayer (WVTR = 1.8 10 °g/m ?/day at
30 C and 90% RH) ensured good performances after 3500 h in ambient air. The same
technology was also used to develop a bottom emitting OLED by depositing the anode
(PEDOT:PSS) and the active layer (Super Yellow) through spin coating, allowing for the
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device to partially overcome the disadvantages of thermal evaporation, which is expensive
and requires a high vacuum [ 80]. The result is an OLED with a maximum luminous
ef ciency and maximum power ef ciency of 9.72 cd/A and 7.17 Im/W, respectively, which

are approximately 20% lower than those found on the glass reference. An OLED based
on a phosphorescent emitting material was also fabricated on planarized fabric (Figure
5a) with a luminance of ~93,000 cd/m 2 and CE of ~49 cd/A [ 81]. In the study, researchers
also reported a new multibarrier encapsulation composed of Al ,03 and a soft silane-based
polymer that provides an excellent optical transmittance (>90% in the visible region) and an
outstanding water vapor transmission rate (WVTR) of 10 © g/m 2/day, nearly identical to
that of commercial glass lids. The WVTR of the multilayer barrier remains almost unvaried
after 1000 cyclic bends with a radius of 2 cm. Researchers of KAIST also reported a new
approach for the fabrication of OLEDs on textiles by using an ultrathin planarization layer
and a strain buffer [ 82]. In particular, they used a new surface-replicating method with a
sacri cial layer to obtain a surface with the same atness of glass. All the phases of the
planarization process are shown in Figure 5d. Thanks to this planarization process it is
possible to fabricated OLEDs on every kind of textile with performances comparable to
that obtained on glass. Additionally, thanks to the Al ,03/ZnO encapsulation multilayer
that showed a WVTR of 7.87 10 ¢ g/m 2/day, the textile OLEDs can retain more than
90% of their luminance after 200 min underwater.

Figure 5. (a) Schematic illustration of the fabric-based OLED with planarization and encapsulation multilayer. (  b) Fabric
planarization process by using a polymer Im and a glass substrate, SEM picture of the fabric and AFM image of the
planarized fabric, photographs of the OLED device on fabric at different driving voltages and under bending conditions.
(c) Scheme of the fabrication process of a textile/PLED/textile structure. ( d) Representation of a planarization process
based on a replicating method with a sacri cial layer and pictures of OLEDs fabricated on different kinds of planarized
textiles. (a) Reproduced under the terms of the CC BY 4.0 license [B1]. (b) Reproduced with permission [ 83]. Copyright
2020, Elsevier. €) Reproduced with permission [ 84]. Copyright 2016, Elsevier. (d) Reproduced under the terms of the CC

BY 4.0 license [82].
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A different approach for fabric planarization was reported by the group of Hong-
Bo Sun in 2017 B5. A commercially available photopolymer was deposited via spin
coating on top of a silk substrate, providing a good surface morphology (root mean square
(RMS) = 0.682 nm) but also high exibility and mechanical robustness. The device on
top of a planarized silk substrate was deposited via thermal evaporation by using an
iridium complex as an emitting material and the OLED showed a maximum luminance
and current ef ciency of 45,545 cd/m 2 and 37.7 cd/A, respectively. Additionally, not only
were OLED emission results uniform and defectless, but even after 100 bending cycles
no deterioration in luminance and ef ciency was observed. The same group improved
the performance of the planarization layer by using the same photopolymer previously
reported but with a new template-stripping deposition process [ 86]. They fabricated an
OLED on the planarized textile, characterized by a luminance of 15,000 cd/m 2 and CE of
around 78 cd/A and outstanding bending stability. The variations of luminance and CE are
only 1.7% and 8%, respectively, after 1000 bending cycles at a 1 mm bending radius, which
is the best bending stability reported so far. These performances, comparable with those
of conventional planar devices, can be ascribed to the at and smooth planarization layer.
They also reported a highly transparent OLED on planarized nylon by using ultrathin
metal Ims as an anode and cathode and by employing a capping layer of NPB [ 83]. With
this new architecture, the device reached a maximum luminance larger than 10,000 cd/m 2
and a CE of 16.7 cd/A. Unfortunately, due to the small thickness of the metal electrodes
(7 nm of Au anode and 9 nm of Ag cathode), the OLED has poor bending stability and
degrades quickly after few bending cycles.

An innovative and environmentally friendly textile substrate for OLED integration
was developed by Park et al., and it was based on a keratin/PVA nano ber mixture [ 84].
The fabric exhibited high optical transparency (transmittance of ~85% at =550 nm) and
surface roughness with an RMS of 142.7 nm and an arithmetical mean height (Ra) of
104.2 nm. OLEDs fabricated on PET were sandwiched between two sheets of biocompatible
fabric (Figure 5¢) and in these conditions the device exhibited a luminance of 2781 cd/m 2,
2430 cd/m?, and 6305 cd/m? and maximum current ef ciency of 0.29 cd/A, 0.10 cd/A,
and 0.38 cd/A for white, red, and yellow emissions, respectively. Although the device was
not directly fabricated on top of the textile substrate, this result is interesting for the future
development of eco-friendly textile electronic devices.

A well-performing encapsulation process for textile-based organic device fabrication
was recently proposed by Jeong et al. [87]. The encapsulation consists of a hano-strati ed
barrier with an SiO , polymer composite, and it was obtained by using ALD and spin-
coating techniques. A polymeric solar cell and an OLED were fabricated on the barrier-
coated textile, and they preserved almost the same initial performances after several
washing tests.

Not only simple OLED devices but also active-matrix organic light-emitting diodes
(AMOLEDS) can be integrated with textiles and such technology is particularly promising
for display applications. Kim and Song proposed an AMOLED on textile device in 2016 [ 88§].
Both organic thin Im transistors (OTFTs) and OLEDs were fabricated on PET fabric
previously planarized by using polyurethane (PU) and photo-acrylic (PA) Ims. All OTFT
and OLED layers were evaporated and patterned by a lift-off process, except for the OTFTs'
active material (speci cally, TIPS-pentacene), which was inkjet-printed. As result, the OTFT
mobility was 0.34 cm?/V and the OLED luminance was 64,459 cd/m 2 at 12 V. Kim and
Song recently reported another AMOLED device with improved performance [ 89. A high
mobility of 0.98 cm 2/V was achieved by using carbon nanotube/Au electrodes and the
photo-acryl as a dielectric. Moreover, a protective layer composed of PVA and PA was
used to improve the stability of devices. Indeed, after 20 days in air, the luminance of the
encapsulated device decreased to 64%, while that of the bare device decreased to 54%.

In conclusion, OLEDs are well-performing light-emitting devices for textile integration.
Nonetheless, some practical aspects need to be fully addressed for commercial applica-
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tion. Indeed, the performance and manufacturing costs of the encapsulation barrier layer
represent, at the moment, the main challenge.

Table 4. Structure and performance of OLEDs on textiles.

Year Depos_mon Device Structure Performances Ref.
Techniques
2013 Thermal evaporation Ag/WO 3/NPB/Alg 3/Lig/Al/Ag/NPB 7000 cd/m2 and 8 cd/A at 6 V [77]
. , 2000 cd/m?at 7.5 V
2014 Thermal evaporation Al/Lig/Alg  3/NPB/WO 3/Ag 3 cd/A at 6.5V [78]
Spin coating + thermal . : . 5000 cd/m2 at 6 V. 9.72 cd/A
2015 evaporation PEDOT:PSS/Super Yellow(PDY-132)/LiF/Al at5.5V7.17 Im/W at4 V. [80]
. Ag/HAT-CN/NPB/TAPC/CBP: 2
2015 thermal evaporation Ir(ppY) 5/ TPBIILIF/A 64,459 cd/m< at 12 V [88]
2781cd/m? at 13V
0.29 cd/A at 13 V for the white
OLED;
2
so1g  SPincoating + thermal  ITO/PEDOT:PSS/emission polymer(SPw-111,  233000M° ati0v. 841
evaporation PDY-132, and SPR-001)/LiF/Al ' OLED:
6305 cd/m?at 11V
0.38 cd/A at 11 V for the
yellow OLED
2
2016 Thermal evaporation Al/Lig/Alg 3/NPB/WO 3/Ag 1500 cd/m ar\1;j 5cd/iAat8.s [79]
45,545 cd/m? at
. 0 ,
2017 Thermal evaporation AgIMoO V\sli)l\/l_llffgi?gg’/)_\lr(ppy)3(6 % 105V [85]
g 37.7cd/Aat 7.5V
. Al/Lig/TPBI/CBP: Ir(ppy) 3(8% 93,000 cd/m?2at 14 V 49 cd/A
2017 Thermal evaporation WINPB/MOO  4/Ag at12 Vv [81]
2018 ~ SPincoating + thermal Ag/PEDOT:PSS/Super Yellow/Ca/Ag n.a. [90]
evaporation
1660 cd/m 2 and
2019 Thermal evaporation Al/Lig/Bebqg »:Ir(piq) 3/NPB/MoO 3/Ag 19 cd/Aat [87]
8.71 mA/cm 2
, 23,673 cd/m2at 7 V (bare
2019 Thermal evaporation AQ{EAT;:’\;_/FI\;FI;?/E?;C&Q:BP OLED)16,636 cd/m2at7 V [89]
PPY) 3 9 (encapsulated OLED)
. Ag/MoO 3/NPB/CBP: 15,000 cd/m?2at 8 VV 78 cd/A at
2020 Thermal evaporation Ir(bt) ,(acac)/ TPBI/CalAg 6V [86]
17,900 cd/m? at 10 V
12.4 cd/A at 4 V (anode side);
15,300 cd/m? at 10 12.8 cd/A
. o )
2020 Thermal evaporation AUMOOG 5/NPB/mCP: Ir(ppy) - 5(6% at 4V (cathode side); [83]
wt)/TPBIi/Ca/Ag :
total current ef ciency of the
transparent OLED 25.2 cd/A
at4Vv
Thermal evaporation + NPB/Ag/MoO 3/NPB/Alq 3/Lig/Al About 7000 cd/m 2 at 5.5V
2020 P ZnS/Ag/ZnO/PEI/ Super (OLED); [82]

spin coating

Yellow(PDY-132)/MoO 3/Ag/NPB

10,000 cd/m2 at 5.5 V (PLED)
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2.4. LEC Devices

Light electrochemical cells (LECs) are an evolution of OLED devices; in the mid-1990s
Peiand co-workers discovered such new technologies by modifying the emissive layer of
a polymeric OLED by adding mobile ions and a solid electrolyte and they explained the
charge injection from the electrodes as a redox electrochemical process 91]. In addition to
conjugate polymers, this kind of phenomenon was observed also for ionic transition metal
complexes, so we can distinguish between pLECs (polymeric LEC) and iTMC-LECSs (ionic
transition metal complexes LECs) [92]. When an external bias is applied, the electrical
eld induces a redistribution of the ions; in particular anions and cations migrate towards
the corresponding electrodes with the formation of an electric double layer (EDL) at the
interface between the electrode and the active layer. In particular, when the applied voltage
is low, the carrier injection from the electrodes is limited, the ions drift is predominant and
induces the formation of the EDL, while the central part of the active layer remains eld-
free; in these conditions, the device shows low luminance values. When the bias increases,
more electrical charges are injected into the organic layer, inducing redox processes. The
new charge species are stabilized by the ions located at the organic layer/electrode interface
with the formation of doped zones; the result is analogous to a pin OLED structure (Figure
1d) [92]). The doping can improve the charge injection from the electrodes because it
induces a band bending of the HOMO (Highest Occupied Molecular Orbital) and LUMO
(Lowest Unoccupied Molecular Orbital) levels towards the Fermi level. Considering the
improved charge injection, every kind of electrode can be used in LEC structure without
concerns related to the work function level. The architecture of a LEC device is very simple
and includes an active layer (composed of electroluminescent material, ions, and a solid
electrolyte) sandwiched between two electrodes, of which at least one is transparent (Figure
1d). The active layer can be easily deposited by solution processes and higher thicknesses
can be used with an improvement in the mechanical stability and less concerns related to
short circuits; high stable and non-reactive electrodes can be used without degradation
problems. On the other hand, if the in-situ doping process is not properly controlled, the
doped regions may continue to grow towards each other until they meet at the center of
the device. This effect causes a quenching process and a drastic reduction of luminance.
The migration of the doped zones is strongly related to the electronic and ionic mobility of
the active layer, the applied bias, and the thickness of the active layer. All of these factors
should be evaluated to optimize device performances. The ionic mobility also in uences
the switch on voltage and time. The latter can assume values between few milliseconds to
several hours and for such reason, LEC technology is not suitable for display applications.

Some attempts to integrate this technology with fabrics have been carried out in recent
years, although the results are still limited and not comparable with those achieved by the
other technologies already discussed. In 2012, a single electroluminescent ber based on an
iTMC was developed by using a co-electrospinning technique as reported in Figure 6a [ 93].
The device architecture is also illustrated in Figure 6a and consists of a Galinstan liquid
metal core, an iTMC based electroluminescent layer, and an ITO coating. The ber-based
light-emitting device showed a turn-on voltage of 4.2 V, uniform light emission, and has
great potential for textile integration thanks to its exibility, conformability, and lightweight.

A different approach for the fabrication of LEC devices on single ber was developed by the
group of H. Peng [ 94,95]. Starting from a metal wire-based cathode, ZnO and a polymeric
electroluminescent layer were deposited by dip coating and nally, a carbon nanotube
sheet wrapped around the coated wire was used as a transparent anode [94]. The CNT
sheet was obtained by a dry-drawing process starting from a CNT array synthesized by
chemical vapor deposition; it shows high transmittance and electrical conductivity around
102-103 S/cm which remain almost unvaried after 1000 bending cycles. The device reached
a luminance value of about 600 cd/m 2 and an ef ciency of 0.83 cd/A. The ber-based LEC
device was also fabricated by using the CNT sheet both as cathode and anode layer as you
can see in Figure 6b; in this case, smaller luminance and ef ciency values (505 cd/m 2 and
0.51 cd/A) were reported compared to the previous device with the CNT sheet only as
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a cathode [95]. A LEC device was also developed as a planar device on textile by using
a spray-coating deposition [ 96]. The fabric was composed of conductive and polymeric
bers embedded in a polyurethane matrix and the thickness of the PU matrix was designed
to have conductive bumps on the surfaces as electrical contact of the light-emitting device.
On top of the textile, PEDOT:PSS, active layer, and aluminum were deposited to fabricate
the device that showed high luminance (>4000 cd/m 2) and good ef ciency (3.4 cd/A).
Spray coating was also employed to obtain all solution-based LECs (bottom electrode—
active layer—top electrode) on standard polyester cotton textile previously planarized by
using a UV curable PU resin [97]. The obtained performances are poor, but this result
is really interesting for the development of all solution-based devices toward a low-cost
fabrication process.

As previously mentioned, the possibility to use high stable electrodes without charge
injection problems is a great advantage for this kind of light-emitting architecture, com-
pared to OLED devices. In particular, silver electrodes can be easily obtained by solution
processes by using silver nanoparticles or nanowires with the possibility to fabricate all
solution-based low-cost light-emitting devices on textile and other kinds of innovative
substrates [98-100. On the other hand, further efforts are needed to optimize the electro-
optical characteristics of LEC devices.

Figure 6. (a) Architecture of an electroluminescent ber based on an ionic transition-metal complex (iTMCs) and scheme
of the co-electrospinning setup. (b) Scheme of the fabrication process of a ber-based-LEC. (@) Reproduced with permis-
sion [93]. Copyright 2012, American Chemical Society. (b) Reproduced with permission [ 95]. Copyright 2015, Royal Society

of Chemistry.

2.5. POFs

Since the 1960s, optical bers have been known for light transmission and commu-
nications [101]. Optical bers are very interesting for wearable applications thanks to
their similarity with traditional textile bers, and for such reason they can be processed
for fabric weaving as standard textile yarns [ 10Z. In particular, polymeric optical bers
(POFs) are very promising for textile integration thanks to their exibility, light weight
and low cost, although they do not reach the performance levels of traditional glass bers
in terms of propagation losses and data transmission capacity [ 102. A typical optical
ber is composed of a central region, the core, and by an external region, the cladding;
the refractive index of the core is higher than that of the cladding. The POF is fabricated
by two principal techniques: drawing form preforms and extrusion [ 103, and typically
employed polymers for their fabrication are PMMA, polystyrene, and polycarbonates for
the core, while the cladding is usually composed of uorinated polymers|[ 104. APOFis a
cylindrical dielectric waveguide usually employed to transport light between the two ends
of the ber by exploiting the total internal re ection phenomenon (distal-end-emitting
optical bers). Side emission can occur in speci ¢ conditions and such technology can have
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great opportunities for large-area lighting. Two main approaches are usually employed
to obtain side emission: microperforations of the ber or macrobending, as shown in
Figure 1e[102. Indeed, the microperforation and the damaging of the cladding induce
light scattering and leakage through the cracks. Microperforation can be obtained by using
different methods: notching [ 10510€], abrasion [105106], laser micromachining [ 107,108,
surface chemical etching [106109, etc. In 2003, Harlin et al. obtained light-emitting tex-
tiles with a conventional weaving machine by using polycarbonate bers, and different
mechanical methods were tested to induce microperforations [ 105. Konkar et al. com-
pared a mechanical and a chemical treatment to obtain side-emitting POFs, and it was
demonstrated that the chemical etching ensures better control [ 109. In general, mechanical
methods are considered more aggressive since they can cause damage to the bers with a
weakening of the core structures. To improve the robustness after mechanical treatments,
polymeric overcoats can be deposited [106]. Anyway, mechanical treatments cannot be
precisely controlled and they are not reproducible, as a result, the light distribution is not
uniform and different from sample to sample. The laser treatment is more precise than
mechanical and chemical treatments and it can also be employed to obtain speci c patterns,
as reported by Shen et al. [L07]. Side emission from optical bers can also be obtained via
macrobending in a way to have a propagation angle higher than the critical angle and light
emission out of the ber. Different from the microperforation approach, no modi cation is
necessary to the structure of the optical bers, and it is suf cient to design speci ¢ embroi-
dery or weaving architectures during the textile manufacturing to obtain side emission. In
particular, the absence of post-treatment of the ber can be considered an important aspect
for the reduction of the cost. On the other hand, the intensity of the light emission in the
macro-bending approach is very sensitive to the bent radius and it is necessary to ensure
that a constant bending radius is maintained in the whole textile also when it is worn.
For this purpose, Wang et al. reported a theoretical equation to quantify the correlation
between the light emission ef ciency and the bending radius of POFs [ 11(0. Although it
is essential to control the bending radius of the ber to have a good lateral emission, it is
important to avoid abrupt folding or bending of the ber that can cause breakage and affect
the light emission uniformity. To avoid the risk of breakage, weaving is usually preferred
compared to knitting. Therefore, with the appropriate precautions, side-emitting POFs
can be processed to form any type of fabric in combination with traditional yarns, and the
result is a textile with good tactility and comfort. To obtain light-emitting textiles from
lateral-emitting POFs, they are connected to external light sources together with a power
source and a motherboard. LEDs are usually employed as lightweight light sources that
can be connected at each end of the ber to obtain an intense and uniform light emission.
Indeed, if the LED is connected only at one end of the ber, the light emission decreases
progressively along the ber. The motherboard can also be designed to incorporate sensors
and programs to obtain different illumination and interactive effects. All these external
elements are small and lightweight, and they do not affect the portability of the garments.
Differently from light-emitting textiles obtained using LEDs, the light emission from POFs

is not point-like and so it is possible to have a large area of emission. On the other hand,
the emission area is not uniform as it is for planar light-emitting devices fabricated on
textiles. Anyway, side-emitting POFs represent a robust, stable, and low-cost technology
for light-emitting textiles that is already on the market.

3. Health and Environmental Concerns

The integration of electroluminescent devices with textiles raises some issues related
to health and environmental concerns that should be considered for correct and safe use.
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The ACEL devices are among the safest electroluminescent devices in terms of their
chemical composition. Biocompatible polymers such as polyvinylpyrrolidone (PVP) and
PDMS are largely employed as dielectrics in ACEL devices. As for phosphors, they are
composed of a host material and a dopant. Typically, hosts are oxides, nitrides, sul des, or
selenides of zinc, cadmium, manganese, aluminum etc. Although some of these compounds
can be toxic, copper-doped ZnS is the most used one, and is currently used in glow-in-the-
dark toys.

Regarding LEDs, they can contain arsenic, gallium, indium, antimony etc. which
can cause human and ecological toxicity effects [111]. Researchers from the University of
California tested the toxicity of different kinds of LEDs by using a standardized leachability
test and they observed that all the above-mentioned elements are below the threshold
limit, according to California State regulations, while copper, lead, and nickel are above
legal limits [ 117]. Such metals are usually employed in ancillary technologies such as
wires, solders, glues etc., and they represent the main contribution to the total hazard
potential. Moreover, such ancillary technologies are employed in all the device architectures
mentioned in this review and this aspect should be considered in terms of potential toxicity.

As for OLED devices, a recent study compared the environmental impact of OLED
technology with speci ¢ concern given to displays [ 113. Of course, such a kind of ap-
plication is quite different form the e-textile one, but it provides some indications. In
particular, it was reported that silver, chromium, beryllium, and copper exceed legal limits
in a leachbility test. Unfortunately, most of organic materials used in OLED and other
organic-based light-emitting technologies (e.g., LECs) have not yet been tested and further
studies are necessary to assess their environmental and health impacts.

No reports are available about the effect of such devices to human health. Anyway, all
of them need an appropriate packaging and encapsulation to protect them from environ-
mental agents and mechanical stress so there is no direct contact between the device and
the wearer. Any effects related to the diffusion of potentially dangerous materials toward
the skin could be then eliminated and/or minimized.

In light of the considerations reported, all the electroluminescent devices must be
disposed in an appropriate way at the end of their life as they are potentially harmful to
the environment.

4. Applications

The integration of light-emitting devices with fabrics is interesting for numerous
applications in different areas. Light-emitting clothes can be used for the fashion industry
and artistic exhibition but also for visual communications such as promotional events
and visibility improvement in low-light conditions. Light emission gives a new look to
our clothes and at the same time can be exploited to communicate with viewers. Both
academia and industry are working in this application eld. Shenzhen Fashion Luminous
Technology Co. Ltd. is a Chinese company that was established in 2013 and it is specialized
in the manufacturing of light-emitting optical- ber-based fabrics and clothing. DreamLux
is an Italian company that developed a light-emitting textile (LumiGram ®) based on side-
emitting optical bers and it provides ready-for-use “Luminous Panels” composed of a
piece of fabric (optical and traditional bers), LEDs, and a power supply. Another example
of light-emitting clothes was reported by Philips in 2006; Lumalive is a technology based
on exible LED arrays located beneath the outer fabric. This lighting system does not
compromise the softness of the cloths and it can be easily removed when you want to
wash the garments. The American startup Lumenus developed smart clothes and other
accessories for runners and cyclists based on LEDs. A similar product was created by
researchers at the Taiwan Textile Research Institute in collaboration with PEGA D&E and it
consists of a cycling jacket integrated with LED yarns (LaightFairy). CuteCircuit is another
company that has created many illuminating costumes based on LEDs. Recently, Tan
explored the challenges related to the designing of POF-based textiles for the creation
of dynamic fashions [ 114. In the same eld, researchers of electronic engineering and
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fashion design departments at Kookmin University published a study where they reported
some technical and design guidelines for LED integration into textiles and they also
developed some prototypes [115. Hardy et al. demonstrated the possibility of integrating,
via embroidering technique, a non-stretchable LED yarn with stretch fabric for a carnival
costume (Figure 7d) [116]. A digital watch display [ 117 and a matrix display [ 118 on fabric
were also fabricated by exploiting the ACEL architecture and screen-printing deposition
technique.

Sensing is another possible application area for light-emitting textiles as both input
and output elements. Textile is the closest layer to our body, and for such reason it is the
ideal substrate for sensor integration for physiological monitoring; at the same time, clothes
are ubiquitous in everyday life and they can be used as supports for portable environmental
sensors useful to preserve our health and our quality of life. Cherenack et al. reported in
2010 on a combination of temperature and humidity sensors with LEDs as visual indicators
on textile [51]. A prototype of smart clothing designed for construction worker safety was
demonstrated in 2015. It consists of a temperature sensor with a light emission (LED) and
an acoustic alerting system when abnormal temperatures are recorded [119. In 2017, Liu
et al. reported a textile pressure sensor for monitoring physiological signals and human
motion with a real-time visual response provided by an LED [ 2]. LEDs have also been
integrated with photodiodes for arterial oxygen saturation (Figure 7b) [ 12( and heart
rate [121] monitoring (Figure 7a). POFs can also be used as sensors by exploiting two dif-
ferent approaches: wavelength modulation or intensity modulation. Bragg-grating-based
bers are usually employed for wavelength modulation. When an incident broad band
light enters the gratings, a speci c wavelength is re ected that is equal to 2n D, where n is
the refractive index and D is the grating pitch [ 102. As a consequence of external signals
such as temperature and strains, both the n and D change and so the re ected wavelength
and its variation can be exploited in sensing applications [ 122-124]. Regarding the intensity
modulation, in this case the light intensity can be lost by defects and geometrical perturba-
tion of the ber axis and it can be related to external signals that can be monitored [ 124).
POF-based sensors have been largely employed for monitoring of breathing [ 125-128,
plantar pressure and temperature monitoring [ 129, and monitoring of oxygen saturation
of hemoglobin [130]; more details can be found in different reviews [102,104,131].

Finally, light-emitting textiles can be used for light therapy. Indeed, light has been
largely applied in clinical practice for disease treatments, pain relief, tissue repair, and
so on [132133. Textiles can improve user acceptance thanks to their conformability and
the possibility to fabricate portable light-emitting fabrics. Furthermore, since the textile is
very close to the skin, this reduces the amount of light that is lost and makes the treatment
more effective. In 2013, a textile based on side-emitting POFs obtained via weaving was
tested during in vitro experiments that demonstrated a signi cant increase in collagen
production in human broblasts irradiated by the fabric [ 134. Koncar worked on the
development of textile light diffusers by exploiting the macro-bending of POFs with ho-
mogenous light emission and exibility, obtaining suitable performances for photodynamic
therapy [ 135136, and such technology has been recently tested both during in vitro and
in vivo experiments [137. LEDs have also been integrated with textiles for light ther-
apy; researchers from Ghent University demonstrated an LED-based textile that delivers
breathability, excellent mechanical compliance, and good irradiance without excessive
thermal heating [ 138. All the applications illustrated here can greatly improve the quality
of our lives and so all the research results will be essential for future development and
improvement.
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Figure 7. (a) Scheme of the PD/LED yarn system for heart rate detection and picture of the comparison between the e-yarn

system and a commercial one. (o) Schematic representation of a textile-based sensor with two photodiode strips, two

LED strips, and a bus bar strip, for near-infrared spectroscopy. ( ¢) Picture of a photodynamic therapy session by using a
POF-based light-emitting textile at 635 nm. (d) Carnival costume integrated with LEDs. ( a) Reproduced under the terms of
the CC BY 4.0 license 121]. (b) Reproduced with permission [ 12(. Copyright 2013, The Optical Society. (c) Reproduced
under the terms of the CC BY 4.0 license [137]. fl) Reproduced under the terms of the CC BY 4.0 license [116].

5. Conclusions

Light emission is a very interesting functionality that can be integrated with textiles for
applications in different elds: fashion and artistic performances, visual communications,
sensing, and light therapy. Different technologies can be useful for this purpose, and they
have been reported in this review. Light-emitting devices can be directly fabricated on
bers and planar textiles in the form of ACELs, OLEDSs, and LECs.

Although electroluminescent bers could in principle be employed directly by using
weaving, knitting, and embroidering techniques, the fabrication on a single ber requires
the preparation of numerous devices and the design of a speci ¢ production line. Moreover,
it is fundamental that the bers are able to withstand the mechanical stress required by
fabric processing. On the other hand, the manufacturing of planar electroluminescent tex-
tiles is preferable from a practical and economical point of view. Indeed, large-area planar
devices can be developed directly on textiles in a single-step process, such as for devices
on top of standard exible substrates (e.g., PET). In this case, a further planarization step
could be necessary to reduce surface roughness and to ensure proper operation conditions.

Of course, each device typology has positive aspects and disadvantages. ACEL devices
can be easily deposited via solution-based processes by using commercially available inks.
Different highly scalable deposition techniques have been developed with good results,
such as screen printing, slot-die coating, dispensing printing, etc. Unfortunately, such
devices show a maximum luminance of few hundreds cd/m 2 and a very high driving
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voltage (higher than 100 V) is usually employed; in particular, this last aspect can be
considered hazardous for wearable applications.

Textile-based OLEDs show very high luminance and current ef ciency and they are
fabricated by using both thermal evaporation and solution-based deposition processes.
However, thermal evaporation is the most used deposition technique, although it is expen-
sive and not scalable. For such reasons, all solution-based OLED devices are a very hot
topic in this eld. Planarization and encapsulation represent two critical issues that must be
addressed for the future development of this technology. Different kinds of planarization
processes have been developed based on various polymeric materials. Encapsulation is
necessary to avoid the reaction between the device and external agents (e.g., water and
oxygen) that cause degradation. Typical exible encapsulation consists of a multilayer of
inorganic and organic materials deposited via atomic layer deposition (ALD) and solution
processes, respectively. WVTR values close to that of glass lids (10 ® g/m 2/day) have been
achieved on textiles with good stability results.

LECs have a device architecture similar to that of OLEDs but with two important
differences: the device thickness is higher than that of OLED and so there are less concerns
about short circuits; the work function of electrodes is not important for the charge injection
and so high stable electrodes can be used so the entire device is also more stable. Despite
these advantages over OLED devices, LECs do not show the excellent electro-optical
performances reported for OLEDs, and only few examples of textile-based LECs are
reported in the literature.

Inorganic LEDs are another option for the development of light-emitting textiles, but
in contrast to OLEDs they are rigid and point-like devices and for such reason they are not
the ideal candidates. At the same time, LEDs show very high performance and stability
and this technology is commercially available. LEDs have been integrated with textiles by
simply attaching them on textile-based electrical circuits or by embedding the device into
the ber, improving the mechanical robustness of the e-textile.

All the mentioned technologies consist of light-emitting devices integrated directly
with textiles; however, it is possible to convey the light inside the fabric using polymeric
optical bers. Side emission can be obtained by using two different approaches, microp-
erforation and macrobending. These bers, coupled with LEDs, can be integrated with
traditional bers to obtain light-emitting textiles. LEDs and POFs are the most mature
technologies among those mentioned in this review and they are already used in real
applications. In any case, research is very active in this eld and there will be important
progress in the near future.
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and tightly woven; at the same time, they form multiple lamellae in the stroma and
hexagonal lattice in Descemet's membrane [2]. This unique microarchitecture, on the one
hand, maintains corneal shape, and on the other hand ensures transparency, these two
factors being essential for proper light refraction [1].

Various mechanical, chemical or thermal traumatic factors can impair cornea integrity
and homogeneity [ 1]. The corneal epithelium, the outermost layer of the cornea, undergoes
constant self-renewal due to the proliferation and migration of populations of the progen-
itor limbus cells located at the cornea and sclera border [ 3], and has good regenerative
properties, allowing self-healing of super cial corneal injuries. However, deeper corneal
damage can lead to severe vision impairment, requiring a corneal transplant.

Currently, the only approved treatment strategy for cornea | damage is keratoplasty [2,3].
However, the lack of donor tissue, transplant rejection, an d various complications following
the surgery significantly reduce the effectiveness of the p rocedure [4,5]. In recent years, in
order to solve the problem of cornea allograft deficiency, a ttention had been drawn to artificial
cornea manufacturing using various tissue engineering app roaches [6].

Despite signi cant advances, the engineering of corneal tissue still faces many lim-
itations and has a number of disadvantages [7]. One of the main limitations of arti cial
corneal transplants is poor integration with native host tissues and high rejection rates
due to various immune responses in native corneal tissues, which are especially acute
in the damaged area [8]. The problems of interactions between a tissue-engineered (TE)
graft and the host microenvironment will be further discussed in this review, as well as the
recent studies on the multiple molecular mechanisms modulating the processes of healing,
in ammation, and remodeling of the extracellular matrix (ECM) [ 9] and cell death [ 10-12)].

State-of-the-art nanotechnology-based methods seem to be able to help in modulating
these molecular mechanisms that are crucial for successful graft integration, thus helping
to overcome some existing drawbacks in corneal tissue engineering. Current research on
corneal regeneration by the means of hanotechnology and nanomedicine implies the use of
nanocarriers for drug delivery, gene therapy agents [ 13], etc., as well as the use of nanostruc-
tured matrices to improve cell adhesion and proliferation. Many studies were devoted to
the development of effective strategies for intracorneal nanomaterial (NM)-based delivery
of various biomolecules, such as DNA [ 14, antibodies [15], peptides [16], and therapeutic
agents [17]. In addition, extensive research has been conducted in the eld of “smart”
biocompatible nanoscaffolds, implying synthetic and semi-synthetic biomaterials [ 18] with
desired properties and customizable structures designed for speci ¢ tasks.

Modulating molecular interactions between native cells and the transplanted bioma-
terial through various physicochemical [ 19] and nanotechnological [ 20] approaches will
help to guide the healing processes in the damaged corneal tissues and improve clinical
outcomes in patients with corneal injuries and diseases.

2. Corneal Tissue Engineering

With the background of restricted possibilities of traditional methods for cornea
regeneration, transplantation, and hardly accessible donor cornea, novel methods are in
high demand. The implementation of biomaterials opens a new eld in approaches to
cornea regeneration.

2.1. Different Approaches for Cornea Replacement

The widespread technique of organ replacement with xenogenic, decellularized, ECM-
enriched matrices allows for the preservation of the native composition and anatomy
of the target tissue. Such matrices usually do not contain any cells, but support the
regeneration of host cells. The mechanical and optical properties of the decellularized
cornea (DC) are similar to the native one [21,22]. Another example of a decellularized
matrix for cornea regeneration is an amniotic membrane (AM). An AM has a three-layered
structure that resembles the corneal epithelium structure and has great regenerative and
anti-in ammatory properties [ 23]. However, both DC and AM have strong disadvantages
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as a cornea analog. These include the possibility of a strong immune response to remaining
collagen brils, the possible transmission of infectious diseases, changes in stroma structure,
transparency and biomechanical stability during the material preparation, and lack of
complete re-cellularization after implantation [23-27].

The polar opposite approach implies the creation of a native-resembling environment
de novo. Unique properties of either synthetic or natural biomaterials often provide
tunability required for cornea regeneration. For instance, brin glue is used to restore
corneal integrity after frequent intraoperative and postoperative corneal traumas and
perforations [ 28,29]. A chemically modi ed UV crosslinkable material based on Gel CORE
gelatin has been developed which mimics the natural stiffness of the cornea and is highly
adhesive, cytocompatible, and biodegradable. The hydrogel was able to seal corneal
defects without the need for suturing and promoted re-epithelialization of the corneal
surface [30]. Clinically available synthetic corneas are widely used to replace donor ones,
including keratoprosthesis (KPro made from poly (methyl methacrylate) (PMMA) [ 31]
and AlphaCor ™ poly (2-hydroxyethyl methacrylate) (PHEMA) [ 32]. However, natural
biomaterials such as brin and gelatin often face rapid degradation rates, weak mechanical
properties, and can act as a physical barrier for the migrating epithelial cells [ 33,34]. Serious
side effects of arti cial corneas based on synthetic matrices were reported, among them
an acute foreign body response and hyperacidity of degradation products, which lead to
corneal scarring [35].

To overcome existing obstacles, numerous approaches for the modi cation of biomate-
rials can be applied. ECM-containing matrices can be “strengthened” by crosslinking [ 36]
or by combining with other materials, such as PCL nano bers [ 37]. To improve biocompati-
bility, synthetic materials are also combined with natural biopolymers, e.g., PCL combined
with collagen, gelatin, or chitosan [ 35,38-40]. Therefore, the combination of various bioma-
terials is the most promising strategy for cornea regeneration in terms of biocompatibility,
mechanical properties, transparency, immune response, and cell behavior.

The tissue engineering (TE) approach satis es these inquiries perfectly since it com-
bines biomaterials, biochemical factors, and cells to form tissue-like structures. Corneal TE
has attracted great interest recently due to avoiding many of the complications encountered
in traditional donor corneal transplantation. The involvement of cells allows not only the
creation of a cornea analog, but also give promises for the full regeneration and integration
of the graft.

2.2. Cornea TE Grafts
2.2.1. Hydrogel-Based Grafts

Since collagen is the major protein in the cornea ECM, it is widely used both as a base
and in addition to hydrogel grafts for cornea regeneration. Collagen vitrigel is widely used
for the construction of corneal equivalents [ 41] and the treatment of corneal endothelial
dysfunction [ 42]. Wang et al. cultured primary human corneal endothelial cells (HCECSs),
exhibited elongated morphology, and increased expression of corneal endothelial markers
Z0-1 and Na*/K * -ATPase on a collagen vitrigel [35]. Crosslinking collagen, e.g., with
ribo avin (RF), is widely used to signi cantly improve its mechanical stiffness and chemical
stability [ 19,43-45]. Fang Chen et al. [46] stitched collagen and HA together directly in a
rabbit cornea wound in situ without a catalyst or light activation. The growth of corneal
epithelial cells on the gel surface was maintained for 7 days, and no in ammation was
found in the surrounding tissue [46].

Gelatine-based materials often have good transparency due to their high water con-
tent, which makes them a promising candidate for use in ocular tissue engineering [ 47].
Goodarzi et al. [48] studied the possibility of using a hydrogel based on type | collagen
and crosslinked EDC/NHS gelatin, as an equivalent of the cornea, in which the MSCs of
human bone marrow were encapsulated. The results show that the inclusion of COL-I
increases optical properties, hydrophilicity, rigidity, and Young's modulus.
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An alginate-chitosan hydrogel was created for the transplantation of LSC cells for
corneal reconstruction after alkaline corneal burns. LSC cells cultured in vitro expressed
stemness marker p63, but did not show expression of differentiating epithelial mark-
ers of cytokeratin 3 and 12. However, a signi cant improvement in epithelial repair
was shown [49]. To enhance the mechanical properties of alginate, PCL matrices and
PCL/chitosan electrospinning matrices were incorporated into alginate hydrogels for the
treatment of corneal lesions [50].

Thermosensitive hydrogels based on chitosan were demonstrated as a promising
treatment strategy for alkaline corneal burns. This approach reduced the in ammatory
and apoptotic processes in the damaged corneal tissues p1]. The inclusion of stromal
cell factor-1 alpha (SDF-1 alpha) in a thermosensitive chitosan-gelatin hydrogel improved
the regeneration of the epithelium of the corneal damaged by alkali; LESCs expressed
the characteristic marker DNp63. The formation of a dense epithelium occurred due to
stem cell homing and the secretion of growth factors through the axis of chemokines
SDF-1/CXCRA4 [52].

Hyaluronic acid (HA) can be a favorable addition to hydrogel composition due to its
viscosity, biocompatibility, biodegradability, non-toxicity, and signi cant mucoadhesive
properties [53]. Moreover, HA suppresses the expression of in ammatory cytokines and
increases the expression of anti-in ammatory cytokines associated with tissue repair and
healing [54]. The negative charge of HA promotes adhesion on the ocular surface, con-
tributing to a longer therapeutic effect and allowing drug molecules to permeate the cells
of the mucous epithelium [53].

2.2.2. Membrane- and Film-Based Grafts

Another strategy for cornea TE is utilizing at surfaces for reducing the graft thickness,
which is crucial for the speci ¢ structure of the cornea. The broin membrane is able to
support the formation of a multi-layered epithelium and the growth of human corneal
limbal epithelial (hCLE) cells, and is currently considered a standard substrate used for
corneal epithelial cell transplantation [55]. When hybrid Ims based on tropoelastin were
constructed, the obtained membranes were optically transparent, permeable to glucose, and
also supported the growth and function of epithelial and endothelial cells [ 56]. To increase
the transparency of the corneal equivalent, hydroxypropyl methylcellulose (HPMC) was
introduced into collagen to create transparent matrices with a high rate of light transmis-
sion [45]. The permeability for glucose, tryptophan, and NaCl was high in such membranes
and similar to the native human cornea. This membrane supported the adhesion and pro-
liferation of human corneal epithelial cells (HCECs). Seven months after the implantation
of collagen-HPMC membranes into the cornea of rabbits, high optical transparency and
growth of stromal keratocytes were maintained [ 45]. Wenhua Xu et al. [57] developed
a membrane based on carboxymethylchitosan, hyaluronic acid, and gelatin as a carrier
for primary rabbit corneal epithelial cells (CEpCs). A cell construct has been used to
treat alkali-induced corneal damage in rabbits. The resulting membrane was found to be
transparent, biodegradable, and suitable for CEpC attachment and proliferation. As noted
above AM also showed potential as a mechanical support of transplanted limbal stem cells
(LSCs) [37], limbal epithelial stem cells (LESCs) [58], corneal endothelial cells (CENnCs) [59],
CSC cells [60], and CEC cells [61].

2.3. Modulation of Cell Behavior by Cornea TE Grafts

Newer studies have shown that neighboring mechanical surroundings (the structure,
composition, and compliance of the extracellular matrix) strongly in uence the behavior of
LESCs. Recently, it was shown that the ef ciency of cell differentiation probably depends
on the biomaterials used and the composition of the cultured medium. The closer the
environment resembles the human cornea, the higher the likelihood that most of the MSCs
differentiate into corneal keratocytes [ 62]. Therefore, some authors have proposed the
modulation of tissue biomechanics (e.g., substrate stiffness) as a pharmacological method
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for modulating the phenotype of cells, initiating novel prospects for establishing more
successful cell therapies and medical devices for cornea tissue regeneration B3]. For
instance, ber orientation and composition have a signi cant impact on the behavior of
cells in the scaffold [64]. Julia Fernjndez-P2rez et al. [64] obtained matrices based on
decellularized corneal ECM and PCL by electrospinning to mimic the brous structure
of the cornea. Fiber alignment and ECM incorporation in uenced cell morphology and
migration but did not signi cantly affect the phenotype. Keratocyte markers were increased

in all types of scaffolds compared to TCPS.

Therefore, the TE approach provides plenty of cues vital for the establishment of
the full- edged cornea analog. Among them are high optical transparency, mechanical
integrity, and proper cell behavior, leading to effective re-epithelialization. However,
biocompatibility with host tissues remains crucial for preventing infection and promoting
implant integration [65].

3. Molecular Pathways and Interactions between Host Tissues and a Graft

In response to biomaterial implantation, cascades of molecular pathways are trig-
gered. They determine the success of graft integration as well as its biological activity
and functionality. Degradation products released by TE scaffolds, as well as subsequent
changes in the characteristics of the biomaterial surface, activate an immune response in
the host tissues [66]. Biomaterials frequently induce adverse immune responses in host
tissues, which result in extensive in ammatory reactions, impaired healing processes,
brous encapsulation, and rejection of the TE construct [ 67]. The main strategies for heal-
ing and launching regenerative processes in corneal cells have focused on such areas as
modulation of the immune response, prevention of angiogenesis, and the modulation of
cell interactions [2]. In order to develop ef cient strategies to overcome the undesirable
biological interactions with transplanted biomaterial, a deeper understanding of the inter-
play between the transplant and the native host environment, as well as the damage and
graft-induced alterations in molecular signaling, is required.

3.1. Processes Involved in Cornea Healing
3.1.1. ECM Reorganization and Re-Epithelization

The process of corneal wound healing is regulated by the interplay between the
corneal epithelium, the Bowman layer, and the corneal stroma. An important role in
this process is played by ECM and dissolvable factors produced by corneal epithelial
cells and keratocytes [68]. Damage to epithelial cells may result in pathological ECM
reorganization. Keratocytes around the site of injury trigger apoptosis and many of them
transdifferentiate into broblasts. Some broblasts will produce -SMA and become
myo broblasts under the in uence of TGF-  and other soluble factors [69]. These non-
transparent cells produce large amounts of disorganized ECM in the anterior part of the
stroma, eventually hazing it and leading to a loss of corneal transparency [ 70]. Dysfunction
in a group of signaling transduction pathways, e.g., Wnt signaling pathway (or JAK/STAT,
MAPK, and PI3K/Akt signaling pathways), triggers the pathological transdifferentiation
of a corneal epithelium into a skin-like epithelium [ 71], which results in impaired corneal
regeneration. Guo et al. discovered that miR-10b (the Wnt signaling pathway) and three
intersection genes (dedicator of cytokinesis 9, neuronal differentiation 1, and activated
leukocyte cell adhesion molecule) may cooperate and play a key role in the process of
transdifferentiation. The changes in ECM organization are perceived by transmembrane
surface proteins, such as integrins, that result in the activation of various intracellular
signaling cascades, mainly the focal adhesion kinase (FAK)—-Src complex [72]. Activation of
the FAK—Src pathway leads to re-epithelialization of the injured tissue. A sharp increase
in the expression of matrix metalloproteinases (MMPs) and proteases is observed in the
process of corneal wound healing. MMPs are also associated with the degradation of
type 1, Il, and Il collagen, a major ECM component. The expression of MMPs in the cornea
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is modulated by cytokines (such as IL-1b and IL-6) and growth factors (such as TGF- )
through tuning the expression of several transcription factors, such as AP-1 and Sp1 [ 73,74].

3.1.2. Soluble Factors

Growth factors (GF) play a pivotal role in corneal regeneration. Platelet-derived GF
(PDGF), transforming GF beta (TGF- ), and hepatocyte GF (HGF) were shown to play a
key role in modulating cell proliferation and myo broblast differentiation[  2]. Studies have
indicated that HGF promotes the proliferation of CECs. Moreover, HGF treatment reversed
the antiproliferative effect of IL-1  in vitro , indicating that HGF actively suppressed the
in ammatory environment in the corneal epithelium. On the other hand, HGF signi cantly
reduced the in Itration of DC45+ in ammatory cells in the cornea[ 2,75]. Salabarria et al.
showed that local VEGFR1/R2 trap treatment prior to transplantation increases transplan-
tation success. This treatment suppresses corneal tissue in Itration with CD11c+ dendritic
cells and stimulates the local expression of pro-in ammatory and immune-regulatory
cytokines [76].

3.1.3. Oxidative Stress

Endothelial cell loss after corneal transplantation may be caused by oxidative stress
and endoplasmic reticulum (ER) stress [12]. The mechanism of oxidative-stress-induced
apoptosis starts when in ammatory cytokines promote the production of reactive oxygen
species which set off permeabilization of the mitochondrial membrane as well as the NF-

B signaling pathway [ 12]. NF- B signaling pathway activation stimulates the aging of
vascular endothelial cells. The ER stress mechanism is also triggered by cytokines. It causes
apoptosis through the TGF- signaling pathway [12].

3.2. Modulation of Cornea Regeneration by Biomaterials
3.2.1. Re-Epithelization

Recent studies show that mechanical properties, including rigidity, stiffness, and
elasticity, affect cell behavior, as well as their ability to adhere, proliferate, and differenti-
ate [64]. The orientation of biomaterial bers and their composition also have a signi cant
impact on the biocompatibility, in ammation, neovascularization, and cell behavior on the
scaffold [77,78].

Rapid re-epithelialization is critical to prevent infection and promote implant/host
integration. Previously described in vitro studies have shown that biomaterial mechanics
and surface roughness affect the migration and maturation of epithelial cells [ 63]. To
address the problem of re-epithelialization, Wang et al. added a thin, structurally uniform
biosynthetic Bowman membrane of non-lamellar amorphous collagen | over the collagen
layer of the corneal stroma to create a bilayer equivalent of the cornea. Epithelial cells
formed multilayer structures on top of sSBM and expressed key markers of limbal stem cells
and epithelial cells p63, K3, K12, K14, and tight junction protein ZO-1 [12].

3.2.2. ECM Analogs

Corneal cells actively interact with implanted biomaterials. For instance, ECM adhe-
sion proteins, such as bronectin and vitronectin, adhere to the surface of the biomaterial
and play an important role in modulating the in ammatory response to the biomaterial [  79].
Fibronectin and vintronectin enhance cell adhesion [ 80,81], promote macrophage fusion,
and participate in the chronic phase of a foreign body response (FBR) [82,83].

3.2.3. Mechanical Properties

The stiffness of the TE corneal constructs affects cellular spatial migration and the
phenotype. This downstream signaling includes RhoA and Rho-kinase proteins that
modulate the cytoskeletal structure by inducing contractility or migration through actin
and myosin [84]. Some authors suggested that the modulation of tissue biomechanics
may present a controlling mechanism for pharmacological control of CEC phenotypes [ 63].
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Gouveia et al. demonstrated that soft substrates, similar to the limbus, stimulate cell
proliferation and strati cation without in uencing cell survival. They proposed that soft
substrates induce YAP inactivation and keep DNp63, -catenin, and ABCG2 expression
levels high. DNp63 inhibits YAP and Wnt/  -catenin signaling and, at the same time,
activates Sox9, which enhances the expression of stem cell markers such as ABCG2 and
CK15. Next, -catenin promotes pro-proliferation factors (e.g., Ki67, cyclin D1, and Myc)
and inhibits BMP4 expression. As strati cation progresses, the role of soft substrates
decreases and YAP activates, leading to cell differentiation [85].

3.2.4. Surface Properties and Topography

Interaction of the biomaterial surface with adsorbed proteins is crucial in the immune
response to the implant [86]. Various methods of altering surface chemistry have been
tested to create poorly adhesive surfaces in order to control the amount, composition, and
conformational changes of bounded proteins [ 87]. The immune system has developed the
ability to recognize hydrophobic components in biomolecules as a universal molecular
pattern associated with damage, thereby triggering pattern recognition receptors and
leading to biological elimination [ 88]. The average unfolding of a protein molecule [ 89
and total spreading [ 90] are greater on hydrophobic than on hydrophilic surfaces, where
proteins retain their inherent secondary structure and show little or no adsorption on the
biomaterial surface [91]. To neutralize the immunogenic effects of hydrophobic surfaces,
scaffolds can be modi ed with hydrophilic molecules such as poly(ethylene oxide) (PEO)
and PEG [79). Additionally, the surface chemistry of a biomaterial can be changed by
attaching hydrophilic functional groups such as -COOH, -OH, or -NH2, allowing the
regulation of protein adsorption, complement activation, and immune cell adhesion on
the surface of the material [92]. Recently, researchers succeeded in the preservation of
the native 3D conformation (since unfolding or misfolding of the protein molecule itself
can cause adverse reactions) instead of excluding any interaction of the graft with the
surrounding tissue [93].

A surface charge is another important modulator of the host immune response. Posi-
tively charged particles promote extensive activation of the in ammatory cascades, while
negatively charged surfaces tend to activate a strongly pro-in ammatory innate immune
response [79,94]. Particles with a negatively charged surface can inhibit the severity of
the immune response by preventing antigen-presenting cells (APCs) from processing and
presenting an antigen (biomaterial) for recognition by T cells [95].

Biomaterial surface topology provides a powerful tool to control and regulate corneal
cell behavior [9€], including cell adhesion [ 97], density, spreading, mobility [ 98], prolifera-
tion, differentiation [ 99, cytokine and ECM secretion [ 100,101], and cell signal transduc-
tion [ 102. Importantly, the differentiation of keratocytes into myo broblasts is triggered
by the surface topography [ 103. Thus, the surface topology of the biomaterial can inhibit
the TGF- -induced differentiation of myo broblasts and prevent the development of -
brosis and corneal opacity during the healing process. Moreover, the differentiation of
keratocytes into myo broblasts is regulated by surface topography. Myrna et al. found
that transformation into myo broblasts could be prevented by cultured keratocytes on
patterned grooves with a 1400-nm-wide pitch [103].

3.2.5. Anti-Oxidative Properties

Since extensive oxidative stress can occur in the implantation site, antioxidant properties
of the biomaterial would be helpful. High-molecular-weigh t HA [ 104 and chitosan [105
have intrinsic anti-inflammatory properties due to their R OS-scavenging abilities.

3.2.6. Immune Cells

Activated neutrophils are recruited from the peripheral bloodstream by chemoat-
tractant factors, adhere at the implantation site (via 2 integrins), and try to degrade
the biomaterial by phagocytosis, proteolytic enzymes, and reactive oxygen species [79).
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Increased immunomodulatory cytokines IL-10 and IL-17 are critical for corneal graft sur-
vival [ 74]. Treatment with T regulatory cells (Tregs) or tolerogenic APCs induced by
immunoregulatory factors can help restore immune privilege and thus lead to the long-
term survival of the corneal allograft in high-risk recipients. Host alloimmunity is the main
cause of loss of donor CEnCs after corneal transplantation [106. Tregs play a critical role
in suppressing immune responses after tissue transplantation. Tregs from low-risk hosts
can protect CEnCs from both Teff-mediated and IFN- - and TNF- -induced cell death.
This function is signi cantly compromised in Tregs derived from high-risk hosts. The
cytoprotective role of Tregs is mediated by the immunomodulatory cytokine IL-10; hence,
IL-10 is effective in protecting CEnC from in ammatory cytokines during cell death[ 106

Keeping in mind all the data discussed above, it can be concluded that the number
of molecular signaling pathways activated in the response to corneal trauma and bioma-
terial implantation play a pivotal role in the immunological response to the transplant.
Modulating the activation/inhibition of involved molecular pathways along with proper
biomaterial composition, surface topology and other parameters may provide a solution
for establishing optimal host—graft interaction and ensure successful tissue regeneration,
graft integration, and long-term survival.

4. Nanotechnology in Corneal Tissue Engineering

Nanotechnologies can be used at the stage of corneal scaffold fabrication to improve
their physicochemical properties, but also after scaffold implantation, for example to deliver
various therapeutic agents by means of nanocarriers in order to solve the problems of
in ammation, secondary infections, and neovascularization in the damaged area.

4.1. Nanostructured Matrices

Nanoscaffolds possess unique mechanical properties that facilitate gas and nutrient
exchange as well as the removal of cellular waste, and which also promote cell adhesion,
proliferation, and differentiation [ 107]. For example, nanostructured ~10 nm dendrimers
are high-contrast polymers that have a 3D ionic shape with numerous end groups. The
biggest advantages of dendritic systems are the high density of functional side chains,
the ability to manage network crosslinks, and scalability over a wide size range [ 108§.
Dendrimer-based hydrogels have been shown to promote the rapid healing of corneal
wounds without scarring or in ammation [ 109. Due to the ability to control the crosslink-
ing process and change the crosslinking chemistry, it is possible to manipulate the period of
resorption, and thus control the process of wound healing on a bigger time scale. Thus, den-
drimers are labile “smart” NMs and can be used for wound healing during long recovery
periods with a low chance of an in ammatory response [110].

Another promising direction is the combined application of nanotechnology and
corneal tissue engineering with natural biomaterials. For example, to form a biomaterial
with the desired properties it can be combined with metal nanoparticles, graphene oxide,
carbon nanotubes, and nanoliposomes [111]. Nanostructured hydrogels are mainly used
for the delivery of genes and proteins. In situ transition from sol to gel promotes their role
in enhancing the growth and functionality of other stem cells[ 117. Soft nanopatrticles can
interact with polymer chains and can contribute to further crosslinking of the hydrogel
grid to improve its mechanical properties [113].

4.2. Nanocarriers for Intracorneal Drug Delivery

Nanocarriers can improve the bioavailability and bio-distribution of therapeutic
molecules, at the same time promoting targeted delivery and controlled drug release [ 114].

The problem of secondary infections after scaffold implantation can be addressed via
the application of antibiotics, anti-viral, or anti-fungal drugs encapsulated within nanocar-
riers. For example, speaking about anti-viral drugs, dipeptide-acyclovir-based prodrugs
encapsulated in poly (lactic-glycolic acid) (PLGA) nanoparticles showed increased ef cacy
due to improved drug release kinetics [ 115, while liposomes loaded with idoxuridine were
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reported to demonstrate increased penetration of the drug into the cornea [ 116. There is
also evidence that the retention time of the antifungal drug natamika delivered via chitosan
nanopatrticles in the corneal epithelial layer is 1.5 times longer than when using a commer-
cial treatment method [ 117). Speaking about antibiotics, quinolones moxi oxacin [ 118119,
spar oxacin [ 120, and levo oxacin [ 121] demonstrated increased bioavailability when
delivered via nanocarriers; better corneal permeability was reported as well. Sometimes
nanoparticles can even be used as an alternative to antibiotics, for example, as silver ones
can, known for their remarkable antiseptic properties [122].

Another important issue in corneal tissue engineering is in ammation and subsequent
neovascularization, which threatens corneal transparency. Currently available options to
avoid this condition include corticosteroids, non-steroidal anti-in ammatory eye drops,
photodynamic therapy, photocoagulation, and antibodies (bevacizumab) against vascular
endothelial growth factor A (VEGF-A). These methods aim to suppress angiogenesis by
blocking angiogenic factors such as VEGF, PDGF, major broblast growth factor (FGF),
MMPs, and interleukins [ 123-125. For example, in a study conducted by Iriyama et al.,
micelles consisting of a copolymer and plasmid DNA expressing the soluble VEGF recep-
tor 1 (sFit-1) were used for gene therapy [126]. SFit-1 expression acted as a VEGF receiver
and prevented activation of the angiogenesis cascade. The results showed that the injection
of micelles containing a reporter gene lead to delayed sFit-1 expression and inhibition of
corneal neovascularization. Gold nanoparticles were also reported to inhibit angiogene-
sis [127] and corneal neovascularization [ 128 by suppressing the vascular expression of
endothelial growth factor (EGF) receptor-2.

Dexamethasone, a widely used anti-in ammatory steroid drug, was reported to show
higher bioavailability and better corneal penetration when delivered via nanomicelles [ 129
or encapsulated within nanoparticles [ 118130, while hydrocortisone, another widely
used steroid drug, was reported to demonstrate fewer dose-dependent side effects when
administered in the form of nanosuspension [131].

Rapid re-epithelialization is one of the key factors preventing infection and promoting
implant/host integration. Xuan Zhao et al. used the complexes of AUNPs and microRNA-
133b sorbed on collagen matrices to restore the cornea and inhibit scarring [132], reporting
good and fast re-epithelialization.

5. Outlook and Future Perspectives

Regenerative ophthalmology is a rapidly evolving new eld for the regeneration of lost
or damaged eye cells and tissues as well as the treatment of vision loss and blindness caused
by various ocular diseases, injuries, or infections. However, the cell therapy approaches in
regenerative medicine are still at an early stage of development and face numerous serious
problems and challenges. Effective methods and biomaterials for transplantation should
support the correct rate of cell adhesion, proliferation, and differentiation, and sustain
the desired cellular phenotype, cell-speci ¢ signaling, and biochemical properties. The
use of combination therapy of nanomedicine/bioengineering in ocular regeneration is
promising in overcoming these dif culties [ 133. The possibility to introduce controlled and
customizable changes in the psychochemical characteristics, size, and surface chemistry
of NMs allows the construction of various matrixes with desired properties, perfectly
optimized for speci c biological applications (Figure 1). Non-viral gene nanocarriers
such as polyplexes, mesoporous NPs, organic—inorganic hybrid nanocarriers, nanoscripts,
self-organizing DNA nanostructures, and magnetic NPs are becoming promising tools
for reprogramming cells on the way to treat and regenerate damaged corneal tissues.
The combination of nanotechnology and immunoengineering to modulate the innate and
adaptive immune response will be crucial for corneal wound healing.
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Figure 1. Nanomaterial-based approach in the combined therapy. Top left — healthy corneal tissue.
The cornea is a complex vascular-free structure composed of ve layers, three of which are of cellular
nature (epithelium, stroma and endothelium). Throughout the lifetime, corneal cells are exposed
to various traumatic and damaging factors from the external environment and inner disturbances
in organism's functionality. These pathological processes and damaging agents can compromise
the integrity of the cornea and lead to vision loss. Top right — pathological corneal tissue. Due to
the lack of modern approaches that allow the full restoration of the cornea tissue and vision, new
treatment and therapeutic strategies are needed to be introduced. TE- and nanotechnology-based
strategies can become a new chapter in the cornea restoration. TE constructs can act through active
and passive targeting and controlled triggered release promoting the most effective approach for
each set of speci ¢ molecular mechanisms and cellular events.

Personalized medicine that adapts the treatment of a disease based on an individual's
genetics and speci ¢ pathophysiological processes taking place in their speci c case to
achieve a better clinical outcome is an emerging and growing eld in ophthalmology. The
use of nanotechnology can allow personalized therapy and optimized drug dosages for
more accurate and effective treatment of corneal diseases. It is expected that in the future
nanotechnology will be used to personalize regenerative medicine using human stem
cells and provide therapeutic tools to maintain a healthy environment for the growth and
maturation of stem cells in the damaged area [ 134]. However, research in nanotechnology
for regenerative ophthalmology is still at an early stage, and there is a very limited number
of in vivo studies. The behavior of corneal cells on TE constructs in the area of corneal
damage has been widely demonstrated in vitro , but many open questions remain due to
the lack of in vivo proof-of-concept studies.
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Abbreviations

3D Three-dimensional

ABCG2  ATP-binding cassette super-family G member 2
AM Amniotic membrane

BMP4 Bone morphogenetic protein 4
CECs Corneal epithelial cells
CenCs Corneal endothelial cells

DC Decellularized cornea

ECM Extracellular matrix

ER Endoplasmic reticulum

FAK Focal adhesion kinase

hCECs Human CECs

LESCs Limbal epithelial stem cells
LSCs Limbal stem cells

MMP Matrix metallopeptidases
MSCs Mesenchymal stem cells

NM Nanomaterials

NPs Nanoparticles

PCL Polycaprolactone

PEG Polyethylene glycol

PMMA Poly (methyl methacrylate)
PLGA Poly lacto-glycolic acid

RF Ribo avin

RhoA Ras homolog family member A
sFit-1 Soluble VEGF receptor 1

TE Tissue-engineered

Tregs T regulatory cells

VEGF-A Vascular endothelial growth factor A
YAP Yes-associated protein

-SMA Smooth muscle alpha-actin (alpha smooth muscle actin)
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