Computational Control Strategy for Reducing Medial Compartment Load in Knee Bracing with Embedded Actuator

Mahdi Bamdad 1,2,* and Amirhosein Javanfar 1

Abstract: Medial unloader braces represent a primary noninvasive approach for alleviating knee pain. However, conventional valgus unloader braces, while reducing load on the medial compartment, inadvertently increase load on the lateral compartment through rotation from adduction to abduction. This phenomenon significantly elevates the risk of damage to the lateral compartment. To address this issue, we introduce a novel embedded actuation mechanism that unloads the knee using a pioneering computational procedure. By considering the knee osteoarthritis condition, we propose the calculation of the adduction knee angle and cartilage penetration depth as surrogate parameters for assessing knee pain. Accordingly, the newly developed unloader brace redistributes the load by precisely correcting the abduction angle. Additionally, we determine the maximum required torque for effectively tracking the desired abduction angle. Then, the saturated torque through the robust control method is applied in the presence of interaction force uncertainty between the orthosis and the user. A very small femur rotation change (1.7°) from adduction to abduction in the frontal plane is adequate to significantly reduce the medial contact force (around 886 N). The required robust external abduction torque is determined to be 27.6 Nm. The result shows that the novel procedure and brace prevent excessive overloading of the lateral compartment while it unloads the medial compartment sufficiently. This innovative approach offers significant potential for optimizing unloader brace design and enhancing the management of knee osteoarthritis.

Keywords: unloader mechanism; actuation; contact model; knee dynamics; robust control

1. Introduction

Osteoarthritis (OA) is the most prevalent disorder affecting the tibiofemoral joint, leading to the narrowing of the joint space [1]. Medial compartment OA accounts for the majority of OA cases [2]. It is essential to reduce knee load based on biomechanical and clinical considerations [3]. Various noninvasive techniques, including valgus braces, canes or shoe soles, and gait modifications, have been employed to mitigate medial contact force (MCF) [4,5]. The role of the lower limb is crucial in delaying the progression of knee osteoarthritis (KOA) [6,7]. Mechanical factors such as contact point, range of motion, and contact force represent key parameters that require evaluation [8].

Knee bracing may reduce pain and disease progression, thereby postponing the need for joint replacement [9] by unloading the internal knee contact forces (CF) in the affected area via applying external loads and moments [10]. There are three primary mechanisms through which a knee brace might unload the medial condyle: direct application of an external brace abduction moment, altered gait dynamics, or modified muscle activation [11]. As a noninvasive treatment of KOA, the predominant focus is on the reduction of the external knee adduction moment (KAM) [9–13]. KAM is often considered a surrogate measure of the medial CF [14–16].
Walter et al. observed that simply reducing knee adduction moment (KAM) in vivo may not necessarily lead to a reduction in the internal loads on the medial compartment [15]. Furthermore, the presence of medial thrust gait inhibits the increase of KAM by elevating the knee flexion moment (KFM) [15], and KFM has a significant impact on the initial peak of contact force (CF) [16]. Consequently, exoskeletons have been developed to actively [17–19] or passively [20,21] provide knee flexion moment (KFM) to alleviate CF. Therefore, simultaneous attention to KFM and KAM is essential in supporting arthritic knees.

Offloader knee braces alter knee orientation in the frontal plane by exerting force through adjustable straps [22]. However, active provision of KAM is lacking in such braces. The Levitation brace (Springloaded Technology, Halifax, NS, Canada) additionally unloads the medial compartment through a three-point offloader mechanism [23]. However, this unloading can result in the overloading of the lateral compartment [24]. A subsequent experimental study [25] concludes that a higher valgus alignment angle increases the risk of damage to the lateral compartment. Interestingly, this phenomenon is disregarded in another study [26]. Therefore, it is imperative to introduce an active unloader knee brace integrated with a robotic control system to modulate the knee adduction angle (KAA).

To the best of our knowledge, the control of knee adduction angle and forward dynamic simulation in the frontal plane were not attempted to distribute joint reaction force between the medial and lateral condyle.

Specifically, no study has investigated the robust abduction torque required due to the uncertainty of the interaction force between the orthosis and the user. Our proposed innovative computational procedure calculates the desired adduction angle and streamlines the protecting process of the KOA with the unloader brace. In summary, the contributions of this paper can be outlined as follows, in a stepwise manner:

- **Step 1:** We present an efficient unloading strategy based on penetration depth reduction to avoid lateral compartment overloading along with adequate medial compartment unloading.
- **Step 2:** We calculate robust abduction torque to alter the adduction angle in the presence of interaction force uncertainty between the orthosis and the user.
- **Step 3:** We design the embedded actuator hinge for the knee brace to control the adduction angle.
- **Step 4:** The nonlinear position controller design according to a robust inverse dynamic method adjusts the abduction torque to track the desired adduction angle.

The subsequent sections of the work are organized as follows: Section 2 covers the related work, hypothesis, problem statement, knee joint model, and dynamic and control modeling. Section 3 presents the results and simulation outcomes. Section 4 provides a detailed discussion, and Section 5 concludes the paper.

### 2. Materials and Methods

#### 2.1. Related Work

This section includes the most relevant studies and highlights their main findings and contributions, as well as any gaps that the current study aims to fill. Therefore, paying attention to the studies on (1) brace design and control and (2) knee modeling is critical. One major gap in the existing literature lies in addressing the interconnection between these objectives. The relationship between topics (1) and (2) will enhance the effectiveness of braces in supporting arthritic knees.

In the context of brace design and control, previous studies focus on applying active torque only during the stance phase in the frontal plane, aligning with the concept of active unloading [27]. Additionally, in the area of knee modeling, the studies aim to quantitatively assess the impact of the applied brace abduction moment, gait dynamics, and muscle activation [25,28]. These endeavors contribute to filling the existing gaps and improving the performance of knee braces in the management of arthritic knees.
The studies [28,29] concluded that reducing medial knee loads is not simply achieved by applying an external brace moment, but also by inducing changes in both gait dynamics such as abduction angle [29] and neuromuscular control [28]. Regarding the influence of braces, studies [25,28] present the reduction of medial loads during gait, using a detailed musculoskeletal model with a knee multibody model [28], and experimentally measuring forces and moments with a three-dimensional finite element model [25]. The limitations identified in [28] include the lack of accuracy in knee modeling and the neglect of viscoelastic behavior and cartilage penetration depth. In [25], although the model demonstrates high accuracy, the computational time of finite element methods becomes a barrier to timely performance and real-time knee behavior correction by the brace control processes. Figure 1 illustrates various types of exoskeletons and knee braces that were designed to control the knee joint. The effectiveness of unloader knee braces is evident based on previous research studies. However, the discussion on their limitations is still ongoing. Since it is currently not easy to directly measure in vivo loads in a native knee, the relationship between abduction torque, adduction angle, and contact loads is not well established. Therefore, our research aims to focus on precisely understanding and quantifying this link through a computational approach. In addition to the mentioned limitations, previous studies such as [25,28] have focused on investigating the individual contributions of these factors without specifically calculating the required torque to achieve the desired abduction angle, which is crucial for effectively distributing the joint reaction force.

When a patient utilizes an orthosis, it is essential to employ an appropriate knee model [30,31] to accurately control the mechanical parameters of the knee. While there have been recent studies on the control and forward dynamic simulation of musculoskeletal models in combination with exoskeletons [32–34], the focus on motion control has been limited [32], and the consideration of the knee in the frontal plane has been overlooked [33,34]. Furthermore, while studies [32–34] have considered the interaction force between the orthosis and the user, they have not accounted for the uncertainty associated with this force. This is a limitation in terms of the third objective of the present study.

2.2. Hypothesis

The hypothesis is that the proposed embedded actuation mechanism and computational procedure in the design of the unloader brace can effectively address the issues of medial compartment overload and lateral compartment damage in knee osteoarthritis (KOA). The hypothesis is based on the following key points:
• Medial unloader braces, although commonly used for KOA, can lead to lateral overloading due to neglecting the phenomenon of unwarranted rotation from adduction to abduction.
• The new embedded actuation mechanism in the proposed unloader brace aims to correct the knee adduction angle (KAA) actively, thereby addressing the issue of lateral compartment overload.
• The computational procedure used in the design of the brace takes into account factors such as cartilage penetration depth, contact force, and contact point, which are surrogate parameters for determining pain and damage in KOA.
• Through simulation and analysis, it is hypothesized that by controlling the KAA and applying external abduction torque, the proposed unloader brace can effectively reduce medial compartment load and prevent excessive lateral compartment loading.

2.3. Problem Statement

The medial and lateral distribution of joint reaction force is calculated by applying force and moment equilibrium in the frontal plane [35]. The contact point is crucial in assessing the medial and lateral compartment moment arm [30] to distribute the joint reaction force. The peak net knee adduction moment progressively decreased with increasing valgus alignment of the knee brace [36]. In addition, we know that the partitioning of knee joint internal forces in gait is dictated by the knee adduction angle and not by the knee adduction moment [29].

This study revealed that controlling the designed actuation had a significant impact on the knee joint, indicating the need for careful consideration of the brace’s design. Analyzing the biomechanics of gait [37], contact deformation is instrumental in understanding joint degeneration and function in vivo cartilage studies [38] such as cartilage indentation presented during the gait cycle [39]. Preventing bone–bone contact, the desired cartilage penetration depth is determined in sagittal plane when a healthy subject (75.16 kg, 1.8 m tall) walks at 1.0 m/s.

In this study, our proposed relation calculates the desired knee adduction angle. The robust abduction torque assists the knee to track the desired abduction–adduction angle in the presence of interaction force uncertainty for the first time. Moreover, to achieve the goal, the double hinge is designed to create the degree of freedom (DOF) in the direction. The following sections clarify how the novel knee brace design assists us with knee unloading. Then the knee motion is controlled in frontal plane similar to our previous research [40] (with a more detailed description and further design details).

Figure 2 presents our brace featuring a double hinge design aimed at correcting the knee adduction angle (KAA). To facilitate KAA control, we incorporated an actuation mechanism into the brace, allowing for the application of dynamic abduction torque. In contrast, the levitation brace [23] utilizes a three-point mechanism offloader. Traditional braces as shown in Figure 1, do not offer adjustable abduction torque. However, our novel brace actively controls KAA by providing variable abduction torque, thereby enhancing the reliability of the medial compartment unloading system and mitigating the risk of lateral overloading.

The proposed design not only incorporates features found in the levitation brace, such as support for the center of rotation (COR), knee flexion moment (KFM) via the levitation flexion hinge, and joint reaction force through a liquid compression spring but also introduces a dynamic abduction torque component. This dynamic torque is specifically applied to correct the knee adduction angle (KAA). Unlike previous studies [23,41] that resulted in undesired overloading of the lateral compartment, our novel computational procedure takes into account the KAA, medial contact force (MCF), and lateral compartment overloading to determine the desired KAA and the necessary external robust abduction torque. As a result, this approach enhances the safety of the interaction.
Figure 2. Schematic of designed brace with embedded KAA control mechanism hinge compared with traditional braces.

In this proof-of-concept study, knee geometry is defined using MR images from MIMICS software (Materialise Group, Leuven, Belgium). The knee geometry and the designed brace are integrated using SolidWorks 2016 software (Dassault Systemes, Velizy-Villacoublay, France). The motion study feature is employed to verify the dimensions and functionality of the brace. Inspired by a previous study [42] that introduced a double hinge mechanism to correct valgus alignment angles, our present study incorporates an embedded actuation double hinge between the lower and upper cuff to actively modify the KAA. This actuation control allows for logical load distribution and prevents lateral overload.

The primary design concept revolves around the implementation of the double-hinge actuation mechanism for correcting the KAA [42]. During walking, the knee typically exhibits up to 4 degrees of adduction and 4 degrees of abduction [43]. By incorporating the double-hinge mechanism, our design can effectively address this degree of freedom in the frontal plane of the knee, while previous braces [23] typically lack this capability. The double-hinge mechanism and a driven rotary motor are integrated into the brace to control the KAA effectively. One of the most requisite processes in KOA bracing is the relation between mechanical parameters, particularly KAA and CF. Noticeably, it is very crucial that the unloading of the medial compartment is correlated with lateral overload. Therefore, characterizing the parameters contributing to the medial contact force can potentially help find more effective therapeutic interventions to slow down progression.

2.4. Knee Joint Model

We incorporate the measurement of cartilage penetration depth, denoted as $\delta = n^T d$, as a means to establish a relationship between the unloading of the medial compartment and the potential overloading of the lateral compartment. This correlation allows us to assess the impact of medial compartment unloading on the loading conditions experienced by the lateral compartment. As shown in Figures 3 and 4, it is necessary to make a relation between lateral $\delta$, medial $\delta$, and KAA. Therefore, the equation of motion according to the Multibody system dynamic attitude is used to achieve the knee mechanical parameters. This is the first study that presents the equation which states the correlation of KAA, MCF, and LCF with $\delta$ shown in Figure 4 to calculate MCF and LCF, according to our previous research [39].
Due to calculating optimal KAA, parameters $\delta$ and MCF are required. Therefore, MCF calculation is performed through modeling in the sagittal plane, as shown in Figure 3. The distance vector $d$ connects two points of potential contact $p', p$ as $d = r_{p'} - r_p$. In the global coordinate system, considering the inertial reference frame, we have

$$r_{p'} = r_p + A_k r'_p$$

where $A_k$ is the rotation matrix and the $r'_p$ is a vector in the local coordinate system. Furthermore, $p_c$ is the point of maximum penetration depth in collision geometrical conditions [39].

**Figure 3.** Knee model in sagittal plane with a schematic of two bodies in different states: (a) contact state; (b) separation state.

Then, $\delta$ on $p_c$ is used in our proposed model based on the concept of viscoelastic two-layer collision modeling, which can be recast as follows [39]:

$$F_{TN} = \begin{cases} K_1 \delta^n + B_c(\delta)\dot{\delta} & \text{if } \delta \leq h_{s1} \\ K_1 h_{s1}^n + K_2 (\delta - h_{s1})^n + B_c(\delta)\dot{\delta} & \text{if } \delta > h_{s1} \end{cases}$$

(2)
where $K$ is the general stiffnesses and $B_c(\delta)$, $K_1$, and $K_2$ are the general stiffnesses of the first (cartilage) and second layers (bone). The cartilage thickness in KOA, $h_{c1}$, is the critical penetration depth. Moreover, Equation (2) can be used in both medial and lateral tibiofemoral joints.

Our objective is to decrease the depth of medial penetration by adjusting the knee adduction angle. However, it is important to note that reducing the medial penetration depth can lead to an increase in lateral penetration depth. Therefore, it becomes crucial to accurately calculate the required magnitude of change in the knee adduction angle. To establish this relationship between medial penetration depth, lateral penetration depth, and the knee adduction angle (KAA), we present Figure 4, which provides a visual representation of these connections.

In this context, the medial separation distance is defined as the variance between the normal penetration depth and the desired penetration depth. This separation distance is closely linked to the separation angle determined by the medial contact force arm, which is calculated based on the medial contact point and the reference point of the knee. Similarly, the lateral separation distance is dependent on the medial separation distance. The lateral contact force arm is determined by the lateral contact point and the reference point of the knee.

The separation angle $\theta_s = \frac{\delta_{CM}}{r_{MA}}$ and separation distance $\delta_{CM} r_{MA} = \delta_{CL} r_{LA}$ are introduced in Figure 4, where $\theta_s$ is the separation angle, $r_{MA}, r_{LA}$ represent the magnitude of medial and lateral arm (MA and LA) of CF, and $\delta_{CM}, \delta_{CL}$ are the magnitude of the separation distance. They can be advised by orthotists but are reported computationally by our method [39]. These variables could be determined according to cartilage thickness and applied as inputs to calculate the separation angle in the present study. Additionally, Figure 4 shows the medial and lateral arm. It should be noted that $r_{MA}, r_{LA}$ are related to a subject from the contact point trajectory models over the tibial plateau [30].

Dynamic loading within human musculoskeletal forces in the gait cycle can benefit the joint unloading treatment process. The inverse dynamic model implemented in OpenSim software was utilized to analyze the joint forces and moments during various movements. This model allowed for a detailed assessment of the biomechanical parameters and provided valuable insights into the load distribution and muscle activations within the knee joint. Additionally, inverse dynamics simulation in OpenSim (V.3.3, SimTK) could provide a comprehensive dynamic model as depicted in Figure 5. The Newton–Euler equations of motion for an unconstrained spatial rigid body are written as [44], subjected to the sum of all the externally applied forces and moments, $\Sigma f$ and $\Sigma n$, respectively.

**Figure 5.** Workflow of the computational procedure including principle elements. The blue femur rotates in knee flexion–extension direction and the red one rotates in KAA direction.
We sought to determine the unloading force extracted from a control method to control the reference point motion in \( \eta \) direction (axial direction shown in Figure 5). It avoids the knee from the critical threshold of tibia–femur cartilage penetration depth. The authors prove that by controlling the proposed knee model in the sagittal plane [39], a force could be applied at the reference point of the femur. The results of controlling cartilage penetration depth in the sagittal plane are the input data to calculate the optimal KAA. Therefore, we do not explain the control of cartilage penetration with a more detailed description in the present study and it can be studied in [39].

In the knee sagittal plane model, a forward dynamics modeling was presented for the femur to freely translate and rotate with three DOFs, resulting in a dynamics system. However, two degrees of freedom of the system were constrained as the flexion–extension angle and anterior–posterior translation shown in Figure 5. The inputs of the knee model in [39] were anterior–posterior translation, flexion–extension angle \( \theta_c \), net joint reaction force \( f_{knee} \) and the moment \( n_{knee} \). All externally applied moments of force on the knee were derived by OpenSim analysis. Moreover, the essential output was \( \delta \), assisting us in controlling the adduction angle \( (\theta_c) \).

Figure 5 also shows the driving section including the rotary actuator in the workflow of the study. The angle is controlled to avoid the critical threshold of \( \delta \) and \( h_k \), as the cartilage thickness in KOA [39]. The joint reaction force \( (f_{hip}) \) and hip moment \( (n_{hip}) \) were derived by OpenSim analysis to construct the knee model in the frontal plane. The desired penetration depth and KAA are extracted from the novel knee contact model to derive the inputs of the novel knee contact model. Then, the robust control method is designed to track the desired KAA in the presence of interaction force uncertainty between the orthosis and the user.

2.5. Dynamic and Control Modeling

The amount of knee brace adduction torque applied to the knee is variable because of interaction force changes. Hence, position control is designed to control the relationship between the desired and actual KAA shown in Figure 5. We believe that KAA control is required for KOA unloading. Therefore, the brace applies external torque \( (T_{brace}) \) by interaction force to distribute the joint reaction force between the medial and lateral compartments. The equation of motion of knee adduction angle can be written as [33,44,45]:

\[
I_{k} \ddot{\theta}_{k} + (I_{\eta} - I_{b}) \omega_{\eta} \omega_{k} = F_{1} \times r_{1} + F_{3} \times r_{3} + F_{med} \times r_{MA} + F_{lat} \times r_{LA} + M_{musc} + f_{hip} \times r_{hip} + h_{hip} = n_{knee} + F_{1} \times r_{1} + F_{3} \times r_{3}
\]

(3)

where \( I_{k}, I_{\eta}, \) and \( I_{b} \) are the principal moments of inertia, and \( \omega_{z}, \omega_{\eta}, \) and \( \omega_{k} \) and \( \dot{\omega}_{z}, \dot{\omega}_{\eta}, \) and \( \ddot{\omega}_{k} \) are the angular velocity and acceleration of the center of mass, respectively. Furthermore, \( M_{musc} \) is the moment of muscles, \( n_{knee} \) is the knee moment in KAA direction, and \( r_{MA}, r_{LA} \) represent the magnitude of medial and lateral arm contact force \( (F_{med}, F_{lat}) \). The dynamic model variables are estimated and calculated by OpenSim inverse dynamic analysis. The novel brace applies torque \( T_{brace} \) which can be used to control the angular displacement in the frontal plane. The interaction force moment \( (F_{1} \times r_{1} + F_{3} \times r_{3}) \) applied on the knee by the brace can be corrected to control the desired angle of adduction angle tracking. As the brace’s upper cuff is linked to the femur, the upper cuff angle in the adduction direction can distribute the knee loading. The equation of motion of the upper cuff of the brace according to the adduction angle can be written as follows:

\[
I_{b_{c}} \ddot{\theta}_{c} + (I_{\eta} - I_{b_{c}}) \omega_{\eta} \omega_{c} = F_{1} \times r_{1} + F_{3} \times r_{3}
\]

(4)

where \( I_{b_{c}}, I_{\eta}, \) and \( I_{b_{c}} \) are the principal moments of inertia and \( \dot{\omega}_{c}, \omega_{\eta}, \) and \( \dot{\omega}_{c} \) and \( \ddot{\omega}_{c}, \omega_{\eta}, \) and \( \ddot{\omega}_{c} \) are the angular velocity and acceleration of the center of mass of the upper cuff, respectively. They are calculated by OpenSim inverse kinematic analysis.
The uncertainty of interaction force is unavoidable; however, we assume that the interaction force is controllable in this section. To demonstrate the effectiveness of the proposed control design strategy, it would indeed be beneficial to expand the simulation by considering different scenarios that encompass a diverse range of users, including males and females, as well as different age groups. While using customized data for each case would be ideal, in this study, we used general data reported in certain studies to establish bounded uncertainties for all relevant parameters.

The active control torque $T_{\text{brace}}$ applied to the femur is set by the interaction force of the pneumatic mechanism. It means that interaction forces are defined by the control method, and it can be recast as follows:

$$T_{\text{brace}} = F_1 \times r_1 + F_3 \times r_3 = T_{nl} + T_v$$

where $T_{nl}$ is the term for canceling the nonlinearities, and $T_v$ is the term for imposing desired linear dynamics, and it can be written as follows:

$$T_{nl} = \left( I_{b\eta} - I_{b\zeta} \right) \omega_\eta \omega_\zeta,$$  \hspace{1cm} (6)

$$T_v = -k_{d\theta} \dot{e} - k_{p\theta} e + I_{b\theta} \dot{\omega}_\zeta^{\text{des}},$$  \hspace{1cm} (7)

where $e = \theta - \theta_d$ is the error vector and $e$ and $\dot{e}$ are the error of position and velocity of adduction angle. To make the $\delta$ control system stable, the gains $k_{d\theta}$ and $k_{p\theta}$ need to be chosen to satisfy the desired tracking problem properly. The desired KAA ($\theta_{\zeta}^{\text{des}}$), velocity $\omega_\zeta^{\text{des}}$, and acceleration $\ddot{\omega}_\zeta^{\text{des}}$ are determined to preserve the motion curves to generate healthy knee motion. We assume the $\theta_{\zeta}^{\text{des}}$ as follows:

$$\theta_{\zeta}^{\text{des}} = \theta_{\zeta} - P_{\text{OA}} \delta_{H} / r_{\text{MA}}$$ \hspace{1cm} (8)

where $P_{\text{OA}}$ is the coefficient that reflects the damage percentage and $\delta_{H}$ penetration depth of cartilage in healthy cases. Therefore, the linearized and decoupled error equation is as follows:

$$I e + k_{d\theta} \dot{e} + k_{p\theta} e = 0$$ \hspace{1cm} (9)

Three-point pressure braces change the external adduction moment to reduce the pressure of the medial compartment. Inspired by the design with variable torque as a function of the walking process in [27], Figure 6 presents this amount of torque based on the measurements. It is a sample demonstration of a changeable orthosis moment over the gait cycle. The gray space in Figure 6 represents the overestimation of the orthosis moment when the tightening force is not deducted. Pollo et al. [26] reported a range of 5.9–11 (Nm) for the orthosis torque in the adduction direction, depending on the orthosis setting. According to the proposed actuator control method, the amount of torque is variable. Even with an accurate measurement, a range must be considered for this torque during the gait.

Robust nonlinear control techniques have demonstrated their effectiveness in solving various practical control problems. To increase the realism, we consider a bounded uncertainty and aim to accurately track the optimal adduction angle. The actuator control procedure involves applying external abduction torque to achieve the desired adduction angle. Therefore, considering system uncertainty $d(t)$ as the interactive force between the user and device [46,47] (as shown in Figure 6), the $d(t)$ is used to recast Equation (4):

$$I_{b\zeta} \ddot{\omega}_\zeta + \left( I_{b\eta} - I_{b\zeta} \right) \omega_\eta \omega_\zeta = d(t) + T_{\text{brace}}$$ \hspace{1cm} (10)
In the present problem, the \( d(t) \) is defined as follows:

\[
d(t) = F_1 \times r_1 + F_3 \times r_3
\]  

(11)

It might be hard to express the exact torque value of the interaction force, but its range is available. Therefore, we write the nominal model of the system as follows:

\[
I_b \dot{\omega}_z + \left( I_\eta - I_b \right) \omega_\eta \omega_z\ = T_{brace}
\]  

(12)

To define the controller:

\[
T_{brace} = -k_{d\dot{e}} \dot{e} - k_{p\dot{e}} e + I_{\theta_{abd - add}}^{\text{des}} + \left( I_\eta - I_b \right) \omega_\eta \omega_z - \nu
\]  

(13)

Now we recast the proposed control law using the robust control method:

\[
T_{brace} = -k_{d\dot{e}} \dot{e} - k_{p\dot{e}} e + I_{\theta_{abd - add}}^{\text{des}} + \left( I_\eta - I_b \right) \omega_\eta \omega_z - \nu
\]  

(14)

According to Equation (14), the \( T_{brace} \) includes \( T_{nl} \) which is the term for canceling the nonlinearities via compensating uncertainties, and \( T_v \) is the term for imposing desired linear dynamics. \( T_{nl} \) and \( T_v \) can be written as follows:

\[
T_{nl} = \left( I_\eta - I_b \right) \omega_\eta \omega_z - \nu
\]  

(15)

\[
T_v = -k_{d\dot{e}} \dot{e} - k_{p\dot{e}} e + I_{\theta_{abd - add}}^{\text{des}}
\]  

(16)

The compensation torque \( \nu \) is designed to eliminate the influence of system uncertainty \( d(t) \) as the interactive force between the user and the device. Therefore, the error could be formulated as follows:

\[
Ie + k_{rd\dot{e}} \dot{e} + k_{p\dot{e}} e = d(t) - \nu
\]  

(17)

From Equations (14) and (15), we know that if \( d(t) - \nu \to 0 \) and \( k_{rd\dot{e}}, k_{p\dot{e}} \) are appropriately selected, then \( e \to 0 \) (in the ideal state). In order to eliminate the influence of system uncertainty and disturbance, compensation torques \( \nu \in \mathbb{R} \) should be designed.
to ensure \( d(t) - v \to 0 \) as the time goes to infinity. In the state space form, these linear dynamics can be represented as

\[
\begin{bmatrix}
\dot{x}_1 \\
\dot{x}_2
\end{bmatrix} = \begin{bmatrix}
0 & 1 \\
-k_{rpg} & -k_{rd}a
\end{bmatrix} \begin{bmatrix}
x_1 \\
x_2
\end{bmatrix} + \begin{bmatrix}
0 \\
1
\end{bmatrix} \omega
\]

\[\dot{X} = AX + b\omega\]

\[\omega = d(t) - v\]

According to Lyapunov’s theory for robust control (Appendix A), we have [47]

\[v = \frac{|X^T pb|}{|X^T pb|}\rho = \frac{|[e^T P |\begin{bmatrix}
0 \\
1
\end{bmatrix}]^T|}{|[e^T P |\begin{bmatrix}
0 \\
1
\end{bmatrix}]|} \rho\]

where \( \rho \) is the scalar bound on the uncertainty \( d(t) \), we choose \( Q > 0 \), and let \( P > 0 \) be the unique symmetric positive definite matrix satisfying the Lyapunov equation. Figure 7 shows the block diagram of the actuator control. Accordingly, Equation (18) describes a robust inverse dynamic method that adjusts the abduction torque to track the desired adduction angle. The Lyapunov stability of nonlinear control systems is explained in Appendix A. Robust nonlinear control techniques are demonstrated generally in a block diagram, and we consider a bounded uncertainty named \( d(t) \) in Equation (17). \( T_{ul} \) and \( T_i \) are depicted by Equations (15) and (16), whereas the motion equation in the frontal plane is shown by Equation (10).

![Diagram](image)

**Figure 7.** The block diagram of the actuator control.

### 3. Results

The simulation is based on a previous study with 75% KOA [8]. The amount of control torque on the knee changes when the brace is adjusted through our simulation. The results of this study pertain to knee osteoarthritis, and our proposed unloader brace effectively adjusts the abduction angle using an embedded mechanism. The brace applies an appropriate unloader force, taking into account the contact point and cartilage penetration depth.

With regard to the simulation parameters, the femur mass is assumed to be 3 kg and refers to a subject 1.8 m in height and 76 kg in weight [8]. Critical cartilage penetration depth \( h_i \) for a knee engaged with 75% KOA is assumed to be 0.5 mm. Unwarranted variations in adduction angle may lead to an overloading of the lateral compartment [24]. Therefore, we used the proposed computational method for three defined cases compatible with Figure 8. Three simulations are presented with different parameters in order to provide a more detailed and comprehensive analysis of the modeling and computational methods. The main parameters for unloading procedure during gait cycle are reported for each cases. For instance, peaks of separation angle are 0.4, 1.7, and 2.2 in the simulation.
Figure 8. Variation for unloading procedure in three chosen cases. (a) Cartilage penetration depth $\delta$ versus time demonstrating the medial separation distance; (b) separation angle; (c) medial compartment contact force; (d) overloading of lateral compartment.

For actuation control implementation, the scalar bound on the uncertainty $d(t)$, $\rho = 12.68$. Additionally, to track the desired KAA with acceptable error, we realize that the saturation function should be used. Hence, if $|T_{\text{brace}}| > \text{MaxValue}$, the saturation function is defined by $T_{\text{brace}} = \text{sign}(T_{\text{brace}}) \times \text{MaxValue}$. The maximum value (MaxValue) is determined to be 27.6 Nm.

In the simulation, we take into consideration the contact force, penetration depth, and contact point. Specifically, we calculate the unloading force for a subject with 75% knee osteoarthritis (KOA) based on relevant references [8,39]. The medial penetration depth is calculated according to a certain percentage of KOA [39] as depicted in Figure 8a. In addition, for medial separation distance, the amount of separation angle is demonstrated in Figure 8b. The medial unloading and lateral overloading are shown in Figure 8c,d.

In our approach, altered knee adduction angle (AKAA) is defined according to the changing of KAA. In the next step, Figure 9 demonstrates AKAA and normal KAA. In addition, it illustrates the KAA tracking the fitted AKAA after applying the control torque ($T_{\text{brace}}$) mentioned in Equation (9). It is followed by Figure 10, which presents the required torque for tracking desired KAA shown in Figure 9.

Figure 9. KAA before and after applying controlled torque. Before: knee adduction angle (KAA), altered knee adduction angle (AKAA). After: controlled KAA (red), fitted AKAA (blue).
The proposed procedure offers significant benefits to patients using the new brace by reducing medial compartment contact force (MCF) and altering knee adduction angle (KAA). Figure 8a illustrates the cartilage’s medial penetration depth in three different cases. In knee osteoarthritis (KOA), where the cartilage thickness is 0.5 mm, it is crucial to keep the penetration depth below a critical threshold. The results of Case 2, which involves intermediate correction of KAA, demonstrate a maximum KAA correction of approximately 1.7° at the first and second peaks of MCF. Notably, Figure 8 illustrates the correction of KAA based on MCF and lateral compartment contact force (LCF) for the first time.

Three cases are simulated and presented in Figure 8, considering three different levels of KAA correction (peaks at 0.4°, 1.7°, and 2.2°) to reduce MCF. Furthermore, the results of these three cases are compared with the unbraced normal mode (0°) case. While Case 3 manages to decrease MCF, it fails to prevent bone-to-bone contact in the medial compartment. On the other hand, both Case 1 and Case 2 successfully prevent bone-to-bone contact, with Case 2 providing intermediate medial penetration reduction and addressing lateral overloading. The second peak of the KAA in this case is 1.7°.

Since KAA rotation is considered for the performance analysis, the desired trajectory is extracted from the normal knee motion [39]. The controlled KAA is demonstrated in Figure 11. Figure 12 shows the brace torque saturated to track the desired trajectory calculated by the robust control method. When the input reaches a certain level, its further increase produces little or no increase in the output. The brace torque displays saturation characteristics while $T_{\text{brace}}$ is applied to the femur. The output simply stays around its maximum value and the device is said to be in saturation when this happens, as shown in Figure 12.
The KAA during three gait cycles is demonstrated in Figure 13 to check the performance of the implemented robust control method. The controller is designed based on considering both the nominal model and some characterization of the model uncertainties. A control term $\nu$ is an additional control input that must be defined to overcome the effect of the uncertainty (Equations (A1)–(A4)). The controller uses a high feedback gain value to achieve optimal tracking error. To show the robustness of the controller, uncertainty $d(t)$ as the interactive force between the user and device is considered in the control of the brace. It is mainly introduced to mimic the femur motion [46].
Figure 13. Robust control of KAA for three gait cycles. (a) KAA after applying control torque; (b) position error of controlled KAA.

The results demonstrate that the controller applies an acceptable best to specific classes of nonlinear systems and generally requires state measurements. The actuator controller gives the desired tracking error performance when subjected to disturbances. According to the variations in Figure 6, $d(t)$ can be assumed. We investigate applied torque influence on tracking desired angle and error of control. According to the saturated function, several amounts of torques are used, as shown in Figure 14, and the minimal torque correlated to acceptable error could be determined to be 27.6 Nm.

Figure 14. Cont.
4. Discussion

Our research emphasizes the applicability of the schematic of the embedded actuation to various braces, as shown in Figure 2. The main objective of our study is to address the separation of the medial tibiofemoral knee joint, specifically in relation to the parameter $\delta$. We observe a reduction in medial penetration depth of approximately 0.3 mm (as depicted in Figure 8a) through a separation angle of 1.7° (as shown in Figure 8b). The actuator design focuses on the double-hinge actuation mechanism, which effectively corrects the knee adduction angle (KAA). While the separation angle may vary, the maximum observed separation angle of 2.2° results in a separation of 0.43 mm.

In a clinical study conducted by Roudsari et al. [48], female volunteers with medial osteoarthritis were found to benefit from a decrease in the adduction angle of approximately 2° during the stance phase. Our study demonstrates a comparable reduction in the adduction angle, specifically 1.7°. Furthermore, Roudsari et al. [48] confirmed that the
distribution of internal forces within the knee joint during gait is primarily influenced by
the knee adduction angle, rather than the knee adduction moment. These findings are
consistent with previous studies [27,49] that have highlighted the effectiveness of hinge
adjustments in the frontal plane in reducing medial compartment forces, rather than relying
solely on strap tension increases [50].

It should be noted that using the valgus brace for three months leads to a shift in
load from the medial to the lateral compartment [24,51]. While the results depend on the
user, we reported the results according to dynamic adduction angle change. Although the
adduction angle is not reported in [26], our study showed the same reduction in contact
force by less change in KAA.

Another significant aspect to consider is the consistent findings with previous
studies [27,52]. It explains that increasing valgus alignment leads to a higher reduced
load of the medial compartment. The brace shifts the load from the medial to the lateral
compartment, which is thicker than the medial compartment [53]. However, it is important
to note that the lateral compartment is not accustomed to this altered loading pattern, which
can lead to cartilage degeneration in that region. This phenomenon has been reported
in the literature [24,25,53], and our study confirms these findings. Interestingly, apart
from studies by the authors of [25,28], no other researchers have quantified the impact of
unloader braces on the lateral contact force until now.

Characteristics of included studies are described in Table 1. A brief comparison is
demonstrated to clarify the efficiency of our study. Our study results in Case 1 show
0.8 BW medial unloading at the second peak. It is close to 0.82 BW reported in [25]. Case
2 in our study, with 1.7° alteration of KAA, presents an intermediate δ, lateral overloading,
and 1.18 BW medial unloading with 0.36 Nm/kg abduction torque, comparable to the
0.3 BW reported in [28], while the 0.3 BW medial unloading needs 0.1 Nm/kg abduction
torque at the second peak. Even though the results are slightly different from the previous
studies [25,28], the pattern of all knee brace contributions is quite similar. The variations in
the outcomes may arise due to differences in factors such as step lengths, foot shapes, gait
patterns, knee condyle shapes, types of braces used, and so on [25]. Even the same person
can have different knee moment paths in each cycle, so it may be normal if different people
have different knee moments when they wear different types of OA braces.

<table>
<thead>
<tr>
<th>OA Brace Type/Research</th>
<th>Medial Unloading (BW)</th>
<th>Lateral Overloading (BW)</th>
<th>Abduction Torque (Nm/kg)</th>
<th>Separation Angle (Degree)</th>
</tr>
</thead>
<tbody>
<tr>
<td>Valgus Brace Alignment 8° in [25]</td>
<td>0.82 (600 N/74 Kg)</td>
<td>0.55 (400 N/74 Kg)</td>
<td>-</td>
<td>1</td>
</tr>
<tr>
<td>Three-Point Bending Double Upright in [28]</td>
<td>0.3</td>
<td>0.2</td>
<td>0.1</td>
<td>-</td>
</tr>
<tr>
<td>Unloader Brace Present study</td>
<td>Case I 0.8</td>
<td>0.76</td>
<td>0.25</td>
<td>0.43</td>
</tr>
<tr>
<td></td>
<td>Case II 1.18</td>
<td>1.14</td>
<td>0.36</td>
<td>1.7</td>
</tr>
</tbody>
</table>

It is important to note that studies [25,28] focused on evaluating the contribution of
specific factors, whereas the present study moves beyond that by calculating the robust
abduction torque necessary to effectively distribute the joint reaction force. Our findings
demonstrate that a mere 0.43° change in knee adduction angle (KAA) results in a substantial
reduction of 600 N at the second peak during the gait cycle, specifically at heel-off. This
reduction can be compared to the clinical study conducted by Shriram et al. [25], where
they observed an approximate 1° reduction in adduction angle, resulting in a decrease
in medial contact force. By highlighting the significance of even small changes in KAA,
our study emphasizes the potential impact of precise control over abduction torque for
optimizing knee joint mechanics.
Our computational method via the brace design concept can support the knee to achieve these phenomena, such as lateral compartment overloading, bone–bone contact, and unfavorable alteration of KAA. Respecting the logical amount of alteration, the continuous changing of KAA in motion phases is suggested to observe continuous motion without shock and sudden unloading. Subsequently, the brace can be equipped based on the adaptive attitude to triumph over all the noticeable shortages that disturb the critical roles of other knee components, such as fluid synovial, ligament, and meniscus. Furthermore, integration of experimental data will provide further insights and support the practical application of the proposed method.

5. Conclusions

The hypothesis suggests that the combination of the embedded actuation mechanism, computational procedure, and active control in the unloader brace can provide a viable solution for mitigating the challenges associated with KOA and improving the safety and functionality of the knee joint. To effectively correct the adduction knee angle, an embedded actuator was designed based on a realistic model. The addition of a double-hinge mechanism with revolute dampers and mechanical hard stops allows for precise control of the knee abduction angle (KAA) in the brace. In this context, we propose a computational method to reduce the load on the medial compartment in cases of osteoarthritis. Figure 4 provides a visual representation of the relationships between medial and lateral penetration depths, as well as their correlation with the knee adduction angle. By controlling this angle, our proposed method establishes a connection between the adduction angle, contact point, and cartilage penetration depth. A knee forward dynamic model in the frontal plane was discussed in this study. Accordingly, this innovative computational procedure was introduced to extract the biomechanical parameters of the knee and control the actuator.

We realize that there are some obstacles in order to clarify the relation between adduction knee angle and medial and lateral contact force. Then, the most convenient means of overcoming this issue was discovering the correlation between penetration depth and medial and lateral contact force. Unlike typical valgus brace designers, our computational strategy takes into account the influence of lateral overloading induced by medial unloading. We found that a maximum correction of 1.7 degrees effectively unloads the knee and prevents excessive lateral compartment contact force (LCF). Neglecting this phenomenon leads to undesired rotation from adduction to abduction, which places the overloaded lateral compartment at risk.

The outcomes measured from two experimental studies [25,28] were examined. Table 1 demonstrates the efficiency of our study with existing studies to verify the whole procedure. Additionally, to assess the effectiveness of the robust control, an analysis was conducted in the presence of uncertainty in interaction torque. As a result, we were able to quantify the computational changes in KAA and the associated peak lateral compartment overloading 852 N for the specific case study. The required torque in the presence of interaction force is calculated. To determine which torque within the design range exhibited acceptable tracking, several torques were tested. The optimal torque for position control tracking was determined to be 27.6 Nm. As per the differences in case studies and their characteristics, the amount of valgus moment cannot be compared with the literature accurately. However, the main factor of comparison is the pattern and range of alteration, and the results of our study are in good agreement with prior clinical studies [25,28,53].

Our computational method via the brace design concept can support the knee to achieve lateral compartment overloading, bone–bone contact, and adaptive alteration of KAA in motion phases to observe continuous motion without shock and sudden unloading. This brace can help to overcome the shortcomings of other knee components, such as fluid synovial, ligament, and meniscus. Apparently, there are some limitations in our simulation. Although the embedded actuation design might apply to different braces, the influence of muscle activations on knee moments is a crucial parameter that changes when it is adjusted to the knee. It affects the external abduction torque calculation. In
future, conducting a preliminary test with healthy individuals is a valuable step in the
development and validation process, helping ensure the safety, efficacy, and usability of
the proposed method before moving forward with further studies or clinical trials. This
may include appropriate justifications and references to benchmarking studies to enhance
the credibility and robustness of our proposed experimental design findings.

Author Contributions: Conceptualization, M.B.; methodology, M.B. and A.J.; software, A.J.; valida-
curation, A.J; writing—review and editing, M.B. and A.J.; supervision and project administration,
M.B.; All authors have read and agreed to the published version of the manuscript.

Funding: This research received no external funding.

Data Availability Statement: The datasets generated and supporting the findings of this article are
obtainable from the corresponding author upon reasonable request. The authors attest that all data for
this study are included in the paper. Data generated or the code used during the study are available
from the corresponding author by request.

Conflicts of Interest: The authors declare no conflict of interest in preparing this article.

Abbreviations

MCF Medial contact force
KOA Knee osteoarthritis
CF Contact forces
KAM Knee adduction moment
KFM Knee flexion moment
KAA Knee adduction angle
LCF Lateral contact force
MCF Medial contact force
δ Cartilage penetration depth
AKAA Altered adduction knee angle

Appendix A

The theory introduced by Lyapunov is the most general approach for studying the
stability of nonlinear control systems. As the proof of stability and obtaining \( \nu \):

\[
V = \frac{1}{2}X^TPX > 0 \quad (A1)
\]

The derivative of the Lyapunov function is

\[
\dot{V} = \frac{1}{2}X^TPX + \frac{1}{2}X^TP\dot{X} \quad (A2)
\]

According to Equations (16) and (A2), it can be recast as follows:

\[
\dot{V} = \frac{1}{2}X^T(A^TP + pA)X + X^Tpb\omega \quad (A3)
\]

Defining Q as the positive matrix:

\[
\dot{V} = \frac{1}{2}X^TQX + X^Tpb\omega \quad (A4)
\]

The condition to become negative is

\[
\dot{V} \leq 0 \iff X^Tpb\omega < 0 \quad (A5)
\]
and then, we have
\[ X^T \rho d(t) - v < 0 \]  
(A6)
\[ X^T \rho d(t) < X^T \rho v \]  
(A7)
Considering \( d(t) \) has a defined range, the basic assumption is that the uncertainty range is known:
\[ |d(t)| < \rho \]  
(A8)
\[ X^T \rho |d(t)| < |X^T \rho| \rho \]  
(A9)
\[ X^T \rho v = |X^T \rho| \rho \]  
(A10)
\[ v = \left[ \frac{X^T \rho}{X^T \rho} \right]^T \rho \]  
(A11)

References
16. Stolte, J.S.; Rasmussen, J.; Andersen, M.S. On the biomechanical relationship between applied hip, knee and ankle joint moments and the internal knee compressive forces. *Int. biomech.* 2018, 5, 63–74. [CrossRef]
29. Adouni, M.; Shirazi-Adl, A. Partitioning of knee joint internal forces in gait is dictated by the knee adduction angle and not by the knee adduction moment. *J. Biomech.* **2014**, *47*, 1696–1703. [CrossRef]


**Disclaimer/Publisher’s Note:** The statements, opinions and data contained in all publications are solely those of the individual author(s) and contributor(s) and not of MDPI and/or the editor(s). MDPI and/or the editor(s) disclaim responsibility for any injury to people or property resulting from any ideas, methods, instructions or products referred to in the content.