
 

 

 

Figure S3. The figures present the correlation between the Lact spectral index and 

serum lactate levels throughout the treatment of cLN patients P3-P8. The consistency 

between the Lact spectral index and serum lactate levels, measured using a portable 

lactate meter, is demonstrated.  

 

 


