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Abstract: The identification of pathogens causing infectious diseases is still based on laborious
and time-consuming techniques. Therefore, there is an urgent need for the development of novel
methods and devices that can considerably reduce detection times, allowing the health professionals
to administer the right treatment at the right time. Lateral flow-based systems provide fast, cheap and
easy to use alternatives for diagnosis. Herein, we report on a lateral flow approach for specifically
detecting S. aureus bacteria within 6 h.
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1. Introduction

doi.org/10.3390/diagnostics11112022

Emerging pathogens that cause severe infections and diseases present an urgent need
for the development of novel, more rapid and sensitive methods and devices that allow
for timely patient management. Despite continuous efforts encouraged by governments
and health institutions worldwide for the development of point-of-care (PoC) diagnostic
tools that allow the simultaneous detection and identification of pathogens, there is still
no test that combines all advantages and attributes for a test of this type [1,2]. Traditional
microbiology techniques used in the identification of infections and causative bacterial
species always start by culturing the samples, followed by several molecular and biochemical tests, such as colony size and color, Gram stain, catalase/oxidase activity, coagulase test,
etc. These techniques are precise and effective; however, they are time consuming, provide
delayed information (2 to 3 days), and are expensive due to the need of trained personnel
and specific lab equipment. Nowadays, PCR-based approaches and matrix-assisted laser
desorption-ionization time of flight mass spectrometry (MALDI-TOF MS) methods are
being used for their speed and sensitivity [3–9]. However, amplification methods like PCR
suffer from contamination problems, difficult experimental design, complex interpretation
of results, and high costs. In the case of MALDI-TOF MS, the main limitation, besides
the obvious high capital investment needed, is the inability to differentiate taxonomically
related bacteria like high pathogenic species (e.g., Shigella) from commensal common bacteria (e.g., E. coli) and the need of an existing database that correlates the spectra with the
pathogen [7]. As a result, these techniques currently co-exist with bacterial cultures and a
diagnostic result is obtained after 18–24 h or even longer [8].
Consequently, there is an urgent and unmet clinical need for innovative PoC diagnostic
tools that can reliably identify bacterial infections with short turnaround time, enabling
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doctors to treat patients with appropriate antibiotics as early as possible and to avoid
the spread of bacteria and development of antibiotic resistance, especially in the hospital
setting. The development of such rapid diagnostic methods will provide clinical and
cost-related improvements in the management of infections.
Desirable features for the development of diagnostic devices should include simplicity
of design, cost-effectiveness, portability, ease-of-use, no need for specialized personnel or
complex laboratory instrumentation and short turn-around of results with high sensitivity
and specificity. In the last decade, immunoassays have found wider acceptance due to their
affordability, user friendliness and versatility of detection formats, making them an excellent choice for point-of-care applications [10,11]. Among all systems using antibodies as
recognition molecules, lateral flow immuno-chromatography (LFIC) had recently achieved
remarkably high level of impact, as it can be used for applications where fast and accurate
detection is required [12,13], such as in the case of antibody or antigen tests for COVID-19.
LFIC is a simple method of specifically detecting the presence or absence of a target analyte
in a given sample matrix. LFIC is currently being used as a PoC tool (fast and in situ) in a
large range of applications, from the widely known home pregnancy test to more specialized tests for clinical, food safety, environmental and industrial applications, eliminating
the need for specialized and costly equipment and conventional laboratories [14].
In our lab, we have taken advantage of the features of LFIC, and we sought to combine
them with our extensive expertise in harnessing the biology of bacterial nucleases as
biomarker of disease to create an approach that provides rapid and sensitive identification
of bacterial infections. Bacteria are microorganisms that express a variety of enzymes
and proteins which are unique for each species, even for members belonging to the same
genus, thus making them useful tools for specific targeting. Nucleases are one type
of these enzymes, responsible for many functions related to the regulation of bacteria
genetic material by cleaving nucleic acids, such as DNA or RNA. Moreover, nucleic acids
have been proven to be useful recognition molecules for the development of several
diagnostic strategies, mostly due to their flexibility and adaptability to various transduction
mechanisms, such as fluorescence, electrochemical, piezoelectric, and colorimetric [15,16].
In recent years, we have been working on various approaches based on nucleic acid
substrates to target specific nucleases that could be used as a blueprint of bacterial infections
or specific types of cancer [17–20]. The Staphylococcus aureus (S. aureus) bacteria, both the
methicillin sensitive (MSSA) and methicillin resistant (MRSA) varieties, is the leading cause
of nosocomial infections worldwide [21–24]. Therefore, fast, accurate identification of this
bacteria is crucial to ensuring effective treatment and preventing the spread of infections
within hospital settings.
In a previous report, S. aureus infections were detected using an oligonucleotide
fluorescent probe (TT probe) as a substrate that is specifically cleaved by the micrococcal
nuclease (MN) produced by S. aureus in less than 1 h [20]. Herein, we propose to follow
up on that study by translating this technology, based on nucleases and short nucleic acid
(oligonucleotides) substrates, into an approach amenable to a portable and easy-to-use
detection device based on a lateral flow system.
Therefore, herein we describe, for the first time, the utility of specific oligonucleotide
probes, modified with tags that allow their capture on a lateral flow strip, for the rapid,
sensitive, and specific detection of nuclease activity derived from S. aureus, with a great
potential for use in the clinical field. Specifically, the oligonucleotide probe that acts as
substrate for the target nuclease is composed of a short oligonucleotide sequence flanked by
two capture tags, digoxigenin and biotin (polynucleotide probe, Figure 1), and we named
it the LF-TTprobe. This oligonucleotide sequence consists of 2 central thymidines as the
specific region, flanked by nucleosides modified with a methyl group at the 20 -position of
the sugar ribose (20 -O methyl), that renders the probe resistant to non-specific nucleases.
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Figure 1. Schematic representation of the detection technology based on the activity of nucleases
Figure 1. Schematic representation of the detection technology based on the activity of nucleases on oligonucleotide
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The LFIC system performance was tested using culture supernatants of S. aureus as the
target pathogen, and culture supernatants of Staphylococcus epidermidis (S. epidermidis) as
the control pathogen. The choice of the control bacterium was dictated by two factors. On
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one hand, S. epidermidis is the main bacterium present in clinical samples that might show
cross-reactivity with S. aureus. On the other hand, both bacteria are endowed with similar
surface-expressed proteins and secrete virulence factors such as toxins, and enzymes such
as nucleases. However, when compared to S. aureus, S. epidermidis presents a smaller
repertoire of nucleases [25], thus enabling technologies based on nucleases to discriminate
between them. Our technology, presented herein, is based on harnessing the activity of
a specific secreted nuclease, allowing for their differentiation. Moreover, both S. aureus
and S. epidermidis are also clearly differentiated from other common bacteria causing
severe infections, such as Klebsiella pneumoniae, Pseudomonas aeruginosa, Escherichia coli and
Streptococcus pneumoniae, showing the high specificity of the method.
In this contribution, we demonstrate a significant improvement in the sensitivity of
S. aureus detection when compared to the previously described fluorescent approach by
achieving a 250-fold reduction in the amount of the oligonucleotide probe used for the
optimal detection of its target nuclease, hence decreasing the potential cost of LFIC device
manufacturing. Importantly, we show that we can detect the presence of S. aureus via its
secreted nuclease activity in mini cultures of 6 h, obtained from one colony forming unit
(CFU) culture, thus significantly shortening the actual waiting time of the gold standard
method, which is usually between 18 to 24 h. This unprecedented three-in-one feature,
increased sensitivity (S), specificity (S) and speed (S), has paramount implications on the
development of LF applications for clinical diagnostics, with great potential to be extended
to other pathogens and human conditions.
2. Materials and Methods
2.1. Buffer Solutions and Culture Media
Tris-EDTA, 1X solution (TE, CAS number: 38641-82-6, pH 8.0) was purchased from
Thermo Fisher Scientific (Madrid, Spain). Tris buffered saline (TBS) purchased from Merck
Life Science (Madrid, Spain) was prepared by dissolving the powder of a pHast pack in
500 mL of ultrapure water to obtain a solution of 1× with final concentrations of 50 mM
Tris, 138 mM NaCl, 2.7 mM KCl, pH 8.0. Tween 20 was purchased from Sigma-Aldrich
and used as received to prepare the running buffers for the lateral flow strips at a final
concentration of 0.05% V/V. Calcium chloride (CAS number: 1043-52-4) purchased from
Merck Life Science (Madrid, Spain) was prepared in ultrapure water at a final concentration
of 100 mM. Phosphate buffered saline 10× (PBS, pH 7.4) without MgCl2 and CaCl2 (PBS-/-)
was purchased from Thermo Fisher Scientific (Madrid, Spain). This solution was used at
1× by diluting it ten times in ultrapure water. Ethylenediamine tetraacetate acid (EDTA)
500 mL, 0.5 M, was purchased from Thermo Fisher Scientific (Madrid, Spain). PBS-/- with
EDTA solution was prepared using PBS-/- 1× and EDTA 500 mM for a final concentration
of 10 mM EDTA.
Tryptic soy broth (TSB), nutrient broth (NB), Todd Hewitt broth (THB) culture media,
yeast extract and European bacteriological agar were purchased from Laboratorios Conda
SL (Madrid, Spain) and prepared in ultrapure water, as indicated. The agar was always
used by mixing 15 g per liter prepared with the broth for incubation in Petri dishes. All the
media were always autoclaved at 121 ◦ C for 25 min.
2.2. Bacterial Strains and 24 h Supernatant Preparation
All the bacterial strains used in this study were obtained from LGC Standards
(Barcelona, Spain) and cultured using the culture conditions recommended by the American Type Culture Collection (ATCC). Table 1 details all bacteria strains used herein, with
their respective culture media.

Diagnostics 2021, 11, 2022

5 of 15

Table 1. Bacterial type strains and the corresponding culture medium used.
Bacterial Strains

Medium

Staphylococcus aureus ATCC 29213

TSB

Staphylococcus epidermidis ATCC 35984

TSB

Klebsiella pneumoniae ATCC 13883

NB

Pseudomonas aeruginosa ATCC 10145

NB

Escherichia coli ATCC 25922

TSB

Streptococcus pneumoniae ATCC 49619

THB+yeast extract 2%

To prepare pure culture supernatants, frozen bacteria stored at −80 ◦ C were precultured in each correspondent medium (Table 1) for 18 h at 37 ◦ C with agitation at
180 rpm. In the case of Streptococcus pneumoniae, the culture was always supplemented
with 5% CO2 . One milliliter of each bacterium in glycerol solution was added to 50 mL of
the correspondent broth medium. After 18 h of growth, a dilution of 1:500 was prepared by
adding 100 µL of the 18 h pre-culture to 50 mL of fresh medium (sub-culture). Using 10 µL
disposable loops, Petri dishes with the corresponding agar were also prepared to obtain
isolated colonies. Both, broth and dish preparations were incubated for 24 h at 37 ◦ C with
and without agitation at 180 rpm, respectively.
After 24 h of growth, each culture was then centrifuged (6000× g for 20 min) and
the supernatant was removed and stored at −20 ◦ C until use. The pellets were properly
discarded in biohazard waste. The Petri dishes were stored at 4 ◦ C until use.
2.3. Oligonucleotide Probes Synthesis and Purification
The probe was synthesized and purified at Biomers.net (Ulm, Germany). The oligonucleotide sequence of TTprobe was the following: 50 -mCmUmCmGdTdTmCmGmUmUmC30 (m = -methyl at 20 ; d = DNA nucleoside with no modification). The TTprobe for the
lateral flow tests contained a digoxigenin molecule at the 50 -end and a biotin molecule
at the 30 -end (LF-TTprobe). For this, a standard method of solid phase phosphoramidite
chemistry was used, followed by high-performance liquid chromatography (HPLC) purification. The probe identity was confirmed by MALDI-MS. The purity of the probe, as
assessed by HPLC analysis, is typically greater than 95%.
The TTprobe used in the fluorescence experiments (F-TTprobe) was synthetized with
a fluorophore and a quencher, as previously reported [20].
2.4. Oligonucleotide Probes Solution Preparation
The oligonucleotide probe stock solutions were prepared by resuspending the lyophilized
probe vial (from the manufacturer) in TE buffer at a final concentration of 500 pmol·µL−1 .
Then, as needed, working solutions of the fluorescent probe were prepared by dissolving
the F-TTprobe in PBS-/-. To prepare working solutions of the lateral flow probe, the
LF-TTprobe was resuspended in ultrapure water. Note that probe solutions prepared in
PBS are not recommended for lateral flow assays.
2.5. Lateral Flow Strips
The lateral flow strips used throughout this work were purchased from Operon
(Cuarte de Huerva, Zaragoza, Spain) and Abingdon Health (Sand Hutton, York, UK). The
Operon strips use latex particles as reporter molecules, while Abingdon PCR-Flex strips
use carbon particles as reporters. Both strips contain anti-digoxigenin/biotin antibodies.
2.5.1. Optimization of the Strips—Running Buffer
To better visualize the strip lines for an accurate reading of the lateral flow (LFA)
results, an appropriate running buffer should be used. The running buffer should not
only maintain the sample pH, but also allow a perfect flow through the strip, and not
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interfere with the antigen–antibody interactions. Therefore, we tested and evaluated the
performance of two buffers: TBS buffer alone (Buffer 1) and TBS buffer supplemented with
tween 20 0.05% v/v (Buffer 2).
2.5.2. Optimization of the Strips—Probe Concentration
To determine the best concentration of probe to be used in the LF system, a titration
with different concentrations of the LF-TTprobe was performed, using S. aureus ATCC
29213 supernatants as the sample and TSB medium and the S. epidermidis ATCC 35984
supernatant as the control. LF-TTprobe solutions at different concentrations (500, 300, 250,
200, 150, 100, 75, 50 and 5 fmol·µL−1 ) were prepared in ultrapure water.
2.6. Nuclease Activity Assays (NAA)
2.6.1. Fluorescence Detection
The fluorescence nuclease activity assays were performed in reaction volumes of 10 µL,
by mixing 8 µL of sample (24 h culture supernatants or control medium) with 1 µL of CaCl2
100 mM and 1 µL of F-TTprobe (50 pmol·µL−1 ). The reactions were incubated at 37 ◦ C,
for 30 min. Then, the reactions were stopped by adding 295 mL of PBS-/- supplemented
with 10 mM EDTA. Finally, 95 mL of each sample was loaded in triplicate into 96-well
black plates (96F non-treated black microwell plate, Thermo Scientific). Fluorescence
intensity was measured with a fluorescence microplate reader, Synergy Neo2 Hybrid MultiMode Reader from Agilent BioTek (Winooski, VT, USA) using the filter settings for FAM
(excitation/emission 485/528 nm). Three independent experiments were performed with
each sample. The results are expressed as the mean ± SD (n = 3) of fluorescence intensity
in arbitrary units (a.u.).
2.6.2. Lateral Flow Detection
The nuclease activity assays for the lateral flow detection were prepared in a similar
fashion as for the fluorescence assays, by only changing the probe and probe concentration.
Therefore, 8 µL of each sample (24 h culture supernatants or control medium), were mixed
with 1 µL of CaCl2 100 mM and 1 µL of LF-TTprobe (200 fmol·µL−1 ), to a final reaction
volume of 10 µL. Then, the reactions were incubated at 37 ◦ C for 30 min. Next, to allow the
reaction to flow through the strip, 150 µL of TBS + tween 20 0.05% running buffer were
added to the reaction. Thus, a final volume of 160 µL was transferred to a 96-well plate
with a flat bottom so toallow the strips, when dipped in the wells, to be in contact with the
entire volume of the sample. Then the strips were labeled, dipped in the correspondent
well and the flow was allowed to run for 10 min. Next, the strips were removed from the
wells and the results were visually read. Photographs of the strips were also taken and
recorded.
2.6.3. MALDI-TOF
For an optimal MALDI evaluation, the NAA was slightly modified from the original
version. Thus, 1 µL of sample, S. aureus ATCC 29213, S. epidermidis ATCC 35984 or TSB as
control, was mixed with 1 µL of CaCl2 100 mM and 1 µL of LF-TTprobe (with digoxigenin
and biotin) and prepared in ultrapure water at a concentration of 50 pmol·µL−1 (final
concentration 5 pmol·µL−1 ) in 7 µL of ultrapure water and incubated at 37 ◦ C for 30 min.
Next, the reaction was not stopped, but was directly used for crystallization. The sample
preparation was carried out by the deposition of 0.5 µL of the sample (NAA reaction)
directly onto a polished stainless-steel plate (Bruker Daltonics, Bremen, Germany), and
mixing it with 0.5 µL of matrix solution, which was composed of a dissolution of 10 mg
of 2,4,6-trihydroxyacetophenone (THAP) and 5 mg of diammonium citrate in 1 mL of
deionized water. MALDI-TOF MS analysis was performed using an UltrafleXtreme III
time-of-flight mass spectrometer equipped with a Nd:YAG laser (Smartbeam II, 355 nm,
1 kHz), controlled by Flex Control 3.3 software (Bruker Daltonics, Bremen, Germany). The
acquisitions were carried out in positive-ion linear mode at a laser frequency of 1 kHz.
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The spectrum was acquired at 30% laser fluency and was recorded in the m/z range from
1500 to 5000. The deflector cut-off was set at m/z 1300, and the spectrum resulted from
the accumulation of 3000 laser shots. All the spectra were analyzed using FlexAnalysis
software 3.0 (Bruker Daltonics, Bremen, Germany).
2.7. Sensitivity Tests
The sensitivity experiments were carried out using supernatants of S. aureus ATCC
29213 and S. epidermidis ATCC 35984. Tenfold serial dilutions, from 10−1 down to 10−6 ,
of these supernatants were prepared in ultrapure water. Next, NAA for lateral flow was
performed as previously described in Section 2.6.2.
2.8. Specificity Tests
The specificity experiments were carried out using supernatants of all bacteria detailed
in Table 1, Section 2.2. The NAA for lateral flow was performed as previously described in
Section 2.6.2.
2.9. Short Cultures of S. aureus ATCC 29213 and S. epidermidis ATCC 35984
Cultures of S. aureus ATCC 29213 and S. epidermidis ATCC 35984 were prepared from
1 CFU taken from previously prepared Petri dishes that were stored at 4 ◦ C, as detailed in
Section 2.2.
One CFU of each bacterium was added to 50 mL of TSB culture medium using a
collection loop and incubated at 37 ◦ C with 180 rpm agitation. Next, various samples
were collected at the following incubation times: 2 h, 3 h, 4 h, 6 h, 8 h, 10 h and 12 h. One
milliliter of each bacterial culture was collected and centrifuged at 13400 rpm for 20 min.
The supernatants were then kept at 4 ◦ C until use in the NAA. The pellets were properly
discarded. Before proceeding with the NAA, all the samples to be used were prepared by
mixing 10 µL of each sample with 10 µL of TBS buffer (1:1) (pre-NAA prep.). The NAAs
were performed for fluorescence and lateral flow detection as explained in Section 2.6,
using as a sample 8 µL of each pre-NAA prep.
3. Results and Discussion
3.1. Optimization of the Running Buffer
The running buffer is an essential component of a lateral flow assay. A simple but well
formulated running buffer allows for sample buffering by maintaining the pH constant,
minimizing non-specific bindings, not interfering with the antigen–antibody interactions,
and allowing the proper flow through the strip, thus helping to improve the signal intensity
of the test line. Moreover, a simple buffer composition allows for easier preparation that
can impact the reproducibility, shelf-life stability, and manufacturing quality of the final
commercial product. In our system, the running buffer is added to the reaction volume
after the nuclease activity on its substrate LF-TTprobe has had occurred, and thus the
buffer needs to preserve the reaction products to be detected at the test line while avoiding
interference with the antigen–antibody interactions. Therefore, we sought to optimize the
LFIC system performance for the nuclease activity detection by electing the best running
buffer (Figure 2). We have thus tested a standard TBS (pH 8.0) buffer (Buffer 1) which is
generally used in lateral flow immunoassays, along with one additional buffer (Buffer 2)
containing a small concentration of tween 20 detergent, which is also generally used in LF
systems [26]. The role of the detergent is to facilitate the dragging of the elements along the
strip and to provide a clean white background for better readings of the results. Figure 2
shows the excellent performance of both buffers by allowing a clean flow through the
strips, resulting in very clear and well-defined control bands (blue lines).
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scenario, one nuclease can degrade thousands of TTprobe molecules, resulting in signal
increase, or in this case, the disappearance of the line in the test band. Therefore, it is
counterintuitive that in order to achieve a clean, no-shadow test band, careful optimization
of the probe concentration is essential, and this will greatly depend on the final target
application. As seen in Figure 5b, the S. aureus supernatants containing the secreted MN
nuclease, can be clearly and easily discriminated from S. epidermidis at 200 fmol (20 fmol
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final concentration) of LF-TTprobe, representing a significant 250-fold less amount of probe
needed for the reaction when compared to the fluorescence system.
To confirm the specific cleavage of the LF-TTprobe by the S. aureus nuclease, we used
MALDI-TOF MS to provide the structural information and probe fragmentation pattern.
MALDI-TOF MS is a powerful analytical technique in which the sample is mixed with a
matrix and ionized with a laser beam into charged molecules, and ratio of their mass to
charge (m/z) is measured by determining the time it takes for the ions to travel to a detector
at the end of a time-of-flight tube. It can be used as confirmatory tool of molecular identity
in a wide range of applications and has recently emerged as a potential tool for microbial
identification and diagnosis [27]. However, for the accurate identification of microbes,
MALDI-TOF MS has its own drawbacks, by heavily relying on the database containing
spectra of known organisms [7]. Herein, we used MALDI-TOF MS to corroborate the
degradation efficiency of the LF-TTprobe with the fluorescence and lateral flow methods.
To do so, the same samples used to generate Figure 5b, the TBS medium, S. aureus culture
supernatant and S. epidermidis culture supernatant, were incubated with the probe for 1 h,
and then the reactions were subjected to mass analysis.
Figure 5c depicts the fragmentation profile of the LF-TTprobe alone (grey spectrum), in
TBS (green spectrum), in the S. aureus supernatant (blue spectrum) and in the S. epidermidis
supernatant (brown spectrum). As observed from the top spectra of the LF-TTprobe only
and in TBS media, the starting material is represented by a cluster of peaks at 4782.521 m/z.
On the other hand, the TTprobe in the S. aureus supernatant shows a total shift of the peaks
to the left side of the spectrum, with two clusters of peaks (blue spectrum) corresponding
to the two major fragments of the cleavage, with masses compatible with the fragments
Dig-50 -mCmUmCmG (2046.116 m/z) and dTmCmGmUmUmC-30 -Bio (2451.140 m/z). This
fragmentation pattern implies the cleavage by a hydrolysis reaction of the phosphodiester
bond at the 50 -thymidine position, being in very good agreement with our recently reported
observations [28]. As expected, no fragmentation was observed for the LF-TTprobe in the
S. epidermidis supernatant (bottom panel, brown spectrum).
3.4. Sensitivity and Specificity of the System
The sensitivity of the LF system was tested by performing 10-fold serial dilutions of the
S. aureus and S. epidermidis culture supernatants. The nuclease activity assays were carried
out for the 24 h cultures using undiluted and diluted (down to 10−6 ) samples of bacterial
supernatants to determine the minimum dilution factor that allows the development of
test line (red line) for the negative sample of S. epidermidis and the absence of the test line
(no red test line) for the positive sample, S. aureus. Herein, the presence of S. aureus was
detected down to a dilution of 10−3 (1:1000), representing the maximal dilution at which
nuclease activity can be detected in culture supernatants of this bacterium (Figure 6a). For
a higher dilution factor, the development of a well-defined red test line signifies that there
was not enough micrococcal nuclease present in the sample to allow full digestion of the
TTprobe. Therefore, at these low concentrations (10−4 to 10−6 ) the system was no longer
able to detect S. aureus. For S. epidermidis, all dilutions tested resulted in well-defined red
test lines, as expected (Figure 6b).
To study the specificity of the LF-TTprobe in the LF system, we tested culture supernatants of four non-Staphylococci bacteria (Klebsiella pneumoniae, Pseudomonas aeruginosa,
Escherichia coli and Streptococcus pneumoniae) (Table 1) which, together with S. aureus, represent the most common pathogens causing community-acquired and nosocomial infections.
TSB and S. epidermidis were used as the control medium and negative control Staphylococci
bacterium, respectively. Figure 7 shows that all the non-Staphylococci bacteria, TSB, and S.
epidermidis resulted in a well-defined red test line, meaning that none of these were able to
digest the LF-TTprobe, thus proving the specificity of this probe for S. aureus detection. No
red test line developed for the S. aureus strip, as expected for a positive result.
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Figure 6. Sensitivity of the LF system with several dilutions of 24 h culture supernatants of (a) S. aureus ATCC 29213 (target
bacteria), and (b) S. epidermidis ATCC 35984 (control bacteria). Presence of red test line indicates a negative result, and no
red line indicates a positive result. The blue line represents the control line.

To study the specificity of the LF-TTprobe in the LF system, we tested culture
supernatants of four non-Staphylococci bacteria (Klebsiella pneumoniae, Pseudomonas
aeruginosa, Escherichia coli and Streptococcus pneumoniae) (Table 1) which, together with S.
aureus, represent the most common pathogens causing community-acquired and
nosocomial infections. TSB and S. epidermidis were used as the control medium and
negative control Staphylococci bacterium, respectively. Figure 7 shows that all the nonStaphylococci bacteria, TSB, and S. epidermidis resulted in a well-defined red test line,
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To study the specificity of the LF-TTprobe in the LF system, we tested culture
supernatants of four non-Staphylococci bacteria (Klebsiella pneumoniae, Pseudomonas
aeruginosa, Escherichia coli and Streptococcus pneumoniae) (Table 1) which, together with S.
aureus, represent the most common pathogens causing community-acquired and
nosocomial infections. TSB and S. epidermidis were used as the control medium and
negative control Staphylococci bacterium, respectively. Figure 7 shows that all the nonStaphylococci bacteria, TSB, and S. epidermidis resulted in a well-defined red test line,
meaning that none of these were able to digest the LF-TTprobe, thus proving the
specificity of this probe for S. aureus detection. No red test line developed for the S. aureus
strip, as expected for a positive result.
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We then
sought
to evaluate
theexpected
sensitivity
of the
S. aureus detection in short-time
cultures, which we called mini-cultures, of 2 to 12 h using both the LFA and fluorescence
methods. Figure 8 shows the ability of both systems to detect the S. aureus nuclease in
mini-cultures, as early as 6 h growth from 1 CFU bacteria. At this incubation time, and at
later time points, complete degradation of the TTprobe occurred, resulting in a totally
clear test line (Figure 8a, the fourth to eighth strips down) and high fluorescence intensity
(Figure 8c, black bars). Interestingly, in the 4 h mini-culture, significant increase in
fluorescence intensity can already be observed (Figure 8c, black bars) with nearly
complete degradation of the probe, as also seen in the LF strip (Figure 8a—third strip
down). For S. epidermidis, all samples tested resulted in well-defined red test lines,
meaning no probe degradation, as expected (Figure 8b).

Diagnostics 2021,
2021, 11,
11, 2022
2022
Diagnostics

13
13 of
of 15

Figure
Figure 8.
8. Detection
Detection of
of S.
S. aureus
aureus ATCC
ATCC 29213
29213 in
in mini
mini cultures
cultures by
by the
the lateral
lateral flow
flow (a,b)
(a,b) and
and fluorescence
fluorescence (c)
(c) methods.
methods. The
The
mini
epidermidis
mini cultures
cultures were
were established
established from
from 11 CFU
CFU bacteria
bacteria and
and NAA
NAA was
was performed
performed at
at various
various times
times from
from 22 to
to 12
12 h.
h. S.
S. epidermidis
was
stdv. of at least 3 measurements.
was used
used as
as control
control bacteria.
bacteria. Error
Error bars
bars in
in c)
c) represent
represent the
the avg
avg ±
± stdv.

4. Conclusions
Conclusions
4.
The main
main hurdle
hurdle in
in the
The
the clinical
clinical diagnosis
diagnosis of
of infectious
infectious diseases
diseases remains
remains the
the speed
speed of
of
pathogen
identification.
Despite
the
major
technological
advances
in
molecular
diagnospathogen identification. Despite the major technological advances in molecular
tics, digital microbiology
and mass
spectrometry,
that havethat
slowly
found
their
waytheir
into
diagnostics,
digital microbiology
and
mass spectrometry,
have
slowly
found
microbiology
laboratories,
there stillthere
existsstill
a global
need
for diagnostic
methods
way
into microbiology
laboratories,
existsunmet
a global
unmet
need for diagnostic
that are fast, accurate, simple and affordable. This need represents a real problem, being a
methods that are fast, accurate, simple and affordable. This need represents a real
life and death situation in underdeveloped regions with limited access to healthcare.
problem, being a life and death situation in underdeveloped regions with limited access
Herein we have developed and optimized a simple method for the detection of S.
to healthcare.
aureus, one of the major life-threatening pathogens, in mini cultures of only 6 h, representing
Herein we have developed and optimized a simple method for the detection of S.
a significant reduction of time when compared with the 18 to 24 h or longer of the standard
aureus, one of the major life-threatening pathogens, in mini cultures of only 6 h,
methodologies. We have achieved this by transferring the detection of S. aureus nuclease
representing a significant reduction of time when compared with the 18 to 24 h or longer
(MN) from the previously reported FRET system to a lateral flow immuno-chromatography
of the standard methodologies. We have achieved this by transferring the detection of S.
assay. Therefore, this system embodies the three most important features of a rapid
aureus nuclease (MN) from the previously reported FRET system to a lateral flow
diagnostic test for S. aureus, namely increased sensitivity (S), specificity (S) and speed (S),
immuno-chromatography assay. Therefore, this system embodies the three most
with high potential to be extended to other pathogens.
important features of a rapid diagnostic test for S. aureus, namely increased sensitivity (S),
specificity
(S) and speed
(S),and
with
highdeveloped
potentialthe
to be
extended
to other
pathogens.
Author Contributions:
L.I.H.
F.J.H.
conceptual
strategy,
designed
the probes
and oversaw the execution of the experiments. I.M., G.G., E.A. performed microbiology cultures
Author
Contributions:
L.I.H. and F.J.H.
developed
theinitial
conceptual
designed studies.
the probes
and nuclease
activity experiments.
X.A.-M.
performed
lateral strategy,
flow optimization
T.J.
and
oversaw
the
execution
of
the
experiments.
I.M.,
G.G.,
E.A.
performed
microbiology
cultures
performed nuclease activity assays and MALDI-TOF spectrometry experiments. I.M., F.J.H.
and
and
nuclease
activity
experiments.
X.A.-M.
initialwith
lateral
flow
optimization
studies.
T.J.
L.I.H.
analyzed
and interpreted
data.
L.I.H. performed
wrote the paper
help
from
all the authors.
All the
performed
nuclease
activity
assays
and
MALDI-TOF
spectrometry
experiments.
I.M.,
F.J.H.
and
authors revised the manuscript. All authors have read and agreed to the published version of the
L.I.H.
analyzed and interpreted data. L.I.H. wrote the paper with help from all the authors. All the
manuscript.
authors revised the manuscript. All authors have read and agreed to the published version of the
Funding: This research was supported by funding from the European Union’s Horizon 2020 research
manuscript.
and innovation program under CoronaQuick project grant agreement No. 961916 and the Ministry
of Economy, Industry and Competitiveness: PTQ-17-09382.

Diagnostics 2021, 11, 2022

14 of 15

Institutional Review Board Statement: Not applicable.
Informed Consent Statement: Not applicable.
Conflicts of Interest: L.I.H. and F.J.H. are inventors in 2 patents that describe the use of nucleic acid
probes for detecting bacteria. SOMAprobes is a company that develops nucleic acid probes for the
diagnosis of infectious diseases and cancer.

References
1.
2.
3.
4.
5.

6.
7.

8.
9.

10.
11.
12.
13.
14.
15.
16.
17.
18.
19.

20.

21.
22.

Váradi, L.; Luo, J.L.; Hibbs, D.E.; Perry, J.D.; Anderson, R.J.; Orenga, S.; Groundwater, P.W. Methods for the detection and
identification of pathogenic bacteria: Past, present and future. Chem. Soc. Rev. 2017, 46, 4818–4832. [CrossRef]
Vila, J.; Gómez, M.D.; Salavert, M.; Bosch, J. Methods of rapid diagnosis in clinical microbiology: Clinical needs. Enferm. Infecc. Y
Microbiol. Clínica 2017, 35, 41–46. [CrossRef]
Harper-Owen, R.; Dymock, D.; Booth, V.; Weightman, A.J.; Wade, W.G. Detection of Unculturable Bacteria in Periodontal Health
and Disease by PCR. J. Clin. Microbiol. 1999, 37, 1469–1473. [CrossRef]
Barghouthi, S.A. A Universal Method for the Identification of Bacteria Based on General PCR Primers. Indian J. Microbiol. 2011,
51, 430–444. [CrossRef]
Ferreira, L.; Sánchez-Juanes, F.; González-Ávila, M.; Cembrero-Fuciños, D.; Herrero-Hernández, A.; González-Buitrago, J.M.;
Muñoz-Bellido, L. Direct Identification of Urinary Tract Pathogens from Urine Samples by Matrix-Assisted Laser Desorption
Ionization–Time of Flight Mass Spectrometry. J. Clin. Microbiol. 2010, 48, 2110–2115. [CrossRef]
Doern, C.D.; Butler-Wu, S.M. Emerging and Future Applications of Matrix-Assisted Laser Desorption Ionization Time-of-Flight
(MALDI-TOF) Mass Spectrometry in the Clinical Microbiology Laboratory. J. Mol. Diagn. 2016, 18, 789–802. [CrossRef] [PubMed]
Bizzini, A.; Durussel, C.; Bille, J.; Greub, G.; Prod’hom, G. Performance of Matrix-Assisted Laser Desorption Ionization–Time of
Flight Mass Spectrometry for Identification of Bacterial Strains Routinely Isolated in a Clinical Microbiology Laboratory. J. Clin.
Microbiol. 2010, 48, 1549–1554. [CrossRef] [PubMed]
Singhal, N.; Kumar, M.; Kanaujia, P.K.; Virdi, J.S. MALDI-TOF mass spectrometry: An emerging technology for microbial
identification and diagnosis. Front. Microbiol. 2015, 6, 791. [CrossRef]
Lacroix, M.; Barraud, O.; Clavel, M.; Filiputti, D.; Prudent, S.; François, B.; Ploy, M.C.; Jestin, M.A.; Rodrigue, M.; Pachot, A.;
et al. Rapid quantification of Staphylococcus aureus from endotracheal aspirates of ventilated patients: A proof-of-concept study.
Diagn. Microbiol. Infect. Dis. 2015, 83, 117–120. [CrossRef] [PubMed]
Darwish, I.A. Immunoassay Methods and their Applications in Pharmaceutical Analysis: Basic Methodology and Recent
Advances. Int. J. Biomed. Sci. 2006, 2, 217–235.
Kozel, T.R.; Burnham-Marusich, A.R. Point-of-Care Testing for Infectious Diseases: Past, Present, and Future. J. Clin. Microbiol.
2017, 55, 2313–2320. [CrossRef] [PubMed]
Wang, D.; He, S.; Wang, X.; Yan, Y.; Liu, J.; Wu, S.; Liu, S.; Lei, Y.; Chen, M.; Li, L.; et al. Rapid lateral flow immunoassay for the
fluorescence detection of SARS-CoV-2 RNA. Nat. Biomed. Eng. 2020, 4, 1150–1158. [CrossRef]
Bishop, J.D.; Hsieh, H.V.; Gasperino, D.J.; Weigl, B.H. Sensitivity enhancement in lateral flow assays: A systems perspective. Lab
Chip 2019, 19, 2486–2499. [CrossRef] [PubMed]
Di Nardo, F.; Chiarello, M.; Cavalera, S.; Baggiani, C.; Anfossi, L. Ten Years of Lateral Flow Immunoassay Technique Applications:
Trends, Challenges and Future Perspectives. Sensors 2021, 21, 5185. [CrossRef] [PubMed]
Sato, S.; Takenaka, S. Highly Sensitive Nuclease Assays Based on Chemically Modified DNA or RNA. Sensors 2014, 14, 12437–
12450. [CrossRef]
Pohanka, M. Overview of Piezoelectric Biosensors, Immunosensors and DNA Sensors and Their Applications. Materials 2018, 11,
448. [CrossRef]
Hernandez, L.I.; Ozalp, V.C.; Hernandez, F.J. Nuclease activity as specific biomarker for breast cancer. Chem. Commun. 2016, 52,
12346–12349. [CrossRef]
Machado, I.; Garrido, V.; Hernandez, L.I.; Botero, J.; Bastida, N.; San-Roman, B.; Grilló, M.J.; Hernandez, F.J. Rapid and specific
detection of Salmonella infections using chemically modified nucleic acid probes. Anal. Chim. Acta 2019, 1054, 157–166. [CrossRef]
Hernandez, L.I.; Araúzo-Bravo, M.J.; Gerovska, D.; Solaun, R.R.; Machado, I.; Balian, A.; Botero, J.; Jiménez, T.; Bergara, O.Z.;
Gurruchaga, L.L.; et al. Discovery and Proof-of-Concept Study of Nuclease Activity as a Novel Biomarker for Breast Cancer
Tumors. Cancers 2021, 13, 276. [CrossRef]
Hernandez, F.J.; Huang, L.; Olson, M.E.; Powers, K.M.; Hernandez, L.I.; Meyerholz, D.K.; Thedens, D.R.; Behlke, M.A.; Horswill,
A.R.; McNamara, J., II. Noninvasive imaging of Staphylococcus aureus infections with a nuclease-activated probe. Nat. Med. 2014,
20, 301–308. [CrossRef]
Tong, S.Y.C.; Davis, J.S.; Eichenberger, E.; Holland, T.L.; Fowler, V.G., Jr. Staphylococcus aureus Infections: Epidemiology,
Pathophysiology, Clinical Manifestations, and Management. Clin. Microbiol. Rev. 2015, 28, 603–661. [CrossRef] [PubMed]
Lee, A.S.; de Lencastre, H.; Garau, J.; Kluytmans, J.; Malhotra-Kumar, S.; Peschel, A.; Harbarth, S. Methicillin-resistant Staphylococcus aureus. Nat. Rev.-Dis. Primers 2018, 4, 18033. [CrossRef] [PubMed]

Diagnostics 2021, 11, 2022

23.

24.
25.
26.
27.

28.

15 of 15

Turner, N.A.; Sharma-Kuinkel, B.; Maskarinec, S.A.; Eichenberger, E.M.; Shah, P.P.; Carugati, M.; Holland, T.L.; Fowler, V.G., Jr.
Methicillin-resistant Staphylococcus aureus: An overview of basic and clinical research. Nat. Rev.-Microbiol. 2019, 17, 203–218.
[CrossRef]
Taylor, T.A.; Unakal, C.G. Staphylococcus Aureus; StatPearls Publishing [Internet]: Treasure Island, FL, USA, 2021.
Speziale, P.; Pietrocola, G. Monoclonal Antibodies Targeting Surface-Exposed and Secreted Proteins from Staphylococci. Vaccines
2021, 9, 459. [CrossRef]
Li, J.; McMillan, D.; Macdonald, J. Enhancing the Signal of Lateral Flow Immunoassays by Using Different Developing Methods.
Sens. Mater. 2015, 27, 549–561.
Seng, P.; Drancourt, M.; Gouriet, F.; La Scola, B.; Fournier, P.-E.; Rolain, J.M.; Raoult, D. Ongoing Revolution in Bacteriology:
Routine Identification of Bacteria by Matrix-Assisted Laser Desorption Ionization Time-of-Flight Mass Spectrometry. CID 2009,
49, 543–551. [CrossRef]
Jiménez, T.; Botero, J.; Otaegui, D.; Calvo, J.; Hernandez, F.J.; San Sebastian, E. Rational design and experimental analysis of
short-oligonucleotide substrate specificity for targeting bacterial nucleases. J. Med. Chem. 2021, 64, 12855–12864. [CrossRef]
[PubMed]

