Technoeconomic Analysis for Deployment of Gait-Oriented Wearable Medical Internet-of-Things Platform in Catalonia

Marc Codina 1,*, David Castells-Rufas 1, Maria-Jesus Torrelles 2 and Jordi Carrabina 1

1 Department of Microelectronics and Electronics Systems, Autonomous University of Barcelona, 08193 Barcelona, Spain; david.castells@uab.cat (D.C.-R.); jordi.carrabina@uab.cat (J.C.)
2 Servei Català de la Salut, 08028 Barcelona, Spain; mjtorrelles@catsalut.cat

* Correspondence: marc.codina@uab.cat; Tel.: +34-935813358

Abstract: The Internet of Medical Things (IoMT) extends the concept of eHealth and mHealth for patients with continuous monitoring requirements. This research concentrates on the use of wearable devices based on the use of inertial measurement units (IMUs) that account for a gait analysis for its use in three health cases, equilibrium evaluation, fall prevention and surgery recovery, that impact a large elderly population. We also analyze two different scenarios for data capture: supervised by clinicians and unsupervised during activities of daily life (ADLs). The continuous monitoring of patients produces large amounts of data that are analyzed in specific IoMT platforms that must be connected to the health system platforms containing the health records of the patients. The aim of this study is to evaluate the factors that impact the cost of the deployment of such an IoMT solution. We use population data from Catalonia together with an IoMT deployment model for costs from the current deployment of connected devices for monitoring diabetic patients. Our study reveals the critical dependencies of the proposed IoMT platforms: from the devices and cloud cost, the size of the population using these services and the savings from the current model under key parameters such as fall reduction or rehabilitation duration. Future research should investigate the benefit of continuous monitoring in improving the quality of life of patients.

Keywords: digital health; health platforms; Internet of Medical Things; wearable devices; inertial measurement unit; gait analysis; equilibrium assessment; fall prevention; surgery recovery; primary healthcare

1. Introduction

Digital health refers to the non-face-to-face care strategy defined by public health authorities as a natural evolution from previous paradigms: eHealth/mHealth, telehealth, telemedicine and telecare. Digital health experienced incredible growth thanks to the patient medical isolation during COVID-19 that lowered the cultural barriers from both sides. Thus, digital health expands the concept of eHealth understood as health data and process digitalization, to include digital consumers, and encompasses other uses of digital technologies for health such as the Internet of Medical Things (IoMT), advanced computing, big data analytics and artificial intelligence, among others. The purpose of this global strategy is to strengthen health systems for consumers, health professionals, healthcare providers and industry to empower patients [1].

The Internet-of-Things (IoT) approach has been driven by the evolution of microelectronics during the last few decades and has led to the flourishing of a plethora of devices (e.g., wearables, home automation, automotive, industrial, etc.), connected to the cloud usually through some edge platforms (e.g., smartphones, home access points, communication gateways, etc.). Cloud back-end technologies allow for the application of advanced computation such as big data analytics and artificial intelligence (AI) on collected data, and front-end user interfaces provide the right exploitation related to every user profile.
Furthermore, this device/edge/cloud model led to a complex cost model: (1) device costs are the cost per piece of hardware; (2) the edge cost, especially for smartphone-connected wearable devices, is related to the cost of developing and maintaining apps for android and iOS and (3) cloud has a complex cost model depending on the resources required such as storage, connectivity, analytics, etc. [2].

The IoT has clearly been impacting health services in the sense that most devices measuring health-related parameters, from simple measurements such as temperature, pulse or oxygen saturation to complex instruments like computer tomography, automatically upload data to the cloud, linked to patients’ electronic records and ready to be exploited by all stakeholders. The continuous evolution of sensor devices being integrated in wearable devices causes a few of the devices to follow the path towards long-term and costly health validations and medical certifications, while their use has been rising among customers that believe in their measurements and computed health and wellbeing parameters (physical activity, quality of dream, etc.). These different paradigms for health and information and communication technologies (ICTs) lead to a complex health model, known as eHealth or mHealth, that has been successfully deployed during the COVID-19 pandemic in many places of the world. During the pandemic, the face-to-face care model was almost fully stopped and led to the rise of telehealth, telemedicine and telecare as a way for non-face-to-face interaction between clinicians and patients. Most solutions for this model are deployed as software applications for personal computers and smartphone platforms. These solutions are based on the use of ICT to store, retrieve and share digital health data for prevention, diagnosis, treatment and monitoring and educational and administrative activities by means of already standardized web and app services such as email, agendas, application viewers, etc. mHealth further extended that data exchange model for obtaining patient feedback using smartphone apps, usually in specialized domains (e.g., surgery follow-up, mental health, etc.).

Digital health expands the concept of eHealth/mHealth to include health data coming from digital consumers using connected health IoMT devices, whose data are elaborated by advanced computing methods (big data analytics and AI) to automatically provide relevant insights to all stakeholders, especially clinicians. This model can consider the everyday higher complexity of patient treatments (comorbidities, influence of multiple drugs, psychosocial aspects, etc.).

Health technology assessment (HTA) has been formulated by the WHO as a systematic and multidisciplinary evaluation of the properties of health technologies and interventions covering both their direct and indirect consequences [3,4]. The HTA Core Model [5] structures the information contained in a comprehensive HTA into standardized pieces (assessment elements). It considers nine domains originally defined in the EUR-ASSESS project [6]: (1) Health problems and current uses of the technology (implementation level); (2) Description and technical characteristics of technology; (3) Safety; (4) Clinical effectiveness; (5) Costs, economic evaluation; (6) Ethical analysis; (7) Organizational aspects; (8) Social aspects and (9) Legal aspects.

Technoeconomic analysis (TEA) [7] uses software modeling as a cost/benefit analysis that simultaneously considers technical and economic factors to estimate capital cost, operating cost and revenues. TEA is then intended to provide a systematic approach for examining the inter-relationships between economic and technological aspects. Technoeconomic modeling (TEM) acts as a bridge, connecting the worlds of research and development (R&D), engineering and business. It conducts this by linking the technical details of a process (components, steps involved) to its financial viability. This allows organizations to clearly see which factors impact the profitability of their new technologies. TEM is valuable throughout the entire innovation journey. In the early stages, it helps assess the economic potential of new ideas. Scientists can then use TEM during experimentation to identify which aspects of the process have the biggest impact on making money. Finally, engineers can leverage TEM to compare different approaches and configurations, choosing the most cost-effective option. By considering insights from each development phase, TEM provides
a solid foundation for making data-driven decisions [8]. In the framework of health costs, we consider that cost/benefit, cost-effectiveness or cost/utility analysis could not be used for the evaluation since we do not have detailed values for the deployment of IoT solutions (e.g., how much the quality of life of patients is improved) since we are formulating it as the hypothesis.

In terms of research and economic models, we consider health and technology as two different well-established paradigms. On one side, health disciplines tend to be evidence-based. Related health technology development processes usually lead to long cycles to validate research and innovation before they enter the “health market”. They require a large amount of capital flow, and the relationship among health stakeholders follows a business-to-business (B2B) approach (tech companies to health service providers) that leads to the concentration of many health solutions in the hands of large corporations and industries (pharma, medical instruments, insurance companies, etc.). The long-term approach also facilitates the wide use of systematic reviews and meta-analysis as research tools. On the other side, the consumer electronics domain is much more dynamic, where the success of products is highly dependent on innovation and cost performance, driven by technology changes that have continuously evolved since the middle of the 20th century. This market is much more global than the health one due to the fewer regulations required to operate worldwide and is mostly linked to a B2C approach, where the impact of the consumers in buying technological goods is a key success factor. Both research and cost models are rapidly changing, sometimes due to big technological changes (paradigm shifts) as we have seen with the smartphone or wearable devices in the last decade.

This paper is oriented to assess the deployment of a new generation of IoMT solutions (including wearable devices, smartphones at the edge and the cloud) as health technologies. These are based on the use of inertial sensors for the analysis of human gait applied to three clinical cases: equilibrium assessment, fall prevention and surgery recovery in two different scenarios for IoMT data capture: (1) measurements supervised by clinicians in scheduled sessions and (2) unsupervised measurements during activities of daily life (ADLs) and cloud analysis to obtain relevant clinical parameters for each case.

This paper deals with three health technology assessment domains: (1) Health problems and current uses of the technology (implementation level); (2) Description and technical characteristics of technology and (5) Costs, economic evaluation. In our approach, we use technoeconomic analysis (TEA) and technoeconomic modeling (TEM) to account for the technical and economic factors to estimate capital and operating costs that will impact IoMT deployment. When it comes to IoMT deployment, some barriers arise to enter the existing health provision models. Most current IoMT devices are not easily considering the medical systems themselves or the data they collected that are connected to users’ personal health records.

The paper is organized as follows: Section 2 introduces the subset of wearable IoMT devices that can be used for gait analysis and details the models for the clinical cases and scenarios considered in our analysis with the involved population. Section 3 details how IoMT solutions can be integrated in digital health ecosystems and the proposal for our application specific IoMT platform. The methodology used for this study is detailed in Section 4, including the population and healthcare figures for Catalonia related to the three clinical cases. The results are presented in Section 5, after detailing the components and costs from the proposed IoMT solutions and its instances for the three clinical cases considered. The paper ends with a discussion of the results and the conclusions.

2. IoMT Devices for Gait Analysis

Health technologies for gait analysis have been a field of study for many researchers worldwide using different technologies. Table 1 shows several examples of studies published in recent years, where different parameters are analyzed using different techniques and sensor types.
Table 1. Examples of sensors used for gait assessment.

<table>
<thead>
<tr>
<th>Sensor Type</th>
<th>Data Analysis</th>
<th>Sensor Placement</th>
</tr>
</thead>
<tbody>
<tr>
<td>Agar et al. [9]</td>
<td>Force plate</td>
<td>Foot loading analysis</td>
</tr>
<tr>
<td>Iliopoulos et al. [10]</td>
<td>Force plate</td>
<td>Spatiotemporal gait parameters</td>
</tr>
<tr>
<td>Roeder et al. [11]</td>
<td>EGG and EMG</td>
<td>Muscular and temporal gait parameters</td>
</tr>
<tr>
<td>Khan Khattak et al. [12]</td>
<td>Accelerometer and EMG</td>
<td>Spatial temporal parameters, step</td>
</tr>
<tr>
<td></td>
<td></td>
<td>regularity, stride regularity and</td>
</tr>
<tr>
<td></td>
<td></td>
<td>harmonic ratio</td>
</tr>
<tr>
<td>Peters et al. [13]</td>
<td>IMU, EMG and fNIRS</td>
<td>Joint and muscle movements</td>
</tr>
<tr>
<td>Hyun Yoon et al. [14]</td>
<td>IMU and magnetic sensors</td>
<td>Gait velocity, double support, hip</td>
</tr>
<tr>
<td></td>
<td></td>
<td>joint angle and knee joint angle</td>
</tr>
<tr>
<td>Stotz et al. [15]</td>
<td>Isokinetic dynamometer and 3D motion capture system</td>
<td>Nine single muscle groups of lower</td>
</tr>
<tr>
<td></td>
<td></td>
<td>and upper leg muscles, gait parameters</td>
</tr>
<tr>
<td>Sacco et al. [16]</td>
<td>Pressure-sensitive walkway</td>
<td>Temporal and spatial parameters</td>
</tr>
<tr>
<td>Zhao et al. [17]</td>
<td>IMU and depth camera</td>
<td>Balance and gait</td>
</tr>
</tbody>
</table>

In these solutions, one type of sensor is responsible for the success of health measurements using wearable devices rather than fixed installations: inertial sensors. Even though they are not directly measuring the user’s electrical magnitudes like ECGs or impedimetric sensors, they do not require any surface contact interface (e.g., conductive gel) with the skin, thus reducing the set-up procedures to start working.

Accelerometers were the first inertial devices used to measure falls not only for humans but also for computer hard disks or any kind of instrument (e.g., lifts or cars). This use in health (the detection of human falls) led to a plethora of commercial alarm devices and services [18]. Fall detection just requires sending an alarm when a fall event is locally generated by a sensor capturing the acceleration and a microcontroller computing the algorithm to identify the event. Later, the addition of gyroscopes or pressure sensors improved the quality of fall detection measurements and the reduction in false positives as they can infer the type of fall (e.g., forward, backward, etc.) and filter from activities in daily life (ADLs).

Since the end of the 20th century, inertial sensors have been manufactured using microelectronic chip technologies by adding further processing steps on specialized foundries, known as Micro-Electro-Mechanical System (MEMS) technological processes that integrate or hybridize tridimensional accelerometers, gyroscopes and magnetometers in a single chip together with basic computation and communication circuits. This ends up in the mass production of miniaturized devices that facilitates their use in many different applications, which helped to reduce prices and produce energy-efficient smart devices that have been key for their use in wearable devices.

These sensors are currently able to obtain either elementary sensor parameters (3D acceleration, angular rotation or magnetic field) or parameters characterizing complete trajectories such as yaw, pitch and roll or quaternions to be directly used in navigation systems (e.g., drones) or characterize gait (e.g., pedestrians). This is the reason why they are becoming ubiquitous for many different applications.

This paper deals with three different health assessments (equilibrium measurement, fall risk, rehabilitation monitoring) that use inertial sensors in wearable devices for two different scenarios (supervised and unsupervised measurements) that affect different populations above 65 years, as detailed in Table 2.
Table 2. Cases and scenarios considered in this analysis with the involved population.

<table>
<thead>
<tr>
<th>Case</th>
<th>Scenario</th>
<th>Population</th>
</tr>
</thead>
<tbody>
<tr>
<td>Equilibrium measurement</td>
<td>Supervised</td>
<td>All 65+</td>
</tr>
<tr>
<td>Fall risk assessment</td>
<td>Unsupervised</td>
<td>65+ with fall risk</td>
</tr>
<tr>
<td>Rehabilitation monitoring</td>
<td>Supervised/Unsupervised</td>
<td>Hip fracture</td>
</tr>
</tbody>
</table>

The supervised scenario refers to specific sessions in which patients execute particular tests under the supervision of clinicians (e.g., nurses), during which some quantitative parameters are measured (e.g., step length, time, strength, etc.). In the unsupervised scenario, the same quantitative parameters are measured after identifying gait patterns (e.g., walking straight, go upstairs, etc.) equivalent to those defined in the clinical tests but obtained from data captured by the wearable devices during activities of daily life (ADLs). The unsupervised continuous measurement has several advantages compared with the supervised one conducted in clinical premises or at home with clinical supervision: avoiding the psychologic disposition of patients and measuring different conditions (e.g., indoor vs. outdoor, time and weather variability, etc.).

Concerning the assessments, equilibrium evaluation is based on measuring balance, defined as the capacity to maintain stability with an equal distribution of weight on both sides of the body. It can be used as a preliminary indicator of fall risk among the elderly. This assessment is usually conducted once a year by applying some test currently conducted in primary care installations. We propose to obtain those measurements by monitoring users performing the tests while wearing our first IoMT device (detailed in the next sections).

The impact of falls on health has been extensively studied by many organizations due to its social and economic impact, especially in the elderly population [19]. After the success of fall detection (e.g., as a business model especially in the US), some research and products appeared to address fall prevention to minimize the consequences of falls. Fall prevention can be computed looking at the evolution of the gait parameters along time whose derating can be viewed as an increase in fall risk. This requires not only managing the fall event but a continuous sending of gait parameters to be later analyzed in the cloud as a long-term analysis. Alerts about increasing fall risk are linked to the autonomy of elderly persons to live alone. This model fits perfectly with the IoMT paradigm.

The continuous monitoring of fall prevention requires a complex IoT solution: a better device, continuous connectivity, high bandwidth and storage between the device and the smartphone (edge) and specialized computational analysis to obtain an evaluation of the risk of fall. This analysis starts by identifying walking patterns (e.g., walking in a straight line, going up or down stairs, etc.) to produce clinically relevant parameters. Those can be easily obtained at the cloud level thanks to the parameter captures by the inertial sensors. Our IoMT solution with a second device (detailed in the next sections) has been adapted for fall risk assessment.

The monitoring of the evolution of the rehabilitation after a surgery corresponding to fractures that affect gait (e.g., femur, hip, knee, etc.) uses the same IoMT device selected for fall risk assessment. After the surgery, there is a recovery period whose duration depends on the health state of every person. These can either be short, such as intensive physical rehabilitation (e.g., for professional sport players), or long, when resting for long periods before returning to normal life. Health professionals use several gait-related parameters to measure the recovery evolution and act accordingly. Those are being conducted at hospital premises. We claim that instead, they can be measured by means of our IoMT solution either at home in a supervised manner or measured without supervision during the patient’s daily life.

3. Digital Health Platforms and IoMT Solutions

This section focuses on the integration of the IoMT solution acquiring data from wearable devices and providing clinically relevant information to the patient records on
the digital health platforms. Recent technological advancements, particularly in the realm of mobile devices and health applications, opened the possibility of implementing non-face-to-face care solutions and services on a broader scale. The EU eHealth Action Plan 2012–2020 [20] underscored that eHealth tools and solutions hold the potential to alleviate current pressures on health systems, including constraints imposed by tight public budgets, shortages of professionals, a rising incidence of chronic diseases and the increasing demand and expectations of citizens for accessible and high-quality care. A new strategy was set up to monitor eHealth deployment across the EU and EEA countries associated with the program [21].

In response to these challenges, countries with advanced economies are swiftly integrating non-face-to-face care services into their healthcare delivery models. As of 2018, the telemedicine and eHealth market were valued at USD 38.3 billion, with an estimated annual growth rate of 19.2%. This trajectory suggests an anticipated overall volume exceeding USD 130 billion by the year 2025 [18].

In Catalonia, the public health system promoted the widespread adoption of the “La Meva Salut” (My Health) platform [22] that includes a mobile app that can be used to interact with the health system and obtain relevant documents such as medical prescriptions and COVID-19 vaccination certifications. Additionally, a platform was introduced some years ago to exhibit health mobile apps, enabling clinicians to access the data and incorporate it into patients’ clinical records [23].

Key components and features of an eHealth platform usually include a complete set of components, services and related technologies [24]. Electronic health records (EHRs) rely on centralized systems for storing and managing patients’ health records digitally, allowing for easy access by authorized healthcare professionals. Health Information Exchange (HIE) platforms facilitate the secure exchange of health information among different healthcare entities, promoting interoperability and the continuity of care.

An Internet of Medical Things (IoMT) platform is a technology infrastructure specifically designed for the healthcare industry that leverages stakeholders’ access together with user interaction, IoT devices and sensors to collect, store, analyze and exchange medical data. Health data are considered highly sensitive by all stakeholders despite the different health data ownership models around the world. This main fact led to a plethora of digital health platforms (owned by different health organizations) to manage the electronic health records of their users/customers.

Furthermore, IT companies, from big players (e.g., Google, Apple, T-Systems, etc.) to new unicorn companies, become highly active in the health market. A complex ecosystem arises composed of many digital platforms that ideally should interact among them to provide better service, especially with a global worldwide health view. From the point of view of the patients, it is relevant to have simple access to their own data.

The method used to solve that problem has been the use of a whole set of standards for all data management aspects (coding, procedures, pharmacy, data bases, security, privacy, maintenance, interoperability, etc.). Unfortunately, the large number of different standards (and their evolution) are not homogeneously adopted. This leads to a lack of interoperability among providers, organizations, borders, etc. Few initiatives tackle this problem. An example is the proposal of the International Patient Summary [25], a minimal set (not exhaustive) of a patient’s clinical data usable by all doctors and patients regardless of their country.

Proposal for IoMT Platform Integration in Digital Health Ecosystems

Considering the European case in which the public health sector is the main health provider at the national, regional or local level (depending on the country), the main health provider integrates, in its digital platform, health data coming from other stakeholders (usually subcontractors) using Application Programming Interfaces (APIs).

The integration of clinical data coming from IoMT platforms to any digital health platforms must use the same approach of the digital ecosystem platform interaction proposed...
in [26] and depicted in Figure 1. Following this model, adding partner platforms is a way to close the interaction loop between users, connected to the IoMT platform through their smartphone apps connected to the wearable devices, and clinicians connected to the digital health platform that contains the patients’ complete data.

![Platform integration model for complex ecosystems allowing new partners to add clinically relevant data to global public health platform](image)

**Figure 1.** Platform integration model for complex ecosystems allowing new partners to add clinically relevant data to global public health platform [26].

In this way, IoMT platforms can provide services to a larger number of users using different health service providers and then promoting a more profitable business model.

### 4. Methodology

The aim of our publication is to estimate the costs of using an IoMT solution to measure gait-related clinical parameters with wearable devices connected to a platform that provides relevant clinical data to the clinicians responsible for their healthcare. This will allow us to compare them with the costs of the current model being used and obtain some criteria to assess the profitability of its deployment.

To build a technoeconomic model (TEM), we will develop a model and calculate equipment sizing parameters, then estimate capital (CAPEX) and operating (OPEX) costs. The model allows us to generate a stream table. Information from that table is used in equipment calculations to derive parameters necessary for estimating CAPEX and OPEX costs. The UI consolidates inputs and results on a single sheet, facilitating model operation [8]. The platform used for TEM is a spreadsheet model (Excel sheet) that does not require specialized software, so it is ideal for early-stage health technology assessment.

TME automates the correlations between financial metrics, processes and economic parameters. The metrics that we consider are shown in Table 3: (i) IoMT costs; (ii) current health model costs; (iii) the percentage of the reduction in falls; (iv) the percentage of the reduction in rehabilitation duration due to the use of IoMT solutions and (v) the dependency of electronic device costs with mass production.

Dependencies for the cost of the IoMT solution contain both CAPEX and OPEX costs (devices, app, cloud, training and maintenance) and also the reduction in the number of hours spent by medical staff (OPEX cost). The current clinical costs are related to medical
equipment (mostly for primary care) and staff costs. The realization of the tests at the patient’s home also reduces travel costs from patients to the health premises and the trips by the medical staff to the patients’ homes. However, this estimation is complex and will not be considered as a direct cost in our analysis.

Table 3. KPIs used for this TEM analysis.

<table>
<thead>
<tr>
<th>KPI Name</th>
<th>Definition</th>
<th>Measurement</th>
</tr>
</thead>
<tbody>
<tr>
<td>Device/Edge/Cloud Cost</td>
<td>CAPEX + OPEX cost for implementing IoMT solutions</td>
<td>Monetary (€)</td>
</tr>
<tr>
<td>Classic Health Cost</td>
<td>CAPEX + OPEX cost for implementing the traditional health methods</td>
<td>Monetary (€)</td>
</tr>
<tr>
<td>Break Event</td>
<td>Crossing point of the Classic Health Cost and IoMT cost figures</td>
<td>Time (y), % Reductions</td>
</tr>
<tr>
<td>% Reduction in Falls</td>
<td>Decrease (%) in the number of falls experienced by patients</td>
<td>Percentage</td>
</tr>
<tr>
<td>% Reduction in Rehabilitation Duration</td>
<td>Decrease (%) in the duration of rehabilitation required for patients</td>
<td>Percentage</td>
</tr>
<tr>
<td>IoMT Device Cost</td>
<td>Reduction in device cost due to mass production</td>
<td>Monetary (€)</td>
</tr>
</tbody>
</table>

Capital cost estimates are often divided into several classifications based on accuracy. In our case, we consider that our accuracy will be larger than study (±30%) or preliminary (±20%) estimates.

We deal with three different clinical cases (equilibrium measurement, fall risk assessment and rehabilitation monitoring) that use a similar IoMT platform but have different requirements in terms of usage and duration. Table 4 indicates the population ranges for each of them (which impacts CAPEX and OPEX costs). Each case obtains population data (input) from different data sources (secondary data on patients’ statistics) and processes it into results for both the current health model and the IoMT one. The type, frequency and duration of measurements will have an impact on the OPEX costs, especially in the case of supervised measurements (in terms of clinician personnel costs).

Table 4. Cases analyzed in this analysis according to method used in terms of population impacted and type of measurements required.

<table>
<thead>
<tr>
<th>Population</th>
<th>Measurement</th>
</tr>
</thead>
<tbody>
<tr>
<td>Case</td>
<td>Size</td>
</tr>
<tr>
<td>Equilibrium measurement</td>
<td>All 65+</td>
</tr>
<tr>
<td>Fall risk assessment</td>
<td>65+ with fall risk</td>
</tr>
<tr>
<td>Rehabilitation monitoring1</td>
<td>Hip fracture</td>
</tr>
<tr>
<td>Rehabilitation monitoring2</td>
<td>Hip fracture</td>
</tr>
</tbody>
</table>

The cost values depend on the specific (public) health service model. Our results refer to the Catalan region for which we collected the corresponding cost and patient data. IoMT costs will be estimated based on developed prototypes (linked to research projects). Furthermore, in the case of equilibrium assessment, the current health cost model will be based on data obtained through a clinical study.

We used Activity-Based Costing [27] to account for the savings related to the cost of the savings given by the reduction in falls in fall prevention and the reduction in rehabilitation duration in surgery recovery.

4.1. Population and Healthcare Figures for Catalonia Region

Our goal is to analyze the impact of providing IoMT solutions for the largest possible population to provide a large number of measurements during daily life (unsupervised type) and to improve the quality of life of patients by conducting medical tests at home.
(supervised tests), avoiding trips to the primary health center for patients or for clinicians to the home of the patients. The population figures are key to evaluate the cost for any technological deployment. Catalonia, located in the northeast of Spain, has a population of 7.8 million people (2023) distributed unevenly: the metropolitan area of Barcelona has 5.5 million inhabitants; the other three province capital cities have 1.5 million and approximately 1 million people reside in rural areas, small towns or villages, with a significant portion of them living in mountainous regions.

Concerning healthcare, the assessment of the three cases considered in this study corresponds to primary care professionals. In Catalonia, there are 420 public primary care centers throughout the territory, mostly distributed in the densely populated areas. This results in journeys to receive medical attention at any healthcare center. According to data from the regional government’s statistics [28], approximately 20% of this population is over 65 years old. This number will be directly used by two cases: (i) equilibrium measurement (100% of 65+ population) and (ii) fall risk index assessment (8% of 65+ population with gait, balance and low extremity weakness have a high risk of falls [29]).

For the case of rehabilitation monitoring, Cancio et al. [30] published the results of a population-based study related to patients (male and female) aged 65 years or older who were admitted to any public hospital in Catalonia because of a hip fracture (index admission) between 1 January 2012, and 31 December 2016. The population affected by a hip fracture in Catalonia was 38,628. Taking 2015 as a reference, 10,310 patients underwent femur fracture surgery. Since the total population in the region increased from 7,443,140 to 7,970,433 inhabitants, we extrapolate that in 2023, femur fractures affected 11,040 patients.

4.2. Balance/Equilibrium Assessment

Poor balance or equilibrium is one of the major risk factors for falls in the elderly. Impaired balance affects between 20% and 50% of adults aged 65 years or older. Poor balance has been shown to cause a 3-fold increased risk of falling. Few interventions, however, have proven to be effective for preventing fall events [31].

The propensity for fall-related injuries in elderly persons is caused by a high prevalence of clinical diseases (e.g., osteoporosis) and age-related physiologic changes (e.g., slowed protective reflexes) that make even a relatively mild fall particularly dangerous. The authors in [32] consider that gait and balance disorders or weakness account for 17% of causes of falls.

In this framework, a balance study is being carried out with 70 patients aged between 68 and 72 years as a pilot study in a primary care center of Mataró. The study includes the use of a posturograph [33], a medical device that generates a set of values related to patient equilibrium during a series of tests. This instrument provides much deeper insights than other clinical tests used such as the Tinetti test. Therefore, its deployment costs have been used as a reference to compare to our IoMT system, since both obtain similar results.

Its clinical foundations are related to the fact that the central nervous system tries to keep the body in a stable upright position. The balance achieved can either be static (standing) or dynamic (during motion). The Romberg test indicates the state of the 3 human body components that detect and compensate for the loss of balance. Generally, every person controls their own posture through the following: (1) vision that plays an important role in stabilization and helps people move around; (2) vestibular parts of the inner ear and neck that help control balance and eye movement and (3) proprioception as the ability of the body to detect the movement or position of the joints in which the parts of the body are located and the shape, size and trajectory in which they move. When any of these three systems fails, the other two help to compensate so that the person maintains balance. The Romberg test produces a set of indexes: vestibular, visual and somatic. We refer to this case as the current health model compared to the IoMT one.

The clinical tests conducted for every patient include first an interview using a predefined questionnaire given to the patient, to detect potential mental health issues that could lead to balance consequences. Then, different exercises are performed on the posturograph.
for 30 min. During the tests, a member of the medical staff was monitoring and instructing the patient on the exercises to be performed. The evaluation of the CAPEX and OPEX costs for the current health solution will be based on this model, although it has not been deployed yet to most primary care centers.

For the IoMT model, the posturograph and related accessories [33] are replaced by a device placed on the patient’s waist and an inertial measurement unit (IMU) [34] composed of a 3-axis accelerometer, gyroscope and magnetometer is embedded. This device is connected via Bluetooth Low Energy (BLE) to a mobile application where session data are stored. This mobile application implements both the questionnaire and the test guidance provided by the medical staff. Through explanatory text, audio and video, patients can be instructed on the exercise to be performed, whose data will be captured by the sensor and sent to the cloud where the equilibrium indexes are calculated and presented to the clinicians in charge.

The following subsections detail the impact and clinical procedures related to the three cases analyzed, while their cost models are detailed in Section 5.

4.3. Fall Risk Assessment

About 30% of older adults aged above 65 fall each year, and these falls often result in serious injuries, decreased mobility and the loss of independence [35,36]. Falls pose a significant global public health challenge, with an estimated 684,000 fatal falls occurring annually. They rank as the second leading cause of unintentional trauma-related deaths worldwide, trailing only behind traffic accidents. The highest mortality rates attributed to falls are observed in individuals aged 60 and above across all regions.

Every year in the European Union, 58% of the visits to the emergency department of the elderly are related to falls. For every death resulting from a fall, there are 40 hospital admissions and 65 emergency room visits. This translates into 36,000 deaths per year, almost 1.5 million hospital admissions and 2.3 million emergency room visits. These numbers have an estimated cost of EUR 25 billion per year. It is expected that by 2050, the European population over the age of 65 will have increased by 60%. This will cause deaths from falls to rise to 60,000 per year. The increase in the aging population will lead to more emergency visits and hospital admissions.

In a recent study conducted in Spain [37], involving 770 patients, the authors verified that 28.4% of the participants (CI 24.9–32.1) experienced at least one fall per year. Additionally, 9.9% (CI 7.4–11.4) had multiple falls. Among all falls, one-third resulted from accidental extrinsic causes. Of those who experienced falls, 9.3% had sustained fractures (with 3.1% having hip fractures), and 55.4% required medical assistance, 29% of them visiting hospital emergency rooms and 7.3% being admitted.

The incidence of falls stood at 0.64%. As age increased (with a mean age of 71.06 years), the rate of falls also rose. The highest percentage of falls was observed among patients in the medical care area (63.7%). Men had a 1.33 times higher likelihood of experiencing a fall compared to women. Variations in age, fall risk type and circumstances were identified depending on the type of hospitalization. Multivariate analysis showed that patients on other medical treatments experienced falls with more severe consequences (7.01% CI 1.34–36.79) than those classified as “low risk” (2.40% CI 1.02–5.65) [38].

The current clinical method to assess fall risk is based on patient interviews and performing some tests (e.g., Timed Up-and-Go, 30-Second Chair Stand Test). There are also different wearable systems being used to monitor fall risk [39], although none of them are widely deployed.

Therefore, in this case, our analysis will compare the current clinical practice in which the cost model is the total cost of the falls compared to the use of our IoMT monitoring platform. The savings of the new method will depend on the reduction (%) in the total number of falls obtained when taking palliative measures out of the alarms generated by the IoMT solution set as fall risk indexes (e.g., red is high-risk).
The monitoring IoMT system considered in the analysis of this case is based on a more complex device, in this case composed of a pair of insoles containing an IMU and a pressure sensor surface to extract gait parameters from the patients [40,41]. Again, these are connected to a smartphone app and then to the cloud where a fall risk index is computed, and a user interface allows the clinicians to personalize that index according to the patient’s health state. Its use will last from its adoption to the point at which the patient loses their walking autonomy.

4.4. Surgery Recovery

Among community-dwelling individuals with fall-related fractures (e.g., femur, hip, etc.), studies have shown that between 25% and 75% do not recover their pre-fracture level of function in ambulation or activities of daily living [42].

A fracture of the femur has a high mortality rate: between 4 and 7% in the first month, 13 and 16% at 3 months and 24 and 28% at 12 months. It is also worth remembering the high morbidity of those who survive; at 6 months, between 50 and 60% recover their previous activity of walking, 40–50% recover their independence in daily life activities and only 25–30% recover their independence in instrumental activities of daily life [43].

The current clinical method to assess surgery recovery is performed during rehabilitation sessions (typically 4–6 for femur fractures) by performing some tests (e.g., weight-bearing). To our knowledge, there are not any wearable systems being used to monitor surgery recovery.

Consequently, similar to that for the previous case, our analysis will compare the current clinical practice characterized by the total cost of rehabilitation compared to the savings associated with the reduction (%) in the duration of the rehabilitation obtained by using our personalized IoMT monitoring solution.

For this case, we propose the same IoMT platform used for the previous fall prevention case. The main difference is that in this case, its use will be limited to the duration of the rehabilitation.

Figure 2 summarizes the criteria used to segment the population older than 65 years according to their health state (process model) for the three cases studied in this paper together with the device provided by the IoMT solution (equipment sizing), the deployment costs according to the duration of the study to be compared with the current model costs (process economics) and the final computation of the related KPIs (analysis).

Figure 2. The structure and flowchart of the methodology for the population subsets for the 3 cases studied with the IoMT devices selected.
5. Results

In this section, we detail the components and estimate the costs of the IoMT platform and generate the figures for each of the clinical cases considered. These figures will assess the impact and break event for each of them according to the criteria we selected according to the KPIs defined in Table 3.

5.1. IoMT Platform Model

Currently, in the market, there are different business models in the IoT domain that account for different assets (devices, communication, smartphone apps, cloud storage and analytics, services, etc.). When restricted to the IoMT, there are mainly two main models that roughly depend on the public health model: private and public. In countries with mostly private health systems, companies offer services directly to consumers (patients). An example of those are panic buttons with fall detection that rely on monthly fees for an emergency service. In countries with mostly public health systems (like Catalonia), it is the administration who provides, directly or through a third party, the service to the users/customers. Most panic buttons are provided by social services, nowadays integrated in the health systems. There is also a rising private initiative linked to home security providers.

In both health system cases, those services include the IoT device, the communication (direct to the cloud or through another provider) and the services linked to the cloud infrastructure that contains data from users. As said, we focus on this last model as we will apply the analysis to our public health service.

In our analysis, we consider that the public health system purchases the IoMT platform for the selected set of patients through a public tender that includes the following: (i) providing devices and smartphone apps to users during the period of time required for every procedure; (ii) cloud data collection, storage, computation, access to users and clinicians and interoperability for the public health platforms and (iii) the information technology (IT) personnel costs related to the training for patients and professionals, as well as the telehealth service for patients, support for health centers, the maintenance of devices, etc. As already said, our cost model and estimates for aspects, such as training, maintenance and benefits for the service provider, come from a recent similar tender that has already been placed in Catalonia for the IoMT solution for diabetic patients [44].

Security and privacy are key aspects provided by the ICT technologies implemented at all levels. The platform considers accessibility issues in different ways. There is still a significant part of the elderly population that does not use smartphones or has strong usage limitations. Fortunately, this barrier is being quickly reduced in our society. The impact of other accessibility issues related to visual or mechanical impairments can be greatly reduced thanks to the current design of devices and smartphone apps.

The three different cases will include two different devices according to the parameter monitoring requirements and usage model (how often they are used and where they are placed). Therefore, those devices will have different costs. The edge cost will be similar (device, app, communication service) in all cases since it implies a smartphone to monitor the device and bridge data from it to the cloud. Cloud costs are related to different factors such as connectivity, storage and computational requirements. The three clinical cases will have different requirements in terms of the number of patients being monitored, amount of data transferred and amount of computation required to produce clinically relevant parameters from relevant sensor data. According to the current model for health provisioning in Catalonia (which includes social services), the whole IoMT solution will be compensated by the government. The total annual costs for each of the IoMT solutions proposed consider a minimum of a 10-year duration for the wearable devices.

Table 5 shows the cost figures used for the components of the IoMT platform for the clinical cases studied. They were evaluated by implementing prototypes in R&D projects. We consider two Bluetooth-connected wearable devices (CAPEX cost): (1) belt-attached device and (2) wireless rechargeable insoles. The cloud cost (OPEX cost) was estimated
according to the amount of data acquired and stored and the computation required to obtain the clinical indexes. Both aspects together with training and maintenance scale with the size of the population considered. Other OPEX costs, such as smartphone app and web access, are considered equal (per patient) for the three cases.

### Table 5. Cost values for the IoMT platform components that differentiate the clinical cases studied.

<table>
<thead>
<tr>
<th>Case</th>
<th>Device</th>
<th>Device Cost (€)</th>
<th>Cloud (€/Month*Person)</th>
</tr>
</thead>
<tbody>
<tr>
<td>Equilibrium measurement</td>
<td>Belt-attached</td>
<td>37.5</td>
<td>1</td>
</tr>
<tr>
<td>Fall risk index calculation</td>
<td>Smart insoles</td>
<td>150</td>
<td>3</td>
</tr>
<tr>
<td>Rehabilitation monitoring 1</td>
<td>Smart insoles</td>
<td>150</td>
<td>1</td>
</tr>
<tr>
<td>Rehabilitation monitoring 2</td>
<td>Smart insoles</td>
<td>150</td>
<td>3</td>
</tr>
</tbody>
</table>

#### 5.2. Equilibrium Measurement Case

Diving into the details of the conducted study, identified as the clinical method, to carry out this analysis, we consider that the health center had to acquire a posturograph, with an approximate cost of EUR 30,000 (CAPEX cost). Besides the price, which is unaffordable for the average person, one must also consider the size and complexity of the equipment, not designed for domestic use. Additionally, we account for the time dedicated by the medical staff to conduct the clinical test: one nurse with an hourly cost of around EUR 30 [45] (OPEX cost).

We use a clinical study on equilibrium measurement with 70 patients as a basis for cost calculations. It turns out that each patient spent approximately 1 h undergoing the test. The cost per patient for the posturograph measurements does not include any app or cloud costs, and data are handled using USB sticks, while it required one hour of nurse support. Considering the cost of the posturograph, if we divide it by the number of patients who perform the test and add the cost per hour of a nurse, we obtain a cost per patient of EUR 468.

The IoMT platform contains one belt-attached IoMT device, Nordic Thingy52 DK [46], which provides the necessary sensors and wireless BLE communication. The cost of the device is EUR 37.5, while, for the same 70 patients, the cost per patient for the IoMT is EUR 254 (mainly impacted by the app development cost).

At this stage, for only 70 people at one center, we found the savings (55%) of the IoMT to be too high compared with the clinical tests. When extrapolating this result to the entire population aged above 65 for our region, we have approximately 1.5 million individuals who will need to undergo the test.

Installing posturographs at every primary care center will cost around EUR 12.5 million, and the cost of clinical staff for one year is estimated at EUR 45.8 million. Therefore, the total cost will be EUR 58.5 million. The cost of the deployment of the proposed IoMT platform throughout the entire region, for executing the test for the same number of patients, is around EUR 60 million. Therefore, for only one year, the implementation of the two systems is similar.

The balance or equilibrium measurement clinical procedure, which impacts reducing the number of falls, must be in use for the whole life of patients while being autonomous. When extending the estimates to 5 years, the population above 65 years will increase by 400 thousand people, and for 10 years, the increase will be 1 million people, which is consequent with the population aging and the life expectation increase. The cost of performing one test per year per person using posturographs, in the 5th year, will be EUR 64 million and in the 10th year, 90 million. The accumulated cost for 11 years will be EUR 668 million.

For the IoMT platform, and considering 20% additional devices for repair issues, the cost breakdown is composed of the following: (i) a purchase cost of 3 million devices at EUR 37.5 per unit; (ii) the implementation of the mobile application and cloud system, and
expenses for training and support, EUR 2 million; (iii) the cloud storage cost per patient (EUR 1/month) and (iv) the business benefit of 6% for the deployment company on the public tender. We have also considered a 2% cost inflation increase during that period in salaries.

Figure 3 shows a comparison between the evolution of the costs of the current health model (using posturographs) and the IoMT solution for equilibrium assessment along the years for the 65+ population. The deployment of the posturograph system in the first year is nearly three times cheaper than the IoMT platform, due to the initial purchase of the devices. The break event is around the 3rd year. If we consider a cost reduction due to the economies of scale, which is heavily impacting the cost of electronic devices, we find that if the device would cost under EUR 11.5 per unit, the IoMT platform would be cheaper than the health model using posturographs in the first year. This is a reasonable assumption for a high volume of devices according to the current costs of activity band manufacturers, with a similar complexity to that of our device. This downscaling cannot be applied in the same way to posturographs since their number is much smaller.

![Figure 3. A cost comparison between the evolution of the traditional model using a posturograph (gray line) and the IoMT solution (yellow line) for equilibrium assessment along the years for the 65+ population.](image)

Furthermore, with 420 posturographs and considering 240 days per year and 10 patients per day, all patients older than 65 can have one test every 1.5 years maximum, while in the IoMT case, they can have one on any given periodicity.

### 5.3. Fall Prevention Costs

According to [47], on average, 8% of the population older than 65 years has a high fall risk (above one fall per year). We consider that this estimation is valid for Catalonia to compute the cost of implementing an autonomous system to prevent falls in the elderly. The mean cost per fall is estimated at EUR 473 (per person and year) [48]. It includes the cost of emergency services, medical services (from low impact to surgery or death) and social services.

The goal of our analysis is to set the break point at which the cost savings due to the reduction (%) in falls compensate the cost of deploying the IoMT solution as there is no other method for continuously monitoring fall risk.

According to our developed prototypes, the estimated cost of the IoMT device is EUR 150, and the cloud cost is EUR 3/person since the amount of data and computation required is higher as it is being used in ADLs, while we consider the rest of the costs (smartphone app, training, service, etc.) to be of the same order as in the previous case. Figure 4 shows that, in this scenario, the cost of the IoMT platform deployment compensates the costs of falls when its use allows for a reduction in falls by 45% (break event). Once more, the economies of scale can be applied to that case. Figure 5 shows the reduction in that break event depending on the unitary cost of the IoMT device.
Figure 4. The cost of the fall to the health system using the proposed IoMT solution (blue) according to the reduction in the number of falls compared with the current cost (dotted orange) without reduction.

Figure 5. Reduction in the break event (% of fall reduction) depending on the IoMT device cost.

5.4. Surgery Recovery

A detailed study [30] showed that by 2015, in the Catalan region, the average cost per patient in the 12 months following the fracture of the femur was EUR 11,721 compared to the EUR 3495 cost of the 12 months prior to the fracture. Thus, a femur fracture results in a cost increase of EUR 8226 per patient. It is also observed that 40% of the cost corresponds to hospital admissions, 43% to the use of social health resources (including primary care rehabilitation) and the remaining 17% includes different small factors such as the pharmacy, emergency department, nonurgent health transport and others. From those, 80% of the total cost is incurred in the first 6 months [43].

According to the public statistics offered by Spanish National Statistics Institute (INE) for Catalonia, between 2015 and 2024, the Consumer Price Index increased by 20.0%. From the same report, we can conclude that the Health Department considers that 50% of the cost per patient corresponds to surgery and preliminary rehabilitation, while the other 50% corresponds to a set of rehabilitation sessions conducted at primary care premises. The rehabilitation cost after hospitalization considering the inflation rate from 2015 to 2023 is EUR 66 M.

The use of the IoMT platform will lead to different improvements with separate cost impacts: (1) a reduction in the mean time of rehabilitation, since the treatments will be scheduled according to the patients’ evolution rather than following a fixed period scheme; (2) an improvement in the final result of rehabilitation in terms of improving the independence degree in instrumental activities of daily life and (3) lower transportation costs for patients, while clinical costs can be similar since some of the monitoring sessions will be
supervised, and clinicians will have to track the results of unsupervised measurements accessible through the cloud.

We consider that the patient will use the same IoMT platform as in the previous case, but only during the rehabilitation process, with a mean duration of 6 months. The cost per surgery rehabilitation of the IoMT platform considers that the patient holds one device during the whole recovery duration. A part of the duration, unitary costs of both IoMT solutions are of the same order as in the previous cases.

In this case, we can consider two different application models for monitoring the evolution of the rehabilitation. The first one is oriented to follow the same tests that could be conducted at the primary care center premises remotely supervised by a rehabilitation professional, like the equilibrium measurement case. The second one is similar to the gait analysis, and the patients are wearing their insoles during ADLs that continuously capture walking data, and the cloud software is identifying the test situation (e.g., walk in a straight line) and computing the rehabilitation recovery index that can be analyzed at any time by the clinicians. The differences among both models are (1) the time of the clinicians to supervise the test, which we consider equal for both solutions in the supervised case, while in the unsupervised one, we consider 50% of the total since after the first tests, clinicians will just monitor the parameters obtained by the IoMT platform and (2) the amount of data to be stored and computation required in the cloud. For the test-oriented supervised model, we consider a cloud cost of EUR 1 per month per patient, while for the ADL-oriented unsupervised one, this one being much lower than the cost of the current rehabilitation model. In the supervised case, a 9.7% decrease in the duration of the mean rehabilitation compensates the IoMT system deployment costs. Figure 6 depicts that dependency.

![Figure 6](image-url)

Figure 6. The cost per year of the IoMT solution for the test-oriented supervised model (yellow) and ADL-oriented unsupervised model (blue) according to the reduction in the duration of the rehabilitation compared with the cost estimation with the current clinical method (gray) for the yearly cases in Catalonia.

6. Discussion

The technoeconomic analysis of an Internet of Medical Things platform deployment requires considering a complex model that must include, in different ways, costs related to the intrinsic technology asset costs—device, edge, cloud and user interface—plus clinical and IT support costs as well as the procedures to move from the traditional model to the user-centric digital model for the health domain.
Table 4 shows the characteristics of the three cases (equilibrium measurement, fall prevention, rehabilitation recovery) addressed by this study based on the obtention of clinical indexes obtained from gait-related parameters. Concerning measurement, we considered two different deployment models: a scheduled test-based model supervised by clinicians and an unsupervised one from the continuous measurement of gait parameters during activities of daily life. The frequency of these measurements will be high in the case of continuous measurements during ADLs and low for scheduled tests at home when connected to a supervisor clinician. The duration of the measurement will usually be long (several years) when related to fall risk assessment for the elderly and short (few months) for monitoring rehabilitation.

The impact of the deployment for the different cases will have contributions in health-care provision and cost. While this study is not analyzing healthcare procedures in depth, we claim that (1) automating measurements at home allows for a better organization of clinical resources and shortens transport dependencies and costs; (2) taking parameters directly from daily life activities provides more realistic insights into the analyzed parameters and promotes non-linear assessment between measurements and clinician monitoring, which also impacts the organization of clinical resources and (3) the continuous measurement of clinical parameters allows for an early detection of situations with high risk and therefore a fast reaction, as preventive methods, that should result in a high impact of the corresponding clinical decisions. According to the literature, we expect that the continuous measurement of clinical parameters provided by IoMT measurements will produce savings in fall-related injuries by avoiding falls and shortening the surgery rehabilitation duration. These factors have been analyzed in the cost versus expected savings of the IoMT deployment figures, together with the dependencies on the device cost scaling.

The technoeconomic analysis allows for detailing the dependencies of the IoMT proposal on the three studied cases. The first case studied is the equilibrium assessment, extrapolated from an existing clinical study that is developing a new model based on a posturograph as clinical assessment at primary care premises. Therefore, the analysis compares the cost of installing that system in all primary care centers, identified as a clinician method, along with the subsequent personnel costs for conducting the tests, with the IoMT method that allows patients to perform the assessment at home. At the level of all of Catalonia (7.8 million people and 420 primary care centers), the classical model would allow for one equilibrium assessment once every 1.5 years, while the IoMT one would allow for any given periodicity (e.g., once per month). Furthermore, when considering accumulated measurements along the years (also considering the increased elderly population), we found that after the 3rd year, the accumulated cost of the clinical model will be higher than the IoMT one, basically due to personnel costs. Additionally, our analysis did not consider the indirect costs associated with the travel to primary care centers that would be in favor of the IoMT solution.

For the case of continuously monitoring fall risk during activities of daily life, the IoMT platform requires a more complex device to obtain gait parameters from which the patient-personalized risk indexes are computed. At the same time, cloud costs are also higher. The main advantage of this solution is the early detection of situations that can lead to a fall which are currently analyzed by a set of periodic tests during primary care visits (e.g., once a year). Identifying risky situations should lead to taking measures and therefore reducing the risk of falls and number of falls. Our analysis observes that the cost of the IoMT system compensates the cost of treatments related to falls when the reduction in the number of falls is 45%. This number is strongly dependent on the cost of the device that can profit from the economy of scale, which would have an impact on a huge cost reduction for large production volumes of electronic components. If the device cost could be reduced from EUR 150 to EUR 50, the break event would be reduced from 45% to 23%. From this economic point of view, one must also consider the social impact for the cases in which falls led to situations where the patient will require assistance or even die.
The last studied case focuses on rehabilitation from a surgery that affected gait and obtains the evaluation from a study of femur fractures in Catalonia. The study shows that hospitalization costs account for 50% of the total cost per person while the rest correspond to rehabilitation plus sociosanitary and pharmacy costs, accounting for the duration of the rehabilitation, which the study considers 6 months as the mean. In this case, for the same IoMT platform, we considered two different models: (i) a supervised rehabilitation session in which the clinician can conduct and monitor the tests conducted by patients at home and (ii) unsupervised monitoring during patient ADLs that allows for identifying clinically relevant gait parameters that can be monitored at any time by clinicians. As in the previous case, the analysis considers that, with the IoMT solution and the unsupervised model, the patient can be monitored more frequently which can allow for better rehabilitation by correcting unexpected effects and potentially reduce the duration of the rehabilitation. In this case, the analysis shows that IoMT deployment reduces the cost in approximately the same factor of the time reduced by clinicians to supervise rehabilitation (e.g., 43% in Figure 6). For the supervised rehabilitation case, the deployment costs of the IoMT platform are compensated with a mean decrease in the duration of rehabilitation above 8.7%. This reduction is equivalent to 16 days in 6 months which indicates that the deployment of the IoMT solution will easily compensate the savings of the in-place costs. The dependency on the device costs is smaller than in the previous case when linked to rehabilitation duration (just a few days), and its impact on the total cost of deployment is much lower than in the previous cases since it is affecting less of the population. Once again, better rehabilitation will also have an impact on a better resulting health and wellbeing state of the patient.

The effort to deploy such IoMT devices in the daily routine of patients or in hospitals is considered in terms of the training of users and professionals, together with a user-centric approach for wearable device usability and the integration of clinical data in the health platform applications already being used. Device and app maintenance will be conducted by the technology supplier selected by the tender. Most of this effort will affect primary care or the related post-surgery follow-up service in hospitals, which now is mostly being conducted at the patient’s home using classical (non-IoMT) protocols. Therefore, we do not consider that there will be a high impact on the daily routine or clinical procedures.

Healthcare professionals using IoMT solutions will spend some additional time at the beginning of the process to train the users, and then their effort spent is expected (1) to be similar in the supervised model and (2) to decline in the unsupervised one since clinicians will focus on clinically relevant parameters rather than the procedures to obtain gait data. Continuous data acquisition will allow them to spend those time savings on the assessment of patients that should lead to improving their quality of life in terms of reducing the number of falls and the duration of rehabilitation.

7. Conclusions

This paper deals with three aspects of in the framework of the health technology assessment for one Internet of Medical Things Platform: (1) Health problems and current uses of the technology (implementation level); (2) Description and technical characteristics of technology and (3) Costs, economic evaluation.

Our research contains a technoeconomic analysis on the data obtained after the execution of previous R&D projects that implemented prototypes of medical solutions focused on gait and equilibrium analysis using inertial sensors on wearable devices for three different cases affecting the elderly population: equilibrium assessment and fall prevention and rehabilitation recovery. These cases show different application scenarios in terms of the following: (i) the amount of the population involved (larger in the case of the elderly population), (ii) the methodology used to obtain patients’ data (supervised or unsupervised measurements of clinical parameters) and (iii) IoMT costs (especially related to cost differences in devices and the cloud). Since there are very few deployments of IoMT solutions and none published concerning wearable inertial sensors, we are estimating costs and com-
paring them with either other clinical proposals or the reduction in the impact of falls and rehabilitation, expected from the continuous measurement of clinically relevant parameters.

The conclusions detailed show that the device cost is a relevant factor to lower the cost entry barrier for IoMT solution deployment. In the case of Catalonia, we show the criteria for which the cost of the IoMT solutions will compensate the costs of human resources and CAPEX costs. For larger populations, the effect of economies of scale will lead to earlier adoption criteria in terms of cost.

There are other relevant aspects that can be analyzed in further research works related to the key properties of IoMT solutions such as continuously monitoring for the early detection of clinical events which also has a socioeconomic impact on the health and wellbeing of patients, and also remote monitoring requires much less travel to primary care centers or patients’ homes.

Author Contributions: Conceptualization, M.C. and J.C.; methodology, M.C., M.-J.T. and J.C.; software, M.C.; validation, M.-J.T. and J.C.; investigation, M.C., M.-J.T. and J.C.; resources, J.C.; data curation, M.-J.T. and J.C.; writing—original draft preparation, M.C.; writing—review and editing, M.C., M.-J.T., D.C.-R. and J.C.; visualization, M.C.; supervision, D.C.-R. and J.C.; funding acquisition, J.C. All authors have read and agreed to the published version of the manuscript.

Funding: This research was partly funded by Catalan Government Research groups 2021SGR01623.

Data Availability Statement: No new data were created or analyzed in this study. Data sharing is not applicable to this article.

Acknowledgments: The authors want to thank Pere Toran, Maria del Pilar Montero and Maria del Carmen Rodriguez for all their support throughout the clinical study on balance measurement. We want to express our gratitude to Diego Prior, Josep Rialp, Victor Gimenez, Isabel Narbon and Asta Pundziene from KTU for the fruitful discussions on the Diheco European project. Thanks also to John Slof from UAB for the methodological discussion on Activity-Based Costing in health.

Conflicts of Interest: The authors declare no conflicts of interest.

References
7. Barahmand, Z.; Eikeland, M.S. Techno-Economic and Life Cycle Cost Analysis through the Lens of Uncertainty: A Scoping Review. Sustainability 2022, 14, 12191. [CrossRef]


44. Public Procurement Services Platform. Available online: https://contractaciopublica.cat/en/detall-publicacio/3831840-f1ca-486e-d70-1f0c1e5b24a/114728575 (accessed on 2 March 2024).


**Disclaimer/Publisher’s Note:** The statements, opinions and data contained in all publications are solely those of the individual author(s) and contributor(s) and not of MDPI and/or the editor(s). MDPI and/or the editor(s) disclaim responsibility for any injury to people or property resulting from any ideas, methods, instructions or products referred to in the content.