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Abstract: Background and Objectives: This retrospective study investigates the action of a bipolar,
temperature controlled, endovaginal RF handpiece for the treatment of mild, moderate, and severe
stress urinary incontinence with a minimally invasive approach. Stress urinary incontinence (SUI) is a
common condition resulting in involuntary urine leakage, with an associated social and psychological
impact. SUI is the most common type of urinary incontinence in women. Materials and Methods:
We retrospectively studied 54 patients for this study. The bipolar radiofrequency energy used
in all patients was 50 W, with temperatures maintained between 41 ◦ C and 44 ◦ C. Two sessions
were performed four weeks apart. In order to monitor all patients before the first treatment and
4 months after the second treatment, the International Consultation on Incontinence QuestionnaireShort Form (ICIQ-SF) was used. Paired Student’s t test was used to elaborate the statistical data.
Results: The average frequency of urine leak improved from “2–3 times a week” (2.1 ± 1.3 points
before the treatment) to “once a week” (0.8 ± 1.3 points 4 MFU post-treatment). The average
volume improved from “small/moderate quantity” (3.2 ± 1.6 points before the treatment) to “none”
(0.9 ± 1.4 points 4 MFU post-treatment). No adverse events or side effects were found. Conclusion:
Our preliminary results represent a good starting point to check the effectiveness and validity of the
bipolar radiofrequency temperature-controlled method in the treatment of SUI.
Keywords: SUI; bipolar RF; endovaginal treatment; anterior vaginal wall; neocollagenesis
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1. Introduction

Received: 2 December 2021

Stress urinary incontinence (SUI) is an involuntary loss of urine due to an increase in
intra-abdominal pressure: this can be caused by slight or vigorous movement or physical
effort, such as laughing, coughing, sneezing, and running [1]. SUI has a strong negative
impact on the psychological, social, relational, and health condition of patients [2]. The
aetiology of SUI can depend on multiple factors, such as an insufficient support of the
pelvic organs, change in the intrinsic urethral closure mechanism, or a suspension of
the anterior vaginal wall [3,4]. Conservative options include pelvic floor exercises and
biofeedback. If conservative therapy fails, surgical procedures such as periurethral bulking
agents, midurethral slings, Burch colposuspension, and fascial slings can be used [5].
However, histological findings have shown a collagen reduction in urethral walls in the
case of sphincter dysfunction and/or loss of urethral support. Radiofrequency therapy
may therefore be a suitable option due to its effect on collagen [6]. Radiofrequency (RF)
uses the resistance of the skin or mucosal tissue to transform the RF energy supplied to the
tissue into thermal energy. The generated heat, according to the temperature reached in
the tissue, causes a tightening of the existing collagen and stimulates fibroblasts activation,
leading to neocollagenesis [7,8]. The use of non-ablative steps of radiofrequency energy has
been investigated in the recent past with transvaginal or transurethral techniques, and was
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The user can select the time of treatment per selected area and the minimum and
maximum value of temperature for the RF treatment within the 35 ◦ C and 45 ◦ C range
with 1 ◦ C steps. If, during treatment, the detected temperature overcomes the maximum
set temperature, the system will block emission until the value returns within the correct
limit. If the temperature is lower for the minimum temperature set, the counter stops the
treatment countdown. In this way, each selected quadrant is properly treated. The bipolar
RF energy used in all patients was 50 W, with temperatures maintained between 41 ◦ C
and 44 ◦ C and a total count of 42 for each quadrant (5 min) [16]. These temperatures were
chosen to trigger collagenogenesis without causing its damage for shrinkage. For each
patient, two quadrants on the vaginal anterior wall were treated: the first quadrant is at
5 cm, and the second quadrant is at 2.5 cm. Two sessions were performed four weeks apart.
Patients may feel a sensation of heat during the procedure and may regain normal activity
on the same day. RF treatment is comfortable and possible for all patients as anesthesia is
not required. The study was conducted according to the guidelines of the Declaration of
Helsinki. Written informed consent was obtained from all participants (see Appendix B).
In order to monitor all the patients before the first treatment and 4 months after the
second treatment, the International Consultation on Incontinence Questionnaire–Short
Form (ICIQ-SF) [17,18] was used, severity intervals for the ICIQ-SF: slight (1–5), moderate
(6–12), and severe (13–21). Paired Student’s t test was used to test all of the outcome data
for statistical significance with the SPSS program version 25.0 (IBM), where p levels < 0.05
were considered statistically significant. The status and severity of each patient’s stress
urinary incontinence was assessed by a gynecologist. Exclusion criteria for the study
were the following: cardiac implants/wearers of pacemakers, collagenopathies and skin
pathologies, pregnancy and breast-feeding, infectious diseases, neoplasia or history of skin
cancer, renal and hepatic deficiencies or dysfunctions, subjects with arrhythmia or any other
severe known heart disorders, subjects with any implantable metal device and/or body
piercing in the treatment area, subjects with diabetes or autoimmune disorders, subjects
with coagulation disorders, patients with transplants, known sensitivity to the device,
patients with an implanted deep brain stimulation systems, patients with haemorrhagic
diatheses, history of keloid scarring or of abnormal wound healing, and patients with a
degree of pelvic organ prolapse at stage II or greater, as well as several conditions and/or
pathologies, which, according to their specific anatomical site, severity, and specific features
pertaining to each case, could be a reason for excluding a patient wishing to undergo RF
treatment. After a preliminary interview with the patient, the physician judged whether to
perform, postpone, or exclude the treatment.
2.4. Post-Treatment Indications
Patients can return to normal activities just after treatment. In case of intravaginal
treatment, we recommend stopping sexual intercourse 48 h after the RF session.
3. Results
The study was completed by all 54 patients, and according to the protocol, the treatment sittings were conducted. Outcome data and ICIQ-SF results are shown in Table 1 and
Figure 2. The ICIQ-SF was used to assess the severity of SUI and grouped 7 (13%) patients
as slight SUI, 33 (61%) patients as moderate SUI, and 14 (26%) as severe SUI. At the 4-month
follow-up, an improvement in SUI symptomatology was shown with 35 (65%) patients
experiencing slight SUI, 18 (33%) experiencing moderate SUI, and 1 (2%) experiencing
severe SUI (Figure 3).
At the 4-month follow-up (4 MFU), the results were statistically significant (p < 0.0001).
The average frequency of urine leak improved from “2–3 times a week” (2.1 ± 1.3 points
before the treatment) to “once a week” (0.8 ± 1.3 points 4 MFU post-treatment). The
average volume improved from a “small/moderate quantity” (3.2 ± 1.6 points before the
treatment) to “none” (0.9 ± 1.4 points 4 MFU post-treatment). In addition, the average
interference improved from 4.7 ± 2.4 points before the treatment, to 2.3 ± 1.9 points 4 MFU
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4. Discussions
Over the past decade, there has been an increase in minimally invasive devices for
orgasmic dysfunction, vulvovaginal laxity and atrophy, and stress urinary incontinence.
Non-invasive treatment is strongly recommended for SUI in women. Surgical procedures
are more likely to be curative [19], but are more invasive and have more associated adverse
events. On the other hand, the practice of physiotherapeutic exercises such as kegel exercises [20,21] have a reduced effectiveness because they are often not performed correctly
and constantly over time by the patients (women often need to be motivated to routinely
perform kegel exercises) [22]. Recently, the use of radiofrequency and lasers, such as
Erb:Yag [23] or CO2 lasers [24,25], for the treatment of SUI and genitourinary syndrome of
menopause (GSM), have shown promising treatment outcomes [26,27]. Evidence supports
laser treatment as an alternative intervention for SUI [28]. However, because of the growing demand for non-invasive, non-ablative/coagulative techniques that do not require
a patient hospitalization recovery time, radiofrequency treatment has been established
in the vaginal rejuvenation field [29–31]. Furthermore, radiofrequency is a powerful tool
for this treatment because of its ability to reach greater tissue depth in comparison to
laser treatment. To date, literature data suggest that radiofrequency SUI treatment has a
promising efficacy and carries a minimal risk of adverse events [32]. No major adverse
events were reported in studies using transvaginal and transurethral applications of radio
frequency energy. There were minor complications observed, with hematuria, urinary tract
infection, urinary retention, hesitation, and dysuria being the most common. However,
most of these adverse events are transient, and urinary tract infections can be treated with
the simple administration of antibiotics [11,33]. This radiofrequency-based conservative
treatment for SUI is not innovative, nevertheless the device offers temperature-controlled
treatment time, which allows for reproducibility and total safety [34].
The RF effects have proven to be beneficial in mild to moderate SUI, as demonstrate in
several studies [15,16,35,36].
In the medical field, radiofrequency is used to produce thermal energy (heat) generated by the resistance of the different layers of skin or mucosa to the passage of the
radiofrequency current. Technically, the RF source generates an electric field which, once
in contact with the skin, results in an oscillating electric current, which in turn induces
the translational movement of charged atoms and molecules, hindering the rotation of the
polar molecules. This “molecular movement” causes the local temperature to rise. This
generated heat depends on the amount of delivered current and the exposure time. The
energy is dispersed in a three-dimensional volume of fabric at controlled depths. The
bipolar RF system is able to cause collagen contraction and boost the production of new
collagen in dermal/mucosal structures, reaching temperatures between 40 ◦ C to 45 ◦ C on
a tissue, which may stimulate fibroblasts to produce new collagen through the activation
of heat shock proteins and through the initiation of the inflammatory cascade. When
the generated temperatures get higher than 45 ◦ C, some thermal injuries and pain are
noticed at the skin level, while vaginal mucosa can tolerate higher temperatures, up to
47 ◦ C, for instance, without visible thermal injury. The release of thermal energy that
occurs when the RF electrode passes a current through the skin induces collagen denaturation and contraction, activation of fibroblasts, increased blood flow, neocollagenesis,
and neovascularization, all of which aid in restoring the elasticity and moisture of the
vaginal mucosa [37]. A possible involvement and activation of the sex steroid precursor
dehydroepiandrosterone (DHEA), which supports vulvo-vaginal cell estrogen production,
playing an important role in vaginal rejuvenating, is hypothesized [38]. The efficacy and
safety of RF touch (DEKA M.E.L.A. Calenzano, Italy) has already been assessed in the study
of Gonzalez Isaza p and Velez Rizo DL [36], which reported that 90% patients who met the
criteria for SUI reported to have a 70% improvement in SUI, which was correlated with
important changes in the scores of ICIQ-SF. In this study, patient condition improvement
was reported at once after the last treatment, and it was further more significant after the
4-month follow-up examination. This amelioration is guided, over time, by the collagen
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remodeling process, which requires up to 90 days to complete, and which by favoring
the urethral closing mechanism could thus explain why there was a better response after
4 months of follow-up. Therefore, the results obtained are comparable with the period
of neo collagen production. The urinary loss clinical response was satisfactory for the
patients investigated. This research demonstrated that the method is reliable, painless, and
effective, without the risk of adverse effects. In terms of safety, the results were similar to
those of the pilot study by Millheiser et al. [29], which shows that radiofrequency, used on
vaginal introitus to treat vaginal laxity, reported a total improvement of 87% and no adverse
effects. This type of result is predictable as radiofrequency promotes the phenomenon
of angiogenesis/neocolagenesis, collagen contraction, and the growth factor infiltration,
which reestablish vaginal mucosa elasticity [39]. Instead of this, in a systematic review on
the intraurethral radiofrequency technique, a relative risk (RR) of 5.76 of pain/burning,
1.36 of a hyperactive detrusor, and 0.95 of urinary retention was found [14].
Further future studies with longer follow-ups will be needed to understand how to
produce outcomes over time.
Study Limitations
The limitations of the current study include small numbers in each group and a lack
of long-term follow-up. Further studies with a longer follow-up are needed to confirm our
findings. Our future goal is therefore to develop randomized clinical trials to evaluate the
large-scale efficacy of the method.
5. Conclusions
Our preliminary results represent a good starting point to assess the effectiveness and
validity of the bipolar radiofrequency temperature-controlled method in the treatment of
SUI. All subjects tolerated treatment well, without showing any adverse effects.
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Io sottoscritto/a …………………………………………… documento di riconoscimento ……………………………………
data .…/…./……… ora ................... durante il colloquio con il
Dott./ Dott.ssa. ………………..………..………..………………………………..………………….. sono stato/a informato/a in merito alla
proposta di essere sottoposto/a a:
RADIOFREQUENZA BIPOLARE
Mi sono state fornite le spiegazioni su elencate ai punti a) b) c) d) e) f) g) h) e avendo compreso quanto spiegato, decido liberamente
e consapevolmente di:
Acconsentire
⃞
ad essere sottoposto/a alla prestazione sopra descritta, tenuto conto anche delle conseguenze menomanti
prevedibili, temporanee o permanenti, derivanti dall’esecuzione della prestazione proposta, così come descritte nell’Informativa.
Dichiaro di aver ricevuto e letto copia dell’Informativa scritta specifica.
Sono consapevole che è mio diritto richiedere ulteriori spiegazioni in ogni momento.
Sono anche consapevole che posso revocare le mie decisioni qui espresse sino al momento dell’esecuzione della prestazione.
Firma del/della Paziente (o chi ne fa le veci) ………………………………………………………
Nome e Cognome di chi ne fa le veci ……………………………………………………………..…
Firma del Testimone ………………………………………………………………………………….
(Persona presente al colloquio)
Timbro e Firma del Medico ………………………………………………………………………….
Consenso ottenuto con l’ausilio di un interprete

⃞ SI

⃞ NO

Firma dell’Interprete …………………………………………………………………………………..

Figure A2.
A2. Patient’s
Figure
Patient’sconsent
consentform.
form.

Medicina 2022, 58, 181

9 of 10

References
1.

2.
3.
4.
5.
6.
7.
8.
9.
10.

11.

12.

13.
14.
15.

16.
17.
18.

19.
20.
21.
22.
23.

24.

25.
26.
27.

Abrams, P.; Cardozo, L.; Fall, M.; Griffiths, D.; Rosier, P.; Ulmsten, U.; Kerrebroeck, P.V.; Victor, A.; Wein, A. The standardisation
of terminology in lower urinary tract function: Report from the standardisation subcommittee of the International Continence
Society. Urology 2003, 61, 37–49. [CrossRef]
Milsom, I.; Gyhagen, M. The prevalence of urinary incontinence. Climacteric 2019, 22, 217–222. [CrossRef] [PubMed]
Fleischmann, N.; Flisser, A.J.; Blaivas, J.G.; Panagopoulos, G. Sphincteric urinary incontinence: Relationship of vesical leak point
pressure, urethral mobility and severity of incontinence. J. Urol. 2003, 169, 999–1002. [CrossRef] [PubMed]
Petros, P. The integral system. Cent European. J. Urol. 2011, 64, 110–119. [CrossRef]
Lapitan, M.C.; Cody, J.D. Open retropubic colposuspension for urinary incontinence in women. Cochrane Database Syst. Rev. 2012,
6, CD002912. [CrossRef]
Fitzgerald, M.P.; Mollenhauer, J.; Hale, D.S.; Benson, J.T.; Brubaker, L. Urethral collagen morphologic characteristics among
women with genuine stress incontinence. Am. J. Obstet. Gynecol. 2000, 182, 1565–1574. [CrossRef]
Mohamed, L.E.; Sonal, C.; Angel, L.; Keyvan, N. Nonablative radiofrequency for skin rejuvenation. Dermatol. Surg. 2010,
36, 577–589. [CrossRef]
Belenky, I.; Margulis, A.; Elman, M.; Bar-Yosef, U.; Paun, S.D. Exploring channeling optimized radiofrequency energy: A review
of radiofrequency history and applications in esthetic fields. Adv. Ther. 2012, 29, 249–266. [CrossRef]
David, J.; Goldberg, M.D. Nonablative Laser Technology Radiofrequency. Aesthet. Surg. J. 2004, 24, 180–181. [CrossRef]
Dmochowski, R.R.; Avon, M.; Ross, J.; Cooper, J.M.; Kaplan, R.; Love, B.; Kohli, N.; Albala, D.; Shingleton, B. Transvaginal radio
frequency treatment of the endopelvic fascia: A prospective eval-uation for the treatment of genuine stress urinary incontinence.
J. Urol. 2003, 169, 1028–1032. [CrossRef]
Appell, R.A.; Juma, S.; Wells, W.G.; Lenihan, J.P.; Klimberg, I.W.; Kanellos, A.; Reilley, S.F. Transurethral radiofrequency energy
collagen micro-remodeling for the treatment of female stress urinary incontinence. Neurourol. Urodyn. 2006, 25, 331–336.
[CrossRef] [PubMed]
Elser, D.M.; Mitchell, G.K.; Miklos, J.R.; Nickell, K.G.; Cline, K.; Winkler, H.; Wells, W.G. Nonsurgical transurethral collagen
denaturation for stress urinary incontinence in women 18-month results from a prospective long-term study. Neurourol. Urodyn.
2010, 29, 1424–1428. [CrossRef] [PubMed]
Sand, P.K.; Owens, G.M.; Black, E.J.; Anderson, L.H.; Martinson, M.S. Cost effectiveness of radiofrequency microremodeling for
stress urinary incontinence. Int. Urogynecol. J. 2014, 25, 517–523. [CrossRef] [PubMed]
Kang, D.; Han, J.; Neuberger, M.M.; Moy, M.L.; Wallace, S.A.; Alonso-Coello, P.; Dahm, P. Transurethral radiofrequency collagen
dena-turation for the treatment of women with urinary inconti-nence. Cochrane Database Syst.Rev. 2015, 3, CD010217. [CrossRef]
Abdelaziz, A.; Dell, J.; Karram, M. Transvaginal radiofrequency energy for the treatment of urinary stress incontinence: A
comparison of monopolar and bipolar technologies in both pre- and post-menopausal patients. Neurourol. Urodyn. 2021,
40, 1804–1810. [CrossRef] [PubMed]
González, I.P.; Rizo, D.V.; Garibay, I.; Galvan, R. The Role of Bipolar Radiofrequency (Bprf) as a Mechanism of Bio-Stimulation for
the Treatment of Vulvo-Vaginal Laxity: A Novel Approach. International J. Clin. Exp. Med. Res. 2021, 5, 367–376. [CrossRef]
Ibinaeva, I.S.; Apolikhina, I.A.; Makhmedzhanova, F.N.; Muslimova, S.Z. ICIQ-SF questionnaire in women with urinary incontinence. Urologiia 2012, 1, 38–42.
Klovning, A.; Avery, K.; Sandvik, H.; Hunskaar, S. Comparison of two questionnaires for assessing the severity of urinary
incon-tinence: The ICIQ-UI SF versus the incontinence severity index. Comp. Study Neurourol. Urodyn. 2009, 28, 411–415.
[CrossRef]
Kirchin, V.; Page, T.; Keegan, P.E.; Atiemo, K.O.; Cody, J.D.; McClinton, S.; Aluko, P. Urethral injection therapy for urinary
incontinence in women. Rev. Cochrane Database Syst. Rev. 2017, 7, CD003881. [CrossRef]
Cavkaytar, S.; Kokanali, M.K.; Topcu, H.O.; Aksakal, O.S.; Doğanay, M. Effect of home-based Kegel exercises on quality of life in
women with stress and mixed urinary incontinence. J Obstet. Gynaecol. 2015, 35, 407–410. [CrossRef]
Lamin, E.; Parrillo, L.M.; Newman, D.K.; Smith, A.L. Pelvic Floor Muscle Training: Underutilization in the USA. Curr. Urol. Rep.
2016, 17, 10. [CrossRef] [PubMed]
Yount, S.M.; Fay, R.A.; Kissler, K.J. Prenatal and Postpartum Experience Knowledge, and Engagement with Kegels:
A Longitudin al, Prospective, Multisite Study. J. Womens Health 2020, 30, 891–901. [CrossRef] [PubMed]
Shobeiri, S.A.; Kerkhof, M.H.; Minassian, V.A.; Bazi, T. IUGA committee opinion: Laser based vaginal devices for treatment
of stress urinary incontinence, genitourinary syndrome of menopause, and vaginal laxity. Int. Urogynecol. J. 2019, 30, 371–376.
[CrossRef] [PubMed]
González, P.I.; Jaguszewska, K.; Cardona, J.L.; Lukaszuk, M. Long-term effect of thermo ablative fractional CO2 laser treatment as
a novel approach to urinary incontinence management in women with genitourinary syndrome of menopause. Int. Uro. Gynecol.
J. 2018, 29, 211–215. [CrossRef]
Conté, C.; Jauffret, T.; Vieillefosse, S.; Hermieu, J.F.; Deffieux, X. Laser procedure for female urinary stress incontinence: A review
of the literature. Prog. Urol. 2017, 27, 1076–1083. [CrossRef]
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