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Abstract: Blood culture is currently the most commonly used method for diagnosing sepsis and
bloodstream infections. However, the long turn-around-time to achieve microbe identification
remains a major concern for clinical microbiology laboratories. Gram staining for preliminary
identification remains the gold standard. We developed a new rapid strategy using a tabletop
scanning electron microscope (SEM) and compared its performance with Gram staining for the
detection of micro-organisms and preliminary identification directly from blood cultures. We first
optimised the sample preparation for twelve samples simultaneously, saving time on imaging. In
this work, SEM proved its ability to identify bacteria and yeasts in morphotypes up to the genus
level in some cases. We blindly tested 1075 blood cultures and compared our results to the Gram
staining preliminary identification, with MALDI-TOF/MS as a reference. This method presents
major advantages such as a fast microbe identification, within an hour of the blood culture being
detected positive, low preparation costs, and data traceability. This SEM identification strategy
can be developed into an automated assay from the sample preparation, micrograph acquisition,
and identification process. This strategy could revolutionise urgent microbiological diagnosis of
infectious diseases.
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1. Introduction
The most common method of diagnosing sepsis remains blood culture [1,2]. Nevertheless, rapid pathogen identification is a key component in the microbiological diagnosis [3,4].
The time-to-results has a significant and direct clinical impact and an impact on the prognosis of patients [5,6]. Currently, once a blood culture is detected positive, a smear is
Gram stained for a first bacterial identification that most likely influences the treatment
choice within the recommended timeframe [7,8]. This allows the treatment to be adjusted
towards better antibiotic stewardship [9,10]. However, Gram staining results are not always
reliable due to multiple factors, such as inter-operator variability, false staining for some
species, etc. [11–13]. Within the last decade, insufficient identifications were switched to
culture and eventually relied on other high accuracy methods for microbe identification
in blood cultures such as matrix-assisted laser desorption/ionization time-of-flight mass
spectrometry (MALDI TOF/MS) [14], molecular biology [15–17], multiplex PCR assays,
specific hybridization assays, or microarrays [18–21]. Nevertheless, none of these methods,
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even though some of them are more costly, present a turn-around time that allows for
rapid preliminary identification from the blood culture in the way Gram staining does.
The search for new tools and strategies that can improve, automate, and accelerate a more
specific and rapid preliminary identification continues to be a hot topic in bloodstream
infection management [22–24].
Recently, a new generation of table-top scanning electron microscopes (SEM) has
enabled the acquisition of micrographs more rapidly in comparison with other electron
microscopes. Here, we evaluated the routine use of these user-friendly SEMs, that could
potentially replace optical microscopes in our laboratory. Thus, we developed a strategy
and a potential tool for rapid preliminary microbe identification directly from blood
cultures that are identified as positive by the BacT/Alert automated microbial detection
system (BioMérieux Clinical Diagnostics, Lyon, France) using SEM. Subsequently, we
blindly tested 1075 blood cultures and analysed the accuracy, the expertise required, the
identification information acquired, and the time taken to identify the micro-organism for
the newly developed strategy and compared the results to those of conventional Gram
staining preliminary identification.
2. Methods
2.1. Sample Selection
2.1.1. Artificial Blood Cultures for the Developmental Stage
A selection of the most common bacteria found in blood cultures was collected
from the Collection de Souches de l’Unité des Rickettsies (CSUR, WDCM 875) (Table S1,
Figure S1). Briefly, bacteria were harvested from fresh cultures, inoculated into BioMérieux
blood culture bottles (BacT/ALERT-FA-Plus, BioMérieux, Lyon, France), and incubated for
24 h at 37 ◦ C to simulate clinical growth conditions.
2.1.2. Clinical Blood Cultures for the Proof of Concept and Validation Stage
Nine hundred ninety-nine randomly selected blood cultures from the Institut HospitaloUniversitaire Méditerranée Infection (IHU) clinical bacteriology unit were used for the developmental stage and proof of concept. As a negative control, virgin blood cultures were
tested to assess the presence of structures that might affect the results. The final analysis
was then blindly applied to a new series of 1075 randomly selected blood cultures. This
study was approved by the IHU Ethics Committee (n◦ 2018-016).
2.2. Sample Preparation Optimisation
First, we tested multiple stains including phosphotungstic acid (PTA) (Sigma-Aldrich,
St. Louis, MO, USA), osmium tetroxide, and molybdate to select the most suitable stain
for our analysis. We then tested four protocols to find the sample preparation conditions
for the best image quality and resolution (Figure 1). We set and tested the preliminary
protocol on artificial and clinical blood cultures. We optimised the protocol to shorten
the overall sample preparation time. We considered the sample dilution, the incubation
time on slide, the sample deposition, and the drying process. The final protocol (Figure 1.
Protocol 4) was applied inside a moist chamber and on 12-well Poly-L-lysine coated slides
(Sigma-Aldrich, UK—Immuno-Cell International, Antwerp, Belgium). Blood cultures were
directly deposited in the wells using airway needles and incubated for ten minutes at room
temperature (~25 ◦ C). The excess liquid was then replaced by 1% PTA solution (pH 7.4)
for three minutes before it was discarded. All wells were then rinsed three times for one
minute each using sterile water and dried at 37 ◦ C for five minutes. We calculated the cost
for preparing the 12 samples using this optimised protocol as shown in Table S2.
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and length measurements were made using Image-J [26]; 50 to 300 bacteria were measured.
All mono-microbial blood cultures according to culture were categorised depending on
their shape to classify the identified microbes into groups up to the genus level according
to specific features. Poly-microbial blood cultures according to culture-based identification
were analysed separately, as various aspects should be considered for screening and
micrographs acquisition before the identification step.
2.4.2. Cell Wall Analysis Based on Image Contrast
We determined the cell wall nature using SEM, comparing the bacterial brightness
to the background. Analysis of the acquired micrographs was performed using Image-J
software [26]. For cocci and bacilli, we used either histogram or line profiling for the pixel
grayscale analysis.
2.5. Comparison to Routine Microbial Identification
The SEM identifications were compared to the routine clinical microbiology laboratory results. All the blood cultures were Gram stained (Aerospray Gram Slide Stainer)
and observed by optical microscopy. In order to evaluate the inter-operator variability
for Gram staining, results were compared for 650 slides analysed by experienced and
inexperienced operators.
As a reference method, colonies from subcultures were also identified using MALDI
TOF/MS (Microflex, Bruker Daltonics, Bremen, Germany) as previously described [27]. If
no microbes were identified, the sub-culture incubation time was increased for ten days
before confirming the absence of microbes. MALDI TOF/MS identification served as a
reference in this study. When all methods used were inconclusive, discordances were
resolved by partial 16S rRNA gene molecular sequencing.
We calculated the sensitivity, specificity, positive and negative predictive values, and
the accuracy of our newly developed identification strategy with MALDI-TOF/MS as a
gold standard.
3. Results
3.1. Sample Preparation Optimization for SEM
No prior dilution of the sample was needed; therefore, the direct deposition from the
blood culture reduced the sample deposition step to a minimum. When we reduced the
incubation time on the slide, fewer aggregates and blood culture components were visible.
Drying at 37 ◦ C led to a faster drying process and had no effect on the quality of results.
Therefore, protocol 4 (Figure 1) proved to be the optimal sample preparation protocol,
giving the best compromise between image quality and sample preparation time. The
choice of the 12-well slides allowed us to load twelve samples at once into the SEM chamber,
hence the vacuum was performed once for twelve samples, reducing the acquisition time.
The time from blood culture to microbe identification by SEM was thus one hour for twelve
blood cultures (Figure 2). This time-to-results is comparable to that of the Gram staining
for the same 12 blood cultures; however, this tool gives more insight into the microbes,
allowing for a more specific preliminary identification, with data traceability. This method
does not require a high budget after acquisition of the instrument, since the budget for the
sample preparation of twelve samples is reduced by one third (0.83 EUR versus 2.39 EUR
using SEM and Gram staining, respectively, Table S2).
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We correlated each of these morphotypes to a group of bacteria (Figure 4). We were able
to correctly classify 86.7% of the microbes according to the MALD-TOF/MS identification.
3.2.2. Step 2: Cell Wall Analysis by SEM Based on Image Contrast
The PTA stain enabled us to differentiate between both cocci and bacilli according
to their contrast compared to the micrograph background. Gram-positive bacteria had a
contrast brighter than that of the background in the centre, showing increased brightness
in the middle of the bacteria on the linear greyscale profile and a second peak on the
greyscale histograms (Figure S2a,c). For the Gram-negative bacteria, the contrast was
darker or comparable to that of the background, and the results were validated on the
greyscale histograms and linear profiles (Figure S2b,d). When applied on the micrographs
of 726 blood culture, we correctly classified 86% of the microbes judging by their contrast,
according to the MALD-TOF/MS identification.
3.2.3. Step 3: Identification Based on Microbial Size by SEM
Proteobacteria and Enterobacteria species presented comparable morphologies and
similar greyscale profiles. To balance out these discordances, we analysed the bacterial
width of these microbes. We found that the diameter of the Enterobacteria we measured was
stable (1 µm) between the different species (E. coli, Klebsiella sp.), whereas the Pseudomonas
sp. isolates were thinner (0.7 µm) and the Bacillus sp. isolates had wider diameters (1.2 µm).
In addition, Neisseria sp. were smaller than Staphylococcus sp. but the sizes overlapped
(Figure S3). Yeasts were considerably larger in size than bacteria, which helped to easily
discern them.
3.3. SEM Compared to MALDI-TOF/MS Reference Identification
Once all the data had been collected, we combined the validated criteria. All the
information was compiled in order to establish a final robust classification strategy for
direct SEM microbe identification, which was applied to 1029 mono-microbial blood
culture micrographs (Figure 4). We managed to correctly classify 994 blood cultures
(96.60%) of the analysed microbes with the SEM classification according to the MALDITOF/MS identification (Figure 5A). SEM misclassifications represented 35 blood cultures
(3.4%). The most common discordance for most groups were dark smudges that were
observed in 14 of the blood cultures (1.2%). This phenomenon may be caused by the
destruction of bacteria, the low number of microbes present in the imaged sample, or the
operator issues related to sample screening. Of the 21 remaining misidentifications, some
species (Bacteroides uniformis, Capnocytophaga sputigena, Eggerthella lenta, Moraxella osloensis,
Ralstonia picketii, Escherichia coli, Pseudomonas sp., Acinetobacter sp.) were identified by
SEM in terms of shape, cell wall, and cell size, although not classified in any of the SEM
groups. For example, Pseudomonas sp. and Acinetobacter sp. were classified as Enterobacteria;
however, all were classified as Gram-negative bacilli with SEM.
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3.4.2. Case of Blood Cultures Positive for Bacilli
For rod-shaped bacteria, Gram staining enabled the identification of Gram-negative
bacilli with a sensitivity of 99.49%, while SEM sensitivity was 99.23% for this group. However, SEM proved to be efficiently able to separate the Enterobacteria, Proteobacteria, and
Acinetobacter sp. within this same group of bacteria. Moreover, when Gram staining de-
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Table 1. Performance characteristics for cocci-shaped bacterial identification using SEM vs. Gram staining with culture-based MALDI-TOF/MS identification as a reference.
Group
Identified

Prevalence

Sensitivity
(95% CI)

Specificity
(95% CI)

PPV
(95% CI) *

NPV
(95% CI) *

Accuracy
(95% CI) *

99.79%
(98.86% to 99.99%)
99.59%
(98.52% to 99.95%)

99.45%
(98.39% to 99.89%)
99.44%
(98.38% to 99.88%)

99.39%
(98.13% to 99.80%)
99.38%
(98.11% to 99.80%)

99.81%
(98.70% to 99.97%)
99.63%
(98.54% to 99.91%)

99.61%
(99.01% to 99.89%)
99.51%
(98.86% to 99.84%)

95.19%
(89.14% to 98.42%)
89.42%
(81.86% to 94.60%)

99.89%
(99.40% to 100%)

99%
(93.31% to 99.86%)

100%

100%

99.46%
(98.74% to 99.77%)
98.82%
(97.96% to 99.32%)

99.42%
(98.74% to 99.79%)
98.93%
(98.09% to 99.46%)

GRAM

100%

100%

100%

100%

SEM

0%

100%

0%

99.9%
(99.90% to 99.90%)

Method
GRAM

Cluster cocci

47.33%
SEM
GRAM

Chain cocci

10.11%
SEM

Gram-negative cocci

0.1%

100%
(99.64% to 100%)
99.9%
(99.45% to 100%)

PPV: Positive Predictive Value; NPV: Negative Predictive Value; (*) These values are dependent on the prevalence.

Table 2. Performance characteristics for bacilli-shaped bacterial identification using SEM vs. Gram staining with culture-based MALDI-TOF/MS identification as a reference.
Group Identified

Prevalence

Method
GRAM

Gram-negative bacilli

37.8%
SEM

Enterobacteria

32.65%

SEM

Proteobacteria

4.18%

SEM

Acinetobacter sp.

0.97%

SEM

Sensitivity
(95% CI)

Specificity
(95% CI)

PPV
(95% CI) *

NPV
(95% CI) *

Accuracy
(95% CI) *

99.49%
(98.16% to 99.94%)
99.23%
(97.76% to 99.84%)
99.7%
(98.35% to 99.99%)
88.37%
(74.92% to 96.11%)
90%
(55.50% to 99.75%)

99.22%
(98.19% to 99.75%)
98.75%
(97.55% to 99.46%)
99.13%
(98.13% to 99.68%)
99.9%
(99.44% to 100%)
99.9%
(99.45% to 100%)

98.72%
(97.00% to 99.46%)
97.97%
(96.04% to 98.97%)
98.24%
(96.18% to 99.20%)
97.44%
(84.24% to 99.63%)
89.98%
(55.61% to 98.47%)

99.69%
(98.76% to 99.92%)
99.53%
(98.56% to 99.85%)
99.85%
(98.98% to 99.98%)
99.49%
(98.86% to 99.78%)
99.9%
(99.37% to 99.98%)

99.32%
(98.60% to 99.73%)
98.93%
(98.10% to 99.47%)
99.32%
(98.60% to 99.73%)
99.42%
(98.74% to 99.79%)
99.81%
(99.30% to 99.98%)
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Table 2. Cont.
Group Identified

Prevalence

Method
GRAM

Gram-Positive Bacilli

2.24%
SEM

Actinomyces sp.

0.29%

SEM

Bacillus sp.

0.78%

SEM

Other Gram-positive bacilli

0.68%

SEM

Propionibacterium sp.

0.49%

SEM

Sensitivity
(95% CI)
82.61%
(61.22% to 95.05%)
86.96%
(66.41% to 97.22%)
100%
87.5%
(47.35% to 99.68%)
100%
60%
(14.66% to 94.73%)

Specificity
(95% CI)

PPV
(95% CI) *

100%

100%

99.9%
(99.45% to 100%)
100%

95.25%
(73.74% to 99.31%)
100%

100%

100%

100%
99.9%
(99.46% to 100%)

100%
75.16%
(27.32% to 96.06%)

NPV
(95% CI) *

Accuracy
(95% CI) *

99.6%
(99.04% to 99.84%)
99.7%
(99.15% to 99.90%)
100%
99.9%
(99.39% to 99.98%)
100%
99.8%
(99.43% to 99.93%)

99.61%
(99.01% to 99.89%)
99.61%
(99.01% to 99.89%)
100%
99.9%
(99.46% to 100%)
100%
99.71%
(99.15% to 99.94%)

PPV: Positive Predictive Value; NPV: Negative Predictive Value; (*) These values are dependent on the prevalence.

Table 3. Performance characteristics for other microbe identification using SEM vs. Gram staining with culture-based MALDI-TOF/MS identification as a reference.
Group Identified

Prevalence

Yeast

1.36%

Method
GRAM
SEM
GRAM

Others

1.07%
SEM

Sensitivity
(95% CI)

Specificity
(95% CI)

PPV
(95% CI) *

NPV
(95% CI) *

Accuracy
(95% CI) *

100%
78.57%
(49.20% to 95.34%)

100%

100%

100%

100%

100%
99.71%
(99.20% to 99.89%)

100%
99.71%
(99.15% to 99.94%)

99.51%
(98.86% to 99.84%)
99.71%
(99.14% to 99.94%)

66.69%
(45.02% to 83.04%)
62.52%
(31.21% to 85.98%)

99.9%
(99.36% to 99.98%)
99.41%
(99.00% to 99.66%)

99.42%
(98.74% to 99.79%)
99.12%
(98.35% to 99.60%)

90.91%
(58.72% to 99.77%)
45.45%
(16.75% to 76.62%)

PPV: Positive Predictive Value; NPV: Negative Predictive Value; (*) These values are dependent on the prevalence.
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3.4.4. Case of Negative Blood Cultures and Poly-Microbial Blood Cultures
Negative blood cultures imaged by SEM had no visible structures that were similar in
size or shape to any known microbes. SEM also made it possible to detect the presence of
multiple microbes in a blood culture. In total, 46 poly-microbial blood cultures of the 1075
blood cultures were analysed separately, considering the number of microbes detected by
SEM and their identification using our strategy. In fact, for 18 poly-microbial blood cultures,
all existing microbes were correctly identified. However, for 27 of them, only imaged
microbes were correctly identified based on the criteria we defined above. In total, in 97.8%
of the poly-microbial blood cultures, at least one of the organisms present was correctly
identified; however, the full pathogen identification was incomplete as not all microorganisms were detected by SEM (Figure 5B). The problem here is related to the screening
of the sample. A fairly large portion of the sample must be screened for the presence of
multiple micro-organisms. Manual imaging creates an operator-dependent issue, once
image acquisition is automated, screening related problems would be diminished.
3.5. Operator-Dependant Variability
Furthermore, when evaluating the inter-operator variability for Gram staining of
650 blood cultures, a total of 4% (26 blood cultures) presented divergent results between
operators with different experience levels in reading Gram stain results. For the same
650 blood cultures, different results for different operators represented 1.38% (nine blood
cultures) using SEM. Discrepancies between operators in reading SEM results could be
resolved with data traceability for the micrographs.
4. Discussion
In this study, we evaluated in parallel SEM and Gram preliminary identifications
on blood cultures that had been detected as positive, with MALDI-TOF/MS colony identification from subcultures as the gold standard reference. Several improvements were
made during this work, reducing the SEM sample preparation time to 20 min and using
12-well slides to save time on imaging. Once the micro-organisms were detected, several
morphological elements were gradually added to identify the microbe up to the genus
level (shape, disposition of the microbes, diameter, the presence of specific structures, etc.).
This new classification method enables more information from the bacterial morphology to
be accessed for a more specific preliminary identification than that of the Gram staining
(Figure 3). SEM enabled us to highlight the ultrastructure of the micro-organisms, giving
more insight on their identification. We were able to differentiate five groups (Bacillus sp.,
Propionibacterium sp., Actinomyces sp., Corynebacterium sp., and other Gram-positive bacilli)
within the bacteria classified as Gram-positive and rod-shaped using Gram staining. This
method also helped to distinguish three groups within the bacteria classified as Gramnegative rods by Gram staining, to define a specific trait for detecting Acinetobacter sp.,
and to draw a distinction between Enterobacteria and Proteobacteria. On the clinical level,
a preliminary identification as soon as the blood culture is detected as positive can potentially influence the course of antibiotic treatment [28]. The importance of such a rapid
preliminary identification strategy relies on the redirection or essential adjustments to
the antibiotic regimen, the need to start antibiotic treatment, or to take other immediate
measures before the culture results become available [8].
Moreover, with the increase of the microbiological workload in clinical laboratories,
automation is potentially conceivable for such strategies and is necessary to reduce the
time-to-results in the case of blood cultures [29]. This type of strategy will lead to the
creation of an image database and the development of a software using machine learning,
allowing for the automatic identification of the objects observed. In the long term, this
would replace the technical and microbiological knowledge necessary to be able to identify
the bacteria with the commonly-used staining methods such as Gram and other dyes
used for microorganisms [13,30]. A major part of the cost for our method comes from the
purchase of a TM4000 Plus SEM (50 k EUR). One TM4000 Plus SEM can perform the SEM
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imaging of roughly 10,000 twelve-well slide per year, with a machine lifetime of 10 years.
Therefore, the cost for one blood culture analysis by SEM can be estimated to 0.042 EUR
per sample. For the Gram staining, the optical microscope cost is reduced by ten (5 k EUR).
Even though the TM4000 Plus is more costly, the consumables cost for large scale analyses
remains reduced compared to that of Gram staining. Gram staining also has manual labour
requirements for Gram slides preparations and an increase in the read-out of results that
lead to higher costs. After automation and standardisation of sample preparations and the
identification processes, SEM could optimise workflows and reduce labour costs, leading
to a fully automated pipeline for preliminary microbe identification.
For the past three years, we have been evaluating the various possible front-end applications and processes for this new generation of SEMs and their practical implementation
in microbiological diagnosis. They present many advantages in terms of low cost, ease-ofuse, speed of results, and the ability to observe a variety of clinical samples. Thus, SEM
could advantageously replace optical microscopes and Gram staining in the preliminary
identification of bacteria in blood cultures or other body fluids. We have already developed
other applications for these SEMs in the rapid detection of respiratory viruses [31], rapid
antibiotic susceptibility testing of bacteria [32], detection of bacteria in endocarditic cardiac
valve vegetations [33], and identification of several parasites. These various uses of SEM
will shift the paradigm of the early diagnosis of infectious diseases, especially in critical
cases that have a direct effect on the management of bloodstream infections, the treatment
choice, and the patients’ prognosis [15,34,35].
Supplementary Materials: The following are available online at https://www.mdpi.com/article/10
.3390/microorganisms9061170/s1, Table S1. Pure bacterial cultures inoculated in virgin blood culture
bottles to simulate the clinical blood culture growth conditions and optimise the SEM identification
strategy. Table S2. Cost calculations for sample preparation of SEM and Gram-stained slides. a.
Manufacturer’s recommended number of samples per 500 mL solution bottles. Figure S1. Genus
occurrence of the micro-organisms present in 1160 positive blood cultures. Figure S2. Cell-wall
analysis using Image-J. Figure S3. Bacterial widths measurements performed on Image-J. Figure S4.
Main issues causing discordances in the SEM identification strategy.
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