Abstract

Swelling Behavior of an Ethanol-Sensitive Hydrogel Immobilized on a Plasmonic Sensor Substrate †

Julia Herzog 1,*, Martin Sobczyk 2, Marisa Rio 3, Christiane Schuster 4, Thomas Härtling 2,3,4 and Gerald Gerlach 1

1 Institute of Solid State Electronics, Technische Universität Dresden, Mommsenstraße 15, 01062 Dresden, Germany; gerald.gerlach@tu-dresden.de
2 Institute of Solid Mechanics, Technische Universität Dresden, George-Bähr-Str. 3c, 01069 Dresden, Germany; martin.sobczyk@tu-dresden.de (M.S.); thomas.haertling@ikts.fraunhofer.de (T.H.)
3 Fraunhofer Portugal Center for Smart Agriculture and Water Management AWAM, Parque de Ciência e Tecnologia de Vila Real—Régia Douro Park, 5000-033 Vila Real, Portugal; marisa.rio@fraunhofer.pt
4 Fraunhofer Institute for Ceramic Technologies and Systems IKTS, Maria-Reiche-Straße 2, 01109 Dresden, Germany; christiane.schuster@ikts.fraunhofer.de
* Correspondence: julia.herzog@tu-dresden.de
† Presentated at the XXXV EUROSENSORS Conference, Lecce, Italy, 10–13 September 2023.

Abstract: Refractive index-sensitive plasmonic sensors are suitable for the on-site detection of fluid parameters in process engineering applications. The functionalization of optically sensitive nanostructured surfaces with stimuli-responsive hydrogels enables the selective determination of parameters of complex liquids. Thereby, the degree of swelling of the hydrogel gives indications to liquid parameters like pH or molecule concentrations. In this study, the influence of the swelling degree of an immobilized ethanol-sensitive hydrogel on the sensor signal is investigated. The application of both a measuring and reference area allows differentiation of the refractive index change induced by the swelling effect from the refractive index change of the analyte due to concentration changes.

Keywords: plasmonic sensor; hydrogel; ethanol sensing; on-site detection

1. Introduction

There is a high demand for measuring devices used on-site in the process industry for the continuous determination of fluid parameters, especially in the pharmaceutical, food and biotechnology industries. This is because the permanent determination of, for instance, molecule concentrations, is important for process control and influences the quality assurance of the products. Refractive index-sensitive sensors, such as the plasmonically active gold substrate used here, provides real-time feedback on a continuously changing composition of the process liquid. If the detection of a single parameter is required, functionalization of the sensor substrate with a hydrogel is a suitable option. Hydrogels are three-dimensional polymer networks that change their swelling degree in response to a stimulus. Because of swelling, the ratio of the polymer network and the absorbed fluid changes. In this study, an ethanol-sensitive hydrogel is used to investigate the influence of the swelling behavior on the optical sensor signal to show the possibility of separating the influences of swelling from refractive index change and to demonstrate future applicability.

2. Materials and Methods

2.1. Synthesis and Determination of the Swelling Degree of the Ethanol-Sensitive Hydrogel

For the hydrogel solution, 15 vol% of monomer acrylamide and 0.44 mol% of crosslinker N,N'-methylenebisacrylamide were dissolved in double-deionized water and subsequently 0.44 mol% of lithium phenyl 2,4,6-trimethylbenzoyl phosphinate as photoinitiator was added. For the determination of the swelling degree, 150 µL of the hydrogel solution was polymerized under UV light (2.3 W/cm², 3 min), resulting in a 650 µm thickness. The
The volume change of the bulk hydrogel between 0 and 100 vol% ethanol was determined through thickness measurement by focus determination of a light microscope and area measurement by image evaluation.

2.2. Plasmonic Sensor Substrate and Sensor Setup

A plasmonic sensor substrate was used which exhibits optically sensitive nanostructured areas. For the investigation of continuously flowing fluids, the substrate is integrated in a flow cell. In addition to fluidic components, the measuring system also contains optical components (light source, spectrometer) which enable the detection of the optical transmittance signals from the plasmonically active surfaces. The measuring area is covered with a functionalized hydrogel (4 µm thickness). The additional usage of a non-functionalized reference area allows the differentiation between changes in the swelling degree of the hydrogel and refractive index changes of the analyte as a function of concentration changes therein. This is important for future detection of single substances in complex liquids containing more than two different chemical species which influence the refractive index. Here, aqueous solutions in the range between 0 and 60 vol% ethanol were studied.

3. Discussion

The volume change of a hydrogel covalently bound to the substrate (on one side) shows different behavior than the optical transmittance signal thereof as a function of the ethanol concentration. The plasmonically active, nanostructured gold substrate has a high sensitivity to the refractive index change in proximity of the sensor surface only. Therefore, only swelling states that extend 50–100 nm into the hydrogel volume are considered [1]. In other words, unlike the swelling curve, it is not the change in refractive index over the entire volume of the hydrogel attached to the substrate that is detected, but only the change in refractive index at the interface with the sensor substrate.

Under these conditions, measurements using measuring and reference area in a concentration range up to 40 vol% ethanol showed that the refractive index change of the analyte alone has a stronger influence on the sensor signal than is induced by the swelling of the hydrogel. Only above 40 vol% does the swelling degree of the hydrogel dominate and the measuring area show a higher sensitivity to the ethanol concentration change. This is an important finding for understanding hydrogel as a sensor material in plasmonic sensors and paving the way for further application to sense multiple substances.

Author Contributions: Conceptualization, J.H., M.R., C.S. and T.H.; formal analysis, J.H. and M.S.; investigation, J.H.; writing—original draft preparation, J.H.; writing—review and editing, C.S., T.H. and G.G.; supervision, T.H. and G.G.; funding acquisition, G.G. All authors have read and agreed to the published version of the manuscript.

Funding: This research was funded by the DFG Research Training Group 1865 and the BMBF VIP+ program, grant number 03VP01970.

Institutional Review Board Statement: Not applicable.

Informed Consent Statement: Not applicable.

Data Availability Statement: The data presented in this study are available upon request from the corresponding author.

Conflicts of Interest: The authors declare no conflict of interest.

Reference


Disclaimer/Publisher’s Note: The statements, opinions and data contained in all publications are solely those of the individual author(s) and contributor(s) and not of MDPI and/or the editor(s). MDPI and/or the editor(s) disclaim responsibility for any injury to people or property resulting from any ideas, methods, instructions or products referred to in the content.